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PREFACE TO THE FIRST EDITION. 



My object in this treatise has been to give a complete account 
of such portions of Electrical Science as I am acquainted with^ 
and at the same time to regard them from a physical as distin- 
guished from a mathematical point of view. 

I have throughout endeavoured, as much as I am able^ to 
connect the various phenomena described with the hypothesis 
adopted by Newton, Faraday, and Maxwell, namely — that there 
is no such thing as '^ action at a distance/^ but that all electrical 
actions are transmitted from place to 2)lace by strains of some 
continuous medium filling the space between. 

In order that the book may be more useful, I have entered 
very fully into the actual experimental details of most of the 
investigations mentioned, partly in order that any one wishing 
to continue the experimental investigation of the subject may 
find in the book accounts of what has already been done, and 
partly that students may see that electrical phenomena have a 
real existence, and are not merely abstractions or results of 
mathematical analysis. 

I may add that, for the understanding of the text of the work, 
no mathematical knowledge is required except that of algebra 
up to simple equations. There are, however, a few mathematical 
foot-notes and appendices. 

By far the greater number of the illustrations in the book are 
original, and have been engraved under the directions of Mr. 
Cooper, from drawings of the most recent instruments now in 
actual use, made by Mr. Cole and Mr. Webster, at Kew Obser- 
vatory, at Cambridge, at King^s College London, at several 
private laboratories, and at the factories of the principal instru- 
ment makisrs ; and I must now express my sincere thanks to 
these three gentlemen for the skill and care displayed by them 
throughout the whole of a long and laborious task. 
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vi Preface. 

I also must express my thanks for the loan of blocks and plates 
to the Councils of the Koyal Society^ of the British Associa- 
tion, and of the Boyal Irish Academy^ to the Committee of Kew 
Observatory, to Mr. Wm. Spottiswoode (President of the Royal 
Society), Sir Wm. Thomson, Mr. De La Rue, Mr. Crookes, Prof. 
Tyndall, the late Prof. Clerk-Maxwell, Dr. Kerr, M. Plants, 
Prof. Rontgen, Prof. Hughes, Prof. Jellett, Mr. Ayrton, Mr. 
Perry, Messrs. Elliott Bros., and Mr. Apps. 

I have to return most hearty thanks to many friends for in- 
valuable assistance with the proof-sheets and MSS. 

Mr. Ayrton has read the whole of Part I. in proof, and most 
of Part III. He has paid special attention to the chapter on 
" Contact Electricity.'' 

Mr. "WTiipple, Superintendent of Kew Observatory, has read 
the whole of Part II. (Magnetism) in MS., in slips and in sheets ; 
he has had several tables prepared for me at the Observatory, and 
has superintended the drawings of the various magnetic instru- 
ments which were made at Kew by Mr. Webster. 

Prof. Everett has read all those portions of the book which relate 
to the theory of Units, namely. Chapters VIIL, XXL, and XLVI. 

Prof. Tyndall has read the MS. of the chapter on Dia- 
magnetism. 

Mr. Spottiswoode has read the proof of all the chapters about 
the Induction Coil, and about Electrical Discharges, i. e. 
Chapters XXXIX. and XLI. to XLIII. Mr. Moulton has also 
read the chapter on "The Sensitive State.'' 

Mr. Kieser, of the firm of Elliott Bros., has read the descrip- 
tion of the various forms of Resistance Boxes. 

Dr. Kerr has read Chapters XLIX. and L., in which an 
account of his discoveries is given. 

Prof. W. G. Adams has also given me some valuable assistance. 

Prof. Boltzmann, of Vienna, has had the great kindness to 
write out for me the mathematical theory (not before published) 
of his experiments on Specific Inductive Capacity. The appendix 
to Chapter XI. is substantially a translation of his letter. 

Mr. J. G. Butcher and Mr. T. O. Harding have also given 
me much assistance with the appendix to Chapter XI. and with 
some of the mathematical foot-notes. 

Holmwood, Dorkinff, Ajpril 17, 1880. 



PREFACE TO THE SECOND EDITION. 



Th£ demand for a Second Edition of this book came upon roe a 
year ago^ much sooner than I expected it. As my life is no 
longer that of a student^ but is fully occupied by engineering 
work, time for writing has been scarce^ and this book has been 
long out of print. Now that it is ready for the press^ I can only^ 
for the same reason^ bespeak indulgence for it. 

The principal changes introduced into the new edition are^ firsts 
correction of a few errors ; second^ a re-arrangement of some of 
the chapters ; thirds the introduction of new matter, so as to bring 
the book as much as possible up to date. The principal new 
matter introduced has been Chapter XXX III, , which contains 
an account of Mr. Tribe's electrolytic experiments^ and which is 
illustrated by facsimiles of the beautiful copper deposits on silver 
plates prepared by him ; and Chapters XXXVI., XXXVII., which 
deal with the wonderful analogies between mechanical vibrations 
and electric and magnetic phenomena observed by Professor 
Bjerknes and by Mr. Stroh. The chapter on Professor Bjerknes' 
experiments is illustrated by plates photographed from tracings 
most kindly prepared for me by Professor Bjerknes and by his 
son, Mr. Vilhelm Bjerknes. 

There are also accounts of some new experiments by Mr. De 
La Bue, M. H. Becquerel, and others. 

The subject of Electric Lighting has now become so important 
that I felt it would be impossible to treat it satisfactorily in the 
space available in a treatise on general electrical science. I have 
therefore cut out the short chapter on it which appeared in the 
First Edition, and am reserving what I have to say for a work 
specially devoted to electric lighting, which is now nearly com- 
plete, and which I hope shortly to publish. 

28, Collingham Place, S, W., London. 
June \it, 1883. 
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ELECTRO-STATICS* 



CHAPTER I. 

PRELIMINARY. 

We have as yet no conception of electricity apart from tie 
electrified body; we have no experience of its independent 
existence, and therefore we will commence our study of the 
science by considering the •' properties of electrified bodies/' 

Properties of Electrified Bodies, 
Definitions. 

When a bodyf shows certain properties, it is said to be electrified. 
These properties are : — 

(1.) Tlie power of attracting or repelling other electrified 

bodies. 
(2.) The power of inducing similar properties on neigh- 
bouring bodies. 
(3.) The power of attracting light unelectrified bodies, J and 
(4.) When very strongly electrified, the power of giving 
oflT sparks. 
Bodies can be electrified by various methods. 
One method is by *^ friction.'' If a rod of glass or a rod of 

♦ See page 28. t Not being iron or steel. 

X (3) will be shown to be a consequence of (1) and (2) 

B 




2 Electro-Statics. 

sealiug-wax be rubbed with a silk handkerchiefj it will be 
electrified. 

It is found that the electrification of glass differs from that of 
sealing wax. 

KXPERIMENTS 

In the following experiments we shall require two pieces of 
stout glass tube^ such as is used for barometers^ each about 
14 inches long and \ to }-inch diameter, two rods of coarse 
sealing-wax of about the same size, and a silk handkerchief. We 
shall also require a wooden stand (fig. l)j consisting of two uprights 

about 18 inches apart, connected by a cross- 
bar at the height of about two feet; from 
the centre of* the cross-bar a wire stirrup must 
be suspended by a silk thread about 18 inches 
long. 

The wire stirrup must be of such a shape 
that when one of the glass or sealing-wax 
rods is placed in it, it will be able to turn 
freely in a horizontal plane like a compass needle. 

The experiments must be done in a warm dry room, and the 
rods and handkerchief must all be warmed by the fire for some 
time before-hand. 

Now rub two of the rods briskly with the handkerchief,* place 
one in the stirrup and hold the other near the rubbed end of it. 
It will be observed that, if the two glass rods or the two sealing- 
wax rods be used, there will be a strong repuUiorty and that 
if one glass and one sealing-wax be taken, there will be an equally 
strong attraction. 

That is to say, similar elecirijicationa repel each of her, unlike 
attract. 

It is found that all electrification is of one of two kinds ; it is 
all either the same as that produced by rubbing glass, or as that 
produced by rubbing sealing-wax. 

It w aUo found that, if equal quantities of the eleciriciii/ of 
glass and the electricity of sealing-wax he added together, they 
neutralize each other. 



Fig. 1. 



♦ This experiment succeeds better if two experimenters each with a hand- 
kerchief rub the rods simultaneously. 
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(-f) AND (— ) ElECTEICITY. 

For this reason the two electricities are called respectively 
"positive'' and "negative/' written (+) and ( — ). 

The electricity of glass has been arbitrarily chosen to be 
called (+). 

We know from elementary algebra that if a quantity with 
the (+) sign be added to an eqaal quantity with the (— ) sign, 
the result is zero, and therefore, the fact that the result of adding 
equal quantities of the electricity of glass and the electricity of 
sealing-wax, is zero, enables us to treat them as ordinary alge- 
braical quantities with ( +) and (— ) signs. 

Attraction op Light Bodies. 

If the stirrup be removed from the frame (fig. 1), and a 
feather attached to the silk instead of it, it will be found that 
all the electrified rods, whether glass or sealing-wax, attract the 
feather. 

Electrii'ication of TttE Rubber. 

When a rod is electrified by friction, it is found that the rubber 
is electrified with an electrification opposite to that of the rod. 

This is not a very easy thing to show experimentally, owing 
to the rapid escape of the electricity of the rubber through the 
hand. 

If, however, the silk be protected by holding it in a bit of 
sheet india-rubber, it will generally be possible to observe its 
attractive effect on the feather, and its attractive and repulsive 
effects on the electrified glass and sealing-wax, when the rods of 
them are placed in the stirrup. 

The quantity of electricitff of one kind produced on the rubier 
is exacllif equal io the quantity of the other kind produced on 
the rod. 

If the rod be vigorously rubbed with the handkerchief and 
the latter not removed, then, if the rod and handkerchief together 
be brought near the suspended feather, no attraction will take 
place. 

This shows that the electrification of the rod is exactly 
neutralized by the opposite electrification of the handkerchief, 

B % 
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and, therefore, that the two quantities of electrification must be 
exactly equal * 

Transfer of ELEC?rRiFiCATiON. 

If an electrified body be made to touch one not previously 
electrified, it is found that the one loses a part of its electrification 
and the other gains electrification. 

We then say that part of the electricity of the charged body 
has been transferred to the other body. The quantity transferred 
depends on the sizes and shapes of the two bodies. If they 
are both spheres, the electricity will divide between them in 
direct proportion to their radii. 

Experiment, — Attract the feather by one of the rubbed rods 
and let it touch it. It will be found to cling to it for awhile. 
Turn the rod gently round, so as to make difierent portions of its 
surface touch the feather. In the course of half a minute or 
so, the feather will fly away, from the rod, and, on bringing the 
latter near it, it will be repelled. This is explained by the fact 
that, when the feather touched the rod, a portion of the electrifi- 
cation of the latter was transferred to it, and it is repelled 
because it is charged with the same electrification as that on 
the rod. 

Conductors and Insulators. 

If one end of a rod of sealing-wax be electrified, it keeps its 
electrification for a considerable time in dry air, and the other end 
remains unelectrified. 

If, on the other hand, one end of a rod of metal be electrified, 
the electrification at once distributes itself all over the rod ; and ' 
if one end of the rod be placed on the ground, the electrification 
is rapidly lost. 

Substances like the sealing-wax, in which electricity cannot 
move freely, are called " Insulators" those like metals, in which 
it can move freely, are callefl " Conductors" 

Silver is the best conductor known, and dry air the best insu- 
lator, but no substances are quite perfect either way. 

So many substances exist whose conducting and insulating 

* The experiraent must be performed with a feather, and not with the 
suspended electrified rod, as the suspended rod would attract any unelectrified 
body brought near it in the same way as the electrified rod attracts the 
feather. 
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powers come between those of the above, that there can hardly 
be said to be any definite line of demarcation between conductors 
and insulators. 

We may, however, for all practical purposes, consider the 
metals as conductors, and air, glass, ebonite, sealing-wax, 
paraffin-wax, and silk, as insulators. 

The Gold-leaf Electroscope. 

This is a more delicate apparatus than the suspended feather 
for detecting small quantities of electrification. 

It shows the presence of electricity by the divergence of two 
gold-leaves hung close together. It is described on page 32. 

Electrification by Induction. 

When a charged body is placed near another, but not in 
contact with it, the second body becomes electrified, and remains 
electrified as long as the charged body is in its neighbourhood. 
As soon as the charged body is removed, all signs of electrification 
in the other disappear. 

This kind of electrification is called ^^Electrification bif 
induction*^ 

Eijcperiment. — Rub one of the rods and hold it near to, but 
not in contact with, the plate of the electroscope. The leaves at 
once diverge, and remain diverged as long as the rod remains in 
position. On removing the rod they collapse. 

The experiment still succeeds if a plate of glass, gutta-percha, 
paraffin-wax, or any other non-conductor y be placed between the 
electroscope and the sealing-wax. 

This shows that the charged rod induces a charge of electricity 
in the plate and gold-leaves of the electroscope, the action talking 
place at a distance and across the intermediate insulator. 

Metal Sceeens. 

It is found that, if a large metal screen, which is connected to 
the earth to allow electricity to escape from it, be placed between 
the sealing-wax and the electroscope, no induction takes place. 
Similarly the induction can be stopped by covering the electro- 
scope with a metal or wire gauze cage connected to the earth.* 

This fact is very important in many experiments, as, by being 

♦ See page 7 
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enclosed in metal tubes and cases^ wires and inBtraments can 1)6 
protected from the induction of neighbouring charged bodies. 

Nature of the Induced Charge. 

It is found that the induced charge invariably consists of 
equal quantities of positive and negative electricity. 

The electricity of the opposite kind to that of the inducing 
body is on the side next to it and, in a conductor,* the electricity 
of the same kind is on the further side. 

Expert men f. — Place a metal conductor on a glass stand near 
a strongly electrified body (such as the conductor of an electric 
machine, fig. 2). It will become charged by induction. Place 
two gold-leaf electroscopes at a sufficient distance from it for 
them not to i)e affected directly by the charged body. 

Let us now explore the metal conductor by means of a " proof- 
plane.'' 

A " proof-plane '* is a metal disc about 2 inches diameter 
attached to an insulating handle. 

By means of it, a portion of the charge of any part of the 
conductor can be carried to an electroscope ; for on touching the 
conductor with the proof-plane, a portion of the charge passes 
to it, and, on touching the electroscope with the proof-plane, 
part of the charge which the latter has acquired passes to the 
former. 

Let us first touch the middle of the conductor with the 
proof-plane, and carry it to one of the electroscopes. No effect 
will be produced. This shows that all the induced charge is at 
the ends. 

Let us now touch the two ends respectively with two 
proof-planes, and then convey the charges obtained to the 
electroscopes respectively. 

Both sets of leaves will diverge, showing that both ends of 
the conductor were charged. 

Let us now connect the two electroscopes by a fine wire held 
in an insulating handle. Both sets of leaves will collapse, show- 
ing that the electricities from the two ends were opposite in 
kind and have neutralized each other when allowed to combine. 

* In non-conductors the distribution of the similar electricity is xnore 
complicated. 
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Now charge a small pith ball, suspended by a silk thread, with 
the same electricity as that of the inducing body, and, bring it 
near to the far end of the conductor. 

It will be repelled, showing that the electricity of the far end 
is of the same kind as that of the inducing body, and, therefore, 
that of the near end of the opposite kind. 

Now remove the inducing body ; all signs of electrification 
disappear from the conductor, showing that the charges of positive 
and negative electricity were exactly equal in amount, as they 
have neutralized each other when set free and allowed to combine. 

Attraction ok Light Bodies explained. 

We now see why a charged body attracts light bodies not 
previously charged. It induces a charge opposite to its own on 
the near side, and one similar to its own on the far side. The 
near side is attracted and the far side repelled ; but, owing to the 
smaller distance of the attracted side, the attraction is stronger 
than the repulsion and the body as a whole is attracted. 

Earth Connection. 

In certain experiments we wish to study only one portion of 
the induced charge, namely, that induced on the end of the 
conductor which is nearest to the charged body. 

The charge on the far end can be removed to any distance by 
sufficiently lengthening the conductor. 

Instead of making the metal conductor of great length, we 
may carry a wire from it to the nearest water-pipe ; the whole 
world then becomes part of the conductor. The " near end *' is 
that of the metal conductor under examination ; and the " far 
end '' may be considered to be somewhere in Australia. 

If a conductor ** connected to earth** be acted on inductively 
by a positively charged body, the whole charge on it will be 
negative — that is, all the parts near to the charged body will be 
negative, and no charge can be detected on the other parts, for 
they will all be in the same condition as the middle of the con- 
ductor in the experiment described on page 6. 

In speaking of this phenomenon we sometimes say that, when 
the conductor is connected to earth, the induced electricity of 
the " far end '* escapes to earth. This must merely be considered 
tis an abbreviated way of stating what occurs. 
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ELECTRICAL MACHINES. 

Fob tlie production of large qnantities of statical electricity, 
va no II B machines are used, astlierubliingof aglaes or sealiog-wax 
rod with a handkerchief, only produces a small amount. 

The principal machines tised are those which we ni-e ahoiit to 
duscrihe, namely, the " Friction machine," the " Holtz maohine," 
and the " Electrophorus." 

The Fhictiok Machine. 

The Friction machine is eBsentially an apparatus for con- 
veniently rnhbing glass and silk together, and collecting the 
electricity produced. 

It is made in Eeveral forms. The glata plate maehiae (fig. 2) 




consists of a circular plate of glass, which can be revolved on 
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axis by turning a handle. Two pairs of cushions covered with 
^ilk press against it near its edges. The cushions are connected 
with the ground, so that the negative electrification produced on 
them may disappear. 

The glass becomes highly charged positively. A massive 
brass conductor is fixed, insulated, to the stand of the machine, 
and two branches of it project so as almost to touch the glass just 
after it leaves the rubbers. 

These branches are furnished with a row of points to conduct 
the electricity from the glass.* On turning the handle, the con- 
ductor becomes hiijhly charged with positive electricity. On 
placing the knuckle near the conductor, sparks can be obtained. 

A machine whose plate is 2 feet in diameter should, when in 
good order, give sparks nearly 2 inches long. 

Glass machines are also made in a cylinder form. 

The objection to glass machines is their liability to break,t 
and the impossibility of making them work in damp weather, 
owing to the way in which moisture collects upon the glass. 

Plate machines, which do not suffer from these defects, are 
sometimes constructed of ebonite. 

At the Cavendish laboratory at Cambridge, an elaborate 
machine for drying the air is erected in the electrical room. 

The Holtz Machine.}: 

This machine works not by friction, but by induction. 

♦ See page 22. 

t When a machine is placed near the fire to warm it before use, it should 
have the edge of its plate tamed to the fire, as the plate is then less liable to 
crack than if placed with its side exposed to the heat 

X Theoby op the Action of the Holtz Machine. 

Holtz machines have been constructed in a cylindrical form. In this case 
the windows ai'e at opposite sides of a circular fixed cylinder, inside which the 
revolving cylinder turns. 

The combs are again inside the moving cylinder. 

The action of this machine is precisely the same as that of the plate form, 
and though it is not a useful machine for practical purposes, we will use it to 
explain the theory, as the diagram we shall require is more easily drawn for 
it than for the plate machine. 

The following explanation of the action is due to M. Mascart : — 

The theory of the machine in its various forms will be found very fully and 
excellently (^scussed in his Electricity Statique, T. ii. p. 278. 
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It consietBof two piiTalM circular fflusa plates plawd near toeach 
other (fig. 3), One, D, whieli is solid, can l>e revolved rapidly by 
s of a multiplying wheel ; the other, D', is fixed, and Lus in 
it three holes; one circular, at the centre, to allow the axis of 
the revolving plate to pass through— and two opening, P R, 
called " windows," at opposite sides and ends of a diameter, 
usHully horizontal. Fined at tliehorizontnl edges of these windows 
are pieces of paper with somewhat hlunt tongue-shaped points, 
a a,b h, projecting through the windows, so as to lightly toacli 
the revolving plate. Near the other side of the revolving plate and 
opposite to the windows are fixed metnl "combs" connected re- 




spectively to the two discharging i 
is obtained. 

To work themachine.oneof the paper armatures is charged by I 
meansofapieceof rubbedfiealing-waxorasmallfrietion machioe, 
iind the disuharging rods, NN', P P', are placed in contact with i 
each other. After the machine has been set in motion (which 

The cjlinciricFil form of Die niHfhine being rpp'esented by fig. 4 (in which 
tlie oiittr cjlindur \» ncit fbown. but only tha paper arnintiires wbich it > 
■upporta) let iis sappose thnt the Rrmiitnre A ia clisrged with (— ) elec- 
tricity, tliat the luovabln cylinder tarns in the direction of the arrow*, 4ad I 
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must be in sueh a direction that the plate travels towards tlie 
projecting tongues), the discharging rods are separated, and a 

that the balls P and N are in contact, so that the conductor A' & is 
continuc'JB ; this conductor is 
electrified by induction. 

If the armature A is suffi- 
ciently highly charged, the 
points A' will discharge + elec- 
tncity upon the glass, and the 
points B' ( — ) electricity ; be- 
cause the induced charges are 
attracted through the glass by 
the charged armatures. 

The same phenomenon will be 
reproduced at least during the 
first half-turn of the cylinder, 
for the portions of glass which 
have received electricity, move 
away rapidly and permit the influence of the armature A to be again exercised 
on the conductor. 

At this moment the interior surface of the cylinder can be divided by a 
plane approximately horizontal into two parts oppositely electrified; the 
upper one ( — ) and the lower (+). These electrified bodies contribute to 
increase the production of electricity by a series of reciprocal reactions. For, 
the armature B 6 by the induction of the two sides has its base B charged 
with (4-) electricity, and its point b with (— ) electricity, which discharges 
itself on the exterior surface of the cylinder ; the same influence is exercised 
on the second armature, at the base A of which, the negative charge increases, 
while + electricity escapes by the point a. 

During the next half-rotation, the difference of potential at the ends of the 
conductor will be increased by the electrification of the second armature, the 
increase of charge of the firdt, and by the direct influence which is exercis«'d 
on the points by the electric charge on the surface of the moving cylinder. 
If we neglect loss, the electrification ought to increase in a geometrical pro- 
gression ; but the apparatus soon attains its maximum power, and the elec- 
trification of difi*erent portions of it becomes constant. 

The two faces of the cylinder are always -|- at the lower and — at the 
upper part ; but the plane of separation between the charges of opposite signs 
is not horizontal. 

The + flow which escapes from the point A' encroaches on the negative 
portion because of the attraction which that portion exercises, and the 
repulsion of the lower portion. 

One sees this by the form of the luminous glow. 

If we neglect the difference of properties between the two kinds of electri- 
fication, we see that the two portions of opposite kinds, spread on the interior 
surface of the cylinder^ will be separated by a plane a 3, not parallel to the 
line joining the points. In the same way the electricity which escapes from 
the paper points will distribute itself on the exterior surface of the cylinder 
in two zones separated by another plane a' ff. 
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streum of spiirks pussies as long as tlie motion is continuL-d. One 
p(jl« gives ( + ) eU'ctrifity, and the otlier (— ). 

Fi?. 5. This engraving represents a large Hollz machine 
made by Mr. Litdd, liavingiJi ebonite plati-s — 12 fixed, 12 revolv- 
ing, each i feet in diameter,* It is enclosed in a plate-gtasa case, 
the air inside which is kept dry by pumice-stone and sulphuric 
acid. Tiie handle and the discharging reds are outside, bo that 
the machine can l>e worked without opening the case. It can 




he worked either by hand or steam power. It is always ready 
fur use, and gives very fine effects. 

The Electropuoros. Fig. 6. 

Among the various forms of this instrument, we will select 
for desc-riplion that made for use with Sir William Thomson's 
electrometer. 

It consists of a circular plate of ebonite on a metal base, from 
which a brass pin comes through the ebonite and ends flush with 

• Iiipreaaing the number of platsa does not miith increaso tl.e length of 
the ipnrk but greolljr increiBes the qaantjty of eleotricitj produced. 
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its upper surface. A brass plate of the same size as the ebonite 
has a glass handle fixed to its centre^ by means of which it can 
be laid flat upon the ebonite. The ebonite is negatively charged 
by friction either with a catskin or 
silk handkerchief. The brass plate^ 
being laid upon it, becomes charged 
by induction — the under side posi- 
tively, the upper negatively. The 
pin allows the (— ) electricity to 
escape to earth, the ( + ) being held 
by the attraction of the negatively 
charged ebonite ; and on removing 
the brass it will be found to be 
positively charged. An electro- 
phorus 2i inches diameter wilj give 
about -^ in. spark. 

A fresh charge can be obtained as often as the brass plate is 
lifted on and dff the ebonite. 

When the instrument is made without an earthing pin, the top 
of the brass has to be touched by the finger each time, imme- 
diately before being lifted, in order to allow the negative 
electricity to escape. 




Fig. 6. 
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CHAPTER III. 

qUANTlTlKS OF BLKCTRICITY. 

We have stated that we only know electricity as a property of 
electrified bodies. We know that we can by certain means increase 
or diminish the electrification of any body. We have now to 
consider if the etfects of such increase or diminution are the same 
as would have been produced if a quantity of a something which 
we call Electricity had been added to the body or taken from it. 
This is a matter of the jg'reatest importance, for if such addition 
and subtraction were not possible, we should have no means of 
measuring electrostatic effects. 

" Electrification/' or, as we shall now call it, " Electricity,'' 
may be regarded as a quantity. That is, for instance : — If 
there be two bodies containing equal quantities of one kind of 
electricity, and the whole of the electricity in one be transferred (by 
any means) to the other, then the latter will contain twice the 
quantity of electricity which it contained before ; and similarly, 
if the electricity in a charged body be equally divided between it 
and one not previously electrified, the resulting charge of each 
will be one-half of that previously in the charged body. 

For purposes of calculation^ elect riciitf of either kind matf be 
treated precisely as if it was a material incompressible fluid. 

It may be objected that it differs from a fluid because equal 
quantities of two kinds neutralize each other, and that we cannot 
conceive two material fluids disappearing when mixed. We do 
not know, however, that the fluids have disappeared, but only 
that after mixture they are no longer appreciable by our senses. 
Suppose a tank of tepid water, and that hot and cold water are 
supplied to it by two taps; and that the only means of examining 
the flow is by noting the changes of temperature, i.e. that we 
can only observe one of the properties of the water, and not all 
of them. Tiien the thermometer will show us if either the hot 
or the cold tap is open alone ; but if both are open the thermo- 
meter will give the same indication as if both are shut, and we 
may say that the two fluids have neutralized each other ; and this 
will be true with regard to the only one of their properties which 
we had tiie means of examining. 

We must not, however, commit ourselves to the idea that 
electricity is a substance. We do not know whether it is or 
is not. There are many other instances of quantities which are 
not substances. 
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No one^ for instance^ supposes pressure to be a substance, and 
yet nothing is easier than to add two pressures together. Two 
equal weights in a scale-paii each produce their own pressure^ 
and^ when put in it together^ pix>duce a pressure double that pro- 
duced by either of them. Two horses can move a cart too 
heavy lor one, because the pressures exerted by them are added 
together. 

Again, velocity is not a substance, but it is a quantity. 

For purposes of calculation, any increase or decrease of elect rifi- 
cation may he considered to he produced hy the addition or by the 
taking away of a quantify of something [which we call electricity). 
This quantity can be added or subtracted by the ordinary rules of 
algebra, and for the two hinds of electrification has respectively a 
-f or — sign. 

To perform any experiments on the addition and subtrac- 
tion of quantities of electricity, it is necessary that we should 
have some means of transferring the whole of the charge of 
electricity in a body, from it to another body. This cannot 
be done by merely placing the charged and uncharged bodies 
in contact, for in that case the charge only divides between the 
two in a proportion depending on their relative sizes and shapes. 

Hollow Conductor. 

It has been found by experiment that — 

If a hollow closed conducting body he charged, however highly, 
with electricity, the whole of the charge is found upon the outside 
surface, and none whatever on the inside. 

Experiment, — Take a hollow metal globe, with a small opening 
at the top, or, for rough experiments, an ordinary tea canister. 
Let it be insulated by being hung up by white* silk threads. 
Charge it as highly as possible by means of the electric machine. 

Hang up a small metal ball by a silk thread, and touch the 
outside of the canister with it. On removing the ball and holding 
it near the electroscope, it will be found to be charged in the 
same wav as the canister. 

Now lower the charged ball down inside the canister. Let 
it touch tbe inside, and then be drawn out without touching the 
edge. 

* Coloured threads are sometimes prepared with metallic djes, which spoil 
their insulating power. 
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The lall will be found to be completely discharged. 

However highly we charge the hollow conductor^ we shall 
still find that there is no indication whatever of a charge on its 
inside.* 

We now see how we can add together any number of charges. 

Discharge the hollow body. Let there be any number of small 
conductors of any shape, and charged with any quantities of 
•\' or — electricity. Lower them by insulating threads into the 
hollow conductor, either one at a time, or several, or all together. 
Let them touch the inside, and draw them out without let- 
ting them touch the neck, and they will be found to be com- 
pletely discharged, and all the electricity that was in them 
will be found iu one charge on the outer surface of the canister. 

Experiment, — Charge the suspended ball with + electricity, 
by holding it against the conductor of the electric machine. 
Lower it into the canister and let it touch the inside, the 
canister will now l^ feebly charged. On each repetition of the 
l)rocess, it will be found that the canister is more strongly charged. 
This is because the successive charges of the ball are added 
together on the canister. 

On introducing a small (— ) charge, the electrification of the 
canister will be observed to diminish. 

Total Quantity of Elkctricity pkoduced by Induction. 

It can be proved mathematically that : — 

The total quantity of electricity ^ of the opposite hind to its own, 
which a charged body induces on neighbouring bodies is exactly 
equal to its own charge. 

The following experiment illustrates this law : — 

Experiment, — Connect the hollow conductor to the electro- 
scope, and, inside it, suspend a positively charged metal ball, but 
do not allow it to touch the canister. Negative electricity will be 
induced on the inside of the canister, and positive on the outside. 

The latter will cause a divergence of the gold leaves. 

Let the outside be now connected to earth for a moment 
bv means of the finder or other conductor. 

• This will not be found to be strictly true, close to the mouth of the 
canister. The mathematical theory requires a closed liollow body. In 
experimenting we are obliged to leave an opening for the introduction of 
the ball. 
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The leaves will collapse, showing that the positive electricity 
has been removed. 

The negative charge is temporarily held on the inside of the 
canister by the attraction of the positively charged metal ball, 
and so produces no divergence of the leaves which are connected 
to the outside. Now let the ball be removed. The negative 
electricity is set free, and at once goes to the outside of the 
canister, and the leaves diverge. 

We now have the ball charged with a certain quantity of 
positive electricity, and the canister charged with the total 
quantity of negative electricity, which that charge of posi- 
tive can induce. 

To show that these two charges are equal, we must add them 
together, and the result will be zero. 

This may be done in two ways. Either we may allow the ball 
to touch the canister, or we may lower ball and canister side 
by side into a larger canister, and let them touch it. 

In either case all aigru of electrification toill disappear. 

Equal Quantities op 4- and — always produced. 

We stated in Chapter I. that when electricity is generated by 
friction, equal quantities of + and — are always produced. 

The following experiment illustrates this fact : — 

Eaperiment, — Place a large friction electric machine (fig. 2) 
on an insulating stool (i. e. a stool with glass legs), and connect 
the rubbers to the conductor by a wire. However rapidly the 
machine is worked, it will not even cause a divergence of the 
leaves of an electroscope attached to the conductor.* 

This is because the negative electricity produced on the rubbers 
exactly neutralizes the positive produced on the glass. 

We remember also that in Chapter I. we showed that the 
induced charge always consists of equal quantities of the two 
electricities. 

We can now state an important law :— 

If any sysitm of bodies^ however large, not previously electrified, 
he insulated, then, whatever electrification be, by any means, de^ 
veloped in any of them, still, provided that no electricity enters 
or leaves the system^ the algebraic sum of the electrifications will 
remain zero. 

* The handle should be insulated from the hand bj a sheet of indiarubber. 

C 
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CHAPTER IV. 

electric pobce. 
Law of Electric Force. 

A very rough experiment will show us that if electrified bodies 
are some way apart^ they will not attract or repel each other so 
strongly as if they are close together. In other words, when we 
increase the distance we diminish the force. We are now going 
to consider at what rate the force diminishes as the distance 
increases — whether it diminishes at the same rate as thac at which 
the distance increases, or at a faster or a slower rate. 

Coulomb investigated this question experimentally by means 
of the torsion balance* which he invented for the purpose, and 
he proved the following law : — 

The force of attraction or repulsion between two electrified bodies^ 
whose sizes are verif small in comparison with their distance apart, 
varies inversely as the square of their distance apart ; that is to 
say, if the repulsion at a certain distance were equal to unity, 
then at double the distance the repulsion would be one quarter, 
at three times the distance it would be one ninth, at four times 
one sixteenth, and so on. 

Indirect Proof. 

It can also be proved mathematically that this law is the only 
one consistent with the fact that there is no electricity inside a 
hollow conductor. 

Now as our means of detecting electrification are far more 
delicate than those for mea,suring electric forces, the fact of the 
non-electrification of the inside of a conductor gives a more 
accurate proof of the law of force than any direct measurement 
can do. 

• See p. 33. 
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CaveDdish,* in 1771-81, showed by this means that the law 
of the inverse squares must be accurate to within ^th part^ and 
our modern electrometers show that it is accurate to within 1 
part in 72,000. 

FOEOB DEPENDS OX CHARGES. 

The force between two electrified bodies depends on the 
charges of electricity on each, as well as on their distance 
apart. If the one body is charged with a quantity of electricity 
called e units of electricity, and the other body with one unit, 
then, when the bodies are at any fixed distance, say one centi- 
metre, from each other, the force between them is found to be 
proportional to ^, the charge on the first body. 

It is also found that, if the second body be charged with two 
units of electricity, the force will be proportional to 2d (twice i) ; 
if withthree units, 3e, etc. Now, suppose it is charged with any 
number of units, and let us call that number ef, the force will be 
proportional to e (/ {e multiplied by ef), or the force between two 
small electrified hodiei one centimetre apart is proportional to the 
product of their charges. 

The units are so chosen that the force is actually equal to this 
product, when the distance is one centimetre. 

And by Coulomb^s law it will at any other distance be 
equal to the product of the charges divided bif the square of the 
distance. 

If we write this symbolically, we say that the repulsive force 
between two small spheres separated by a distance r (which is 
great when compared with the radii of the spheres),! and charged 

respectively with e and ef units of electricity, is equal to -j. 

We see that, when the charges are of similar sign, the expression 
for the force will be ( + ) ; and when they are of different signs 
there will be a (— ) repulsion — i.e., an attraction. This expresses 
the fact that similar electricities repel, and unlike attract. 

Physical Nature op Electric Force. 
The phenomena of electric attraction and repulsion, as well as 

♦ The Electrical Sesearches of the Son. Henrg Cavendish^ F,It,S, 
Edited by J. Clerk Maxwell, F.R.S. Cambridge, 1879. Art. 217. 

t When thia is not the case, the indactive action of the two spheres on each 
other so disturbs the diBtribution of the electricity on them as to alter the 
attraction. 

c 2 
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CHAPTER IV. 

electuio pobce. 
Law of Electric Foece. 

A very rough experiment will show us that if electrified bodies 
are some way apart^ they will not attract or repel each other so 
strongly as if they are close together. In other words, when we 
increase the distance we diminish the force. We are now going 
to consider at what rate the force diminishes as the distance 
increases — whether it diminishes at the same rate as that at which 
the distance increases, or at a faster or a slower rate. 

Coulomb investigated this question experimentally by means 
of the torsion balance* which he invented for the purpose, and 
he proved the following law : — 

The force of attraction or repulsion between two electrified bodies, 
whose sizes are ver^ small in comparison with their distance apart, 
varies inversely as the square of their distance apart ; that is to 
eay^ if the repulsion at a certain distance were equal to unity^ 
then at double the distance the repulsion would be one quarter, 
at three times the distance it would be one ninth, at four times 
one sixteenth, and so on. 

Indirect Proop. 

It can also be proved mathematically that this law is the only 
one consistent with the fact that there is no electricity inside a 
hollow conductor. 

Now as our means of detecting electrification are far more 
delicate than those for measuring electric forces, the fact of the 
nou-elcctrification of the inside of a conductor gives a more 
accurate proof of the law of force than any direct measurement 
can do. 

• See p. 33. 
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Cavendish^* in 1771-81, showed by this means that the law 
of the inverse squares most be accurate to within ^th part^ and 
our modern electrometers show that it is accurate to within 1 
part in 72,000. 

Force depends on Charges. 

The force between two electrified bodies depends on the 
charges of electricity on each, as well as on their distance 
apart. If the one body is charged with a quantity of electricity 
called e units of electricity, and the other body with one unit, 
then, when the bodies are at any fixed distance, say one centi- 
metre, from each other, the force between them is found to be 
proportional to ^, the charge on the first body. 

It is also found that, if the second body be charged with two 
units of electricity, the force will be proportional to 2tf (twice e) ; 
if withthree units, 3^, etc. Now, suppose it is charged with any 
number of units, and let us call that number ^, the force will be 
proportional \.q e d {e multiplied by ef), or the force between two 
small electrified bodiei one centimetre apart is proportional to the 
product of their charges. 

The units are so chosen that the force is actually equal to this 
product, when the distance is one centimetre. 

And by Coulomb's law it will at any other distance be 
equal to the product of the charges divided bif the square of the 
distance. 

If we write this symbolically, we say that the repulsive force 
between two small spheres separated by a distance r (which is 
great when compared with the radii of the spheres),! and charged 

respectively with e and ^ units of electricity, is equal to — 5-. 

r 

We see that, when the charges are of similar sign, the expression 

for the force will be ( + ); and when they are of different signs 

there will be a (—) repulsion — i.e., an attraction. This expresses 

the fact that similar electricities repel, and unlike attract. 

Physical Nature op Electric Force. 
The phenomena of electric attraction and repulsion, as well as 

♦ The SUcirical Researches of the Son. Henrg Caoendishf F.S.S, 
Edited by J. Clerk Maxwell, F.R.S. Cambridge, 1879. Art. 217. 

t When this is not the case, the indactive action of the two spheres on each 
other so disturbs the distribution of the electricity on them as to alter the 
attraction. 
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CHAPTER IV. 

electuic poece. 
Law of Electric Foecb. 

A VEEY rough experiment will show us that if electrified bodies 
are some way apart, they will not attract or repel each other so 
strongly as if they are close together. In other words, when we 
increase the distance we diminish the force. We are now going 
to consider at what rate the force diminishes as the distance 
increases — whether it diminishes at the same rate as that at which 
the distance increases, or at a faster or a slower rate. 

Coulomb investigated this question experimentally by means 
of the foraion balance* which he invented for the purpose, and 
he proved the following law : — 

The force of attraction or repulsion between two electrified bodies, 
whose sizes are ver^ small in comparison with their distance apart, 
varies inversely as the square of their di^f^nce apart ; that is to 
say, if the repulsion at a certain distance were equal to unity, 
then at double the distance the repulsion would be one quarter, 
at three times the distance it would be one ninth, at four times 
one sixteenth, and so on. 

Indirect Proof. 

It can also be proved mathematically that this law is the only 
one consistent with the fact that there is no electricity inside a 
hollow conductor. 

Now as our means of detecting electrification are far more 
delicate than those for measuring electric forces, the fact of the 
non-electrification of the inside of a conductor gives a more 
accurate proof of the law of force than any direct measurement 
can do. 

• See p. 33. 
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Cavendish/ in 1771-81, showed by this means that the law 
of the inverse squares must be accurate to within ^th part^ and 
our modern electrometers show that it is accurate to within 1 
part in 72,000. 

Force depends on Charges. 

The force between two electrified bodies depends on the 
charges of electricity on each, as well as on their distance 
apart. If the one body is charged with a quantity of electricity 
called e units of electricity, and the other body with one unit, 
then, when the bodies are at any fixed distance, 6ay one centi- 
metre, from each other, the force between them is found to be 
proportional to tf, the charge on the first body. 

It is also found that, if the second body be charged with two 
nnits of electricity, the force will be proportional to 2^ (twice e) ; 
if withthree units, 3^, etc. Now, suppose it is charged with any 
number of units, and let us call that number d y the force will be 
proportional \.o e d {e multiplied by tf'), or the force between two 
small electrified bodiei one centimetre apart is proportional to the 
product of their charges. 

The units are so chosen that the force is actually equal to this 
product, when the distance is one centimetre. 

And by Coulomb's law it will at any other distance be 
equal to the product of the charges divided bif the square of the 
distance. 

If we write this symbolically, we say that the repulsive force 
between two small spheres separated by a distance r (which is 
great when compared with the radii of the spheres),! and charged 

respectively with e and ef units of electricity, is equal to —j\ 

We see that, when the charges are of similar sign, the expression 
for the force will be ( + ); and when they are of different signs 
there will be a (— ) repulsion — i.e., an attraction. This expresses 
the fact that similar electricities repel, and unlike attract. 

Physical Nature op Electric Force. 
The phenomena of electric attraction and repulsion, as well as 

♦ The Electrical Researches of the Hon, Henry Cavendish, F.S.S, 
Edited by J. Clerk Maxwell, F.R.S. Cambridge, 1879. Art. 217. 

t When thi« b not the case, the indactive action of the two spheres on each 
other so distarbs the distiibntion of the electricity on them as to alter the 
attraction. 

C 2 
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those of induction, show us that the influence of a body charged 
with electricity extends for a considerable distance all round it^ 
for it can act on bodies at a distance from it. 

The question, '^ How is this action conveyed across the inter- 
mediate space ? '* is the most important in all electrical science. 
If we could answer it completely we should probably be able to 
comprehend the physical nature of electricity itself. 

To say that the effects are due to a ^Mirect action at a 
distance'' is really only re-stating the question. 

Although the hypothesis of *' direct action at a distance '' is a 
convenient one for mathematical calculation, it conveys absolutely 
no physical meaning to our minds at all. 

We are at onee met with the further question, " What is the 
nature of this direct action ? '' *^ How is it transmitted ? '' 

We at once endeavour to imagine of what the connecting link 
between the attracting bodies is composed. The hypothesis of 
direct action at a distance assumes that it is not composed of 
matter, and we have at least a difiieulty in conceiving of a link, 
strong enough to move material bodies, composed of anything 
else, 

A MfiBITJM NECESSARY. 

There is no doubt that there must be some physical and material 
connecting link whenever electrical action of any kind is trans- 
mitted from one body to another. 

The only manner in which we can in any way account for the 
observed facts of attraction, repulsion, and induction, is by as- 
suming that the forces are iransiniiied by a strain* or distortion of 
the medium which fills the space between the electrified bodies^ 

We have seen that electric forces act through air, glass, and 
all other insulators, and we have every reason to believe that the 
forces are transmitted through them by a strain or distortion of 
their particles. 

• The woi-d ** strain " is in physics defined to mean " an alteration of size or 
shape." Any alteration of size or shape %Yhatever is called a strain. The word 
includes compression and extension — ^as, for instance, that of a piece of stretched 
india-ruhber where the length increases and the breadth diminishes. It 
includes all alterations of volume, as compi*es8ion or expansion of a gas, all 
twisting and bendings, and all vibratory motions other than those of a rigid 
body as a whole. 

It does not include the force producing the alteration of size or shape. 
A force which produces a strain is called a " sti-ess." 
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Numerous arguments in favour of this hypothesis will be given 
later on in this book. 

When a weight has to be moved by pushing it with a pole or 
pulling it by a cord, the mechanical action is transmitted in a 
very similar way, for the portion of the pole or rope nearest 
the hand is strained by being compressed or stretched. Then, 
as it recovers its shape^ the strain is transmitted to the next 
portion, and passes on until it and the force reach the body. 

The transmission of strain may be very beautifully seen at 
any railway station where shunting is going on, if a train of car- 
riages is being pushed by an engine which happens, instead of 
giving a steady pressure, to strike a slight blow on the carriage 
nearest to it. 

The furthest carriage does not ^t once move, but the buffer- 
springs of the first are compressed — that is, the first carriage 
is for an instant " strained '' by having its total length, from 
buffer to buffer, shortened bv some inches. 

It instantly recovers from this strain, by the expansion of 
the springs ; but as it cannot expand towards the engine, it 
expands away from it, ^nd transmits the strain to the next car- 
riage by compressing its buffer-springs, and the process is re- 
peated till the force is transmitted all the way from the engine 
to the carriage furthest from it. 

In this case of transmission of mechanical force, the strain is 
a simple compression and expansion, but in the case of the 
electrical forces we have no means 9f knowing its exact nature ; 
it is probably a much more complicated phenomenon. 

The Ether. 

In addition to being transmitted through air, glass, and other 
insulators, it is found that the electric forces are transmitted, not 
only across the best vacua w^ have as yet been able to pro- 
duce artificially, but certainly also across the inter-planetary 
spaces. 

There is no doubt that the earth is affected by electrical pheno- 
mena occurring in the sun.* 

Now we know that in these spaces there is no matter such as 
we are commonly cognizant of, and we must therefore suppose 

• See Chapter XVI. 
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them to be filled with matter in an excessively attenuated 
state. 

We call this matter '' Ether ^^ and suppose it to be a fluid many 
million times thinner than air, and having very great elasticity. 

In the fourth part of this work we shall endeavour to show that 
this ether is the same medium which conveys the light and beat 
from the sun to the earth — that is, that Light, Radiant Heat, 
Electric and Magnetic Induction are all different disturbances of 
the same ether-sea. 

We must consider that this medium transmits electric forces, 
but does not in general exhibit electrical properties of its own. 

We must consider the ether all round a charged body to be in 
a strained state ; but we know that no electrical properties are 
exhibited at any point near the charged body, until a portion of 
ordinary matter is placed at that point, and then the matter 
receives electrical properties from the medium immediately sur- 
rounding it. 

The strength of these electrical properties depends on the 
amount of strain of the medium at the point. 

We may, if we choose, consider that the ether permeates all 
bodies. 

We shall presently show that electric forces are transmitted 
through different insulators with different strengths. 

We may either consider that electric forces are transmitted 
through ordinary bodies by strains of their particles, and only 
through so-called empty space by strains of the ether ; or we 
may Fay that all electric forces are transmitted by strains of the 
ether, but that the ether in different insulators is modified in 
some way which will account for the difference of transmission. 

As we have as yet no experimental means of comparing the 
merits of these two hypotheses, we may adopt whichever seems 
most convenient for purposes of calculation. On the whole I 
think the latter is the most useful. 

Pointed Conductob. 

Experiment — Fix a fine metal point to the conductor of the 
electric machine and work the machine. 

It will be impossible to collect any appreciable charge on the 
conductor, the electricity all escapes by the point. 
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EXPLANATIOX.* 

Let M P N, fig. 7, be a section of a pointed charged conductor, 
and let us consider the forces tending respectively to drive off a 
unit of electricity from a position S on the side of the conductor, 
and from its point P. 

The electricity on the side M P has no effect in tending to 
cause an escape of electricity from S, for no part of it can act on 
S^ in a direction perpendicular to the surface, M P. Such por- 
tion of the electricity on the side N P as is moderately near to 
S will act on it. In fig. 7 we see that there is no electrified 
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surface within a distance of 1 or 2 of S, a very small por- 
tion within a distance 3, and a portion A B within a distance \, 
We see that, as the force diminishes as the square of the distance. 
there is only a very small force acting on S, and even that acts 
at such an angle to the surface M P that only a small fraction of 
it acts perpendicular to M P ; and further, when, instead of a 
section of the pointed conductor, we consider the whole of it, we 
shall find that, as we get nearer to S, the electricity always acbs 
more diagonally upon it. 

Upon P, on the contrary, there is electricity acting at all the 
distances from zero to 4 and further; and it all acts* almost 
directly in the direction tending to drive off electricity from the 
point P; and this is still the case when we consider the whole 
conductor instead of the section. 

There will therefore be a very much greater force tending to 
drive electricity from a point than from any other portion of a 
conductor. 

Lightning Conductors. 

The same reasoning holds if the air is the charged body and 
the metal the way of escape, for in the above experiment we 

* The foUoiring proof i« due to Mr. W. E. Ayrton. 
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have no means of knowing whether the diminution of the electri- 
fication of the pointed conductor is due to a loss of one kind of 
electrification or to a gain of the other kind. 

This is the reason why lightning conductors are made pointed. 
The force at their ends is very great, and therefore the elec- 
tricity of the air is quietly carried away to the ground. At 
first most conductors were made with knobs. Then the electricitv 
accumulated at the surface until the electric force was sufficiently 
great to cause a spark. It was held that the knobs must be the 
most efficacious, because the lightning was seen to strike them, 
and never struck the points. The fact that a point prevents the 
lightning from ever striking at all was not known. 
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CHAPTER V. 

DENSITY. 

The more intense the electrification of a body, the greater the 
electric force, and the greater the tendency of the electricity to 
escape to surrounding objects. 

The intensity of the electrification at any point of a body or 
a surface is called the Electric deimfy at that point. 

The charge of a body is the quantity of electricity in it. 

The volume density at any point of a body, when the density 
is uniform, is the charge or quantity of electricity in each cubic 
centimetre of volume. 

When the density is not uniform, the volume density at any 
point is equal to the quantity of electricity which there would 
have been in the cubic centimetre surrounding the point, if the 
density at eveiy point of that cubic centimetre had been the 
same as that at the given point. 

The surface density at any point of a surface, when the density 
is uniform, is the quantity of electricity on each square centi- 
metre of surface. 

When the density is not uniform, the surface density at any 
point is equal to the quantity of electricity which there would 
have been in the square centimetre surrounding the point if the 
density at every point of that square centimetre had been the 
same as that at the given point. 

The force with which the electricity endeavours to eecape from 
loy particular portion of a surface increases with the density at 
that portion of the surface. 
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POTENTIAL.* 



Definitions. — Whenever electricity moves, or tends to move, 
from one place to another, there is said to be a " Difference of 
Potential *' between those two places. 

The place //•<>/» which positive electricity tends to move is said 
to be of higher potential than the other. 

Suppose a quantity of electricity to flow from the one point to 
the other, then the " Difference of Potential ^^ or as it is also called 
the ^'Electromotive Force, *^ between tlwse points is a quantity which 
expresses the amount of work which each unit of the electricity 
could do on its journey , if it were all utilized by beirig passed 
through some perfect machine of which it formed the motive 
power. 

Difference of potential is calculated as follows : — 

Let a unit of electricity be forced from the one place to the 
other, in the opposite direction to that in which the electric forces 
tend to move it ; " Mechanical Work " will have to be done on it 
by a man, a steam-engine, or other source of power. 

The difference of potential between any two points is defined to be 
numerically equal to the amount of work required to force a unit of 
electricity from the one point to the other, in the direction opposed 
to that in which it tends to move. 

The expression ^' Potential at a Point '* is an abbreviation for 
" Difference of Potential between the point and the Earth.'' The 
potential of the Earth is taken as the standard, and is called 
zero. 

In the same way the expression " height of a roof is an 
abbreviation for *' difference of height between the roof and the 

* The definitions and statements given in this chapter apply to statical 
electricity. In their application to voltaic electricity, certain limitations 
have to be introduced which will be noted in their proper place. 
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surface of tte earth/' The height of the earth's surface is taken 
as the standard and culled zero.* 

Very low potentials, that is potentials much lower than that 
of the earth, are sometimes called high negative potentials. 

We know that similarly charged bodies repel each other — that 
is, that electricity has a tendency to move from points near a 
charged body of similar sign to points further off. 

We therefore say that points near a charged body are of nume- 
rical/y higher potential than points further off. 

When we know the charge of the body, the distance of each 
of any two points from it, and the law of force, we can calculate 
the difference of potential between those points by means of the 
Integral Calculns.f 

The result of the calculation is, that if e be the charge of the 
inducing body, r, and r, the respective distances of the points 
from its centre, we shall have 

Difference of Potential := 

If one of the points r, is on the earth, then - is the potential 

of the earth, and the " Difference of Potential '' between the other 
(r,) and the earth is -, and wc have agreed to call this the 

" Potential at r „'' and we write it Yr • 

It can be shown mathematically that the jiotential at afty point 

* A roof 100 feet above the ground is thus said to be 100 feet high, but if 
we bad taken the centre of the earth for our standard, we should with equul 
i*orrectnes8 have said that the roof was about 4000 miles high. 

t Let V be the potential, e the charge, r,, r, the distances respectively, we 

have (remembering that the attraction = — - ), 

When one of the points is on the earth, we assume 

1 = 0, 

or that the poteaUal of the earth is zero, which gives 
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dne to two or mare charged hodiee is the algebraic sum of the 
potentials due to each.* 

If two conductors, which are of different potential, be connected 
by a wire or other conductor, electricity will flow from one to the 
other as long as the potentials continue to differ.f 

If, by the expenditure of work, the difference of potentials is kept 
up, the flow may continue indefinitely ; but if no work is ex- 
pended, all parts of the conductor instantly reach the same 
potential ; and we may state that — 

All portions of a conductor of any one mat^ial, subject only to 
statical forces, are always at the same potential. 

For, by definition, a conductor is a body in which electricity 
can obey any tendency to move, and, in a conductor, electricity 
goes on moving from places of high to places of low potential, 
until there is no longer any tendency to move — that is, until all 
the conductor is at the same potential ; and this adjustment takes 
place in an extremely small fraction of a second. 

Electro-Statics and Electro-Kinetics. 

As long as a flow of electricity continues, and is kept up by the 
ex))enditure of work, the conductor has properties different from 
those of a simple electrified body. That branch of electrical 
science which treats of the properties of simple electrified bodies 
is called Electro-Statics, because in them the electricity is supposed 
to be at rest ; and that branch which treats of the flow of elec- 
tricity is called Electro-Kinetics. See Part III. 

EqUIPOTENTIAL PoiNTS, LiNES, AND SURFACES. 

Points whose potentials are equal are called '^ Equipotential 
Points.'^ If a series of such points form a line, it is called an 
" Equipotential Line/' If the potential at every point on a 
surface is equal, it is called an Equipotential Surface. 

Equipotential Surfaces. 

* 

The potential due to a charged body has its greatest numerical 
value at the body itself, and diminishes in all directions. 

* Yox the potential is calculated from the force acting, and when two 
or more forces act at once, their effect is the sum of the effects due to each. 

t The two conductors heing of the same metal and at the same temperature. 
(See Chapter XXXIV.) 



Equipotential Surfaces. 29 

Let us take some given point near Any one body where the 
potential has a certain value. There will, in general, be a number 
of other points where it has the same value. If, for instance, our 
first point lis to the right of the body, there will probably be a 
point of the same potential at a certain distance on the left hand 
of it, and others above and below, &c. 

In general there will be an infinite number of points of the 
same potential situated all round the charged body. 

Let us imagine a surface to be drawn through all the 
points whose potential has some particular value. It will form a 
closed surface all round the body. 

Such a surface or shell is called an '' Equipotential Surface/' 
because at all points of it the potential is equal. 

Now, if we construct several such surfaces for different values 
of the potential, we shall have a series of shells, each euclosinof 
the one corresponding to the next higher numerical value of the 
potential. 

When there is only one electrified body, and that a sphere 
uniformly electrified, the equipotential surfaces become a series 
of hollow spheres, whose common centre is the centre of the 
electrified body. 

When there is more than one electrified body, or when it is not 
spherical, the surfaces are of less simple form. 

There is no force tending to move electricity from one portion of 
any equipotential surface to any other portion of the same surface ; 
and a charged body can be moved from any one point on it to any 
other without the expenditure of any work at alL 

For whenever there is a tendency to move, there is, by defini- 
tion, a difference of potential ; and whenever work has to be ex- 
])ended to move a charged body, there is, by definition, a difference 
by potential. In the case of an equipotential surface there is no 
difference of potential, and, therefore, no tendency to move and 
no work expended. 

The surface of every conductor of any one material, acted on 
only by statical forces, forms an equipotential surface.* 

Line op Force. 

Definition. — ^The line of Force at any point is the direction in 
which a charged body placed at that point tends to move. 

• See page 28. 
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The line of force at *any point is always perpendicular to the 
equipotential surface passing through that point, 

¥6v, if the direction of the force is inclined to the surface, the 
force may be resolved into two — one perpendicular to the surface^ 
and one along it. But we have just shown that the force along 
the surface is zero, and therefore the whole of the force is pre- 
pendicular to the surface. 

Relation between Potential and Force. 

It can be proved mathematically that — 

The force at any point in any direction is equal to the rate at 
which the potential begins to change, as we begin to leave that point 
in the given direction,^ 

Potential and Charge. 

The electrifications of different parts of the same conductor, 
when acted on by inductive forces, may be very different, but the 
potential of every part of it will still be the same. 

Thus, if a conductor (A) be placed on an insulating stand, near 
an electric machine (as on page 6), electroscopes placed at its 
two ends will diverge with opposite charges, while one placed at 
the middle would not diverge at all. But if an electroscope be 
placed at a distance, and a wire brought from it to the con- 
ductor (A), then the divergence of the electroscope will depend 
only on the potential to which the conductor (A) has been raised 
by the induction of the machine, and will be exactly the same at 
whatever point of the conductor (A) the wire is attached. Hence 
an electroscope, protected from direct action,t and attached to any 
conductor by a wire, measures the potential of that conductor. 

* For rate of change i« . - . Let /be the force; we hav^ by definition 

a r 

V = //e/r + C, whence ^-^ = /. 
»/ dr. 

t See page 6 (Metal Screens). 
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CHAPTER VIL 



BLEOTROMBTERS. 

£lectrometers and Electroscopes are instruments for measuring 
the strengths of the attractions and repulsions between electrified 
bodies. 

By measuring the force of repulsion between two charged bodies 
at different distances^ Coulomb established the law according 
to which electric force diminishes with the distance. (Page 18.) 

By means of a suitable electrometer we can also measure the 
potential of a charged body, or that of any point in its neigh- 
bourhood. (See preceding page.) 

The two earliest types of electrometers were Cavendish's and 
Lane's. 

Cavendish's Electrometer.* 

This was invented between 1771 and 1781, and 
consists of two pith balls hung, touching each other, 
by two linen threads. When similarly electrified, 
they repel each other, and diverge more or less 
according to the strength of the electrification. 

Lane's ELECTiiOMETER.t 

Fig. 8 is copied from the Phil, Trans, 1772. A 
wooden stem C is mounted in a metal socket, which 
can be screwed into the conductor whose electrifica- 
tion is to be measured. A pith ball, fixed to a straw 
stem A, hangs from a pivot at the centre of a 

Fig. 8. divided semi-circle B. 

Electricity is communicated from the metal socket to the ball, 

• CavendiBh'B Electrical Researches, edited by J. Clerk Maxwell, F.R.S. 
Camb. Univ. Press, 1879. Art. 244. 
t Ibid., Art 669. 




which is repelled. The number of degrees over which the stranr 
jiaases gives a rough idea of the strength of the eltetrification. 

The Gold-leaf Electroscopk. 

The gold-leaf eleclTOScojie (fig. 9) consists of two strips of gold 

leaf, which in a large instrument may he 4 inches long and 1 

inch wide, hung together by their upper ends to a metal rod. This 

rod is fixed through a imle in the top of iv glass shade, iiiside 




which the gold leaves hang. The upper end of the rod terminates 
in a flat hruss plate. 

When an electrified body is placed on the plate, a portion of 
the electricity passes to the gold leaves, and charging them both 
with the same kind of electricity, causes them to repel each otber 
and diverge as shown in fig. 9. 

Owing to the lightness of gold leaf, this ia a sensitive instru- 
ment for detecting the presence of small quantities of electricity. 
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Coulomb's Torsion Balance. — Plate I. 

The first great improvement in electrometers was mode by Cou- 
lomb, who, about 1785, published an account of an electrometer 
which, from the principle of its construction, is called the " Tor- 
9lon Balance!* 

The torsion exerted by a thread, suspended vertically, is the 
force tending to twist the lower extremity, when the upper ex- 
tremity is turned through an angle. 

If a weight be suspended by a piece of string, and the upper 
end of the string twisted between the finger and thumb, the 
weight will begin to revolve. 

If the weight is prevented from revolving by the fingers of the 
other hand, a certain force will have to be exerteil to stop it. 
This force is equal in amount, but opposite in direction, to the force 
exerted by the torsion of the thread. Tlie amount of force called 
into play by turning the top of the thread through a certain angle 
depends on the thickness and length of the thread and the weight 
suspended from it. It is obvious that, by making the thread long 
and thin and the weight small, a very large angle of twist can be 
made to exercise a very small force. 

In Coulomb's torsion apparatus (Plate I.) a very long fine 
thread is sus|>ended in a vertical tube. At the top of the tube is 
a horizontal circle divided into degrees called the torsion circle, 
which can be turned by means of a short vertical rod fixed to 
it through its centre. A pointer, or in delicate instruments a 
vernier, fixed to the tube shows the position of the circle. The 
thread is attached to the vertical rod passing through the circle. 
Turning the rod twists the top of the thread through an angle 
which is shown by the vernier. 

If a greater angle than 860® is required, the circle must 
be turned more than once round, and a record of the number of 
turns kept. At the bottom of the thread is attached a light rod, 
usually a stout straw, arranged so as to hang in a horizontal 
position. At one end is a ball of pith, gilt. This gives a sphe- 
rical conducting surface with very little weight. It is balanced 
by another ball at the other end of the straw. The vertical 
tube, carrying the circle, stands on a horizontal glass plate, 
which has a hole in it to allow the thread to pass through, 
and forms the lid of the lower part of the case. This lower 

D 
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part is large enough to allow the horizontal arm to swing freely. 
On the top plate is engraved a circle divided into degrees : the 
base consists of a piece of looking-glass. At one part of the 
top plate^ at a distance from the centre equal to the radius of 
the straw arm^ is a hole through which another gilt pith ball 
fixed to a vertical stem can be put. 

The position of the suspended straw can be observed by means 
of the engraved circle. The observer, looking down, moves his 
eye until a division of the circle, the straw, and the reflection of the 
same division in the looking-glass, are all in the same straight line. 

To use the instrument the fixed pith ball is removed, and the 
torsion circle turned till the suspended pith ball occupies exactly 
the position formerly occupied by the fixed one. When it has 
come to rest in this position there is no torsion, and the reading 
of the torsion circle is taken as the zero. The fixed pith ball is 
then electrified and put in position, pushing the suspended ball 
to one side, and at the same time communicating half its charge to 
it. The balls now repel each other, and if the length and thickness 
of the thread and the strength of the charge have been properly 
adjusted, the suspended arm should turn through from 30^ to 45°. 

The position of the straw is noted, and the torsion circle is 
turned so as to force the balls towards each other, until the straw 
pointer has moved through an angle equal to one division of the 
engraved circle. The number of degrees through which the torsion 
circle has been turned is then noted, and the process is repeated 
for several divisions until the balls are forced rather near togrether. 
A table can then he formed showing the force of repulsion correspond^ 
ing to each decrement of distance, for the force overcome in each 
case is simply proportional to the number of degrees through 
which the torsion circle has been turned. 

A slight' modification of the arrangements will enable the 
force of attraction to be measured when the two balls are oppo- 
sitely electrified. 

The Torsion Balance is not at all an easy instrument to use ; 
it is not very delicate, nor is it accurate enough for modern re- 
quirements. Its great defect is that the whole electrical force 
in it is that due to the electrification to be measured, which we 
remember is divided between the fixed and moving balls. When, 
as is often the case, the electrification is very small, the balance 
shows a corresponding want of sensibility. 
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The problem to be solved for the improvement of electrometers 
was to obtain a considerable force for a very small quantity of 
electrification. Now we know that at any given distance the 
force between two charged bodies is directly as the product of 
their electrifications, so that, if we double the charge of one 
and halve that of the other, we should still have the same force. 

To practically take advantage of this fact in the torsion balance, 
we should have to give the sphere attached to the sus))ended arm 
a high and constant charge. The force between it and the fixed 
sphere would then be considerable, even when the charge of the 
fixed sphere was very small, and would be simply proportional to 
that charge, whatever it might be. 

This arrangement cannot be carried out in Couloml/s form of 
the torsion balance, but is the basis of Sir W. Thomson's beautiful 
quadrant electrometers, which we will now describe in some detail.* 



Sir William Thomson's Quadrant Electrometers. 

The principle on which the quadrant electrometers are con- 
structed is as follows : — 

A metal needle, made of aluminium for lightness, and of the 
shape NN (fig. 10), is suspended so that it can turn in a hori- 
zontal plane like a compass needle. 

This needle is highly charged and, in order to replace the 
electricity lost by actual leakage, 
it is connected to a Leyden jar. 
We shall describe the Leyden jar 
later (page 61) ; but it is sufii- 
cient for our present purpose to 
know that it is a kind of reservoir, 
in which a large quantity of 
electricity can be stored up. The 
needle is suspended by an ar- 
rangement analogous to a torsion thread, which tends to bring 
it back to zero after it has been displaced, and immediately below t 
the needle are four metal quadrants placed horizontally^ as in 

• Report on Electrometers and Electro-static Measurements. Sir Wni. 
Thomson, F.R.S. Paper* on Electro-statics and Magnetism^ page 2G0, 
Macmillan, 1872. 

t In fig. 10 the needle is placed between the quadrants for clearness, but 
its real position is that of fig. 11. 
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Fig. 10. 
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fig. 1 1. Kach is insulated from the one next it, bat coDoecUd U> 
the one diagonally oppont« to it, as ahown in fig. 10. 

Now, suppoee the needle to have a charge of ( + ) electricitT. 
Let the uuehaded quadrants be connected to earth, and the abaded 
ones, by means of the wire h, fig. 10, with the conductor whoa 
electrification is to be measured. Electricity then flowa from tJie 
charged conductor to the shaded quadrants until they are of the 
same potential as itaelf. 

The direction of the de- 
flection at once shona 
whether the electrification 
under examination is (+)oi 
( — ), for we see that if it is 
( + ) the ends of the needle 
will be repelled by the 
shaded quadrants (fig. 10), 
and the deflection \rill be 
to the left, while if it is 
( — } they will be attracted, 
and the deflection will be to 
the right. If the potentiil 
is high— that is, if the 
I body under examination be 
strongly electrified — the de- 
flection will be large; if the 
potential is low, it will be 
smaller. 
Jf ike charge of the needle be always constant, the deflection will 
be always the same for the same potential; and if a body has 
been charged to a given potential one day, it can be brought to 
the same potential any other day, by attaching it to the electro- 
meter, and varying its chai'ge till the deflection is the same as it 
was before. 

If the shaded quadrants are charged positively and the un- 
shaded negatively, the action of all four quadrants will be to 
turn the needle to the left, and the deflection would be that due 
to the numerical sum of the potentials of the two opposite elec- 
trifications — that is, to their algebraic difference. 

The apparatus can be used for adjusting two potentials to 
equality ; for if two similarly electrifled bodies be attached to 
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the shaded and anshaded quadrants respectively, they will tend 
to turn the needle opposite ways, and the deflectioD will depend 
on their difference of potential. If now one of the electrifications 
be varied till there is no deflection, we shall know that the 
potentials have been adjusted to exact equality. The electro- 
meter is perhaps more used for this than for any other purpose. 
This method of working is called the " zero method." 

Practical Fokus of thb Electrometer. 

The instrument shown in (ig. 11 is only a lecture model. 
The simplest form that is used for real work is known as the 
" EUiott-pattem Thomson Electrometer," • 

The Elliott-pattbbn Elbctrouetbe. 

This instrument is represented in fig. 12 ; it differs from the 
lecture model in that its metal 
quadrants are quarters, not of a 
disc, hut of a kind of "pill- 
box," inside which the needle 
han^. Both sides of the needle 
are thus acted upon. 

The Leyden jar is placed at 
the bottom of the instrument. 
It contains strong sulphuric 
acid, ond the connection be- 
tween it and the needle is made 
by a platinum wire attached to 
the needle and dipping into the 
acid. The acid, by its affinity 
for moisture, keeps the inside 
of the apparatus always dry. f 

Three metal rods project from the instrument. Two (seen on 
the right) are connected respectively to the two pairs of quadrants, 
and the third (seen in the front of the figure) can be connected to 
the needle when it is desired to charge it with electricity. 

The needle is suspended by what is called, a " bifilar suspen- 
sion " — that is, it is hung by two fine silk threads, aide by side, 

* It U mide by MeMr*. EUiatt Bros., of Londoa. 

t When the tnitnunent U in n*e t)ie acid mast be watched, u it U apt ro 
to incnue in qoaodtj by the abtorption ofmoittore «i to overflow the jar 
after a few weeki. 




fig. II. KlUoU-pttUmi. 
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and about -^ inch apart. After the needle has been displaced liwen 
its position of rest, these threads always tend to hrinjj it back. 

The position of the needle can be adjusted by turning the hei» d 
at the top of the glass case to which the threads are attached. 

The iostrument, when in use, is covered by a wire cage co 
nected to earth, to protect the quadrants from the induction * 
neighbouring charged bodies." 

Thu Elliott- pattern is extremely sensitive as an electroicqw. 

It is, I think, the best pattern to use for all that large aad 
important class of investigations where two potentials have t*) 
be adjusted to equality by the zero method (page 37); but as the«"« 
are no means of ascertaining the charge of the needle, or of keeping 
it constant, it is useless for experiments where potentials have to 
be measured by observations of the amount of the deSection. 



The Lamf, Scale, akd Mirror. ■ 

To detect and measure small angular deflections of a needle, tffl 
long pointer is necessary ; but, if a long material pointer wcr^ 
attached to the needle, its weight would destroy the sensitivene*^ 
of the instrument. 

Sir Wm, Thomson has therefore arranged a method by which a 
beam of light is made to act as a pointer of any length, and a 
lutely without weight. 

A circular mirror, about \ of an inch in diameter, is rigidly 
attached to the needle by a atrip of platinum, which projects up 
above the quadrants. 

A lamp and scale, of which the bacfc 
, (that is, the side furthest from the eleo- 
trometer) is shown in fig. 13, is placed! 
on the table about two feet from the. 
instrument. The h'ght passes throngK 
a small opening in the lower part t 
the scale, falls on the mirror, and is n 
fleeted on to the upper part, making b 
spot of light. The least motion of the 
needle and mirror, of course, moves the 
"'■"■ spot along the scale. The distance 

which it moves is equal to that which would have been 
• Page 5. 






Fu.n III. — siCTiax or ToovaoN's (iuadunt iLicTtoxm>. 
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traversed by the end of a pointer whose radius was double the 
distance from the mirror to the scale. 

The aperture through which the light passes is sometimes a 
vertical slit, sometimes a round hole, with or without a vertical 
wire stretched across it. 

Sometimes the mirror is plane, and the light is brought to a 
focus on the scale by means of a lens. Sometimes the mirror is 
concave, and the lens is dispensed with. 

When the slit is used, the moving image is a vertical line of 
light; when the hole is used, it is a bright disc crossed by a fine 
vertical black line, the image of the wire. 

The scale is usually divided into millims., and printed black on 
white glazed paper. 

In using a flat- wicked paraffin-lamp, the wick should be placed 
*' edgeways'* — ^that is, at right angles to the scale. 

White's Patteen. — Plates II. and III. 

This is the most elaborate form of the Thomson quadrant 
electrometer, and is made by White of Glasgow. 

The chief requirements of an instrument designed for actual 
measurement of potentials, and observations of deflection, 
are : — 

(1) A means of testing the constancy of the electrification of 
the suspended needle, and a method of adjusting this electrifica- 
tion very accurately — that is, of increasing or diminishing it by a 
very small amount. 

(2) A method of varying the directive force tending to make 
the needle return to its position of rest, and a certainty that, to 
whatever value this may be adjusted, it will remain constant. 

(3) A very accurate method of measuring the deflection of the 
needle. 

We shall shortly see how all these requirements are satisfied. 

Plate II. shows the apparatus in perspective, Plate III. in 
section. 

The body of the instrument consists of an inverted glass shade, 
supported on three legs furnished with levelling screws. The 
outside of this is coated with tinfoil, and the inside is partly filled 
with strong, pure sulphuric acid. This, being a conductor, forms 
the inner coating necessary to make the glass shade act as a 
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flat metal cover, which we eliall in future call the " main cover," 
On the main cover is a lantern -shaped ereetion of brass witiiK 
flat glass front. In future we will call this the " lantern." 

From near the top of the lunt^m is suspended the needle, which 
hangs below the main cover. The quadrants form a box, and 
completely enclose the needle, as in the Elliott pattern, but 
much smnller. In order to connect the needle with the ii 
coating of the jar, a platinum wire hangs down from it to the 
acid. To the wire is attached a platinum weight which hanga 
below the surface of the acid. This, by its friction in the acid, 
also helps to check the oscillations of the needle. The wire is 
protected by a wide metal tube. 

Three rods project above the main cover; two, called the 
" Electrodes," are connected to the two pairs of quadrants ra- 
spectively, and the third is used for charging the needle. 

The electrodes can be disconnected from the quadrants by 
raising them. The left-hand one in Plate II. is shown raised. 

One of the quadrants can be adjusted by means of a micrometer 

screw, whose head is seen in Plate II., and at the left side of fig. 14^ 

• Sub pa^ 61. 
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Kg. li is a drawing of the " main cover," as seen from below. 
In the centre are the quadrants, and the tube inside which jio&sea 
the wire from the needle to the acid. The replenisher {r) (see 
page 42) is on thelelt, and the "Induction plate (i)" (seepage 44) 
is above one of the quadrants on the right. 

The Galoe— Fig. 15. 

The arrangement for knowing whether the potential of the jar 
and needle remains constant is as follows : — 

Near the top of the lantern is a fixed horizontal metal plate 
connected with the needle 
and the inside of the jar, but oauce 

insulated from thereat ofthe 
instrument (see Plate III.). 
Above this is an arm tuminj^ 
on a horizontal axis. The 
lighter end consistsofasqunre 
piece of sheet aluminium, 
which, when the arm is hori- 
zontal, lies parallel to the fixed 
plate and just above it. It is 
charged by induction o]po- 
sitely to the plate, and is 
therefore attracted by it. 

It£ horizontal axis consists 
of a platinum wire passed Ftg. is. 

through two boles in the 
plate and stretched over a 

little ridge on it. The heavier end of the lever terminates in a 
horizontal fork with a hair* stretched across it. A piece of white 
enamel, fixed to the stand, and haviug two dots on it, projects 
np through the fork. The hair and the dots are looked at to- 
gether by a lens. 

The balance is so adjusted that, when the proper charge has 
been communicated to the needle, the hair appears exactly be- 
tween the dots. If now the charge increaseE, the plute is 
attracted with greater I'orce, and the hair is seen on or above the 
upper dot. If the charge diminishes, it descends to the lower dot. 

■ It is found that a hair from a black and Iad terrier girea the best 
definition. 
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T/ie replenhlier i 



A precisely Bimilar gauge is used m the absolute electrometer, 
pnge 55. Fig. 15 has been drawn from the latter instrument. 

Thus, any change in the potential of the needle can be always 
observed. 

The Kbplgkisher. 

; used to alter the charge of the needle if 
necessary, and works by 
transfen-ing smail portions of 
the charge to or from the 
iiocdie and jar as may be 
((-■ijuired. 

By means of it the hair is 
adjusted to lie exactly be- 
tween the dots. 

The replenisher is shown 

in fig. 16. Two fixed metal 

plates, connected respectively 

to the needle and the earth, 

act inductively on metal 

pieces carried on a revolving 

shaft. The charge induced 

on the latter is taken off by 

REPLENISHER springs, which touch then 

'''"■ '"* at the proper point in the 

rotation, and conveyed to or from the needle according to the 

direction of rotation.* 

A few moments' use of the replenisher will supply the loss of 
34 hours. 

A precisely similar replenisher is also osed in the absolute 
electrometer, page 55. Fig. 16 has been drawn from the 
latter instrument. The two platen at the bottom of the picture 
belong to it, and not to the quadrant. 

The SrsPENsioN. 

In the early instruments the needle was suspended by a single 

silk fibre, and braught back to its position of rest by means 




k 



Two other npriags put the two ce 



a into connection o 
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of a small magnet attached to it and a large steel magnet outside 
the ease. 

In the modern instruments the bifilar suspension is always used. 

By means of an ingenious arrangement of screws^ the distance 
apart of the threads (on which the sensitiveness of the needle 
depends) can be varied from about ^ to | inch. The suspending 
threads consist of two fibres of unspun silk. Fig. 17 gives the 
details of the suspension. 

The stiff platinum wire which carries the mirror and needle has 
a cross-piece at its upper 
end^ to which are attached 
the lower ends of the two 
suspending silk fibres; the 
other ends being wound 
upon the two pins Cy d, 
which may be turned in 
their sockets by a square- 
pointed key^ to equalize the 
tensions of the fibres^ and 
make the needle hang mid- 
way between the upper and 
under surfaces of the quad- 
rants. The pins e, d, are 
pivoted in blocks carried by 
springs e, f^ to allow them 
to be shifted horizontally 
when adjusting the position 
of the points of suspension. 
The screws a, 5, which tra- 
verse these blocks^ have 
their points bearing against the fixed plate behind, so that when 
a or d is turned in the direction of the hands of a watch, the neigh- 
bouring point of suspension is brought forward, and conversely. 
The needle may thus be made to turn through an angle, till it 
lies in the symmetrical position represented in fig. 10, when 
all electrical disturbance has been guarded against by connecting 
the quadrants with the inside and outside of the jar. The conical 
pin h passes between the two springs and screws into the plate 
behind; by screwing it inwards the points of suspension are 
made to recede from each other laterally, and the sensibility of 




Fig. 17. 
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the needle to a deflecting couple i» diminished^ and converBely. 
At the top of fig. 17 is seen the plate which attracts the g^uge. 

Thk Induction Plate. 

The instrument is extremely sensitive^ and is primarily in- 
tended for the measurement of 
very small differences of poten- 
tial. In order that - somewhat 
larger differences may be mea- 
sured^ the Induction Plate is 
introduced to diminish the sen- 
sitiveness. 

Fig. 18 represents a vertical 
section through it ; c is one of 
*''*^'^®' the quadrants, e the induction 

plate, I the glass stem which supports it ; a is the electrode. 

When it is desired to measure an electrification too high for 
the ordinary arrangement of the instrument, the electrified body 
is connected to the induction plate instead of to the quadrant ; 
and so the potential of the quadrant, instead of being that of the 
body, is only that induced by the charged plate, which is small 
and at a considerable distance from the quadrant.*^ See also 
Plate III. and % fig. 14. 

* Sir William gives the following directions for further grades of diminished 
power : — 

The connections may be farther varied so as to produce other degrees of 
sensibility giving indications perfectly trustworthy and available for com- 
parative measurements. The different methods of forming the connections, 
with or without an inductor, are indicated in the following table, where B 
means the electrode of the pair of quadrants marked BR' iu fig. 19, L that 
of the pair LL', and I that of the induction-plate ; C is the conductor led 
from one of the bodies experimented upon, the conductor led from the 
other and connected to the outer metallic case of the instrument, which may 
be insulated from the table if necessary by placing a small block or cake of 
clean paraffin under each of the three feet on which the instrument stands; 
(R) or (L) means that the electrode of RR' or LI/ is to be raised so as to be 
disconnected from its pair of quadrants. Thus in the grade of diminished 
power or sensibility standing first hi the table on the right, the electrode L 
is raiifed, one conductor is connected with R ; I and the other with the case 
of the instrument. The grade standing last in the table, in which L and B 
are both raised, is the least sensitive of all. In each of these methods the 
correctness of the indications has been verified by measurements taken simul- 
taneously with the Standard Electrometer [a modification of the absolute 
electrometer described on pages 65 — 68], the measured difference of poten- 
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The Scale. 

The deflections are measured by a lamp and scale similar to 
that used with the simpler instrument, except that the scale, in- 

tials being that of the earth and of a Lejden jar fitted with a repleiiinher, by 
means of which its potential was raried so as to make the defliH;ted ima^e 
stand at all points between the extremity of the scale and the zero poMition. 
The working of the repleuisher being suspended at intervals to allow an 
accurate reading to be taken of the position of the image and the indication 
uf the Standard Electrometer, the subsistence of a correct proportion between 
the deflection and the measurement obtained from the Standard Electrometer 
was reriiied at all points of the range. 



WITHOUT INDUCTION PLATE. 
Full Power. 

Diroinisbed Power. 



**LloJ 



(L) [Kg] or (R) [ig 



WITH INDUCTION PLATE. 
Full Power. 

LroJ «^ Llo J 

Grades of Diminished Power. 



(L) 



LROJ 



(R) 



(RI^)[P 



J 




Fiff.l9. 



The facility afforded by the 
number of these arranpi-nients 
for varying the sensibility of 
the instrument even to a mode- 
rate or slight dej^ree without 
altering the adjustment of the 
fibres, will be found useful in 
some kinds of observations. For 
instance, if it be desired to 
observe the tluctuatioiis of a 
varying potential, a degree of 
sensibility which throws the 
deflected image nearly to the 
extremity of the scale will cause 
the fluctuations to be twice as 
sensible and accurately read as if 
the deflection were only half as 
much, as they will bear the same 
proportion to the whole deflection 
in the two cases. 
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Ftead of being straight^ is curved into the arc of a circle with the 
mirror as centre. The actual angle of deflection can tlien be at 
once calculated from the number of divisions of the scale passed 
over by the h'ght spot. 

By substituting a lime-h'ght for the paraffin lamp^ and using 
a larger scale^ the instrument can be used for lecture purposes. 

I have not given directions for adjusting and using the electro- 
meter^ as very full ones are sent out in pamphlet form with each 
instrument. 
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CHAPTER VIII. 

ON THE THEORY OF ABSOLUTE MEASUREMENT. 

Of late years men of science have recognized the importance of 
being able tx> refer all measurements to a common system of 
units, or in other words, to render the numerical values of 
physical quantities independent of the particular instruments 
used to measure them. 

We can easily imagine what confusion would be caused in the 
commercial world if there were no recognized standards of 
length and weight, but if every tradesman sold by an arbitrary 
weight and an arbitrary measuring-stick of his own. 

An almost equally great confusion reigned in the scientific 
world till the system of absolute measure was developed by the 
labours of Gauss, Weber, Thomson, Fleeming Jenkin, Clerk 
Maxwell, Balfour Stuart, and others. 

An electric force, for instance, was defined by one observer as 
one that required a torsion of 1000° of the thread of his torsion 
balance to neutralize it. Tlie same electric force, however, if 
measured in another person^s balance, would be equal to quite a 
different number of degrees of torsion. 

Before Fahrenheit invented the first thermometer scale with 
absolute reference points, the same number on diflFerent thermo- 
meters represented quite different temperatures. 

For the intensity of light no absolute scale yet exists. 

But chiefly the defect was felt in the methods of measuring 
electric currents and resistances, and electro-magnetic efle(»ts.* 
Now, thanks partly to the requirements of the submarine tele- 
graph companies, who have found it worth while to spend large 
sums of money on having these methods improved for them, the 
latter have been brought to a very high state of perfection 
indeed. 

* See Part III. 
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Absolute Units. 

The outline of the system of absolute measure is this : — 

Certain units of mass^ length, and time are chosen^ and from 
them the derived units of density, area, volume, velocity, force, 
momentum, energy, &c., are deduced. 

From these again are obtained units of electrification, potential, 
electric current, electric resistance, &c. 

All these units, fundamental and derived, are called absolute 
units. 

Absolute Instruments. 

Instruments for the measurement of electrical and other 
physical quantities whose scales are arranged to give the values 
of the quantities measured, in these absolute units are called 
absolute instruments. But as they are usually very expensive, 
very heavy, not portable, and not convenient to work with, 
smaller instruments with arbitrary scales are constructed. 

Measurements of several values of the same physical quantity 
made by the small instruments are compared with measurements 
of the same values made by an absolute instrument, and a table 
of comparison between the scales is constructed. 

This process is called deUrmining the constants of the smaller 
instrument. An arbitrary instrument whose constants have been 
determined becomes an absolute instrument. 

Choice op Units. 

The English Government has, for electrical and magnetic 
measurements, adopted the foot, the grain, and the second as the 
standards of length, mass, and time respectively, and this system 
is still used in the state observatories. 

This system, though convenient for some purposes, is unsuited 
for scientific measurements, because the larger units of each kind 
are not decimal multiples of the smaller. 

The ounce, for instance, is not a decimal multiple of the grain, 
or the pound of the ounce. The yard is not a decimal multiple 
of the foot, or the mile of the yard. Every time that measure- 
ments in the smaller or larger units have to be reduced into the 
larger or smaller, a process of division or multiplication has to 
be gone through. 
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C.G.S. Units. 

To avoid this labour and source of error, scientific men have 
adopted a decimal, or so-called metrical system. 

In this the second is still taken as the unit of time, 

The centimetre is the unit of length, and 

The gramme the unit of mass. 

The 9^9tem of measurement based on these units is called (he 
centimetre, gramme-mass, second system, or hriefli/ the C. G'.5. system^ 

Length. 

The centimetre is the one-hundredth part of the metre. 

The metre is theoretically the ten-millionth of the quadrant 
of the earth — ^that is, it is the ten-millionth of the result of a 
particular measurement of that quantity. Practically it is the 
distance at O^C. between two lines engraved near opposite ends 
of a standard platinum bar preserved in the Paris observatory. 

Should future measurements of the earth's quadrant give a 
number not exactly ten million times this distance, the standard 
metre will not be altered, but the earth's quadrant will be said 
to consist of more or less than ten million metres. The metre 
is equal to 

39*370432 inches, 
or to 

1-09862311 yard8,t 

the standard metre being taken as correct at O^C, the standard 
yard at 

16 % C. (62*» F). 

The metre is thus divided : — 

10 millimeireB ^ 1 centimetre. 
100 miUims. ss 10 centims. =: 1 decimetre. 
1000 miilims. = 100 centims. ss 10 decimv<. ss 1 metre. 



• See Units and Pkyncal Constants, by Prof. J. D. Everett, F.R.S. 
Macmillan and Co., 1879. 

•f For roughly realizing what number in a familiar measure a number 
expressed in the metrical system is equal to, we may put metre ss 40 inches, 
decim. s= 4 inches, oentim. =s ^ inch, millim. s ^^ inch. The kilometre 
as 1000 metres nearly equals 5 furlongs. 
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Mass. 

The gramme is theoreticallj the mass of one cubic centimetre 
of distilled water at 4*^C. 

Practically it is yoVu* ^^ ^^^ mass of a piece of platinum 
preserved at Paris. 

The masses of two bodies can be compared by simple weighing 
at the same place without knowing the force of gravity at that 
place^ because the force of gravity is the same at the two ends 
of the balance^ and therefore the weights are proportional to 
the masses. 

The masses of two bodies at different places cannot be com- 
pared by sending the same spring balance to the two places, 
because, the force of gravity being different, the masses are no 
longer proportional to the weights. 

Definition, — The maM of a hody is the quantity of matter in it. 

The weight of the body at any place is its mass multiplied by 
the force of gravitation at that place. 

C.G.S. Debived Units. 

DENSITY. 

TAe density of a substance U the mass or quantity of matter 
per unit of volume. 

In the C.G.S. system it is the number of grammes in a cubic 
centimetre. We now see the reason why the centimetre instead 
of the metre has been chosen as unit. It is because it makes 
the density of water unity; the adoption of the metre would 
have made it 1,000,000. 

The densities of various substances then remain equal to their 
specific gravities— that is, to the ratio of their densities to that 
of water — and require no alteration to reduce them to absolute 
measure. The adoption of the metre as unit would have neces- 
sitated multiplying the specific gravities by 1,000,000 to give 
the densities. 

We may here note that, of the two units of density and mass, 
we must assume one, and then can derive the other, but it is 
unimportant which. 

The advantage in assuming a unit of mass is that masses can 
be compared more accurately than densities. 

We can either say, as we have done, that the density of a 
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Bubstance is the mass (expressed in arbitrary mass units^ viz., the 
mass of a piece of pktinum iu Paris) in unit of volume^ or we 
can say that the unit of mass is the quantity in a unit of volume 
of a substance (distilled water at 4^C.) whose density we arbi- 
trarily take as unit. 

The platinam unit of mass has been constructed^ so far as 
possible, to make these two definitions identical ; but if^ owing 
to better determinations of the density of water, they should 
cease to agree, the unit of mass will not be changed, but a 
correction will be applied to the density of water. Mean- 
while, the densities of other substances being determined ex- 
perimentally by the ratio of those densities to that of water, 
the numbers expressing these ratios (the specific gravities) will 
remain unchanged, but will have to be multiplied by the new 
value of the density of water to give the true densities. 

Velocity. 

The velocity of any body moving with uniform velocity w the 
number of centimetreB that it travels in a second. 

The velocity at any instant of a body moving with variable 
velocity is the number of centimetres that it would have 
travelleil in a second if it had gone on moving uniformly for 
a second with the velocity that it had at that instant. 

A body moving at the rate of one centimetre per second 
has a velocity unity,* or tlie unit of velocity is a velocity of one 
centimetre per second. 

ACCELEEATION. 

Let a point be moving with variable velocity ; if the velocity 
is increasing, the motion of the point is said to be accelerated. 

If the velocity is diminishing, the motion of the point is said 
to be retarded. 

For convenience of calculation, both increase and diminution of 
velocity are called acceleration, but diminution is called negative 
acceleration. 

It may easily be seen that this convention is legitimate, for if 
a moving point is being equally accelerated and retarded, its 
velocity will remain constant — the algebraic sum of the accelera- 
tion and retardation is zero — which shows that the retardation 

* ThiB, the unit Telocity, is equal to about 40 yards per hour. 

£ 2 
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may be considered as a quantity equal in magnitude but opposite 
in sign to the positive acceleration. We may now define the unit 
of acceleration. 

Uniform acceleration %9 the number of units of velocity by which 
the velocity of the moving point changes in a second. 

Variable acceleration at any instant is the number of units of 
velocity by which the velocity of the moving point would change 
in a second^ if for a second the rate of change had been that 
which it had at that instant. 

The unit of acceleration is an increase of velocity of one centi- 
metre per second, 

FOECB. 

If a body, having mass, is moving with variable velocity, some 
force must be acting on it.* 

The value of a force is the number of units of acceleration 
which it can produce on a unit of mass ; f that is, it is equal to 
the number of units of velocity by which it can increase the 
velocity of a unit of mass in a unit of time. 

The unit of force is that force which, acting on a mass of one 
gramme for one second, can increase its velocity by a velocity of one 
centimetre per second. 

This unit of force is called a dyne. Now the velocity of a body 
falling in vacuo at Greenwich increases at the rate of 981*17 
centimetres per second for each second of fall — that is, at Green- 
wich the earth acts on a body at or above its surface with a force 
of 981 '17 dynes per unit of mass, or to hold up a gramme 
at Greenwich requires a force of 981*17 dynes.J 

To sum up— 

The dyne or unit of force is the force which, if it acted for one 
second on a mass of one gramme, would, if the mass was 
previously at rest, give it a velocity of one centimetre per second, 
or, if it was previously in motion, in the direction of the force, 
would in that time alter its velocity by that amount. And a 

dyne is- of the force of gravity on a gramme at Green- 

€/ol*l I 

wich. 

• NewtoUf Laws I. and II. 

t It also equals the number of units of momentum which it can produce 
in a unit of time. 

X Between the equator, where it is least, and the pole, where it is greatest, 
the earth's attraction varies by about ^^ of its whole mean value. 
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Work. 

The unit of work %% called the erg ; it is the amount of vpork 
done Ay one dyne working through one centimetre — that is to say, 
it is equal to the work required to move a body throng^h one 
centimetre against a force of one dyne. To lift one gramme one 
centimetre at Greenwich requires an expenditure of 981* 1 7 ergK 
of work, and if at the top of the centimetre we let the body go, it 
is able in falling one centim. to do that amount of work. 

C.G.S. APPLIED TO Electro-statics. 

We now come to the C.G.S. system of measuring electro- 
static effects. 

Quantity. 

The electro-tttatic unit of quantity is thut quantity of electricity 
which at a unit distance will repel another equal quantity of the 
same kind of electricity with a unit of force — that is, in the C.G.S. 
system, it is the quantity of electricity which at a distance 
of one centim. will repel another equal quantity with a force of 
one dvne. 

Now, if the unit l>e determined experimentally (we will 
describe the methods used later on), we see how, for instance, any 
torsion balance might be graduated. Let the lixed ball be 
charged with two units, and let the movable ball be made to 
touch it ; the balls will be then charged each with one unit of 
electricity and will repel each other. Let the torsion circle be 
then turned so as to bring them towards each other till they are 
at a distance of one centim.* The force between them is then 
one dyne, and it is exactly balanced by the torsion of the thread. 
ITie force exercised by the torsion of the thread at that particular 
position of the circle is then one dyne. 

On repeating the experiment with charges of 3, 4, 5, &e. 
units, we shall get the readings of the circle corresponding to 
forces of 1^, 2, 2^, &c. dynes. On constructing a table of these 
results, unknown quantities of electricity can be at once measured 
in C.G.S. units by the instrument. t This and similar processes 
are called determining the constants of the instrument. 

* The diameters of the balls are supposed very small compared with one 
centim. 

t This is only intended as an illustration. The experiment could not be 
carried out exactly as here described* 
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Potential. 

In the C.G.S. system, the unit potential is the potential due to 
a unit of electricity at a dist^ance of one centim. 

We have defined the difference of potential between two 
points^ due to any given electrification, as the work required to 
be done to move a unit of electricity from one of these points to 
the other. 

TAe unit difference of potential is the difference of potential 
which there must be between two points for one erg of work to he 
required to move a unit of positive electricity from one to the other, 
the influencing electricity being supposed to retain its distribution 
unchanged. 
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CHAPTER IX. 

ABSOLUTE ELECTBOMETERS. 

We now come to the experimental methods of dcterminin*]^ poten- 
tials and quantities of electricity in absolute units. The instru- 
ments used are called absolute electrometers^ and are all the 
invention of Sir William Thomson.* Several forms of the abso- 
lute electrometer have been constructed. We shall only describe 
the latest. 

The New Absolute Electeometeb,— Plate IV. 

The absolute electrometer consists essentially of two horizontal 
parallel plates insulated from each other. 

In the centre of the upper one is a round hole which is almobt 
filled up by a light disc hung by three delicate fc:])rii)():s like 
carriage-springs. To the disc is attached a modification of the 
hair and dot arrangement described on page 41. The disc is so 
adjusted that^ when the hair is sighted between the dots^ it hangs 
so as exactly to fill the aperture in the plate — that is^ the surface 
of the plate is continuous^ except for the small annular space 
round the edge of the disc. The disc and the perforated ])]ate^ 
which is called the "guard-plate," are in metallic communication 
through the supports of the balance. 

The suspended disc can be moved up and down by turning a 
micrometer screw, which moves the block to which the springs 
are attached. 

The lower plate can also be moved uj} and down by a micro- 
meter screw. 

The simplest method of using the instrument is as follows : — 

The upi)er screw is so adjusted that when no part of the appa- 
ratus is electrified, the disc hangs a little above the guard-plate. 

* Report on Electrometen — Papers on ElectroataticB and Magnetism* 
Page 287— Sir Wm. Thomson (Macmillan), 1872. 
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The two plates (viz. the lower plate and the guard-plate 
and disc) being electrified by connecting them respectively 
with the two bodies whose difference of potential it is required 
to measure, the bottom one is moved up or down till the hair 
appears between the dots. This shows that^ at the distance^ 
which there then is between the plates, the attraction exactly 
balances the force, due to the springs, tending to move the 
disc upwanls. The distance between the plates, the size of the 
suspended disc, and the force tending to move the disc upward, 
being all known, the corresponding difference gf potential can be 
calculated by means of a mathematical formula. 

The force tending to move the disc upwards is determined 
by finding what weights laid upon the disc will bring the hair to 
the sighted position when no part of the apparatus is electrified. 

The use of the guard-ring is this: the formula is only 
applicable to the centre portion of an attracted plate — it is not 
applicable near the edges. The practical effect of the guard -plate 
is to give us a movable disc which is all centre and which has 
no edges. For the edges being those of the fixed guard-plate, 
the attraction on them does not affect the motion of the disc. 

After a time Sir William Thomson found it better to replace 
this method of working by another not quite so simple. In the 
new method, each plate is insulated, and the upper one is 
charged to a high, and constant, potential. The lower plate is 
then connected alternately to the earth and to the body whose 
potential is to be observed. The difference of attraction in the 
two cases gives the difference of potential between the body and 
the earth — that is, the potential of the body. 

To ensure the constancy of the potential of the upper plate, the 
latter is connected to a separate balance electrometer or gauge 
similar to that used as an accessory to the qu^rant electro- 
meter (fig. 15, p. 41). It is not necessary to know the potential 
to which it is charged, but only to know that it is constant. The 
accessory electrometer, or gauge, is called an idiosf^ic eleciro" 
meter. 

To guard against the effects of leakage, the glass case of the 
instrument is covered with tinfoil, and forms a Leyden Jar 
(page 61), in which a large quantity of electricity is stored. 

Certain openings left in the tinfoil allow the interior works to 
be seen. 
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The potential of the charged plate is adjusted by means of a 
replenisher^ like that used in the quadrant electrometer (fig. 16^ 
page 42). 

The suspended disc is protected from the effects of accidental 
induction by a metal cover^ made in two halves^ which are shown 
removed to the sides of the instrument. 

A spiral wire^ passing to a metal rod supported on a glass stem 
and projecting from the bottom of the instrument^ enables con- 
nection to be made with the lower plate, and allows the latter to 
be moved up and down. 

Two or three half-pint tumblers (not shown) stand inside the 
case, containing pieces of pumice-stone wetted with sulphuric 
acid, which absorbs moisture and keeps the air dry. 

The whole instrument stands on three legs sufficiently high to 
enable the hand to be placed underneath to turn the screw of the 
lower plate. 

The instrument is made by White of Glasgow. 

To DSTERMINE POTENTIALS BY THE ABSOLUTE ELECTROMETER. 

It is shown in Sir W. Thomson^s paper before quoted, 
and, though we can give his result here, we cannot give the 
mathematical proof, that 

V = D /llZ 

where Y is the potential of the body under examination ; D the 
distance between the plates ; ir the ratio of a circumference of a 
circle to its diameter — that is, 3*1416; F the electric attraction 
which is equal to the upward pull exercised by the counterpoise; 
A an area which is the mean of the areas of the suspended disc, 
and the hole in the guard- plate in which it hangs. 

If, instead of being neutralized by the electric attraction, the 
upward force of the counterpoise, equal to F, were balanced by a 
weight which we will call W — that is, W grammes where W is a 
number different in different experiments — we have 

Force ss W maltiplied by force of gravity at the place, 

or in symbols 

F = W.y. 

and the formula becomes 



= d7«z 



wT 
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and wo remember that g at Greenwich is equal to 981-17 
dynes. 

In practice it was, however, found very diflScult to determine 
D, the distance between the upper and lower plates, accurately. 
For this and other reasons the method of working was modified, 
as we stated on page 56. 

Let D be the distance when the lower plate is connected to 
earth, and IV the distance when it is connected to the body 
under examination. Let V be the difference of potential 
between the upper and lower plate, when the latter is connected 
to earth ; and V the same quantity when it is connected to the 
body under examination. 

Then, as the potential of the upper plate is constant, the dif- 
ference of the potentials of the lower plate, when connected to 
earth and to the charged body, will be 

V- V» 
The formula then becomes 

V - r = (D - D') hf^'^-g 

and V — ^V' is the difference of potential between the earth and 
the charged body, and D' — D is the difference between the two 
readings of the screw of the lower plate, and can be determined 
with perfect accuracy without a knowledge of the actual 
distances. 

The Portable Electrometer. — Plate V. 

Sir William Thomson has also invented a portable electrometer. 
Its scale is graduated by direct electrical comparisons with 
the absolute instrument. 

Details of the instrument are shown in Plate V. 

The arrangement is somewhat similar to that of the New 
Absolute Electrometer. The *' attracted disc*' is square, and with 
its guard-plate forms an arrangement (^,/, fig. 2) exactjy like the 
guage of the Absolute Electrometer or of the quadrant. 

• For let potential of upper plat© be A, and that of the lower, 3 and F 
in the two experiments respectively, then — 

V = A-B, V' = A-B' 

and V — y = B' — B, and the diflTerence between B and B' is the potential 
we want to measure. 
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It is inverted and placed at the bottom of the instrument^ and 
is attracted npwar/ls by the movable plate (^, fig. 1). 

The case forms a Leyden jar, the inside of which is connected 
to the gauge and guard-plate. 

To use the instrument the jar and gauge are highly charged. 

The movable plate is connected to earth, and screwed up and 
down till the gauge balances at the sighted position. 

The reading of the moving plate having been taken^ it is con- 
nected to the body whose potential is to be measured, and moved 
till the disc again balances. 

The difference between the two readings of the movable plate 
gives the difference of potential between the earth and the body, 
in units of the instrument, assuming the potential of the gauge 
and guard-plate to have remained constant throughout the ex- 
penment. 

To test this a second earth reading should be taken. 

If the two earth readings differ widely, the experiment must be 
rejected. If they exactly agree, the potential has remained con- 
stant, while, il they differ slightly, their mean will not be far from 
what would have been the earth reading at the time when the 
charged body was tested.* 

The value of the arbitrary units of the instrument are deter- 
mined, once for all, by a series of measurements of the same 
potentials by it and by the Absolute Electrometer. 

The mechanical arrangement by which the plate is moved up 
and down is very ingenious. The plate ^ is fixed to a circular 
vertical brass stem, which is pressed into two brass Vs by a 
spring (fig. 2) . This ensures its always moving parallel to itself. 

It is moved up and down by a screw with a convex steel head 
(5, fig. 1), which rests upon an agate plate. On the screw are two 
nuts (a and c, fig. 1) ; one is fixed to the tube carrying the j)late 
^, and the other is only prevented from revolving inside it. They 
are forced apart by a spiral spring. This prevents what is called 
in mechanics " back-lash '^ or " lost time^' — that is, it ensures 
that the longitudinal motion shall be reversed at the same time 
as the circular. 

The screw is kept against the agate by pressing the milled- 

* This asBtixnes that the loss is tiniroi*m, and that the time from the first 
earth reading to the charge reading is equal to that from the charge reading 
to the second earth reading. 
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head with the finger. The number of whole turns of the screw 
are read on the scale (fig. 2), while fiuctions of a turn are read 
on the circular head attached to it (fig. 1). 

The details of the gauge are shown in figs. 1 and 2. ^ ^ is 
the guard-plate,/* the balanced plate, i k the pointer, and / the 
hair and dot arrangement. The tinfoil is removed to allow the 
hair to be seen, and a screen of fine wire gauze is substituted 
to guard against electrical influence. 

The Umbrella, fig. 3, is a guard to protect the rod communi- 
cating with plate g from accidental induction. It can be slid up 
and down as required ; when lowered, it makes communication 
between g and the outer case. 

Some pumice yist moistened with sulphuric acid serves to keep 
the air dry. It must be carefully dried in an oven once a month. 

The instrument is chiefly used for observations of atmospheric 
electricity. It is not fitted for extremely accurate work.* 

Reason for Charging the Disc. 

In both the portable and in the absolute electrometer the 
screw plate would have to be moved equally for a given difiPerence 
of potential, however feebly the disc was charged, or even if it 
was not charged at all. 

The eflect of highly charging the disc is that, although the 
diflerence of attractions is the same, the total attractions are 
greater, and slight irregularities in the actions of the springs 
would not cause so great an error. 

* With great care potentials equal to half a Daniel's cell may be measured. 
With ordinary practice and care, potentials equal to from two to three cells. 
The quadrant electrometer measures to about -^ of a cell, but can be adjusted 
to measure J^ and it takes 1100 cells to produce a spark ^ inch in length. 
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THE LEVDKN MB. 

'We liave shown that when two oppositely charged conductors, 
separated by an insaUtor, are brought uear together, they will 
attract each other. 

If we can arrange two conductors of large surface, and place 
them very near together, separated by a rigid insulator, we shall 
have all the conditions lor a very powerful attraction. 

These conditions are satislied in the " Leydeti Jar," which in 
its most ordinary form consists of a 
wide-mouthed bottle of hard white 
glass (fig. 20], coated inside and out 
with tinfoil. The tinfoil stops a few 
incbes from the mouth of the bottle. 
The bottle is closed by a lid of hard 
wood, in the centre of which is a 
brass rod with a knob at the top. A 
chain hangs from the lower end of 
the brass rod and touches the inside 
tinfoil. 

The inside tinfoil can be charged 
with positive electricity by placing 
the knob of the jar near the con- 
ductor of a glass electric machine, 
and working the latter till sparks 

pass to the knob. When sparks refuse to pass any longer, it 
shows that the inner tinfoil is charged to almost the same 
potential as the conductor of the machine. This ( + ) chary^i 
acts inductively through the glass, and induces a (— ) chaise on 
the inside of the outer tinfoil, and a ( + ) one on iu outside. 

If the outer conductor be connected to earth, the side furthest 
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from the inner conductor may be considered to be removed to 
an indefinite distance^ and only (— ) electricity remains in the 
outer tinfoil. 

As the outer tinfoil entirely surrounds the inner one, the in- 
duced (— ) charge on it will be equal to the inducing ( + ) on*». 

We have then two opposite charges of electricity spread over 
large surfaces, and separated only by the thickness of the glass. 

These two charges attract each other very strongly, and, the 
moment a path is opened by which they can come together, they 
will combine with great violence. 

Experiment, — Take a charged jar and a pair of " discharging 
tongs.'' These latter consist of a jointed conductor attached to 
an insulating handle or handles. Touch the outside coating of 
the jar with one end of the tongs, and bring the other near the 
knob. There are now two strains going on ; one is the strain of 
the glass which is constant, and the other the strain of the air 
between the knob and the tongs, which is increasing as they are 
brought nearer together. Meanwhile* as the thickness of the 
stratum of air between the knobs diminishes, its mechanical 
strength — that is, its power of resisting disruptive discharge — 
decreases. At last a point is reached when the air is no longer 
strong enough to resist the stress or straining force, and the elec- 
tricities burst through it and combine with a flash and a report. 
Immediately after this has occurred, the jar is found to be com- 
pletely discharged. 

Residual Charoe. 

If, after being discharged, the jar be left to itself for a few 
minutes, it will be found to have again acquired a small charge. 
This second charge is called the " Residual Charge.'' With a 
half-gallon jar it is usually suflSciently powerful to produce a 
spark visible in daylight. 

The phenomena of residual charge can only be explained by 
supposing the induction passing through the glass to be a state 
of strain of the particles of the glass. On this hypothesis we 
suppose the glass in the charged jar to be very much strained, 
but not to be perfectly elastic. On the tinfoils being discharged 
— that is, on the removal of the straining force— the particles of 
glass instantly fly back almost, hit not quite, to their normal un- 
strained position. For a moment we then have the tinfoils dis- 
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cliarge<I^ bnt the glass in a slightly strained state. In the course 
of a few minutes the glass slowly recovers from this residual 
strain. 

Thus^ while the inner tinfoil has remained insulated, a change 
has occurred in the electrical arrangement of the particles of 
glass near it. The %tute of strain has altered. 

Now, in the ordinary phenomena of induction, the effect of 
altering the state of strain of an insulator (by bringing a churged 
body near it) is to induce a charge on any adjoining conductor. 

In the present case the residual charge is produced by the 
change from a more to a less strained state, which takes place in 
the glass by virtue of its elasticity. 

Mechanical Illustration. 

The following mechanical illustration will help us to obtain a 
clearer view of what takes place. 

JEsperimenL — ^Take a strip of gutta-percha about 6 inches high, 
% wide, and Jinch thick, and fix its lower end to a table or in a 
vice so that it stands up vertically. Now bend the upi)er end 
down with the finger. 

The gutta-percha represents the glass of the jar, and the pres- 
sure of the finger the straining force of the charge. 

Now suddenly let go the gutta-percha — that is, discharge the 
jar. It will fly to a position nearly, but not quiie, vertical, and 
will rest there for a moment. 

If the finger be placed on it, there will be no pressure felt tor 
a second or two. 

This represents the instant when the jar is completely discharged. 
In a few seconds more the gutta-percha will begin to again press 
on the finger, and, on being released, will fly to the vertical 
position — that is, the recovery from the residual strain will have 
developed a residual pressure or charge. 

Effect of Tapping. 

A further proof thfit the phenomena of the Leyden jar are the 
effects of strain is found in the fact that an^ mechanical agiiat'wn 
of the particles of the gUus^ which enables them to more more freely 
over one another^ hastens the development of the residual charge. 

The following experiment is described by Dr. John Hopkinson 
in the Phil. Trans. 1876, page 489, and was successfully shown 
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by the present writer to a large audience at the Boyal Institution 
on January 23, 1879. 

ExperimenL — A glass bottle, intended for making a small 
Leyden jar, about 3 inches high, is used, but is not coated with 
tinfoil. 

The conductors consist of strong sulphuric acid. The jar is 
half filled with it for the inner conductor, and stands in a glass 
dish of it which forms the outer one. The glass dish is insulated 
by being laid on a slab of india-rubber. 

The connections with the jar are made by platinum wires 
dipping into the acid. 

To charge the jar, the outer acid is connected to earth by means 
of a platinum wire attached to the nearest water-pipe, and the 
acid in the bottle is connected to a friction electric machine — 
about a 15-inch plate is a suitable size. The jar is charged, by 
working the machine for some two or three minutes, and is 
then insulated. 

It is then discharged by means of a piece of platinum wire, of 
the shape n> attached to an insulating handle. 

The inside and out^de acids are kept connected for about ten 
to twenty seconds. 

The connection having been broken, the inside and outside are 
connected respectively by platinum wires to the quadrants of 
an Elliott -pattern electrometer.* 

The return of the residual charge should cause a slow and 
steady motion of the light-spot. If the light-spot moves too fast, 
the two wires must be pressed together between the finger and 
thumb for ten or fifteen seconds more, so as to further discharge 
the jar, and this process must be repeated until a convenient 
si)eed is obtained. 

As soon as this has been done, the edge of the jar may be 
tapped smartly with a piece of hard wood (the handle of a small 
hammer, for instance). The pace at which the light^spot moves 
will be at once trebled. 

This shows that the residual charge is appearing about three 
times as fast as when the jar was undisturbed. 

This experiment is perfectly explained on the hypothesis of 
induction being a state of strain of the insulator ; for we know 
that if any partly elastic body be distorted, and is slowly re- 

• See page 37. 



Superposition of Charges. 65 

covering its normal shape by virtue of its elasticity, any tapping 
or jarring will, by enabling the particles to slide more freely over 
each other, greatly hasten that recovery. 

When it is desired to show this experiment to an audience, a 
lime-light, and a scale about eight feet long^ placed at a distance 
of about twelve feet from the electrometer, should be substituted 
for the ordinary scale and lamp. With this arrangement and a 
suitable lens, a clear disc of light, about two inches in diameter, 
is seen on the scale, and, when the jar is undisturbed^ it should 
move at the rate of about three inches per second. 

If it is desired to repeat the experiment, the electrometer can 
be discharged, and the light-spot brought back to the zero by 
holding the platinum wires together for an instant. 

In order to check the oscillations of the needle of the electro- 
meter, the wire which leads from it down to the acid should 
have a piece of thin sheet platinum, about 4 inch wide by \ inch 
high, attached to its lower end below the surface of the acid.* 

Superposition of different Charges. 

In the same paper Dr. Hopkinson has shown that if the jar 
be charged alternately + and — for various periods, the residual 
charge will be first — and then will become +, showing that, 
as he expresses it, ^' the charges come out in the reverse order 
to that in which they went in.'^ 

The experiment succeeds even when the charge has been re- 
versed three or four times. 

The importance of this result lies in the fact that, while it would 
be impossible to conceive of alternate *' actions at a distance/' 
remaining superposed on each other in the glass, it is yet quite 
possible to conceive that alternate strains of its particles should 
be so superposed. 

* The following is a convenient way to attach it. The phitiniiin is cut 

I 

into the shape ^^^Bj^^ and the lower end of the wire is bent into a 



;-i 



hook of the shape | The end a of the platinum is then bent over and 
hong on the hook. 
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Mechanical Analogy. 

On October 4, 1878, Dr. Hopkinson communicated a paper 
to the Royal Society,* "On the Torsional strain which remarins 
in a glass fibre after release from Twisting Stress/' In the paper 
he tests experimentally an assumption which had been previously 
made by Boltzmann, that the principle of superposition^ which 
we have just mentioned, is applicable to the mechanical strains 
induced in the glass fibre by torsion. In his experiments Dr. 
Hopkiuson found that the assumption was a correct one^ and 
that, if various twisting forces were applied, the effect of each, 
separately, was stored up in the fibre, and could be detected in 
turn after the release of the latter from the twisting stress. 

Thus a complete analogy is established between the twisting of 
a glass fibre and the phenomena of residual charge; and we can 
have no doubt that the electrical efiects are due to mechanical 
strains of the insulator. 

Effect of Temperature. 

In the PA//. Trans. 1877, vol. clxvii.. Dr. Hopkinson has shown 
that all the phenomena of the Leyden jar are afiected by changes 
ot temperature. 

This is another proof that the efiects are due to a strain of 
the glass, for the rigidity and other mechanical properties of the 
glass are all afiected by temperature; but we could not imagine 
the temperature of the glass afiecting a 'direct action at a dis- 
tance" passing through it. 

Analogy between Leyden Jar and Strained Beam. 

Mr. Ayrton and Mr. Perry have published an experimental 
investigation, in which they have compai'ed the mechanical 
straining of beams with the absorption and return of electricity 
in extremely well-insulated Leyden jars, each experiment lasting 
many days. They have found that the curves expressing the 
rate of return from the strained state are precisely similar in the 
mechanical and electrical cases.f 

Other Condensers. 
A Leyden jar is sometimes called a " Condenser,*' because it 

• Proc. Hoy. Soc, vol. xxviii. 1878, page 148. 

t See Chapter XXXI., and Proc. Koy. Soc, vol. xxx. 1879-80, page ilL 
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was formerly supposed that the strong electrical effects observed 
were due to the condensation of an electric fluid or fluids. 

Condensers are made in many other forms besides the jar form 
which we have been describing. 

They sometimes consist of a flat plate of an insulator coated on 
both sides with tinfoil. The tinfoils are made smaller than the 
insulator in order that they may be efficiently separated. 

The two tinfoils act as the inner and outer coatings of a Leyden 
jar. 

Sometimes a condenser, of very large surface, is formed by 
placing a great number of alternate plates of insulator and tinfoil 
together. 

In this case the 1st, 3rd, 5th, .... tinfoils are connected 
together, and correspond to one coating of the Leyden jar, and 
2nd, 4th, 6th, .... are connected and correspond to the 
other. 

The insulator in these large condensers is sometimes mica and 
sometimes paper which has been dipped in melted paraflin wax. 

Messrs. Clark and Muirhead's great condenser, which has been 
constructed for " duplexing '^ the direct United States' cable, 
contains 100,000 square feet, or more than 2 acres, of tinfoil, and 
fills 70 boxes each % feet by 1 foot 6 inches and 7 inches thick. 

Capacity. 

The capacity of a condenser is measured by the quantity of 
electricity of unit potential which it can contain, or, in other words, 
it is equal to the charge divided by the potential. 

It is found that up to a certain limit it gets less as the thick- 
ness of the insulator gets greater. 

When a metal sphere is hung up in the centre of a room, it 
forms the inner coating of a condenser, of which the air is the 
insulator, and the walls, floor, and ceiling, the outer coating con- 
nected to earth. 

When the room is very large, the insulator can be considered 
Zh being so thick that variations in its thickness do not aflect the 
capacity. 

The capacity then only depends on the size of the sphere, being 
larger when the radius is increased. 

It can be shown mathematically that the capacity of such a 
sphere is simply and directly proportional to its radius, and tho 

F 2 
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units have been so chosen that M^ ca^a(;»^y of an Uolaied spherical 
conductor is numerically equal to its radius 

C.G.S. Units. 

The C.G.S. unit of capacity is (in Electro-static measure) the 
capacity of an isolated spherical conductor of one centimetre 
radius. 

Capacity of two Concentbic Spheiles. 

It can be proved mathematically that the capacity of a con- 
denser consisting of two concentric spheres* is equal to the 
product of their radii divided by the thickness of the air space 
between them ; that is^ if r and t^ are the radii of the inner and 
outer spheres respectively, then 



Capacity ^ 



r^->' 



* The inner one heing charged, and the outer connected to earth. 
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CHAPTER XI. 

SPSaFIO IKDUCTIVB CAPACITY. 

Introductory. 

Iv Electric Induction were a ** direct action at a distance/' we 
should expect that it would be transmitted equally through all 
insulators. One of the strongest arguments for supposing it to 
be a strain of the particles of the insulator is found in the fact that 
different insulators transmit it with very different strengths. 

We have defined the capacity of a condenser as the quantity of 
electricity of unit potential which it will contain. 

This quantity depends : — 

(1) On the size of the conducting plates; for a large plate will 
hold more electricity than a small one. 

(2) On the strength of the inductive action between each square 
centimetre of the opposed plates. 

The last quantity depends on two things : — 

(1) On the thinness of the insulator; for the nearer the two 
conductors are to each other, the stronger will be the inductive 
action between them ; and, 

(2) On the specific power of the 9ubst<ince of which the insulator 
is composed, of receiving and transmittiiig that electric strain which 
tae call induction. 

This power is called the Specific Inductive Capacitf/ of the sub- 
stance. 

The specific inductive capacity of dry air, at the ordinary pres- 
sure and temperature of the atmosphere, is taken as the standard 
and called unity^ and the capacities of other substances are com- 
pared with it. 

Definition. — Let there be two condensers, one (a) having air 
as its insulator^ and the other (i) having any other substance ; 
and let the condensers be precisely similar in all other respects. 
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then the ratio of ilte capacity of (I) to that of {a) is called the Spe- 
cif c Inductive capacity of the substance which forms the insnlat4)r 
of(b). 

We see that the Specific Inductive Capacity of any substance 
is a quantity which expresses the ratio between the power of 
transmitting electric induction possessed by that substance and 
by air. 

In actual determinations of Specific Inductive Capacity, it is 
not always necessary to make the two condensers precisely similar, 
as when the form and dimensions of the air condenser are known, 
we can calculate, from experiments on it, what would have been 
the capacity of an air condenser similar to the condenser under 
examination. 

Definition. — Insulators across which electric action takes place, 
such as the insulators of condensers, are called '' dielectrics" from 
the Greek Sta, across. 

The determination of the specific inductive capacities of diffe- 
rent dielectrics is one of the most important branches of electri- 
cal research. 

It is of the very greatest commercial importance, for in sub- 
marine telegraphy the number of words per minute which can be 
transmitted through the cable — that is, the gross receipts of the 
company — depend, in a great measure, on the lowness of the spe- 
cific inductive capacity of the insulator of the cable. 

In choosing between different insulators, it is therefore abso- 
lutely necessary to have an accurate knowledge of their capa- 
cities. 

In the theoretical study of electricity it is of even more impor- 
tance, for, as we shall show in Part IV. of this book, the theory 
which at present offers us the fairest hopes of some day finding 
out exactly what electricity is, requires certain relations between 
the specific inductive capacities and the refractive indices of 
transparent dielectrics. It is only by accurate determinations 
of specific inductive capacities that this theory can be expe- 
rimentally tested. 

We shall therefore give a very full account of all the determi- 
nations of specific inductive capacity which have been made up 
to the present time.* 

* July, 1882. 
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We must premise that the experiments are of an extremely 
difficult and complicated nature^ and that the numbers obtained 
for the same substances by different observers differ verv widely. 

The reasons of the differences are not vet fullv understood, 
thoug^h many causes of error have lately been discovered and elimi- 
nated ; but we cannot yet say for certain whether the true specific 
inductive capacities of the same substances are or are not altered, 
by changes in the strength of the electrification, by the duration 
oF the charging, and even by molecular changes occurring spon- 
taneously, from month to month, in the dielectrics themselves. 

Nevertheless, it is only by a careful study of what has been 
already done that we can hope to evolve some order out of the 
uncertainty in which existing experiments have left us. 

Experiments op Cavendish.* 

Between 1771-81 Cavendish measured the capacities of various 
condensers by comparison with certain other standard condensers 
which he called *' frial-plafes" 

The capacities of these trial-plates were themselves determined 
in absolute measure, by comparison with a globe 12*5 inches in 
diameter suspended in the middle of his laboratory. 

An actual air condenser was constructed, consisting of two 
brass plates, 8 inches diameter, placed parallel to each other, \\\i\\ 
only air between them, at distances which, in the different ex- 
periments, varied from '910 to '259 inch. 

From his experiments. Cavendish calculated the ratios of the 
capacity of glass and other substances to that of air; that is 
what we now call their specific inductive capacities. 

In comparing the capacities of two condensers, we must remem- 
ber that, if we connect them both simultaneously to the samf* 
source of electrification, the charges which they will receive will 
be directly proportional to their capacities, and, therefore, to 
know the ratio of their capacities, it is only necessary to measure 
the ratio of their charges. 

The first portion of Cavendish's experiments consisted of a 
comparison between the capacities of his condensers and those of 

• See The Electrical Researches of the Hon. Henry Cavendish, F.B.S., 
written between 1771-81, edited by J. Clerk Maiwell, F.R.S. Cambridge, 
Univ. Press, 1879. Pages 144-188. 
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the various ''trial-plates'' which he constructed ns arbitrary 
standards. 

His condensers consisted of flat plates of glass^ shellac^ and 
beeswax^ on opposite sides of which circular discs of tinfoil were 
pasted. 

The trial-plates were glass with tinfoil discs. They were made 
in a set of ten, of sizes to give different " computed charges " — 
that is^ to be of different capacities. 

The capacity oif the smallest being called unity, there were in 
the set — 

8 plates of capacity 1 
3 >» ff >f 3 

3 >f •» »» ° 

1 »» t» w 27 

By suitable combinations of these ten plates, a condenser, of any 
capacity from 1 to 66, could be constructed. 

One of the trial-plates was made with a sliding conductor for 
slightly varying the capacity as a fine adjustment. 

It consisted of a brass plate which could either be laid entirely 
on the tinfoil, or slid so as to project over its edge, and thus 
practically coat a larger portion of the glass. 

The method of comparison was what is called a '' zero method '* 
— that is, instead of the difference between the condensers and 
the trial -plates being measured, the latter were adjusted till 
they exactly equalled the condenser — that is, until there was no 
difference. 

The following method was used for adjusting the trial-plate to 
equality with the condenser ynder examination: — 

In fig. 21, let B be the condenser, T the trial-plate. One 
coatin*;" of each was connected to earth, and the other coatings 
together to the knob of a charged Leyden jar. 

)^y being connected to the same jar, both condensers were 
charged to the same potential, and therefore the charges x and^ 
in each were simj)ly proportional to their capacities. 

After the charging had gone on for about two seconds, the 
connections were altered to the arrangement of fig. 22 by a 
convenient mechanical contrivance, consisting of a system of 
strings and wires supported on a wooden frame. 

This we see sends the charges -^y and — ir to earthy but com- 
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Lines the charges +dr and ^y. A pith ball electrometer (page 
SI) is attached to the connecting wire. 



JAR 




EARTH 



JAR 



P I G . 23 




If the capacities of 6 and T are equals we sliail have the 
charges equal — ^that is, ar c= y and ( -f x) -f ( — y) = — that is, 
the algebraic sum of the 
equal and oppositecharges 
will be zero, and the pith 
balls will not diverge. 

If the pith balls diverge 
with ( + ) electricity, it 
will show that thecapacity 
of B is the largest, and 
that of T must be in- 
creased. I 

If they diverge with il 

(-) electricity, it will •'jZf Ii~ 

show that the capacity of 
T is the lairgest and it 
must be decreased. 

In practice it was 
found better to have two 
trial-plates, T and TT, and 
by separate • experiments 
to make T of just less 
capacity than B, and V j 
of just more. The mean 
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of the capacities of T and T' was taken as the capacity of B. This 
was because the electrometer was more sensitive when slightly 
diverged than when collapsed. 

Comparison op Trial-plate and Sphere. 

Tlie comparison of the trial-plate and sphere was made in an 
exactly similar way. 

The sphere A (figs. 2*3 and 24) took the place of the iipi>er 
coating of the condenser B, and the walls and floor of the room, 
which can always be considered to be connected to the earth, 
replaced the lower coating. The arrangement for charging was 
then that of fig. 23, and the charges + ^and — y were combined 
by connecting, as in fig. 24. 

The student should compare these figures with figs. 21 and 
22. 

Spreading op Electricity. 

Some difficulty was experienced in determining the diameter 
of the charged surface, for it was found that the electricity 
spread a little all round the edges of the tinfoil, and that there- 
fore in the calculations it was necessary to suppose the tinfoil to 
be somewhat larger than it really was. 

The amount of correction to be applied was determined by 
comparing whole discs of tinfoil with others in which there were 
numerous slits cut. The '* whole ^' and ^^ slit ^' plates were ar- 
ranged to be of the same actual area, but of course the slit one 
had a very much greater length of edge. The ratio of the capa- 
cities of the '' slit ^^ and '' whole '' condenser gave the ratio of the 
areas of the charged surfaces — that is, the ratio of the areas of 
the slit tinfoil and electrified space round its edges, to the whole 
tinfoil and electrified space round its edges. 

From these data the actual area of electrified surface could be 
determined.* 

* Let A be the area of each tinfoil. 

a the electrified area round the whole one. 

h f, „ „ „ „ slit one. 

M the ratio of the charges. 

N the ratio of a to b — that is, the ratio of the lengths of the edgeR. 
Then A, M, N are known by experiment, and we have to find a. 
We ha've 

M = 4-t4 or M (A + h) = 'A + a). 
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Cavendish foand that the efTeet of the instantaneous spreadin*:^ 
of the electricity was about the same as if the tinfoil plates had 
extended -j-Jxr ^^^ ^^ every direction, when the thickness of the 
glass was about -J- inch, and about y^ when the thickness was 
about -{^. 

The Experiments. 

By the use of a mathematical formula,* Cavendish computed 
what ratio the charge of each condenser should have borne to 
that of the globe, if air had been substituted instead of glass, 
as the dielectric. He then compared the charges experimen- 
tal! v. 

The ratio of the ^' observed charge ^' to the " computed 
charge '* is, if the formula is correct, the ratio of the capaci- 
ties of glass and air — that is, the specific inductive capacity of 
glass. 

In order to test the formula, the sphere was compared with an 
"air condenser'' consisting of two brass plates fixed parallel to 
each other with only air between them. It was then found that 
the charge of the plate condenser was about ^ greater than it 
should have been, according to the formula. This difference was 
no doubt caused by the action of the walls, &c., of the room. 
The theory requires an infinitely large room; the actual labo- 
ratory was only about 16 feet square. 

or(M — 1) A = a — M^ 
l>ut 5 = .|r=-; sabfititating we have 

(M-l)A=a(l-^) 

1 - -- 

• According to theory, the capacity of an air condenser consistinfr of flat 
parallel circular plates of equal diameters is equal to that of an isolated globe, 
whose diameter equals the square of the radius of either plute divided by 
twice the distance between them. 

In modem language, the capacity of an isolated sphere is equal to its radius, 
and the capacity of a plate condenser where r is the mean of the radii of the 
plates, and a their distance apart, is equal to that of a sphere of radius a*, 
where 

r« 
jr= - 

4 a 
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In the following tables the "computed charge'* has, if I 
rightly understand the paper^ been calculated on the supposition 
that no such difference exists. The excess of the observed 
charge over the computed charge is due, I think, partly to the 
difference of specific inductive capacity between air and glass, 
and partly to the difference in the shape of the condensers. The 
ratio of observed charge to computed charge is the proportion 
in which the capacity would have been increased by the substitu- 
tion of glass for air, and by the substitution of a flat condenser 
for a spherical one. 

If my view of the paper is correct, then the observed charge, 
divided by the computed charge, is the specific inductive capacity 
of glass when that of air U taken a« 1*1. 

To obtain the time specific inductive capacity of glass — that is, 
the capacity of glass when that of air is taken as 1 "0 — ^we must 
diminish the numbers in the proportion of 11 to 10 and say, 

• 

Spec. Ind. Cap. = ^ . o'>«erTed chaig« 

11 computed charge 

The following is the result of Cavendish's experiments on 
plates of glass, shellac, and bees-wax, as given in Prof. MaxwelPs 
edition, and I have added a column in which the above correction 
is applied : — 

Table op Glass Ptjltes. 



Dielectric. 


Thick- 


Dia- 


Ditto 
cor- 


Specific 


Com- 
puted 
charge. 


Ob- 
served 


Ob- 
served 
charge 


L« of last 
11 
column 




ness. 


meter. 


rected. 


gravity. 


charge. 


by com- 
puted 
charge. 


= Specific 
Inductive 
Capacity. 


Flint glass ground 
















flat . . -2116 


2-23 


2-37 


3-279 


8*32 


ae-s 


798 


7-21 


Ditto a thinner piece 10* 


2216 


2 385 


3-281 


6*84 


62 3 


7i» 


6-96 


Plato glass D 


•127 


285 


3-02 


2-752 


8-96 


71^9 


8-01 


728 


„ w 


•172 


3'435 


3-585 


2-787 


934 


74 8 


8-01 


7-28 


» o 


•1848 


3-675 


3 725 


2 973 


9*38 


76 6 


8-06 


7-31 


» .. N 


•106 


2 12 


2-29 


2682 


6^18 


614 


8'Sl 


7*65 


M O 


•106 


2 505 


2-675 


2514 


8-44 


76 


8-89 


8-08 


,. Q 


•076 


2065 


2-245 


2-604 


8-29 


766 


9-23 


8*39 


Crown Glass . 


•0682 


3-495 


3-675 


2-637 


24-76 


2113 


864 


77« 


Ditto another piece 


•0669 


3*43 


3-61 


2632 


2472 


2087 


8-44 


7-e7 


Cro^n glass ground 


•07 


2036 


2-215 


}2636 


f 8 76 
124-96 


76 6 


8-73 


7-98 


Part of same piece . -0693 I 


3-54 


3-72 


2161 


8*62 


7-88 


Mean of the 10 pieces used in former 












experiments 


2^678 


• •• 


• ■• 


822 


7"47 
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Platis of other Substances. 















^iloflart 


DiolMtrie. 


Thiclraeai. 


Diameter. 


Compnted 
charge. 


ObMrved 
charge. 


Obeorvod 
charge by 
cumpuUMi. 

1 


11 

colamn 

= 8|)eoiflo 

Indoctivo 

Capacity. 


Gam Lac . • 


•125 


4*23 


17*ft9 


W 


*« 


4* 9 


fl 


'4815 


3-75 


3-63 


13-5 


3 72 


338 


Miztnra of main 1 2 


'192 


9-355 


7-23 


263 


3*49 


3-17 


and beea«wax. < 3 


•lOS 


4-247 


21*89 


69 


3-15 


2h6 


PUte |4 


•109 


4*625 


21*85 


78-9 


3*18 


2h9 


U 


•108 


1*79 


3*89 


13 


334 


8-»)3 


Bephlegmated ji 
beea-waz. Plato ^^ 


•903 
•120 
•063 


9-78 

3*625 

274 


6*90 
12*95 
14-90 


24-5 
46-1 
6<>-6 


4^16 
3-66 
3-39 


3-78 
8*23 
3-()8 


Flatn beea-waz 


•119 


3-475 


1209 


51*3 


4-U4 


367 



The coatings of all these plates were circular. 

In computing the charge of the glass plates, the diameter of 
the coating was corrected on account of the spreading of the 
electricity as in the fourth column, the electricity being supposed 
to spread *07 of an inch if the thickness is '21, and '09 if the 
thickness is *08, and so on in proportion in other thicknesses. 
But no correction was made in computing the charges of the 
other plates, as the experimenter was uncertain how much to 
allow. 

Cavendish gives the following account of the method used for 
making the plates of lac, rosin, and bees- wax. '^ I first cast a 
round plate of the substance, three or four times as thick as I 
intended it should be, and rather thinner near the edges thun 
in the middle, taking care to cast it as free from air bubbles as 
I could. 

*' I then heated it between two thick flat plates of brass, till it 
was become soft, and then pressed it out to the proper thickness 
• by squeezing the plates together with screws. In ord'jr to prevent 
its sticking to the brass plates, I put a piece of thin tinfoil 
between it and each plate, and I found the tinfoil did not stick 
to it so fast but what I could get it off without any danger of 
damaging them. 

*' The heat necessary to melt shellac is so great as to make 
it froth and boil, which makes it impossible to cast a plate of it 
free from air bubbles. The plate mentioned in the preceding 
table was as free from them as I could make it. It contained, 
however^ a great quantity of minute bubbles, but no large ones. 
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" Bees-wax melts with a heat of about 145° Fahr. If it is then 
heated to a degree rather greater than that of boiling water, it 
froths very much, and seems to lose a good deal of watery matter ; 
and if it is kept at this heat till it has ceased frothing, it will 
then bear being heated to a much higher degree without frothing 
or boiling. Bees-wax thus prepared I call dephlegmated. 

" In order that the plates of dephlegmated bees- wax should all 
be equally so, I dephlegmated some bees-wax with a pretty con- 
siderable heat, and suffered it to cool and harden, and out of this 
lump I made all three plates, taking care in casting them not to 
heat them more than necessary. 

^'I used the same precautions also in casting the plalcs of a 
mixture of rosin and bees- wax ; the proportion of the rosin to the 
bees- wax was forgot to be set down. 

"What are called in the table the 4th and 5th plate of rosin 
and bees-wax are in reality the same plate as the Si'd, only with a 
smaller coating.^' 

Cavendish goes on to say, " It appears from these experiments, 
first, that there is a very sensible difference in the charge* of 
plates of the same dimensions according to the different sort of 
glass they consist of, the charge of the plates and Q, which 
consisted of greenish i'oreign plate glass being the greatest in 
proportion to their computed charge of any, next to them the 
crown glass, and the flint glass being the least of all. 

" Secondly, the charge of the lac plate is much less in pro- 
portion to its computed charge than that of any glass plate, and 
that of a plate of bees-wax, or of the mixture of rosin and bees- 
wax still less. 

" But it must be observed that there is a very considerable 
difference between the three different plates of dephlegmated 
bees- wax in that respect. The same thing, too, obtains in the 
mixture of rosin and bees- wax. 

" As the proportion of the real charge to the computed [the 
specific inductive capacity] is greater in the thick plates than 
the thin ones, one might be inclined to think that this was owing 
to the electricity being not spread uniformly. But as the 
difference seems to be greater than could well proceed from that 
cause, I am inclined to think that it must have been partly owing 
to some difference in the nature of the plates. Perhaps it may 

* Here the charge is proportioDal to the Specific Inductive Capacity. 
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liave been owing^ to some of the plates having been less heated, 
and conseqaently having suffered a greater degree of compression 
in pressing out than the others. 

" The piece of ground crown glass mentioned in the first of 
the foregoing tables was made out of a piece of crown glass 
about \ of an inch thick, and ground down to the thickness men- 
tioned in the table, care being taken by the workman to take 
away as much from one side as the other, so that the plute con- 
sisted only of the middle paH of the glass. 

" My reason for making it was that as there ai)pears to be a 
considerable difference in the charge of different sorts of glass, it 
was suspected that there might possibly be a difierence between 
the inside of the piece and the outside^ and if there had^ it would 
have affected the justness of the experiments with the ten pieces 
of glass ground out of the same piece. 

** But by comparing the charges of the plates of crown glass 
with those of the two other pieces of crown glass in the table, 
there does not seem to be any difference which can be depended 
on with certainty. 

"The experiment indeed would have been more satisfactory if 
the piece of ground glass and the pieces with which it was com- 
pared had been all made out of the same j)ot. But as it would 
have been difficult procuring such pieces, and as I have found 
very little diderence in the specific gravity of diflerent j)ieces of 
crown glass, and as I am informe^l it is all made at the same 
glass house, I did not take that precaution/^ 

Cylinduical Condexseus. 

Cavendish also made some experiments '' On the charges of 
such Xieyden visils as do not consist of flat plates of glass/^ 

"These experiments were made with hollow cylindrical pieces 
of glass, open at both eitds, and coated both within and witliout 
with pieces of tinfoil surrounding the cylinder in the iorm of a 
ring, the breadth of the ring being everywhere the same, and 
the inside and outside coatings being of the same breadth, and 
placed exactly opposite to each other. Only as the inside 
diameter of the two thermometer tubes was too small to admit 
of being coated in this manner, they were iilled with mercury by 
way of inside coating. 

" The thickness of the glass was found by suspending the 
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cylinder by one end from a pair of scales, with its axis in a 
vertical position, and the lower part immersed iu a vessel of 
water, and finding the alteration of the weight of the cylinder 
according as a greater or less portion of it was under water. 

'^ The result of the experiments is contained in the following 
table : — 



Part of a jar of 

flint glass 
A cylinder of do. 
Thermometer — 

Tube L . 
„ IL • 
Cylinders of 

fn^en bottle 

glass 








Mean 




Mean 


ontside 


Length 


Thick- 


semi- 


ness. 


dia- 
meter. 


coatjng. 


'084 


102 


4*4 


•07M 


•6tf 


0*90 


-094 


•14 


11 


•130 


•16 


16*5 


•045 


•60 


716 


' -ueo 


•63 


8*65 


•078 


•49 


7 



Ontside 
dia- 



^^ meter by! 
«~^^^- thick- 



ness 



3-254 
S-28I 

3-098 
3 243 
2*665 
2*664 
2*666 



10*3 
0*2 

1*5 
1-24 
11*3 
8*8 
6*2 



Com- 


Ob- 


puted 
rharMO. 


served 


charge. 


85*9 


717 


87-1 


660 


ll-O 


80-2 


11*1 


807 


77-2 


764 


76-6 


600 


40*8 


360 



Ob- 
served 
charge 
by co-n- 
puted. 



8*35 
7-46 

7*31 
7-26 
©•77 
0-00 
8-65 



He adds that : — 

" The lengths of the coating here set down are the real lengths. 
But in computing the charges of the white jar and cylinder and 
the three green cylinders, these lengths were increased on account 
of the spreading of the electricity according to the same supposi- 
tion as was used in computing the charges of the flat plates. 

*' But in computing the charges of the thermometer tubes no 
correction was made, as I was uncertain how much to allow, but 
as the length of their coatings is so great, this can hardly make 
any sensible error/' 

In these experiments we must take the observed charge by 
computed charge to be the specific inductive capacity, as 
Cavendish made no accurate experiments on the capacity of 
cylindrical air condensers. 

Effect of Tempeeature. 

Cavendish also experimented on the effect of temperature on 
the specific inductive capacity of glass, and found that at 295® 
Fahr. the glass conducted pretty freely, but at 305® Fahr. much 
faster. He also concluded that the capacity was considerably 
increased when the glass became conductive, but that until then 
there was no sensible difference. 

Effect of Variation of Charge. 
Cavendish also made some experiments to determine whether 
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specific inductive capacity varied at all with electro-motive force, 
bat within the limits of hie experiments he could detect no 
difference.* 

ExFXKtUSNTS or FdAADAT. 

Before describing the more modem experiments, we must 
mention that the researches of Cavendish remained unpublished 
nntil September, 1879, and that neither Faraday nor any other of 
the experimenters, whose work we are about to notice, even knew of 
their existence at the time when their experiments were made. 

On November SO, 1837, Faraday communicated to the Royal 
Society a paperf " On Induction," in which ho announces the 
discovery(or,as wonow must say, there-discovery) of Specific In- 
ductive Capacity, and describes methods of measuring it, and the 
results obtained by him for glass and other 8ubstanct;s. 

His apparatus consisted of two exactly 
similar spherical condensers of the shape 
shown in fig. 25. 

The inner coating of each consisted of 
a brass ball (A) 2-S3 inches in diameter, 
and the outer one of a hollow brass sphere 
(B) whose internal diameter was 357 
inches. This left a space of 0'6i inch be- 
tween the outer and inner surfaces. 

The inner ball was supported by an in- 
sulating stem (/) of shellac, inside which a 
wire passed up from the ball to a little 
knob (o) outside. 

The outer sphere was divided at its 
equator, and the two halves could be sepa- 
rated for the introduction of various 
dielectrics. 

Different gases could be admitted by ' 
means of the tap R; ■ '"'■'■'■ 

The space between the balls could be filled with ditieient insu- 
lators, and we see that by keeping one apparatus full of air, 
and filling the other with any other substance, we should have 

* It i» pcuwible that it varies with some Bubatancen, nnd not wiih otlu'r«, 
jast BB the distortion dne to inecbanicBl titrcHses would be piujiortioaal tu tlio 
■treu with lome SDbBtancea, but not wilh others. 

t Erp. Ru. 1161, ToL i. p. 360. 
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two coDclensers exactly similar^ except in the nature of their 
dielectrics. 

In practice it was found more convenient to make the dielec- 
tric in the form of a A^^if -spherical cup^ and having measured its 
effect to calculate what the effect of filling the whole space would 
have been. 

The following was the method of working : — ^The two con- 
densers were set side by side with their outsides connected to 
earth, and one of them was charged with electricity. The poten- 
tial of the charge was measured by means of Coulomb^s torsion 
balance.* 

The insides of the two condensers were now connected together 
and the potential measured again. 

We know that, if two condensere be connected together, the 
charge will divide between them in direct proportion to their 
capacities ; and also that, if half the charge be taken away from 
any condenser, its potential will be one-half what it was before. 

If therefore the second condenser is of the same capacity as 
the first, it will take exactly half the charge, and the potential y 
after diviaion^ will he one-half what it was before. 

If however the second condenser were of greater capacity 
than the first, it would take more than half the charge, and the 
potential, after division, would be less than half what it was 
before. 

If the second condenser were of less capacity, the potential 
would be more than half. 

The Experiments. 

Some preliminary experiments were made, with both condensers 
full of air only, in order to test their equality, and then a hemi- 
spherical cup of shellac was placed in one apparatus, and the 
other left full of air. 

In order to compensate the effects of leakage, the air apparatus 
and the shellac apparatus were alternately charged first in dif- 
ferent experiments. As the effect of leakage would in the one 
case be to make the capacity of the lac apparatus too high, and in 
the other too low, the mean of the two experiments would be 
very nearly unaffected by it. 

The results of the first two experiments were — 

• Page 33. 
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Ratio of capacity of lac condenaer *) C Air charged finit 1*55 
to that of air condenser. ) C Lac charged first 1*37 

After many other experimeDts, Faraday came to the conclusion 
that the ratio of the capacity of the shellac condenser to that of 
the air condenser was almost exactly 1'5. 

From this result Faraday calculated that, if the shellac had 
entirely filled the condenser, the ratio would have been at least 
£•0 — ^that is, that the specific inductive capacity of shellac is 2 0. 

Faraday experimented on other substances, and the following' 
is a table of his results : — 



Dielectric 


Specific Inductive Capacity. 


Shellac .... 


2-(J 


iSulphur .... 


2 21 


Glaiw .... 


More than 1 70. 


Oil of Turpentine 


More than unity. 



Gases. 

A very long and careful series of experiments was made on 
gases. No less than twenty-five ])airs of g'uses were compared. 
Comparisons were also made between air, dump and dry, hot and 
cold, and at high and low pressures, but in no case was Faraday 
able to detect any difference at all. 

Other Experiments. 

After Faraday's experiments, the subject of Specific Inductive 
Capacity remained untouched till 1871, when Messrs. Gibson 
and Barclay published a paper on it. Since that date hardly a 
year has passed without some addition to our knowled<j^e. 

Messr.*^. Gibson and Barclay^s KxrKiuMKNTs on Paraffin.* — 

Plates VI. and VII. 

The chief instruments employed were — 

(I.; The Quadrant Electrometer, White pattern, (page 39). 

(2.) The Platymeter. 

(3.) llie Sliding Condenser. 

The Platymeter. 

The Platymeter consists essentially of two condensers of et^ual 

• :Ph\l Trans. 1871, p. 573. 
o 2 
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capacity of cylindrical form^ the inner conductors of which are in 

metallic connection. 

It is shown in Plate VI, figf. 1, where it will be seen that the 
two inner conductors form one cylinder, cc\ the outer conductors 

are the two short cylinders, j»j»,j»'y. 

Method op Woeking. — Plate VII., fig. 3. 

Let one pair of quadrants of the electrometer be connected to 
earth, and the other pair to the conductor, ec^ common to both 
condensers of the platymeter. 

Suppose one of the outer cylinders, pp^ to be charged positively. 
It will induce a charge opposite to its own on the cylinder e c, 
and one similar to its own on the quadrants. Let the quadrants, 
still connected to the cylinder, be connected to earth, and then 
again insulated. Then the positive will have escaped, and the 
negative, being attracted by the positive on the outer cylinder, 
will produce no effect on the electrometer as long as the induc- 
tion from the outer to the inner cylinder remains unaltered. So 
there will be no deflection. 

Now let the two equal and similar outer cylinders, /?/?, p'p',he 
connected. 

The inductive effect o{pp on cc is reduced to one-half, for pp 
has lost half its charge ; but, at the same time, p 'p' having gained 
half the charge otpp, will exercise an action exactly equal and 
similar to that of pp. So the sum of the actions of the two 
half-charged cylinders, pp, p 'p', on c c, the inner cylinder, will be 
exactly the same as previously was the action of the one fully 
charged cylinder j!?j9, and so there will be still no deflection of the 
electrometer. 

Thus we see, as long as the capacity of the two condensers, viz., 
pp and part of c c, and p 'p' and part o( cc are equal, there will be 
no deflection. 

If now we repeat the experiment with two other condensers 
added to pp and p'p' respectively, there will still be no deflec- 
tion if the two new condensers are equal ; but if they differ, the 
needle will move.* 

* If the platymeter had not been used, the two new condentsers could only 
have been compared by charging them to equal and opposite potentials by 
means of a very large battery. With the platymeter an electric machine or 
Leyden jar can be used. 
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If a condenser whose capacity is a fixed quantity be connected 
to pp, and one of variable capacity to p*p', then, if we vary the 
latter till there is no deflection, we shall know that we have 
adjusted the two new condensers to equality. 

A condenser of fixed capacity and whose capacity could be 
easily calculated, and having air for its dielectric, was made by 
fixing a metal ball of known radius inside another (Plate VII., 
fig. 4) whose radius wi^s also known.* 

This was attached to one of the outer cylinders j9j9, and a con< 
denser of variable capacity, called '^ the sliding condenser,'' was 
attached to the other,/'/?' (Plate VIL, fig. 3). 

The sliding condenser having been adjusted to equality with 
the known fixed condenser, its scale was read and noted. 

The fixed air condenser was then removed, and another one, 
whose dielectric was the dielectric under examination, was sub- 
stituted for it, and the sliding condenser again adjusted to equality 
^ith it. 

It is clear that the ratio of the two capacities of the sliding 
condenser is the same as the ratio of the capacity of the air con- 
denser to that containing the dielectric which is being experi- 
mented on. 

The Sudikq Condenser. 

The sliding condenser is shown in Plate VI., fig. 2. 

It consists of a fixed insulated tube, a a, and another, e e, which 
can be slid inside it, "When e e and a a form the two conductors 
of a condenser, the capacity of the condenser is greater or less 
according to whether more or less of ^ ^ is inside a a. 

The tube bd merely acts as a support for the sliding tube ee, 
and carries the scale by which the position of <? ^ is read. It has 
no electrical use, and is kept connected to earth. 

The shaded part of ^er is weighted, and it slides on four brass 
feet, yy, inside ii. 

The value of one scale division of this was calculated — that is, 
the alteration of capacity which would be caused by moving' it 
one division. This can be calculated when we know the radii of 
the two cylinders.f The whole capacity of the sliding condenser 
could not be accurately calculated. 

• Page 68. 

t Let r be the radios of the inner cylinder, t^ that of the outer one, I the 
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It could then be determined how many scale divisions were 
equal to the capacity of the spherical condenser — that is^ how 
much the sliding condenser would have had to be moved to 
bring the needle back to zero^ if^ after equilibrium had been 
established, the capacity of the spherical condenser had been sud- 
denly doubled. 

This being known, the ratio of the capacity expressed by one 
scale reading to the capacity expressed by another is at once known. 

The Parapfin Condensers. 

Condensers were prepared having paraffin instead of air as the 
dielectric. 

One consisted of a flat circular brass box, inside which a brass 
disc was supported on three ebonite pins; melted paraffin, being 
poured in, solidified, filling the spaces between the disc and the 
box. Owing to some defects in this condenser, another was cqu- 
structed, consisting of two concentric tubes (Plate VIL, fig. 5), 
the space between which was filled with paraffin. 

The paraffin condenser being substituted for the air condenser, 
the sliding condenser was adjusted to equality with it. 

A comparison of the two scale readings of the sliding con- 
denser gave the ratio of the capacities of the air and paraffin 
condensers, and from this result the specific inductive capacity 
of the paraffin could be calculated, allowing for the difference in 
shape and size of the air and paraffin condensers. 

Results. 

The results obtained, after making various corrections^ were, — 
From experiments on the disc and box paraffin condenser — 

Specific inductive capacity of paraffin = 1*975 ; 

from experiments on the cylindrical paraffin condenser — 

Specific inductive capacity of paraffin = 1*977. 

The latter value is adopted by the authors. 
The density of the paraffin at 11°C. was '9080. 

length of one scale diviRion, A c the change of capacity caused by moving the 
cylinder one scale division, then it can be shown mathematically that 



Ac = 



log - 
r 
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BOLTZHANN^S EXPERIMENTS * — FiRST MetHOD. 

In 1874, Prof. Boltzmann published an account of some deter- 
minations of specific inductive capacity. One of his condensers 
consisted of two circular parallel plates insulated from each 
other, and mounted in vertical planes on a sliding stand which 
was graduated so that their distance apart might be known. 

In this various dielectrics could be placed. The distance of the 
plates was usually so adjusted that they did not touch the 
dielectric. 

When a plate was inserted, the capacity of the condenser was 
determined experimentally, and from it the specific inductive 
capacity was determined by the following formula : — 

Let m be the distance apart of the plates, n the thickness of 
the dielectric, and K its specific inductive capacity. 

Then, when there is only air between the plates, the capacity 
will be inversely proportional to we, the distance between them. 

If we now fill the space between the plates with the dielectric 
of specific inductive capacity K, we shall produce the same 
increase of capacity as if we had reduced their distance from 

in to :^, and the ratio of the two capacities would be m to -^ 

— that is, K to 1, 

When however the dielectric has only a thickness «, it displaces 
a plate of air of thickness «, and substitutes for it a plate whose 
effect is the same as if the stratum n had been diminished to a 

thickness ^. 

The capacity will then be increased as if the plates had been 
brought nearer by a distance «, and then separated by a (less) 

distance -rrr, and it will be inversely proportional to 

and the ratio of the capacities will be in the inverse ratio of m 
to the above expression, thus — 

Capacit y of Condenser wit h air only ^ K , n ) 

Capacity of same condenser with dielectric m 



* CarU jRepertorium, x. p. 109, and Wiener Sitzungsber,, Bd. Ixvii. 
part ii. p. 17. 

t Compare page 111. 



88 Electro-Statics. 

As m^ n, and ratio of capacities^ are known quantities, K can 
easily be calculated from this equation ; for if R be the ratio of 
the capacities, it gives us, by ordinary algebraical transformation, 

K = H--(Il — 1) (2) 

n 

The fact that the capacity of the air condenser was inversely 
as the distance of the plates, and was not affected by any 
disturbing cause, was carefully tested experimentally. 

The Electrometer and Battery. 
A Thomson Electrometer and 18 Daniell cells* were used. 

The Experiments. 

The comparison of the capacities of the condensers was made 
as follows : — 

(1) The battery was connected directly to the electrometer, 
and the deflection noted. 

(2) One plate of the condenser with only air in it was 
attached to the battery, and the other to earth. 

(8) The charged condenser plate was separated from the 
battery and connected to the electrometer. 

The deflection was now smaller than in (1), and from the 
difference the ratio of the capacity of the condenser to that of the 
electrometer could be calculated,t for the charge divides between 
them in the inverse ratio of their capacities. 

All three processes were now repeated with a dielectric 
inserted, and this gave ratio of '^ dielectric '' condenser to 
electrometer. We now know ratios of capacities of 

Air condenser , Dielectiic condenser 
Electrometer Electrometer 

The ratio of these two ratios is the ratio of the capacity of 

* Chapter XVIII. 

t For the ratio of the deflections is inversely as capacity of electrometer 
to capacity of electrometer and condenser together. 

Writing D E and D C for the electrometer and condenser deflections 
respectively, and C E and C C for their capacities, we have 

DE_ CJEfCC 
DO OE • 

That is, ratio of capacities equals inverse ratio of deflections miDiis ooity* 
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the air condenser to that of the '^ dielectrio'' condenser — that 
is the quantity R in the formula (2), page 88. 
The experiments were carried out as follows : — 
Part 1. — A wire do, fig. 26,* was connected to the electro- 
meter, and three other wires, 1. 11. in., connected as shown, 
were arranged so that they could be made to touch D C when 
required. 

Before commencing an experiment, i. was lowered, which 
discharged the electrometer. Tnen i. was raised and n. lowered. 
This charged the electrometer direct from the battery, and the 

« 

deflection was noted as '' battery result*'' 
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Then 11. was raised, and i. lowered and raised, and the apparatus 
was ready for the next part of the experiment. 

Part 2. — ^The dielectric being removed, in. was raised above 
its mean position so as to charge the condenser, in. was then 
lowered so as to connect condenser to electrometer. 

The deflection was noted as " air-condenser result.'* 

Finally, Part 2 was repeated with the dielectric inserted, and 
the deflection noted as '^ dielectric condenser result." 

In order to make sure that there was no accidental electrification 
of any part of the apparatus, 11. was connected to earth, and all the 
movements repeated. When this could be done without any 
deflection being produced, it showed that there was no accidental 
charge. 

* The parts of the wires above the spirals are ST:pposed to be fixed. 
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Duration op the Chakging. 

The condeuser and the electrometer remained in contact long 
enough to allow the deflection to be read, and then both were 
discharged by sinking i. 

For quicker experiments an arrangement of springs (not 
shown) was attached to iii., by which it was made to touch an 
earth wire instantly after both its top and bottom contact. 

To test the effect of absorption, experiments were made, first as 
quickly as possible, so that the contacts only lasted a fraction of 
a second, and then slowly, so that each operation lasted from one 
to two minutes, but no difference in the results could be 
perceived when good insulators were used. 

Again the condenser was charged for a long time, then 
discharged for a moment, and then connected to the electrometer, 
but no residual charge could be observed. 

Quicksilver Condenser. 

To try the case where there was no air in the condenser — that 
is where the plates were in metallic contact with the dielectric— a 
" quicksilver condenser ^' was constructed. 

The plate was laid in a dish containing mercury, and mercury 
poured on its upper surface, a paper rim being attached round 
the edge to prevent the mercury running off. The results were 
found to agree with the former ones. 

Imperfect Insulators. 

Finally, some imperfect insulators, such as glass, gutta-percha, 
stearine, &c., were tried, but these were so much affected by 
changes in strength and duration of the charging that no con- 
sistent results could be obtained. 

Results. 
The following determinations were made : — 

Dielectric. Specific IndactiTe Capacity. 

Ebonite 3-15 

Paraffin 2-32 

Sulphur 3-84 

Eesin 2*66 

Boltzmann's Second Method.* 

On July 24, 1S73, Professor Boltzmann read before the Vienna 

* Experimental-Untersuchung iiber die electrostatische Femwirkung 
dielectrischer Eorper. Wiener Sitzungsber., Bd. IxviiL part ii. p. 81. 
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AcAdemy a paper on " the electrostatic Far-workings of dielectric 
bodies/' in which he investigates the question of specific induc- 
tive capacity from an entirely new point of view. 

If an unelectrified metal ball be suspended by a lon^ line 
thiread^and be attracted by a fixed charged metal ball, the amount 
op attraction will depend only on the sizes of the balls, their dis- 
tfii nee apart, and the strength of the charge ; and can bo calculated 
l^y known mathematical methods. 

If a ball of some insulator, such as sulphur, be substituted 
^OT the suspended metal ball, the attraction will depend not only 
^^ *^ the distance and sizes of the balls and on the char«;e, but also 
^^^> the specific inductive capacity of the sulphur. 

From a comparison of the attractions on a metal and on a 
ilphur ball, under the same circumstances, the specific mduc- 
^ Te capacity of the sulphur can be calculated. 

The present paper consists of accounts of a series of experi- 
lents in which the attractions exercised on metal balls were com- 
l^ared with those on balls of various dielectrics. 

The first method used was not verv accurate, but as it was 

Simple we will describe it in order that we may more easily 

Understand the more complicated methods which were developed 

^^ot of it. 

* 

The "metal ball'' and the "sulphur balP' were each 7 mil- 
Xinas. diameter, and were suspended 90 millims. 
^part by threads of unspun silk, each 2 metres long 

(fig. 27). 

A charged metal ball, which we shall in future 
call the " working ball,'' of 26 millims. diameter, 
was placed exactly half-way between them. Both 
the suspended balls were electrified by induction, 
iind attracted with forces depending on the inten- 
sity of the " Par-working" on each ball. 

In order to measure the attraction, a scale was 
placed behind the threads, and the positions of 
the latter on it observed by means of two micro- Fig. 27, 

scopes.^ As the deflections were very small, the 
attractions were taken to be proportional to the number of 
divisions passed over by the threads. 

* Inserting the " working ball " set the threads swinging. The limits of 
swing were obeenred, and their mean taken as the deflected position. 
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The ratio of the deflections was written down as 

F orce on metal ball 
Force on sulphur ball' 

and was called E. 

As the attraction of the metal ball was always the greatest, £ 
was always greater than unity. 

In order that the weights and volames of the two balls might 
be exactly equal, they were both made from the dielectric under 
examination, but the one chosen for the metal ball was either 
gilt, or covered with tinfoil. 

The first experiment was made with sulphur, and the result 

was — 

E = Attraction of metal ball __ , .qq 
Attraction of sulphur ball 

Professor Boltzmann shows that K, the specific inductive 

capacity, can be calculated from E by the following mathematical 

formula : * — 

which gives 

Thus the capacity of sulphur, as calculated from the first rough 
experiment, would be 

E = r90 

K = ^ = 4.3... 

The experiments were repeated with the working ball charged 
positively and negatively alternately. 

These experiments were affected by several causes of error. 
The chief defect of the method is due to the fact that its accuracy 
depends entirely on the accurate placing of the working ball 
midway between the suspended balls, and this is an extremely 
difficult adjustment to make. 

• Prof. Boltzmann first calculates the attraction of a ball of any dielectric, 
and obtains an expression involving K. He then obtains the attraction of a 
metal ball by putting K = oo in his formula. Dividing one expression by 
the other, he finds that the ratio £ is equal to 

if^^—z (1 + a very small quantity). 
K — 1 

8ee Appendix to this chapter, p. 135. 
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Its arm consists 



The suspended balls were roaghly made and were much dis- 
turbed by currents of air. The silk threads by which they were 
suspended were also not very good insulators. 

For these reasons Professor Boltzmann modified his method 
of proceeding as follows : — 

I If PROVED Method — Insteuments. 

The balls^ instead of being simply hung by threads as in fig. 
27, were attached alternately to the same point at the end of the 
arm of a torsion balance, and the attractions calculated from the 
respective deflections. 

The torsion apparatus is shown in fig. 28. 
of a stiflF wire E F G H, to one end of 
which the sulphur or metal ball L is hung 
by two fine threads attached at the points 
GH. 

At the other end of the arm is a mir- 
ror, s^ in which the deflection is observed 
by means of a scale and telescope.* 

The arm is suspended by a bifilarf 
arrangement from the points A B. M is 
the working ball which attracts the ball 
L, and it is connected to a Leyden jar. 

To protect the arm itself from the 
action of the electrified bodies, it is en- 
closed in a triangular conducting case of 
gilt paper, connected to earth. 

The case is shown dotted in fig. 28, and 
solid in fig. 29. 

The apparatus is mounted on a stand, as in the right-hand side 
of fig. 29. 

As the metal and sulphur balls are placed alternately and not 
simultaneously at L, it is necessary to know that the potential 
of the working ball remains constant throughout the experi- 
ments. For this purpose a separate electrometer, shown on the 
left of fig. 29, is used. A metal ball, P, at the end of a suspended 
metal rod, is attracted by a fixed ball, R, in metallic connection 
with the working ball M. 

♦ This method of observation differs slijijbtly from the " lamp and scale " 
method already described. See Chapter XIV. 
t See pages 37 and 43. 




Fig. 23. 
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P' is merely 



I counterpoise. The rod P F is connected 
.'iiding in a platinum plat« J, which dips int 



1 




jar of dilute sulphuric acid. Another wire connects the Jar to the 
nearest water-pipe. The plate J helps to check the oscillatioDS 
of the arm P P'. 

The deflection of P P' is read by means of a mirror S', 

M and R can be charged with electricity by means of the 
wireT. 

To protect tLe susjiended arms from currente of air, the whole 
apparatus is, when in work, covered with a glass case with a 
plate glass front, through which the miiTors can be observed. 

It was not i'ound necessary to keep the potential of M abso- 
lutely conBtant, as, from the deflection of P, small differences in 
the potentials in different experiments could be calculated and 
allowed for, 

In the actual experiments the deflection of the arm E F G H 
was first observed with a sulphur ball at L, then with a met«t 
one, and then with a sulphur one again alternately. 

A door in the sid<! of the glass case enabled the balls to be 
changed, and a little clamp at C (Hg. 28) held the arm steady 
while the exchange was being made. 
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Id case of the ball and the mirror not quite balancing, the rod 
CO old be slid through the hook at g. 

Reguultion op the Charge. 

In order to regulate the charge, the arrangement of fig. 30 was 
used. 




S^^^ 



Fig. so. 

-ALeyden jar, Y, was attached to the balls MR, and was 
^'^Xanected by the wire W to a " discharging electrometer," U V. 

Discharging Electrometer. 

^ This consists of two insulated metal balls, U V (fig. 30), whose 
^ stance apart can be adjusted by a screw. If sparks be passed 
^*^m one to the other, it is found, other circumstances being the 
me, that for any given distance, the quantity of electricity 
lich passes in one spark is approximately constant. 

Method Continued. 

A charged jar Z is connected to the ball V by a wire X, and 
He or more sparks allowed to pass. The potential to wliich 
le balls M R are charged is proportional to the niunber uf 
parks, for it is equal to the quantity of electricity whicli has 

^^assed, divided by the capacity of the jar Y and the wires and 

>)all8 M, R, T W, U. 

Short Charges. 

For trying the effect of charges of very short duration, the ar- 
^rangement of fig. 81 was used. The wire W was broken at a b, 
and the ends a b supported mercury cups, 
which could be connected by means of a 
bent wire c. c was attached to a pendulum, 
and made and broke the contact alternately 
at short intervals. p gj 

First contact was made at a h, and the 
balls charged by passing a spark between U V ; then contact 
was broken at a 6, and U connected to earth. 
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Then contact was made at a b, which discharged the whole 
apparatus. All these operations took rather less than -^ second. 

Rapid altebnate Charges. 

In order to alternately charge the balls M and R with (4- ) 
and (— ) electricity, a wire ^ (fig. 82) was led from them to a 




rig. 32. 

large tuning-fork d vibrating 180 times per second. A metal 
plate e, attached to one end of the fork, touched alternately two 
wires A and i, leading respectively to the (+) and (— ) poles of 
a Holtz machine. Two Leyden jars, r and *, kept the supply of 
electricity tolerably constant. 

In order to prevent an accumulation of either one kind of elec- 
tricity, the wire ^ was connected to earth through a long and 
very fine glass tube, u v lo^ filled with distilled water. This 
allowed any permanent charge to slowly escape; but, by 
reason of its very small conducting power, did not percep- 
tibly diminish the efiect of any one of the alternating charges 
in the ^eir P^^^ ^^ ^ second during which they lasted. 

Casting the Balls. 

The balls of sulphur and other fusible substances were very care- 
fully cast in a kind of bullet-mould, and very slowly cooled in order 
that there might be no cavities. In order to prevent the balls 
sticking, the inside of the mould was previously rubbed with a 
little oil, or, in the case of the resin balls, wetted with a little 
distilled water. 

The resin balls were not wiped, but the water was allowed 
to evaporate from them. 

The sulphur balls were carefully cleaned, and then any elec- 
trification which they might have acquired by friction was dis- 
charged by passing them through the fiame of a spirit lamp. 
Sometimes the balls were discharged by being hung up for a 
long time under a bell-glass. 
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The ebonite balls were turned in a lathe. 

^0 balk of each aabstance having^ been selected of as nearly 
possible equal weights, the heaviest was chosen to be the 

letal ball/' and fine holes were drilled in it until it was exactly 
of*' the same weight as the other. It was then gilt by being 
<^<:>"^ered with gold leaf. 

CoRUBCnONS.* 

The effect of changes in the potential of the working 
^11 was allowed for by noting the deflections of the arm 

P. 

The corrected deflections of the balance were set down as 
Tedaced attractions.^' 

It was found that slow conduction by the silk threads intro- 
^^ced errors into these experiments, and therefore threads of 
^i^ellac were substituted. 

In order to prove that there was no action on the shellac 
^'Vireads themselves, the sulphur ball was hung on the little hook 

fig. 28, where it was protected by the gilt paper box, and 

e working ball electrified. No deflection of the arm took 
lace. 

The fact that the metal and sulphur balls when attracted did 
%ot come to rest in the same position, but at different distances 
from the working ball, was allowed for. 

A correction was introduced for small differences in the volumes 
of the sulphur and metal balls. 

It was found necessary to line the greater part of the glass 
witii tinfoil connected to earth, as if this were not done it 
gradually became charged. 

Tab Elbcteification. 

In these experiments the surface of the working ball was 
changed to a potential corresponding to a spark-length of from 
one to three millims. 

The radius of the working ball in the final experiments was 
20^ millims. and the distance from centre to centre of the balls 
was in different experiments 49 and 62 millims. 

Now as potential diminishes simply with the distance, the 

* Some of these corrections are giren in a later paper, read October 8, 1 874. 
Wiener Sitz., Bd. kz. part ii. p. 307. 

H 
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potential of the eqaipotential snrface passing through the centre 
of the suspended ball will be from 

201 , 20i 
1^ ^ 62"' 

say \ to \y of that of the working ball. 

Now according to De La Rue (see Chap. XLII.), the poten- 
tial which would produce a spark of one millim. would be that of 
about 2000 chloride of silver cells, and that which would give 
a spark of three millims. would be that of about 3450 cells. 

The potentials to which the suspended balls were electrified 
would therefore be from that of 600 to 800 cells with the short 
spark, and from 1100 to 1400 with the long one. 

No considerable difference of capacity was observed within 
these limits. 

Effect op Long Charging. 

When the paraffin and resin-balls were charged for any con- 
siderable time, their attractions increased. This is a phenomenon 
of '' liesidual charge,'' or as Faraday calls it ''Electric absorption.'' 
Boltzmann gives it the very expressive name of ''Dielectric 



afterworkina. 



i> 



a* 



After the charging had gone on for from five to ten minutes, 
it was found that a paraffin ball was attracted as strongly as a 
metal one, while the attraction on a sulphur one was not 
increased at all. 

Results. 

The following table gives the specific inductive capacities 
calculated from the experiments where the charging only lasted 
for from ^-J^ to ^ sec, and which therefore were not complicated 
by the phenomena of residual charge. 

Side by side with them are the numbers obtained by the 
condenser method, copied from the table on page 90. 



Diolectrio. 



Sulphur 
Ebonite 
Paraffin 
Ilesin 



Specific IndacliTO Capacity 



from Attraction 
Ksperimenta. 



3-90 
3*48 
232 
248 



from Condenner 
Ezperimeuu. 



8-84 
316 
232 
255 
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Comparison of Results. 

The two following tables give the ratios of the attractions 
observed with different durations of charge and the apparent 
specific inductive capacities calculated from them : — 



Dielectric 



Daration of Charging in 
Seconds. 



Sulphur 
Ebonite 
Paraffin 
Resin . 



3^0 to ^ 

2-033 
2 211 
3-269 
3026 



E B Batio of Attractions. 



00 



2-980 
2-140 



1*8 



2125 
2064 
2920 
1-927 



22^ 



1730 



45 



2110 
2094 
1-420 
1-700 



90 



1-650 



Dielectria 


Apparent Specific Inductive Capacity. 


Daration of Charging in 
Second*. 


jfeto* 


0-9 


18 


22* 


45 


90 


Sulphur 
Ebonite 
Paraffin 
Resin . 


3-90 
3-48 
232 
2-48 


• • 

2-61 
363 


366 
3-82 
266 
423 


• • 

• • 

• • 
6-11 


3-70 
3-74 
8-12 
628 


• • 

• • 

5-61 



We see from this table that the capacity of sulphur only 
exhibits irregular variations which we may probably account for 
by errors of experiment* That of ebonite apparently in- 
creases up to a certain maximum^ and there remains constant. 
Paraffin shows a steady increase up to 1*8 seconds, and somewhere 
between 1*8 and 45 seconds something in its structure appears 
to give way, and the capacity becomes very great indeed. It 
is to be regretted that Prof. Boltzmann did not make an experi- 
ment on paraffin at 22 ^ seconds. 

For resin the increase seems to be perfectly steady and regular 
up to the longest charging used in these experiments. 

Another set of experiments,t in which various special precau- 
tions were taken, -gave for paraffin the result K = 2'ti43. 

* Probably the ball was partly crystalline, and its axis was not aWays in 
*Jie same direction in different experiments. See next page, 
t Wiener SiU., Bd. kix. part ii. page 812. 

H 2 
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The duration of charging is not mentioned^ bat it probably was 
from yj^ to ^ second. 

Crystalline Sulphub. 

On Oct. 8, 1874/ Prof. Boltzmann read another paper on the 
inductive capacities of crystalline sulphur. It is found that the 
inductive capacity of a crystal is different in different directions 
which are related to the axes of crystallization. On the theory 
that induction is a state of strain, this difference would be just 
what we should expect. 

We know that a crystal of sulphur, for instance, has three 
principal '^ axes of elasticity ; '* that is, that there are three 
principal lines in the crystal along which the elasticities are 
different. 

Now the transmission of strain through any medium is affected 
by the elasticity along the direction of transmission, and therefore 
the specific inductive capacity of any dielectric will vary according 
to the elasticity of that dielectric along the line of electric 
force. 

In Prof. Boltzmann's experiments spheres of crystalline sulphur 
were prepared and hung up with their axes at different angles to 
the line of force, and then the attractions measured in the manner 
which we have just described. 

The following results were obtained for sulphur, where g m 
are the three principal axes of elasticity : — 

K, = 4-773. 
K, = 3-970. 
K» as 3-811.t 

Experiments of Romich and Fajbiga.} 

Prof. Boltzmann's experiments have been continued in his 
laboratory by two of his students, Messrs. Romich and Fajdiga. 
Their paper was read on Oct. 8, 1874. 

The object of their research was to determine whether the 
differences of attraction observed depended on the dielectric 

* Wiener Sitz., Bd. Ixx. part ii. page 342. 

t The importance of these results will be seen in Part IV. 

\ Wiener Sit/.., Bd. hu. part ii. p. 367. 
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properties of the whole ball^ or merely on the nature of its 
surface. 

If the former were the case» a ball of sulphur thinly coated 
with paraffin should act as a ball of sulphur; if the latter, it 
should act as a ball of paraffin. 

A series of experiments were made, of which the following 
were the results : — 



Nature of BalL 



Solphor hall { 



( Not oovered • 

Coated with . 
paraffin 



•J 



Coated with 

renin . . . 
Lacquered with 

shellac varnish. 



E ' Ratio of AttraeUon. 



• 1.207) • • ^"^ 



• \ 2 12 1 • • -^ 



06 



2-61 
201 



Paraffin hall 



I 



C Not covered 3 320 

(.Lacqnered 3 314 



These experiments clearly show that the attraction of the ball 
is determined by its whole substance^ and not by its surface. 

The only apparent exception is that of the ball covered with 
resin^ but the authors explain that the resin coating was so thick 
that it formed an important fraction of the mass of the ball. 

EXPSRIHEIITS OF ROMICH AND NoWAK.* 

At the same sitting of the Academy another paper was read 
by Messrs. Romich and Nowak^ the latter being also a student 
in Prof. Boltzmann's laboratory. The chief object of their research 
was to examine the electric absorption, or '^ after-working/^ in 
different substances. 

For this purpose they made two sets of measurements. In one 
the charge was reversed 64 times in each minute (rather more 
than once a second), and in the other the working- ball was 
permanently charged in one way during the experiments. 

The following table gives the results. The sulphur-graphite 
ball was made by putting powdered graphite into melted sul- 
phur. 

* Wiener Sitz., Bd. iix. part IL p. 380. 
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Dideotric. 



Glass . . 
Fluor spar. . 

Quartz . 

Iceland spar 



{i 



Perp. to optic axis 

Parallel 

Another ball .... 

{24 hours after casting . . . 
Later 

Another ball of C 24 hours afler casting . 

Selenium (Later * 

Sulphur gi'aphite 



Specific Inductive Capacity: 



Determined by 
Alternate 
Charfres. 



7-6 



6-7 
7-2 
6-7 
4-6 
46 
7-7 
7-6 
8-4 



.102 

00 
00 

59 
. 8-4 
116 
. 40 



I 



Determined liy 
Permanent Charge. 



159 
71 
9-9 
7-9 

QO 

1000 
. 9-9 
. 8-5 
. 8-6 
151 

35 
201 

49 
.66 
126 
. 4*4 



When the specific inductive capacity is written down as » 
(infinite)^ or very large^ it means that the attractions of the metal 
and dielectric balls were sensibly equal.* 

These experiments seem to show that with imperfect insulators 
the specific inductive capacity increases indefinitely as the charging 
continues. It is very diflScult to say what duration of charging 
is suflSciently short to get the true instantaneous capacity. 

With perfect insulators, however, the specific inductive capacity 
seems a tolerably constant quantity. 

* The specific inductive capacity of all good conductors is infinite, as we may 
see from the formula (2) on page 88. For we remember that the insertion of a 
plate of thickness n and specific inductive capacity K into an air condenser in- 
creases its capacity as if the distance between the plates had altered from m, to 

m — n -h 77- But if a metal plate of thickness n be inserted, the capacity 

will increase as if the distance between the plates had diminished from m to 
m — n. This will be obvious if we consider the metal plate to touch one of 
the condenser plates. 

Thus the capacity at the same time corresponds to a distance 



w* — 71 



and to a distance 



n 



m—n +— 



This cannot be true unless --. = 0, that is unless E =: oo • 
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Experiments of Schiller.* 

In 1874 Schiller published an account of some experiments on 
Specific Inductive Capacity by a method of " electric oscillations/' 
in which the condenser was only charged for about ^^\^^ of a 
t<econd« The method will be described at the end of Chapter 
XXX, 

He also made some experiments by a slower method, where the 
charge in each case lasted about -^ second. 

In this method the condenser was charged and discharged 
through a •' galvanometer" t some 20 to 25 times per second. 

The ratio of the deflections of the galvanometer needle^ when 
air and other dielectrics were in the condenser^ gave the ratio of 
the charges of the condenser in the various eases — that is^ of its 
capacities. The following results were obtained : — 



Dtolecferio. 


Specific Indactive Capacity. 


Darmtion of Cbarsring, 


By Slow 
Method. 


By Oflcillation 
Mcth(Ml. 


Ebonite .... 


2-76 


221 


•0000652 sec. 


Brown India Bubber . 


2-34 


212 


•0000030 


Yolcanized ditto. 


2-94 


2-69 


•000070C 


Paraffin, qnicklj cooled, 
nearly transparent . 


1 1-92 1 


1-68 


•0000568 


Ditto, slowly cooled, white . 


I 2-47 J 


1-81 


•0000858 


Another Plate 


1-89 \ 


•00(X)580 
to -OOIXJSOS 


Semi-opaque Glass *' Halb- 
weises' .... 


J •■ 


2-96 


•00(K)752 


Another Plate . 


• • 


3G0 


•(X)(.K)83S 


'* Kttlk-weises " Glass . 


4-12 


• • 


• • 


Clear Plate Glass 


6-34 


r 5.78 
( 6-88 


•0000859 
•0001281 



• Pogg. Ann. 162, 1874, p. 635. 

t A galvanometer is an instrument which measures the total quantity of 
electricity which passes through it in a second. See Chapter XX. 
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Experiments of Silow.* 
In 1875 Silow published the results of some experiments on 
the Specific Inductive Capacities of Liquids. 

He used an electrometer of the shape shown in plan in fi^. 33. 
It consisted of a cylindrical glass vessel coated inside with tinfoiL 
The tinfoil was not continuous^ but formed fourquadrants, which 
were connected in the same way as in the Thomson electrometer. 
The needle consisted of a light rigid rod^ carrying at its ends pieces 
of metal curved so as to be parallel with the sides of the cylinder. 
The cylinder could be filled with various liquids. 
The needle was kept constantly connected to earth. 
The deflection with a given battery was first noted when the 
cylinder was empty — ^that is^ when there was only air between 
the needle plates and the cylinder. 

The cylinder being filled^ the deflection with the same battery 

increased, owing to the greater 
facility of transmitting induc- 
tion possessed by the liquid. 
From the ratio of the two de* 

flections the specific inductive 

capacity of the liquid could be 

i. calculated. 

If the electrometer had been 
perfectly symmetrical, thespe- 
cific inductive capacity of the 
liquid would have been simply 
expressed by the ratio of the 
deflections; but as it was im- 
possible to avoid certain irre- 
gularities in its constiTiction, it was graduated by means of a 
series of observations of the deflections produced with different 
battery powers. 

The following determinations were made for oil of turpen- 
tine. Two specimens were tested : — 

In different experiments Silow found for one of them— - 




CARTH 



Fiff.SS. 



Oil of TurpeDtine I. 



Mean 



Speoiflo Ihdaottve Capad^. 
2-277 
•279 
2606 



.21 
12 J 



2-2688 



• P(»gg. Ann. 156, 1876, page 389. 
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For the other he found — 

Bpedflo IndnetiTt Capacity. 
OilofTarpentinell. . . 2173 

SiLOw's Sbcond Method. 

In 1876 the same anthor published* an account of some 
farther ezperimenta made bjr a different method. 

In this method a condenser, battery, and galvanometer are used. 
By means of a '' rapid commutator^'f the condenser is alter- 
nately charged from the battery and discharged through the 
galvanometer from 900 to 1500 times per minute ; that is to say, 
900 to 1500 charges of the condenser were passed through the 
galvanometer in each minute. 

Now as the deflection of the galvanometer depends on the 
total quantity of electricity passing through it in a given time, 
it will^ when the speed is uniform^ give the average value of the 
charges of the condenser, fiy alternating experiments with air 
and other dielectrics^ the specific inductive capacities of the latter 
could be calculated. 

The following results were obtained : — 

Dialeetrio. Specifto IndactiTS Capacity. 
OilofTarpentinell. 2153 

Petroleum, 2 specimens j - 

Crystallized Benzol 2198 

EXPEEIMBNTS OF WuLLNEE.J 

In 1877 Wiillner published an account of some determinations 
of the specific inductive capacities of various substances. 

Ho used two methods. In the first method the condenser 
consisted of two horizontal metal plates. The lower one was 
connected to earth, and the dielectric laid upon it. The upper 
plate was suspended horizontally by a cord passing over a pulley 
so that it could be raised and lowered. The distance between 
the plates was observed by means of a microscope. 

The condenser being charged, the potential was observed; 
first, while the dielectric was between the glass plates; secondly, 
after it had been withdrawn. 

The ratio of the two capacities of the condenser was then 
the inverse ratio of the potentials in the two cases. 

♦ Pogg. Ann. 168. 1876. p. 306. t Chapter XX. 

X Sitzongsb. konigl bajer. Akad., 1877, page 1. 
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In order to calculate the effect of leakage, the upper plate was 
drawn up away from the rest of the condenser, both before and 
after each observation, and -the charge measured. 

The difference between the two measurements was the loss 
that had occurred during the experiment. 

Wullnee's Second Method. 

The above method was, however, found to be very inaccurate, 
so another was adopted. The same condenser was used, but a 
constant potential was obtained by using a battery of 12 cells, 
one end of which was connected to earth. 

The condenser was charged from the battery, and the charge 
measured by means of a torsion electrometer, and was expressed in 
terms of the number of degrees of torsion which were required 
to bring the deflected needle back to a constant zero position. 
. The following results were obtained : — 

Dlelectrio Spedflo IndactiTe Capacity. 

Pai-affin / . . 1-96 



Ebonite 
Sulphur 

Shellac { ^ 
GUss . 



2-56 

2*88-^-21 

3-73 

2-95 

610 



WuLLNEE^s General Conclusions. 

Wiillner arrived at the following general conclusions on the 
subject : — 

'^ The thickness of the dielectric does not affect its specific 
inductive capacity. 

'^ The capacity increases if the electrification is continued — at 
first rapidly, then more slowly, and then it gradually approaches 
a fixed maximum value. 

*' The capacity which will be reached in a given time is in- 
creased by frequent repetitions of experiments on the same plate, 
and also by long charging. By frequent charging, an increase of 
capacity is produced in sulphur, which lasts for a very long time. 

'' The change is not a permanent one, but, after a long time, it 
gradually disappears. 

" The instantaneous capacity (that is, the capacity token the charge 
infj only lasts for a very small fraction of a second) is of quite 
a different nature to thai capacity which increases slowly as ike 



specific Inductive Capacity — Hopkinson. 107 

eleetrification continues. The * instantaneous capacity' is inde* 
pendent of the conductibilify — the * slow capacity * is not!* 

If the above coDclusion should be confirmed bj future ex- 
periments, it will probably at once explain the great discrepancies 
in the results obtained by different observers ; for, in experiments 
of different durations, the capacity observed would be partly due 
to the instantaneous capacity, and partly due to whatever value 
the slow capacity might have reached at the conclusion of the 
experiment. An argument in favour of this view is found in the 
fact that the results obtained by different observers a^ree much 
1)etter for good insulators than for bad ones, for, according to it 
in a perfect insulator the two capacities should be equal. 

Dr. Hopkinson's Experiments on Optical Flint Glass* 

On May 17, 1877, a paper by Dr. Hopkinson on the " Electro- 
static Capacity of Glass " was communicated to the Royal Society. 
The instruments used were : — 

(1) The sliding condenser made for Messrs. Gibson and Bar- 
clay's experiments ; f 

(2) A Thomson electrometer (White pattern) ; 

(S) A battery of 42 Daniell cells,J the middle of which was 
connected to earth. 

It is sufficient for our present purpose to know that this is an 
arrangement by whieh equal and opposite potentials can be 
obtained simultaneously. 

(4) The guard-ring condenser. 

This consists of a fixed insulated brass disc, h (fi^s. 34, 35)^ 
surrounded by a flat ring, such that the ring and disc to<j^ether 
form a large flat circular plate with an annular s])aee of one 
millim. round the disc. 

Below this is another larger plate, e, which can be moved up 
and down by a micrometer screw. 

The glass plates under examination are placed between e and k 
so as to form the dielectrics of the guard-ring condenser. 

The glass being inserted, the sliding condenser is moved until 
it and the guard-ring condenser have the same capacity, and the 
screw of e is read. The glass is then removed, which diminishes 
the capacity of the guard-ring condenser. 

• FhiL Trans,, 1878, page 17. t Soe page 86. 

' J See Chapter XVIII. 
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e is then screwed up until the capacity is again equal to that 
of the sliding condenser. 

The screw is again read, and from the difference of readings 
the difference of capacity caused by the glass can be calculated. 

Comparison of the Condensers. 

The equality of the condensers is determined as follows : — We 
compare the sliding condenser with that consisting of i and e 
without the guard-plate. 

The connections are first arranged as in fig. 34, and the battery 
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then charges the disc k with its guard-ring, and the inside of 
the sliding condenser, to equal and opposite potentials. 

If the capacities are equal, the charges will also be equal and 
opposite. If the capacities are unequal, the charges will be un- 
equal. 

By a sudden movement of an ingeniously contrived " switch,'* 
the connections are now altered to those shown in fig. 35. 

The battery, being put to earth, exercises no further effect, and 
the ( + ) charge of the sliding condenser is combined with the (— ) 
one of k. 

If the capacities are equal, the resulting charge will be zero. 
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To tent this, contact is now immediately made at q [fig. 35), 
which puts the condensers into connection with the electrometer. 

If the capacities are equal, there will be no deflection. 

If the sliding condenser is the largest, there will be a ( + ) de- 
flection, and e must be raised ; and if the guard-ring condenser is 
largest, there will be a (— ) deflection, and e will have to be lowered. 

The only use of the guard-plate is to facilitate calculation, for, 
as we stated in the account of the absolute electrometer, the dis- 
tribution of the electricity near the edges of a plate is complicated, 
but near the centre it is uniform. The effect of the guard- ring 
is to make the disc k a plate which is all centre. 

The following experiments were made : — 



KindofOlsM.* 


Bpedflo GitbTity. 


Specific Indactlve 
Capacity. 


8.I.C. 
8p. Gr. 


Very light Flint . 


2-87 


6-57 


2-29 


Light Flint . 


8*2 


6.85 


214 


Dense Flint . 


3*66 


7-4 


202 


Double extra dense Flint 


45 


101 


2-25 



We see that there seems in these experiments to be some con- 
nection between the density and the capacity. It is, however, 
probably not a very important one. 

Gordon's Exp£RiMENTS.t 

The great difficulty which all investigators of specific inductive 
capacity have met with has been due to the fact that, if a dielec- 
tric is charged for any appreciable time, some of the charge is 
" absorbed," and the phenomena of " residual charge '' complicate 
the observations. 

The present writer has made some experiments on the specific 
inductive capacities of various substances by a metht^d where the 
effects of absorption are guarded against in two ways. 

* The glasses were those made by Messrs. Chance for optical purposes. 
t PkU. Ti-atu., 1879, page 417. 
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(1) The electrified metal plates of the condenBer do not touch 
the dielectrica; and 

(S) The charging ooly lasts yj j ' jy of a second. 

The Induction Balance. — Platzs VIII., IX., X. 

The chief instrument used is a very complicated caQdenser 
called th« " Induction Balance," the general plan of which 
due to Sir "Wm. Thomson and Professor Clerk Maxwell. 

It consists eescntiallyof five circular parallel metal discs, a icitt 
bcde are fixed, and a can he moved parallel to itself by mean 
of a screw, ace ara 6 inches in diameter, b d are 4- inches. Tfaer 
is a space of about 1 inch between each plate and the one next il 

\Vc will ^ive the details of its construction immediately, 
first we will explain the method of its working. 

Theory of the Inductioh Balance.— Plate Vill. 

The source of electrification (coil poles.in Plate VIII.] is oa 
that gives equal and opposite potentials. Where the doubl 
eign (± ^) isgiven, it means that the sign of the electrificatioii 
can be rapidly reversed. We will for the present consider the ele< 
trilicalionE of all parts of the apparatus to have the upper sigi 
and the reversing engine not to be at work. 

We see that one pole of ihe coil is connected to the oh1 
plates a and e, and the other pole to the centre plate c. 

The two small plates, b and d, are connected to the quadraol 
of an electrometer. 

The centre plate c can never produce any deflection of 
needle, because, being placed' half-way between the small plat 
it will produce an equal and similar charge on each of thena, a 
therefore equal and similar charges on the quadrants. 

The outer plates will also produce no effect on the needle 
long as there is only air in the balance and they are plat 
symmetrically — that is, as long as distance a I is equal to dis* 
tance e d. 

If, however, a is moved by its sci-ew away from £ (so a^ 
make distance a h greater than e d), there will be a leu inductive 
action from a to S than from e U> d, and the needle will be 
deflected in the direction which shows that tlie unshaded quad- 
rants arc most strongly electrified. 

But if, on the other hand, any dielectric of greater specific 
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inductive capacity than air be placed between a and h^ there will 
be a greater indactive action from a to i than from e to d^ and the 
needle will be deflected in the opposite direction. 

It is dear^ then^ that if we insert a dielectric^ and at the same 
time screw a away from by we can fiud a position for a where the 
increased induction through the dielectric is exactly balanced by 
the decrease due to the greater distance^ and then the needle 
will remain at zero. 

The distance which a will have t<J be moved to compensate 
any given dielectric plate will depend only on the thickness of the 
latter, and on Us specific inductive capacity/. 

In the experiments we read the position of a, which brings the 
electrometer needle to zero : 1 st, when there is only air in the 
balance ; 2nd, when the dielectric is inserted. 

The difference of these two readings is the distance which a 
has been moved. We measure the thickness of the dielectric, 
and then we can calculate the specific inductive capacity by the 
following mathematical formula. 

The Formula of Calculation.* 

Let the reading of a, when there is only air in the balance, be 
flj, and that when the dielectric is inserted, a^ ; then [a. — a^) is 
the distance which a has had to be moved. 

A dielectric plate of thickness b, and specific inductive capacity 

K, acts like a plate of air of thickness ^. That is to say, the 

iv 

capacity of a condenser whose dielectric plate had a tliickness b, 

and specific inductive capacity K, would be equal to that of a 

similar condenser having, for its dielectric, a plate of air of thickness 

b 

K' 

We must remember that when we insert a dielectric plate of 
thickness b into the balance, we displace a plate of air of the 
same thickness b. 

The effect then of inserting the dielectric is to increofie 
the capacity of the condenser, consisting of the plates a and 
b, as much as if we had brought the plates nearer by a 

distance b, and further apart by a distance ^ ; that is (as b is 

• Compare page 87. 
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greater than ^), as if we diminished the distance between the 

plates by a quantity h — ^. 

But as we have moved a so as to keep the needle at zero, we 
have produced an exactly equal dtcreoie of capacity by increasing 
the distance between a and i by a quantity (a, — a^. It is cliear 
that this real increase of distance must be exactly equal to the 
imaginary decrease of distance produced by the dielectric, and we 
must have 



* — ^ = (fff — «i) ; 



S 



or, in other words. 



K = 



6 — (a, — aj) 

and this formula was used to calculate the results of the experi- 
ments. 

We note that we do not require tx) know the distances a^ h or 
^3 by but only their difference, which is much more easily 
measured. 

Thb Reversals. 

We have hitherto supposed the needle to be charged positively 
in the ordinary way. Let us suppose the equilibrium not to be 
established, but the action of a to be greater than that of e^ and 
the electrifications to have the upper signs, a and e will induce ( + ) 
electricity on h and d^ and (— ) on all four quadrants; but the 
electrification of the shaded quadrants will be the strongest, and 
the needle will turn to the right (in the direction of the bands 
of a watch). 

Now, suppose the electrifications of a c ^ to be all reversed in 
sign, but to have the same numerical values as before; a and e 
will now induce a (^) charge on h and d^ and a ( + ) one on 
the quadrants. The shaded quadrants would still be the strongest, 
but the needle would now turn to the lefL It is clear that if, as 
in actual work, the reversals were very rapid, the needle would 
merely receive rapidly alternating impulses in the two directions, 
and liO disturbance of the equilibrium would produce any 
deflection. 

To escape from this diflSculty, Prof. Clerk Maxwell arranged 
that the needle^ insfead of being permanently charged, sAould be 
connected to the plate c. 
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The Agti of the charge of the needle is then reversed with the 
reversals of the charges of the balance. 

Let now the electrifications have the upper signs, and the shaded 
quadrants be strongest. The quadrants will be («) and the 
needle (+)^ and^ the force being attractive^ the needle will turn 
to the right. 

Now let the electrification be reversed^ the quadrants will be 
( + ) and the needle (— -). The force will still be attractive^ and 
the deflection in the tame direction as be/ore. 

In practice, when the electrifications of the five plates, the 
dielectric, the needle, and the four quadrants were all being 
reversed 12,000 times per second, the deflection of the needle was 
perfectly steady, and exactly under the control of the screw 
of 0. 

A motion of a of yoVir ^°^^ usually moved the spot of light 
on the electrometer scale about one millim. 

The rapid reversals (12,000 per second) were obtained by 
means of an induction coil and high-speed break, which are 
described in Part III.* 

The secondary reversing engine, described in Chapter XX., 
was used to again reverse the electrifications on their way to the 
balance about 30 times per second, in case there should be any 
preponderance of either (+) or (-* ) after the first reversal. 

Details of thb Connections. — Plate IX. 

Plate IX. is a ground-plan of the laboratory, showing the 
arrangement of all the instruments and their connecting wires. 

The student who is ignorant of the theory of the induction 
coil is advised to defer the consideration of this plate uutil after 
he has read Chapter XL. 

Details of the Induction Balance. 
Plate X., and figs. 36, 37. 

Plate X. shows the induction balance and electrometer in 
perspective. 

The electrometer is enclosed in the wooden case at the right of 
the picture. Its lamp, scale, and lens are seen at the back. The 
candle at the left illuminates the scale of plate a, 

* See Chapter XL., and plates in it. 

1 



Electrostatics. 



SiZK. 



The total heiglit of tlie balance is 2 ft. S in., and the sizf of 
the table shown in Plate X. is 4 ft. 6 in. by 3 feet. 
Tub Slate Table. 

The whole apparatus stands upon a massive brick and slate 
table, which ia supported on a mass of brickwork independent of 
the floor of the laboratory. Thus no vibration is communioated 
to the apparatus by persons moving about. 

The Balance. 

The plates b e d e a.ra supported from above by steel rods. 

The lower end of each rod is screwed into the upper edge of » 

plate, the upper into an ebonite plug^ fixed into a small triangular 

horizontal brass plate, at the cornera of which are levellinj; 





screws. The screws rest on a Hat brass stage, a slit in which 
allows the rod to pass through. As there is not room for all 
four trinnglea side by side, there are tn-o stages one above the ' 
ther. 
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■ 0« bang from tlie lower etage, and h li, winch arc 
fnmiebed with longer rods, from the up|>er one. The triunffles, 
when adjusted, are clamped by aerewi, wliich for f e are fixed in 
the aecoud stage, while for b il the clamps are carried on a third 
Btag« made especially to hold them. Four stout brass pillars 
support the three stages. The feet of these pitlai-a are viewed 
into a brge brass plate let into the wooden base of the instru- 
ment. On this plat« also etuiid the pillars carrying plate a. 

Plate a is fixed to the end of a brass rod of section ^^p , from 

which it b insulated by a block of ebonite (E., fig. 3C) . This rod 
slides on two pillars (A. A., figs. 36, 37), which it touches only on 
its inclined surfaces (fig. 37). It is pressed downward by stout 
springa(ao, tigs. 36,37). Itismoved 
buclcnrarda and forwards by a screw B, 
pressed by a spring against a hardened 
steel plate at C (fig. 36). The screw 
inside D turns in two collars — one 
fixed to D, and the other only kept 
from revolving, and forced away 
from the first by a stout spiral spring. 
This prevents what is called " baek- 
lasb," t. f., it ensures that the longi- 
tudinal motion shall be reversed at 
the same time as the motion of the 
eurew. [,,^_ ^-^ 

.K scale divided to -^ inch is en- 
graved upon D, and a vernier fixed to one of the uprights 
reada the jmsitiuu of plate a to -roVtr inch. The s<.'ale is read 
by a mit^oscope, fixed some three inches distant on the case of 
tbe instrument, and shown at the left of Plate X., just above the 
candle. 

Tlie five plates arc enclosed in a glass case, like a balance case, 
about 15 inches long. It posses below tbe stages, and holes in 
the top glass admit the four steel rods. A hole in the side 
admits the rod D, so that a is inside the cose, while the screw- 
head is outside. The dotted line in fig. 36 shows the position of 
tbe glass side of the case, 

\a five plates are placed close to one end of the L'ase. 
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the base, inside the cnee, are elides, in which stages for cariy- 
iog the dielectrics move. The stages cbq be moved by rods 
projecting beyond the case. Thus a dielectric under esaminatioa 
can be placed between two of the plates, or moved from them^ 
without opening tbe glass case. 

On the upper fixed stages are ebonite pillars with double 
binding screws on them ; to tbe lower nut of each is attached a 
flexible spiral wire, leading to one of the plates by way of tbe 
steel rod. Br means of the upper nuts the plates can be 
connected to other instruments. 

The Mecu&Nicii. Slide. 
One of tbe sliding stages — viz. : that used to place a dielectric 
between a and i * — has " mechanical motions.'" In addition to 
the rod by which it is drawn in and out, there are three other 
parallel rods, with milled heads. Turning one gives a lateral 
motion — viz. : moves any dielectric placed on the slide nearer a 
or b. By turning the second, the dielectric plate can be placed 
either exactly vertical or inclined a little in either direction ; and 
turning the third gives tbe dielectric a small angular motion 
round a vertical axis. 

The Brass Cover, 

The upper stage, which carries the connections of tbe small 
plates b i[, is enclosed in a brass box, shown m outline ia Plate 
X. Tbe steel rods belonging to the plates b d are enclosed in 
metal tubes. 

Tbe wires leading to the electrometer from the terminals of the 
small plates on the upper stage are also enclosed in a wide brass 
tube. The electrometer itself is enclosed in a wooden box, lined 
with tinfoil ; a small window (not shown) allows the light of the 
lamp to enter and return. The bos, tube, and tinfoil are carefully 
connected to earth. The tube passes through tbe base of tbe 
balance to allow tbe glass shade (not shown], with which it is 
covered when not in use, to be lifted on and otf without disturbing 
the conuections. 

Othek Details. 

The wire which passes just above tbe electrometer leads from 
pbite c to the needle. 

* TliiB is tbe oalj itage Itiat is used in actual work. 
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The little plug* seen in the front of the picture^ makes and 
breaks the coil primary (see Chapter XLIII.)-'that is^ starts 
and stops the electrification. 

The observer^ standing where he can see the scale of the 
electrometer, is able to start and stop the electrification with his 
right hand, and to work the screw of a with his left. 

A glass plate is seen on the slide ready to be pushed in between 
a and h. 

The Thomson Electrometer. 

This is a quadrant of the simple form by Elliott ; one of 
White's, which I have, was found to be unsuitable for use with 
the reversing gear. When, as in this case, the instrument is 
only Qsed as an electroscope, the superior sensitiveness of Elliott's 
pattern gives it great advantages. 

The Callipers. 

These are a pair with especially long jaws^ made for use in 
adjusting the plates of the balance. When laid upon a bracket 
fixed to the outride of the balance case, the jaws projected right 
in between the plates. This bracket could be inclined either up 
or down, for measuring at the lower or upper parts of the plates. 
The "outsides'' scale was used in the ordinary way for 
measuring the thickness of the dielectric plates. 

The Dielectrics. 

The dielectric plates were 7 inches square, and from \ inch to 
1 inch thick. They were made with their sides accurately 
parallel. When practicable, they were cut in a planing machine. 

The Electromotive Force. 

The electromotive force used was about equal to that of 2050 
cells of Mr. De La Rue's battery. (Chapter XVIII.) 

Specimen Observations. 

The following are the details of the determination of the 

Capacity of Light Flint Glass :— 

h = -699. 
a^ (1) 1-603 (3) 1-498 (6) 1*495 (7) I'SOO 

a, (2) 1-036 (4) 1-034 (6) 1.032 (8) 1032 

Ot — a^ ^468 ^464 ^467 ^S 

Mean '46676. 

K = '— = 3013 

-699 — -46676 
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Results, 

The following is a general table of the results obtained for 
different substances : — 



Kame of Dielectric. 



Glass — 

Double extra-dense Flint 
Extra-dense Flint 
Dense Flint 
Light Flint . 
Hard Crown 

Common Plate, two specimeni 
No. 1 . . . . 
2 . . . . 



n 



Ebonite, fonr slabs — 
No. 1 
2 



»» 



n 
n 



Best quality Gutta Percha . 

Chattsbton's compound 

India-rubber — 

Black 

Grey vulcanized 

Solid Paraffin, specific gravity at 
11° C. = -9109, melting point 
68^ C. Six slabs cut in planing 
machine; results corrected for 
cavities — 

No. 1 



it 

„ 3 

» 4, 

- 6 



t* 



6 



Shellac 



Sulphur 

Bisulphide of Carbon . 



Specific Ixidactive Capacity. 



3164. 
3064. 

3-6i3. 
3108. 



3-268 
3*228 



] 



mean 3*243. 



2 2697^ 
2 2482 ( 
2*3097 f 
2*3077; 

2*462. 
2 647. 



2220. 

2-497. 



mean 2*284. 



1-9940 
1*9784 
1-9969 
20126 
19664 
2*0143 

274 

2*68. 

1*81. 



l-993a 



Ebonite. 

The agreement of the experiments on ebonite is a very good 
test of the accuracy of the method and of the formula^ for the 
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four plates of it were of very different thicknesses^ as the followin 
table shows : — 






Summary of Experiments on Ebonite. 



1 

Blab. 


Thickness. 


Specific Iniluctive Capacity. 




inch. 




No. 1 


•764 


2-2m)7 


.. 2 


•609 


224H2 


.. 3 


•516 


2-3<)l>7 1 


.. 4 


•264 


2-3U77 


Mean 


2-281 



Extreme difference from the mean = — 1*5 per cent. 



Cavities in Paraffin. 

It is impossible to obtain thick plates of paraffin free from 
numerous cavities^ so a correction had to be applied for them. 
The best correction which I could devise was^ in the calculations, 
to substitute for the plate of thickness h an imaginary plate of 
thickness V where li is the thickness that the plate would have 
had if it had been of the same length and breadth, contained the 
same quantity of paraffin, and had had no cavities. 

To determine U we have — 

•u -L Specific gravity of plate 

Specific gravity of pamffiu* 

Let us call the ratio of the specific gravities <^ and write 

The specific gravity of a small piece of the paraffin free 
from cavities was determined in the ordinary way and found to 
be-9109at 11«C. 

The specific gravity of each plate was determined by weighing 
in water. 

The following table gives the results of the experiments and 
the correction applied to each plate. 

K is the capacity calculated from the real thickness i, and K 
that calculated from the corrected thickness V, 
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SumcABT OF Experiments ok Fabaftik. 



Plata. 


Bpedflo Ghrarity 
ai 11» 0. 


^ 


5. 


b'. 


K. 


K'. 


Ko.1 


•8783 


-9642 


•730 


•7038 


1-9261 


1-9940 


,. 2 


•8771 


•9628 


•760 


•7221 


1-9084 


1-9784 


„ » 


•8961 


•9826 


•748 


•7249 


1-9368 


1-9969 


» 4 


•8909 


•9780 


•782 


•7648 


1-9697 


2-0126 


.. 6 


•8933 


•9868 


•765 


•7460 


1-9408 


1-9664 


„ 6 


•9021 


•9903 


•764 


•7467 


1-9947 


2-0143 



Mean Talue 



-fK =1-1 
^^K' = 1-1 



E = 1-9459 
-9936 



AmoDg the corrected values the extreme difference from the 
mean is — 1^4 per cent. 

Among the uncorrected values the extreme difference from the 
mean is -f 2*5 per cent.^ which shows that, though the correction 
is a rough one, it gives numbers more nearly accordant with 
each other than the uncorrected experiments. 

The melting point of the paraffin was 68® C. 

Bisulphide of Caebok. 

The liquid was contained in a glass trough. In this case Oj was 
the reading when the empty trough was placed \sl ab; a, the 
reading when it was full. The trough was 7 inches wide and 
9 inches high ; d is its internal thickness. 

Secular Changes in the Specific Inductive Capacitt of 

Glass* 

The experiments on optical glass described above were made 
about Christmas, 1877, when the glass had only been cast a few 
weeks. 

At the end of July, 1879, I commenced a repetition of the 
experiments, using the same sl^bs of glass, and was surprised to 
find a large increase in the specijlc inductive capadiy in every 
case. In some cases the increase was as much as twenty per 
cent. 

The following is a table of the results : — 



« Beport of the Britiah AssociatioD, Sheffield, 1879, page 26a 
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SpBCiPia Inductivb Capacitt of Optical Glass. 



Doable Extra Denie Flint 




Jaly and AaRiut, 1879. 


3164 


3-838 


Extra Dense Flint . 


8053 


3 621 


Light Flint .... 


3-013 


3-443 


Hard Crown • . . . 


3108 


3-310 



The arrangement of the apparatus (including the coil and rapid 
break) was precisely the same as in my earlier experiments. The 
electromotive force was as nearly as possible the same^ and ex- 
periment has shown that moderate variations in it do not affect 
the results. 

The differences observed might have been caused by any one 
of three things ; — 

(1.) By error in the 1&7& experiments ; 
(£.) By error in the 1877 experiments; 
(3.) By a change in the specific inductive capacity of the glass 
between Christmas, 1877, and July, 1879. 

Careful repetition of the 1879 experiments has convinced me 
that there is no error in them. 

If the difference is caused by error in the 1877 experiments, 
then in 1877 I must have obtained too low a result. With my 
induction balance, too low a result is given if the dielectric is 
covered with a badly-conducting film ; * the effect of covering the 
dielectric with a well-conducting film is to prevent observation. 

Before rejecting the second explanation of the difference, based 
on the hypothesis of error in the 1877 experiments, it is therefore 
necessary to prove that in 1877 there was no film on the surface 
of the glass of sufficient conducting power to cause a large error 
in the results. 

In 1877 the glasses were not washed by immersion in water, 
but were thoroughly cleaned with a glass-cloth and wash-leather. 
To the best of my recollection they were first rubbed with a damp 

* For the film mast be considered to be connected to earth. 
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cloth, then with a dry one, and then polished with the leather, 
being frequently breathed on during the process, and then usually 
warmed at the fire. This process was so far efficacious in remov- 
ing any conducting film of moisture from the glasses, that at the 
end of it they were usually found to be electrified by the friction 
of the leather. When this occurred they were passed rapidly a 
few times over the flame of a spirit-lamp to discharge them. 
They were always so warm that any visible moisture deposited 
by the spirit-lamp disappeared instantly. 

In the 1879 experiments, which are quoted in the preceding 
table, the glasses were washed in hot water, wiped and polished, 
and passed over the spirit-lamp while still hot. After observing 
a difi*erence in the firnt two specimens examined, I made pre- 
liminary experiments on the other two before cleaning them. 
The following are the results obtained : — 

Light Flint Glass. ^S^e 

CapacUj. 
Christmas, 1877 3*01 . 

August 4, 1879.— Dusted lightly with duster, not ruhhed . . 2*90 

August 4. — Cleaned in hot water, experimented on while hot . . 3*44 

August 4. — Cooled under tap, wiped with glass-cloth . . . 3'44 
August 5.-— Had stood twenty-four hours uncovered on table, not 

wiped 3-39 

August 5. — Smeared all over with oil 3*48 

August 4. — Smoked on oily surface over paraffin lamp, so as to make 

glass semi-opaque 3*46 

August 5. — Glass made veiy wet with solution of sal-ammo- ) Experiment 

niao 3 impossible. 

August 5. — Eoughlj dried with duster ; surface appeared opaque, 

like ground glass 1'64 

August 5. — Wiped over with glass-cloth, but not rubbed . • . 236 
August 5.— Rinsed under cold tap, and wiped with glaas-doth, but 

not polished 3'46 

August 5. — While still co1d« passed over spirit-lamp till much more 

clouded than ever would be the case in actual work ; placed in 

balance, and experiment made as quickly as possible • • 3'4S 

Hard Crown Glass. 

Speoiflo 
indncdve 
CapMitj. 

Christmas, 1877 3-I(>8 

August 7, 1879. — Not wiped for more than a year ; placed in balance 
covered with dust exactly as taken from box, which does not shut 
air light 3-236 

August 8. — Cleaned in hot water, as described above . . 3"310 
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My coDclusion from the above Dumbers is that^ although it is 
possible, by sufficiently wettiug the surface of the plate, to pro- 
duce any apparent reduction of the specific inductive capacity, 
yet that, if even very much less care had been taken to clean the 
plates than was taken in 1877, the greatest quantity of moisture 
that could accidentally have been left on them would have been 
totally incapable of producing anything like the difference now 
under examination. 

I am therefore led to the conclusion that in the course of a 
year and a half an actual change has taken place in the glasses, 
which is shown by a considerable real increase in their specific 
inductive capacities. To complete our knowledge of this new 
phenomenon we require a series of monthly observations, ex- 
tended over perhaps a period of several years. 

I am hoping shortly to continue the investigation of this 
subject. 

All that we can say at present is that the theory of specific 
inductive capacity is extremely obscure, and that induction, so 
far from being a ''direct action at a distance," is most certainly 
transmitted by the particles of the dielectrics, and is affected by 
almost every molecular change which may occur in them. 

I am hoping also to investigate the effect of duration of elec- 
trification, temperature, and electro- motive force. (See page 141.) 

Specific Inductive Capacity op Gases. 

Experiments op Boltzmann.* 

On April 23, 1874, Professor Boltzmann read a paper before 
the Vienna Academy, in which he announced that he had suc- 
ceeded in detecting and measuring differences in the specific 
inductive capacities of gases. 

The CoNDENSBtt. 

The condenser (fig. 38) consisted essentially of two metal 
plates, d and tf, insulated from each other and contained in a ^lass 
receiver, which could be connected to an air-pump and to a 
gas-holder. The plates d and e could be charged or connected 
to the earth or to the electrometer by means of two wires,/? and q, 
which passed through shellac plugs inserted in the top of the 
receiver. 

* Wiener SitzuDgsber., Bd. Ixix. part ii. page 795. 
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The platfiB a, h,f, g had no electrical use, but were kept always 
connected to earth. Their object was to conduct away any heat 
which might be developed by the friction of the entering gaa. 




-. fitted 



Plg.S8. 

Tlie plate (f rested on three shellac blockfl, which \ 
into brass sockets fixed to the plate h. 

The plate e was attached by shellac blocta to the plate _/", and 
the latter was levelled by means of three screws, i i i. A case, 
h k, of thin sheet brass protected the condenser from external 
induction. The wires/) and q had each a flexible joint in them, 
in order that vibrations of the receiver might not shake the con- 
denser plates. 

Thbokt op the Expekiuents. 

Before commencing the experiment!! the plate e was connected 
to earth and the plate d to the electrometer, and air pumped in 
and out of the receiver. No deflection occurred, which showed 
that the plates were not electrified by the friction of the air. 

At the commencement of an experiment, d was connected to 
earth and to the electrometer, while e was electrified ( + ) by 
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means of 800 Daniell cells. The (-f ) electricitj of d escaped to 
earthy wtrile the (^) was held by the attraction of the ( + ) on tf. 

e was now insulated bj raising the wire m^ but as this 
caused no change in the electrical state of the system^ there 
was still no deflection of the electrometer. 

If now one more cell were added to the battery, the electric 
action from e to d would be increased, and there would be a 
deflection of the electrometer. It was found that, for one 
added cell, /3 was about 60 scale divisions. 

But if, without altering the battery, the action from e to d 
were altered by altering the dielectric between them, there would 
also be a deflection whose amount would depend on the change 
of specific inductive capacity, and whose direction would depend 
on whether that change was an increase or a decrease. 

It was found that pumping out the air until the pressure was 
reduced from that of the atmosphere (760 millims.) to about 10 
millims. of mercury caused a diminution of specific inductive 
capacity which produced a negative deflection (^a) equal to 
about 8 scale divisions. 

The Formula op Calculation. 

Let the potential due to one Daniell's cell be p, then, if there 
are 800 cells, the potential of the whole battery will be 300/7, 
or, generally, the potential due to n cells will he np. )3 is the 
deflection produced by the addition of one cell of potential p, 
and hence fi is proportional to p. 

Let K| be the specific inductive capacity of the air in the con- 
denser at the beginning of the experiment, and K, that of the 
gas or rarefied air in it at the end. 

Then^ by the known theory of a condenser, the potential of 

K 
every part of it will at the end of the experiment be - * times that 

K, 

which it was at the beginning. As d and the metal ease are 

connected to earth, their potential is zero at the beginning of the 

K 
experiment, and =i times zero, that is zero also, at the end. 

•^ 

The potential of the plate e, which was formerly up, becomes 

K • • 

~i If /H— that is, it changes by a quantity 

*^F""*^' or np (j^— lj« 



126 Electrostatics. 

This change in the potential of e causes a deflection of a scale 
divisions. 

But^ when one cell is added^ there is a change equal to // in the 
potential of e^ causing a deflection of fi scale divisions. 

Henee^ by simple proportion — 

As w 2> f =i — 1 j is to (i» 

80 is j> to 0, 

or 

i.e 

-(§-')-!• 

or 

m=i + S • • • ^')- 

Effect of the Density of the Gas. 

Professor Boltzmann has found that, with anj given gas, each 
change in its density causes an approximately proportional change 
m the quantity by which the specific inductive capacity differs 
from unity. For instance, if the capacity of a given gas at 
ordinary pressure wei'e 1*002, then at half pressure it would 
be 1-001. 

Let the specific inductive capacity of a vacuum be taken as 
unity, and that of any gas at ordinary pressure be 1 -h X^ then 
we know that, as the capacities of all gases differ ver}' little from 
unity, \ will be a very small quantity, and will have either a 
(-r) or (^) sign according as the capacity is greater or less than 
that of a vacuum. 

Let Ki be the capacity of the gas at a pressure of h^ millims., 
and K, the capacity at a pressure of d, millims. ; then 



and 



Ki is proportional to 1 + -J 



K. „ „ 1 + _ 

or 

E, 760 -f. \h 
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Now, as \ is a very small quantityi we may write this 

Ki ^ 7gf) -h Xfti —Xft ,_ 1 ^ X (^ — 6J ^ 
IL 755 "^ 760 • 

By combiniDg this with the formula (1), page 126, we have — 



which gives 



■I • a 1 J. X (ft | — 6i) 

^"*"^-^^— 760— 



^ ^ g 760 ... (2) 



A»« (*i - AJ 



and this formula was used in the experiments.! 
And we have for any gas— 

K«=l + X, 

where K;^ is the specific inductive capacity of that gas at 760 
millims. pressure when the specific inductive capacity of a 
''vacuum'' of about 5 to 10 millims. pressure is taken as 
unity. 

EXPBEIMENTAL DETAILS. 

The connections with the wires q and p were made by metal 
plates r and 9 fixed to the end of wire triangles hinged, as shown 
in fig. 38. They could be raised and lowered by means of cords. 
For better insulation the cords were not attached direct to the 
wires, but to little shellac cylinders tit. By raising r until it 
touched the wire a, the electrometer was put to earth ; or, by 
lowering m while r rested on /?, the electrometer and the plate d 
were put to earth together. A metal case 00 connected to 
earth protected all the electrometer connections from accidental 
induction. 

In order that the exhaustion of the air might be done quickly, 

* For tappotte A&i as 2 and X&i s 1, then 

K, _ 7^ _ , , 1 
K« ""761 Tbl 

and 1 4- — ^r\ * as 1 -f — . which gives a sufficiently close approxima- 
tion for experimental pnrposee. 

t The portion > — ^—r of the expression (2) was the mean of a number 
of experiments with different values of h^ and &f 
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a large chamber was placed between the air-pump and the tap 
Ci. The chamber was first exhausted by means of the pump, 
and then the tap C| suddenly opened. The condenser could be 
filled with any gas by first exhausting it and then opening the 
tap C, leading to the gas-holder. 

The thickness of each of the plates was from 4 to 5 millims., 
and their diameters about 160 millims. The plates d and e were 
1 millim. apart. 

Insulatinq Power of Aib. 

Some preliminary experiments were made to see whether the 
air between the plates could be trusted to insulate perfectly, 
particularly at low pressures. The plate e was charged, and d 
was put to earth. Then e and d were both insulated for a cer- 
tain time ty and then d connected to the electrometer. Any 
deflection which occurred would be due to the leakage of elec- 
tricity from tf to rf. 

When the time t was 5 minutes, which is much longer than 
the duration of any experiment, no deflection occurred. 

When i was 14 hours, there was a deflection showing that j^^ 
part of the electricity had leaked over. 

When the pressure was diminished to about 3 millims., the 
electricity passed by disruptive discharge* from one plate to the 
other ; but at pressures between 3 and 760 millims. the insula- 
tion may be considered to be perfect. 

Manipulation ov the ExpsaiMENTS. 

The operations were performed in the following order : — 

(1) The plates r and t and the wire m were lowered. (2) r and 

m were lifted. (3) The gas was pumped out. (4) r was lowered, 

but not m^ and the deflection of the electrometer was written down 

as —a. 

The order of the operations (3) and (4) could be reversed 

without causing any theoretical difierence. 

Results. 
The following results were obtained : — 

Temperature 15°— 17^ C. 

• See Chapter XLIY. 
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Taennm (tekan •■) ItiDOOOO. 


Qflaes at TaOmiUinis. and ir - ir 0. 


Kyt» - 1 + A 


Air 


1-000668 


Carbonic Acid . • 


1-000892 


Hydrogen .... 


1-000260 


Carbonio Oxide . 


1000650 


Nitrons Gas (NO) 


1000938 


Olefiant Gas 


C 1001208 
\ 1001266 


Marsh Gas .... 


1-000890 



From these results ProFessor Boltzmann calculates what the 
values of Kjw would have been at 0^ C. 
He obtains — 



Yacaam (taken m) 1000000. 


OSMS atTW) mUlims. and (fi 0. 


^rwtr 


Air 

Carbonio Acid . 
Hydrogen 
Carbonic Oxide . 
Nitrous Gas (NO) 
Olefiant Gas 
Marsh Gas 




1000690 
1000946 
1000264 
1000690 
1-000984 
1001312 
1000944 



For convenience of comparison with the results given by othci 
experimenters^ I have calculated from the above tables the specific 
inductive capacities of the various gases when that of air at 760 
millims. and 0^ C. is taken as the standard^ and called unity. 

The formula which I have used is as follows : — 

We have 

X for air at 0° C. and 760 millims. = -000590. 

Let the specific inductive capacity of any gas, when that of air 
at 0° C. and 760 millims. is taken as unity, be 1 + \' ; then, if wo 
write 



V =s X — -000690, 
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we shall get results which will be true within the limits of error 
of these experiments.* 
We have 



Gas. 


Specific Indaotitre Capacity. 1 


AtO'0.and7aOmimms. 


At l«o-17« C. and 
790 millims. 


Air at O^C. and 760 miUims. taken as l-OOOOOa 


Tacaum -MMIO 


Carbonic Acid . 
Hydro^n 
Carbonic Oxide 
Nitrous Gas (NO) . 

Olefiant Gas . 

Marsb Gas 


1000366 

-999674 

1<X)0100 

1-000394 

1-000722 

1-000364 


1-000302 
*999660 

1-000060 

1-000348 
C 1-000618 
i 1-000676 

1-000300 



EXPBftlMENTS OP AyETON AND PERRY.f 

In 1877, Professors A3rrton and Perry announced that they 
had been able to detect and measure differences in the specific 
inductive capacities of certain gases^ they being at that time 
quite unacquainted with the previous investigation by Prof. 
Boltzmann on the same subject. 




Two condensers — " the open condenser *' and *' the closed con- 
denser " — were used. 



• The true value of 1 -f ^' would be got from the proportion — 
As 1 + (X lor air) : 1 + (X for gas) :: 1 i 1 -h X . 
Thus the true value of 1 -f- X' for carbonic acid would be 

1 -h X' = yo^,^ = 10003668. 
1000590 

The value obtained by putting 

X' = (X — 000590) is 1-0003660. 

or this formula only introduces an error, 2 parts in 3600 in the valao of A, or 

2 parts in ten millions in the value of K. 

t ** On the Specific Inductive Capacity of Gases." Paper read before the 

Asiatic Society of Japan, April 18, 1877. 
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The open condenser (fig^. SB) consuted of a metiil plate, x, 
1815 Bquare centimetres in area, laid on a atone pillar, y, and 
another, m>, supported just above it by means of three ebonite 
Welliuff screwa. Hie upper plate waa prevented from beuding 
by means of small "jpiders." 

The closed condenser (figs, 40 and 41) consisted of a box in 
vhich there were 11 plates, each of 324 square centimetres in 
area, fixed parallel to each other. Nos. 1, 3, 5, 7, 9, 11 were 
connected to the box, and Nob. 2, 4, 6, 8, 10 to a wire which 
passed out throng'b a long glass tube, MP. 

The tube RR went to the mercurial air-pump. 

^c ratio of the capacities of the open and closed condenser was 




determined — first, when the latter waa full of air at ordinary 
temperature and pressure, and then wheu it was filled with some 
other gas. 

The ratio of these two determinations gave the Gpecific induc- 
tive capacity of the gas. 

The method of comparison wns as follows : — 
K 2 
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Method of Comparison. 

One conductor of each condenser was connected to earthy and 
the other plates were charged to equal and opposite potentials bjr 
means of a battery of 87 Daniell cells and a reversing key. 

The key was so arranged that when the ( + ) pole was connectefl 
to one of the condensers, the (— ) was connected to earth, and 
vice versd. The first position of the key gave connections, as shown 
in fig. 42, and the second as if, in the same figure, the lever b 
had been depressed and a raised. 

This arrangement gave double the difference of potential which 
would have been obtained by connecting the two poles to the two 
condensers respectively. For, if we call the difference of potential 



«ATTEIIV 




Fig. 42. 
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between the poles of one cell unity, the latter plan would have 
caused a difference of potential of 87 between the two condensers. 

In the plan which was adopted, one condenser was charged to a 
potentiiil of 87 less than that of the earth (viz. to — 87), and the 
other to a potential of 87 more than that of the earth, and their 
difference of potential was 171. 

The two condensers were then disconnected from the batteiy 
and connected to the electrometer, as in fig. 43. When tho 
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capacities were exactly equals there was no deflection. Wlien 
they were not equal, there was a deflection whose direction showed 
which condenser had the greatest capacity, and whose amount 
depended on the amount of their diflerence. 

This deflection shows the potential of the remanent charge '\n 
arbitrary units of the eleclrometer ; let us call \tp. 

In order to calculate the capacities, it is also necessary to know 
the potential of the whole charge in the same arbitrary units of 
the electrometer. 

With a small battery this (the potential of the whole charge) 
could be determined by connecting the poles to the electrometer 
and observing the deflection. With 87 cells this cannot be done, 
as the deflection would be greater than could be measured in the 
instrument. 

The following method was therefore employed. The two poles 
of the battery were connected, as in fig. 42, by a long fine wire, 
called a " resistance coil of 10,000 units of resistance.'' * 

It is known by Ohm's law | that the potential falls uniformly 
from one end to the other of any resistance wire which connects 
two poles of a battery; and therefore we can obtiiin a known 
fraction of it as follows : — 

Let us suppose the wire to be 1 00 inches long. Then the diffe- 
rence of potential between one end and a point one inch from that 
end will be exactly yj-^- of the difference between the two ends. 

By connecting the electrometer poles to one of the battery 
poles and to a point, such that the resistance between the elec- 
trometer poles is yj^ part of the whole resistance between the 
battery poles, we shall get a deflection which corresponds to y^ 
of the difference of potential l)etween the latter. 

Let us call this deflection d; then the difference of potential 
between the two poles of the battery will be equal to (100 d) 
arbitrary units of the electrometer. 

We know that the charge of a condenser is equal to the pro- 
duct of its potential into its capacity. 

Let us call the capacities of the closed ana open condensers 
C and O respectively. 

Their charges will then be — 

(100 rf. C) and ( — 100 d, 0). 

• See Chapters XXII. and XX7II. f See Chapter XXL 



of some other gas, and the result written down as 7^. 
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When thej are added together^ they charge the two condensers 
together to a potential /?. 

Bat the capacity will be C + O^ and therefore the charge 
will be j9 (C + O). 

Now this is the algebraical sum of the two former charges^ 
and we have the following experimental equation : — 

100(fC — 100rfO=j9(C + 0) 
or 

(100 (f — ;>) C = (100 d-\-p)0 

or 

O 100 rf — jp* 

c . 

This determination of the value of -^ having been made with 
the closed condenser full of air, another was made with it full 

c; 
o 

We then have 
C 
^ =95 Specific Inductive Capacity of the gas under examination. 



The following results were obtained : — 

Dielectric. Specific Indactire Oapacitj. 

Air 1-0000 

Vacuum '9985 

Carbonic dioxide .... 1*0008 

Hydrogen -9998 

Coal gas 1-0004 

Sulphuric dioxide .... 10037 

We see that Faraday's failure to detect any difference in the 
specific inductive capacities of gases was solely due to the ex- 
treme minuteness of the differences, and to the want of delicacy 
of his apparatus. 

The '^ probable error/' in any of the above determinations, is 
calculated to be not more than 0*00015 ; that is, the last figure 
of each decimal is correct to within 1 J. 

Summary. 

The following table gives a general summary of the results of 
the experiments described in this Chapter. Their special impor- 
tance with regard to the theory of electricity will bo seen in 
Part IV. 
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Pbofksbob Boltzhakn has had the kindness to send me the following expla- 
nation of hit formula, given on page 92, for calculating the specific inductive 
capacity of a dielectric hall from the ratio of the attraction of it, and of a 
conducting hall, hy a charged hall : — 
In every dielectric we may write — 

M = *R (1) 

where /i is the " dielectric moment " of a unit of volume, R the resultant force 
at any point of the dielectric duo to all the electricity acting, whether induced 
or otherwise, and iEr is a constant depending on the nature of the body. It 
is first necessary to prove that 

K = 1 -h 4 TT X'. 

where K is the specific inductive capacity. 

Let us consider one of Faraday's spherical condensers (6g. 25, p. 81). Let 
the radii of the two concentric balls he 

a and a + d 

' respectively, and let there be only air in the space between them. 

Let the inner hall be charged to the potential p, and the outer connected 
to earth. Let the charge. of the inner ball be + ^ and that of the outer 

The potential at a point on the outer surface of the outer ball will be the 
game as if both charges were collected at the centre, and will be 

i — i^ — I > .... (2). 

But as the outer ball la connected to -earth its potential is zero, which gives 
us 

'E = E' (3). 

The potential at any point of the surface of the inner ball due to the charge 
E'is 

_ E^ _ E 
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B 

The potential at the same point dae to the charge B is — 
The total potential /> at the surface of the inner ball is then 

^=«-im-? (*)• 

when d is very small. 

Now c, the capacity of the condenser, equals — 

P 
(page 67). 

We have then 

E_JE_a" . 

p~Ed~r ^ '• 

Now let the condenser be filled with some other dielectric instead of ur. 
We may consider the dielectric to be divided into a great number of inde- 
finitely thin concentric shells, each of thickness d. 

Every one will be polarized, so that there will be a charge — on its inside 
surface and -|- e on its outside. Each + e, except that on the outside shell, 
will have a ^ e next it, and each — e, except the one on the inside shell, will 
have a + next it ; so all the charges will neutralize each other, except that 
there will remain a — e on the inner surface of the dielectric and a + ^ on 
the outer surface. Thei-e are now four charges acting, viz. + E, — «, + e, 
and — E'. The potential due to all four together at a point on the outer 
metal sphere will be 

E _ e ^ ^ _ E^ /gx . 

and as the outer ^here is connected to earth, this must be zero, which shows 
that E still equals E' after the insertion of the dielectric 

The potential due to the four charges at a point on the inner ball will be 

E <? . e E 



y = £i-f + 



a a a+d a+d 

='■'-" (i-rii) ='-5^ ">• 

The capacity has been altered from e to c/ where 

<^-}r=J^, («)• 

Let us now consider the forces acting:— 

At any point in the dielectric the charges — E' and + e have no effect, 
while the charges + E and — e can be considered to be collected at the centre 

of the ball ; therefore the electric charge acts with a force —-^— on a unit of 

cr 

electricity concentrated at any point of the dielectric, for the charge E acts 

E — € 

with a force -^ and ^e with a force --j- neglecting quantities of the 

order -|, 
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— • 



is the qoantitj which was denoted b j B (9) 

^ eq^fttion (1). 

Tl'bc dielectric moment of the whole dielectric is ed, for d is iU thickness 
^^ ^ the charge of one side. The volame of the whole dielectric is 

4 ir a" « .• 

^e> ^electric moment of a anit of Tolome is therefore 

I^His quantity was denoted by \k in equation (1). 
*^^ equation (1) 

^^^J* therefore be now written by substitnting from (10) and (9) 

e _ i. E-e 

e=r4ir;fe(E — e) (11), 

whence we obtain 



asd 



'=rT^^ <^2). 



^— =nTO <i«)- 



Sabititating thia valne (13) in (8) we obtain for e* 

c'=(l + 4,*)^ (14), 

and substituting in (14) the yalue of -^ from (5) we have 

o 

</ =r (1 + 4 TT it) <? (16). 

But the ratio of the capacities equals K, the speciGc inductive capacity of the 
dielectric ; and we hare therefore 

K=- = (l + 4irlr). . . . (16), 
c 

which was to beproyed. We note that any small part of a condenser with 
flat plates may be considered as part of a spherical condenser whose radius is 
Tery large. 

* For the Tolome of sphere of radius a, ^^ - -a c^\ that of one of radius 

o 

(a + d) = s*** (^ "^ ^)'* ^^^ difference, which is the volume of a shell of 

thickness d, is^ir(8a'd-f8ad' + d'), and, as d is small, we may neglect 
8 

its second wd third powers. 



t38 
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coDsider the attrartioD of a dielMtric ball. 



Let ai ploM at anj point, eaj for instance on the " working-ball," a char^ 
of electricity + E. and let it at tract n dielectric ball of radius b. Saeh volume 
element of the ball vill be dielectrlcnily polarized, aod the lide nearest to 
+ E ntll be negatively cbarged, and that furthest from it will be positively 
charged. 

In the fulloivin^ argument ne must consider the distance between tbe charge 
(i.e. the " the working- ball") anil the dielectrio ball to be bo great, eompured 
with the railing of the Utter, tbat all the lines of force may be taken as parallel, 
and tbat all points of the dielectrin may betaken to beat prikctically tbe same 
distance from tbe charge, so that the forces acting on the electricity of tbe 
dielectric may be considered eqoal and parallel. 

When tbe electricity of the dielectric hall is undisturbed, wo nm}', if we 
please, connidcr every element of it to be charged with equal and opposite elec- 
tricities. If (he total amount of each throughout the ball be cnlled e, wa may 
regard (he ball as composed of two coincident spheres uniformly charged 
throughout — the one, which we will call A, with negative electricity, the other, ■ 
fi. with positive; the total charge being in the one caxe — e, in tbe other ■\- e. 
Since at present the two spheres are soppowd to coincide, the result is a sphere 
at every point of which equal and opposite electiicitjea are present: in other 
words, a perfectly neutral bail. 





Now let US conHider tbe eSect of the polarization induced bj the ] 
the charge + E on the " working-ball." Since the forces exerted on tbielec- 
tricities at every point of the dielectrio are to be regarded as equal and parallel, 
the equal and opposltu electricities at every point of the dielectric will be 
separated to the name distance, and in a direction parallel to the line 
joining the charge -\- K with the centre of tbe dielectrio. Regarding separately 
the resulting disturbance of all the positive and all the negative chargen, we 
Bee that the total efTert may ho represenled by supposing thst the twospherea 
of positive and negative electricity which originally coincided and Riled the 
dielectric ball are displaced as in fig. 44 ; the negative sphere, A, being moved 
slightly towards the charge + £, tbe poE<itive, B, slightly away from it. The 
total force exerted by the now polarized dielectric may be regarded as the 
resultant of the forces eierted hy these two spheres, A and B. 

We can determine the action on the whole dielectric hall from the notion on 
these two imaginary balls. 

We have the one A containing a quantity of negative electricity — o. Let 
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its centre be at Oi (fig. 44). The second ball B oontains a qnantitj + e, and 
we will suppose its centre to be at CV 

Let ns put the distance Oi (\ = X, where X is a very small quantity. 

The two balls A and B will now have the same external effect as if their 
charges — e and -f * were concentrated at their centres O and Oi reftpec- 
tiTely. 

The dielectric moment of the two balls A B Lb now 

e.0, 0„oreX« (17). 

As the radius of each of these balls is h, the volume of each will be 

^6* (18), 

and therefore the dielectric moment ii for each unit of yolume will be got by 
dividing (17) by (18), and will be 

The electric attraction, on the charge E, of the ball A, with its centre at Oi, is . 

^ (20), 

where r equals distance E Of. 
The repulsion of the other ball B is 

(7TX> • • • • • (^^>' 

which gives for the total attraction A exercised by the charge £ on the 
dielectric ball — 

'* — r* (r-f X)" 

_ Eg{r^ + 2Xr + X» — r»| 

f*{r-^ X)' 

= ^12X!: = E.^ (22) 

neglecting quantities of the order X'. 

We shall now see the use of the equation (1), /a = ^ B. 
We know from (19) that 

d^X 



f* = 



4 7r// 



» 



and we wish to find R. 

For this purpose let us imagine a unit of positive electricity collected at the 
point Oi, and see what is the total force exercised on it. 

The charge -|- E exercises on it a repulsion — 

R. = J (23). 

* This expression is the same as that for the moment of a magnet whoso 
length is X, and the magnetic strength of whose N. and S. poles is — ^ and 
4- respectively. See page 149. 
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The ball A canDot act Tip3n Oi because Oi is exactly at its centre. 

Let us suppose the ball B to be divided in two parts. 

One a vatall ball of radius X, and having iU centre at 0, (the small circle in 
fig. 44). Let us call the electric charge of this, c. 

The other, a hollow ball, surrounding it. 

This hollow ball does not act on d. The little ball, however, cxei-cises a 
repnlsion — 

K. = ^ (24) 

upon Oi. 

As the ball B is supposed to be entirely and uniformly filled with electricity, 
we have, ratio — 

^ f volume ) C volume of") 

''*— lofsmaUballJ ' 1 ball B y 



or 



thatb 



whence, from (24) 



'^ 3 

TT • • • . • (2o), 



R. = ^ (26). 



6« 

Since Bi and Bb act together, and iu opposite directions, we have from (23) 
and (26) 

B ^ Bi •— Bji = -j^r5- • • • • • (27). 

This is the total force towards £ which acts on the electricity concen- 
trated at the point Oi. 
The equation (1) 

now becomes from (19) and (27) 

8eX_*E ieX ^j,. 

z^~-^~ nr ^'' 

whence we obtain 

•*-(4,r* + 8)r' ^'' 

Let us now substitute in (29), the yalue of 1 + 49r ib given in (16), and we 
shall have 

Let ns inibstitate this Talae of iK in the expression (22) which w« fonnd 
fur il, the attraction of the dielectric ball, and we shall have 

._K-1 2E'6' ^1, 
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To obtun the ftttnetion V of a metal ball, we pot K = « (^ee page 102) 
in thoexprneion (31)» which gives 

The ratio (£* page 92) of the attractions of metal and dielectric balls is 
tben£rom(31)and(32), 

E» = ^=-|^. . . . (33), 

and we see that (33) g^ves us 

K=-i;-±5 (34). 

the equation need on page 02. 

In the actual experiments the correction,f which has to be applied in con- 
•eqnence of the balls not being indefinitely small, is exceedingly minute ; the ' 
ratio of the corrected and uncorrected values of £* is only that of 1 to 1*003 
or 1*004, which would cause an absolutely inappreciable difference in the 
value of K. 

* Of course, this is not the same £ as we have been usiug in this 
Appendix* 

t The corrections used will be found in Wiener Siti.* Bd« Ixx., part ii., 
page 907. 



Db. Hofkinson's Experiments. 

Since page Vl% was written, Dr. Hopkinson has (on Nov. 3rd, 
1880) communicated to the Royal Society * an account of some 
further experiments which he had made, in order if possible to 
account for the difference between his results and mine. He 
finds that, with a rough model of the 5-plate balance, varying 
the distance apart of the plates alters the results obtained. He 
suggests that some such change of position may account for the 
changes in the inductive capacity of glass observed by me. It 
is, however, certain that, having regard to the numerous minute 
precautions which have to be taken in working the 5-p1ate 
balance, no " rough model '' could possibly give even approxi- 
mate results; and further, although the balance certainly hud 
been taken to pieces and put together again, between Cliristmn», 
1877, and August, 1879, yet its construction is such that tlie 
distances apart of the plates cannot possibly have been appreciably 
altered. 

• Proc. Boy. Soc., vol. xxxi. 1880-81, p. 148. 
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Experiments on Liquids. 

On January 6th^ 1881, Dr. Hopkinson communicated to the 
Royal Society * the following determinations of the specific 
inductive capacities of certain liquids : — 



Name of Liquid. Specific ladactive Capacity. 


Petroleum spirit (Field's) 


. 1-92 


Petroleum oil (Field's) . 


. 207 


Petroleum oil (common) . 


. 210 


Ozokerit lubricating oil (Field's) 


. 213 


Turpentine (commeitsial) 


. 2-23 


Castor oil .... 


. 4.78 


Sperm oil .... 


. 302 

« 


Olive oil 


. 3-16 


Neats'-foot oil . 


. 307 



• Proc Roy. Soc., vol. xxxi. ISSO-Sl, p. ai7. 
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CHAPTER XII. 

MAGNETISM — PRELIMINARY EXPERIMENTS. 

For these experiments there will be required two steel bar mag- 
nets about six inches long^ a small compass, some knitting-piiis 
and sewing-needles^ a piece of watch-springs some soft iron bars^ 
and some iron filings^ 2 or 3 lbs. As these can be procured for 
two or three shillings^ the student is recommended to obtain them^ 
and repeat the experiments as they are described. 

Erp^rimenft. — It will be found that magnets attract pieces of 
iron or steel, and that the iron^ and generally the steely is attracted 
equally by either end of the magnet. It will also be noticed that, 
if we bring one of the magnets near the compass, one end of it 
will attract its north-pointing end and repel the opposite, while 
the other will attract the south-pointing end and repel that which 
points to the north. 

Thus there is a difference in the ends of the magnets. To dis- 
tinguish the ends it is the practice of European manfacturers to 
make a file mark on that end of the magnet which attracts the 
south-pointing end of the compass-needle. For brevity I will in 
future call this end the marked end of the magnet and the other 
the unmarked end. 
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ETperimenL — Float one of the magnets on a bit of cork in 
a basin of water^ so that it is free to move^ and holding 
the other in the hand, bring first its marked and then its 
unmarked end near the marked and unmarked ends of the 
floating magnet. 

It will then be found that 

The marked end of one repels the marked end of the other and 
attracts the plain end, while the plain end repels the plain end 
and attracts the marked end; or, briefly, first defininof that 
The ends of a magnet are called its poles, 
Like magnetic poles repel each other, unlike attract. 
For the next experiment it will be necessary to manufacture 



some magnets. 



Magnetization. 



Magnetization may be performed by rubbing a bar of hard steel 
with a permanent magnet in a particular way, or rather any one 
of two or three ways. The simplest is called "magnetization by 
single touch." To perform this, the bar to be magnetized is laid 
on a board, fig. 45, near one end of which is a stop whose height 
is less than the thickness of the ba'r. 




" — 1 



Fig. 45. 

The magnet being held in a sloping position is drawn over the 
bar many times, always in the same direction, say from a to i, 
and always with the same end, say the marked one downwards. 
The bar will now become a magnet with its marked end at 
a. If either the direction of motion, or the pole used, had been 
changed, the magnetization of the bar would have been reversed. 
I f both were changed, it would not be reversed, or rather would 
be reversed twice. 

Another and more convenient method is called *^ magnetization 
by double touch,'' fig. 46. In this method the bar or knit- 
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tiDg needle to be magnetized is laid on the table, and two 
magnets being taken, one 
in each hand, by opposite 
ends, the other ends, viz. 
the marked end of one mag- 
net and the plain end of the 
other, are held together at the 
centre of the steel bar. They 
are now drawn apart quite y\^. 4«. 

over the ends, lifted, and 

replaced at the centre, when the same process is repeated. After a 
number of repetitions, the steel bar is found to be a more or less 
powerful magnet, the marked end being that over which the 
plain end of the magnetizing magnet has passed, and v\ce versa. 
Let us now take the magnet wliich we have made, and 
make a file mark on it, that we may know which is the marked 
pole. 

Let a pen-tray, or other convenient vessel, be filled with 
iron filings, and the magnet put into it. On lifting it out, 
it will be found, if the process of magnetization has been 
skilfully performed, that a large bunch of iron filings hangs 
to each end, and that none, or hardly any, hang to any other 
part. 

Thus the whole of the magnetic force of the magnet resides at 
its poles. 

Poles Inseparable. 

Let us now try whether we can separate the poles, so as to 
have one magnet with only a marked pole, and another with only 
a plain pole. 

By means of a file or pair of pliers let the magnetized bar be 
cut into two pieces; it will be found that the old ends still retain 
all their magnetic properties unchanged, but the new end of the 
piece which had the file mark on it is an unmarked pole, and 
the new end of the other is a marked pole, and that either of the 
new ends will support as big a bunch of iron filings as cither of 
the old ends. 

Stuenoth of Poles Kc^rAL. 

Thus every magnet has two opposite poles. To show that the 

L 2 
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strength of these poles is equals mugnetize a piece of watch- 
springs and bend it round so as to bring the 
poles together (fig. 47). On bringing it 
near* to a compass^ there will be no effect 
whatever^ which shows that the attraction of 
the one pole exactly neutralizes the repulsion 
of the other. 
A better experiment^ however, is the following. We know 
that the marked end of a compass needle points to the north and 
the plain end to the south ; we can then consider the earth as a 
huge magnet, whose marked end is at the South Pole and whose 
plain end is at the North Pole. 

Let a magnet be floated in water so that it is free to move 
in any direction. If the poles are not of equal strength, but say 
the marked pole is the strongest, it will be more attracted to the 
north than to the south, and will move northwards. Nothing of 
the kind actually occurs ; the needle twists round till it has taken 
up a position pointing north and south, and then remains at rest. 
The opposite poles are of equal strength. In fact, if we take any 
magnet and cut it in two, each piece becomes a separate magnet, 
whose poles are of the same strength as the original poles, and 
generally : — 

Into however many pieces toe cut a magnet, each will have two 
opposite poles, whose strength is equal to that of the poles of the 
original magnet. 

Magnetic Field. 

Any region where forces act is called a field of force. If the 
forces are magnetic, it is called a field of magnetic force, or 
briefly a magnetic f eld. 

When the direction and magnitude of the forces are equal at 
all points in the field, the field is called uniform ; when the forces 
are magnetic, such a region is called a uniform magnetic field. 

Throughout a region the size of any ordinary table, the 
earth's magnetic force may be considered uniform. 

For convenience let the table be set so that the compass 
needle points along it. Now at all points just above this 

* The poles must not be brought too close, or the one nearer the oompass 
will act more powerfully than the one far from it. 
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table there will be a conetant magnetic force parallel to the 
length of the table. It will not be horizontal ; but^ as a constant 
proportion of it will be horizontal, we may, for our present pur- 
poses, consider it to be so. 

Couple. 

The force on any compass-needle, or other magnet on the table, 
is now what is called a couple, 

DefinHian of a couple. — A couple consists of two equal and 
opposite forces, acting on a body in directions which are parallel, 
but do not coincide. It is obvious that a couple cannot move a 
body, but only cause it to revolve. The force acting on a water- 
wheel is a good instance of a couple. Neglecting for a moment the 
weight of the wheel, we see that, if there were no axle, the force of 
the water acting at A, fig. 48, , 

would simply carry the wheel y^^^ ^N. 

down stream. When, how- / \ 

ever, an axle is inserted at O, J ^ — Q U 

then, in order to prevent \ 

the wheel being carried down \. 

stream, the bearings of the ^-^t^^^^t^^ 

axle have to press on it with :'~ — - ZI-^ ':~ ^~. =~~.^ ^~^ ^ 

a force equal to that exerted fi^. «. 

by the water, and in an opposite direction. Here there are 
two equal forces forming a couple, and their effect is to make 
the wheel revolve. 

A magnet in a uniform magnetic field, in any position except 
parallel to the lines of force, is subject to just such a couple, 
only, if the magnet is free to move, it very soon takes up a 
position parallel to the lines of force, and then the directions of 
the two forces coincide and the couple disappears. 

Moment. 

The directive force of a magnet, in any position in any field, 
equals the force which a torsion thread at its centre would liave 
to exert to keep it in that position, and is the moment of the couple 
exerted by the magnet, or as it is generally called, the moment 
of the magnet. 

Definition ofmamenL — The moment of a couple is the strength 
of either of its equal forces, multiplied by the perpendicular dis- 
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tance between the lines^ which represent their directions and pass 
through their points of application. 

To return to our water-wheel illustration. The moment, or 
turning force of the couple acting on the wheel, is the pressure 
exerted by the water on the paddles multiplied by the radius (or 
distance from axle to paddle) of the wheel. If we double the 
water pressure, we double the turning force ; or, if we double the 
radius of the wheel, the same water pressure will exert double 
the turning force. If we halve the one and double the other, the 
turning force will remain constant. 

In districts where water is scarce, the necessary mill-power is 
got by increasing the diameter of the wheels. 

To FIND THE Magnetic Moment op a Magnet in any position. 

Draw the length and position of the magnet and the direction 
of the lines of force of the field, fig. 49. 

Draw lines A E, B D, through the poles A B of the magnet 




parallel to the lines of force. Draw A C perpendicular to these 
lines. Then A C, the distance between the forces, is called the 
avm of the couple. 

The length A C, multiplied by the strength of the pole, is the 
moment of the magnet A B in its present position. 

The total moment of a magnet is its moment when its direction 
is perpendicular to the lines of force ; that is, when A C becomes 

equal to A B. 

We know that the area of a rectangle is its length multiplied 

by its breadth. 

Let us now, on the line A F, mark off a length A E, propor- 
tional to the strength of the pole, and complete the rectangle 
ACDE. 

The area of this rectangle is then equal to the length A C 
multiplied by the length A E, or, in other words, to the strength 
of the pole multiplied by the arm of the couple; that is, the 
rectangle A C D E is proportional to the moment of the couple. 



Magnetic Moment. 
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Thus^ when we have settled what length on the line A F 
shall represent a unit of magnetic foree^ we have a convenient 
method of finding the moment of any magnet in any 
position. 

Tub Moment of a Magnet is not altered by cutting it in 

PIECES. 

Let us take our magnet A B^ and, having determined its 
moment in any given position^ cut it up arid determine the 
moments of the separate pieces when they lie in the same direc- 
tion. On adding them we shall find they are together e<iual to 
the moment of the original magnet. 

For, let the direction of the force be as teforo A F (fig. 50), and 
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Fiff. 60. 

let the strength of the pole A be represented by the length A E, 
then, as before, A C is the arm of the couple and its moment is the 
area A C D E. Now cut the magnet into, say, three pieces, A^j, be, 
cB, and determine their moments. To do this draw be, ce^, in the 
direction of the force at i and t?, viz. parallel to A E, and mark 
off on them lengths b^ e, c^ e^, to represent the strength of the poles 
b c. By our experiment (page 148) we know that these are each 
equal to that of A, so that the lines A E, ^j e, c^ ^„ are all ecpuil. 
The arms of the new couples are respectively A ^„ b^ c^, c^ C, and 
therefore their moments are the areas 

■ 

A bi, e E, ^1 c'l ^1 e, c^CD e^, 
which added together make up the area A C D E, the moment 
of the original magnet. 

The total moment of a magnet is the moment when it is at 
right angles to the lines of force. 

Magnetic Potential. 

The potential due to a given magnetic pole is of precisely the 
same nature as that due to an electrified body at that place. The 
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whole of the chapter about electric potential (page 26) may be 
applied to magnetic poles^ with the following alteration : — 
i Body charged with "j ( marked magnetic ^ 

^' I + electricity J \ pole. J 

^ f Body charged with 1 _ f unmarked magnetic ) 

For { _ electricity } '^ j pole. | 

If, however, we wish to obtain the whole system of equi- 
potential surfaces due to a magnet, we must remember that they 
will be " symmetrical '' on the two sides of a line drawn at right 
angles to and at the middle point of the straight line joining the 
poles. For, suppose a magnet A B to be of any shape, fig. 51^ the 



\ 



Fig. 61. 

line of symmetry will be the lineC D in the figure. "When we say 
that the system will be symmetrical with regard to the line C D, we 
mean that, if we draw the system for one side, say the side A, and 
then place a looking-glass along the line C D, the reflection of 
the drawn system will be a coiTect representation of the system 
on the side B. 

Corollary, — The potential along the line C D is zero (see pages 
27, 28), for the potential at any point of it is the potential due 
to two equi-distant equal poles of opposite signs. 

Maqnetio Induction. 
Experiment— l^vike a short bar of soft iron a i, fig. 52, of the 
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same shape as one of the magnets and place it against one pole; 
it is attracted, and either end of it is attracted equally. 

Now bring the compound bar A b near to the compass. We 
shall find that there is hardly any attraction or repulsion at B, 
but that a new pole almost equal in strength but of opposite kind 
to A has been developed at b. This shows us that the end B of 
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the steel magnet has induced at a a pole of opposite nature and 
almost equal strength to itself. 

This accounts for the attraction of the soft iron^ as the pole B 
attracts the opposite pole which it has itself induced. (Compare 
l>age 7.) 

Intensity of Magnetization. 

The same steel bar may be magnetized more or less intensely. 

As a rule, if we increase the strength of the magnetizing mag- 
net, we increase the magnetization of the bar. In all bars tliere 
is, however, a certain limit, after which no amount of magnetic 
force can increase their permanent magnetism. This is called 
their '^ saturation point,^' and bars so magnetized are said to be 
magnetized to saturation. 

It is possible to super- saturate a bar with magnetism, that is, 
to temporarily give it a stronger magnetization than it can per- 
manently retain. It is then found that, after the inducing 
magnetic force is removed^ the magnetic force diminishes at a 
gradually decreasing rate until it has reached its permanent 
amount. That is, for the first few hours it diminishes rapidly, 
then more slowly for some days, and very slowly for many weeks. 
For this reason all magnets used in investigations, wliore the 
intensity of magnetization is atisumed constant throughout the ex- 
periments, should be magnetized at least six months beforehand. 

The removal of the super-saturating magnetism may be hastened 
by any process which tends to allow the molecules to slide over 
each other. Such, for instance, as alternate cooling and heating 
in cold water, and water, say, at 150° F., gentle blows with a 
hammer, &c. 

M. Jamin* has constructed two magnets, one whose weight 
is 6 kilogrammes (about 12 lbs.), and which will support 80 
kilogrammes, or 13 J times its own weight; another weighing 
50 kilogrammes, which will support 500. This last is by far 
the most powerful permanent magnet which has yet been con- 
structed. 

The above weights were supported after the magnets had 
attained their permanent condition. 

Another of M. Jamin 's magnets carried sixteen times its own 
weight immediately after being magnetized. 

• Comptee Bendus, 1873, T. Izxvi. p. WXA. 
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It is said that very small magnets have been constructed which 
will carry twenty-five times their own weight. 

Magnetic Units. — Unit Maqnetic Pole. 

A unit magnetic pole is a pole which repels another unit polo 
at unit distance with unit of force. 

In the CG.S, system* it is the pole which repeU a similar poU 
distant 1 centimetre with a force of 1 d^ne. 

Units. — Magnetic Moment. 

The unit of magnetic moment is the moment of a magnet of unit 
lengthy the strength of whose poles is equal to unity ; or generally 
of any magnet y the product of whose strength into its length is equal 
to unity. 

In the C. 6. S. system the magnet whose moment is unity is a 
magnet whose length is 1 centimetre, and the strength of whose 
poles has the unit value defined in the last paragraph. 

The magnetic moment of a magnet is the strength of one of its 
magnetic poles multiplied by the length of its axis. That of the 
earth is equal to 

86,600,000,000,000,000,000,000,000 C.G.S. unit*. 

Index Notation. 

This is a good opportunity to give the notation now adopted 
to save writing a long list of noughts in large numbers. It 
consists in writing the first of the whole numbers followed by a 
decimal point, and then indicating that the whole number and 
decimal are to be multiplied by 10 as many times as may be 
necessary. The number of times is indicated by a small figure 
called the " index ^' above and after a lO.f 

This index gives the number of noughts in the multiplier ; and 
as only one figure is put to the left of the decimal point in the 
number, the index is also the total number of noughts and figures 
after the first number. 

Thus, 8.5 X 10' is known at once to be 8 followed by 6 figures, 
the first of which is a 5 and the rest noughts. 

♦ Page 49. 

t Thu8, 10» = 10 X 10 = 100, 

10> = 10 X 10 X 10 = 1000, and to on. 
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In this system of notation the earth's magnetic moment is 

written 

8 66 X 10« 

which is a much more convenient number both to write and read 

than the row of noughts above. It shows that the decimal 

point is to be moved 25 figures to the right. Long decimals are 

expressed in a similar way^ only the index is written with a 

negative sign. A negative index means that the number is to 

be divided by 10 that number of times. 

Thus, 

8-66 X 10-* 

means a decimal which, if written in full, is 

OH)0000866 
It shows that the decimal point is to be moved 6 figures to 
the left.* 

Units. — Intensiti of Magnetization. 

Let us imagine a quantity of a substance all uniformly mag* 
netized, and let us cat any bar out of it and determine its 
magnetic moment. 

Let us now, leaving the section of the bar the same, double its 
length. Wc shall double its magnetic moment, because, leaving 
the strength of the poles the same, we have doubled the arm of 
the couple. In doubling its length we have doubled its volume. 

Again, leaving the length the same, let us double the section ; 
we have now also doubled the magnetic moment, for the strengtii 
of the poles has been doubled and the arm of the couple has 
remained constant. In this case also we have doubled the volume. 

So again, if we doable both the length and the cross section, 
we quadruple both the moment and the volume. 

Hence we may state, — 

If from any uniformly magnetized iubitance we cut any piece what- 
every it^ magnetic moment is eiwply proportiokal to its volume,^ 

Wc can now define the unit intensity of magnetization. 

The intensity of magnetization of any uniformly magnetized 

* It may be noted that this index is also the index or characteristic of the 
logarithm of the number. 

t We see that, in fig. 60, p. 161, if we cut the magnet in two, and lay 
the pieces side by side, we shall have the area of the rectangle A C D £ still 
the same, became we »hall ha?e halved its height and doubled its length. 
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substance is unity when a unit of volume of the substance has a 
magnetic moment equal to unity. 

In the C.G.S, system tie unit of intensity of mapnetizatian is tie 
intensity to wkich a substance must be magnetized that a cubic eeu^ 
timetre of volume of it may have a magnetic moment equal to unity 
as defined above, (Page 154.) 

The intensity of magnetic field is the force which a unit pole 
will experience when placed within it. 

A magnetic field of unit intensity is in the C.G.S, system a field 
where a unit pole will be acted on with a force of one dyne. 

Maximum of Permanent Magnetism. 

It is stated by Kohlrausch* that the maximum of magnetiza- 
tion which long thin steel rods can permanently retain is about 

785 C.G.S. units of intensity. 

Pull on a Compass Needle. 

The horizontal force of the .earth's magnetism at Kew is now 

about 

•179 dyne. 

That is, if a compass needle, the strength of whose pole is unity, 

be placed E. and W., the force acting on each pole, and tending 

to turn it to an N.S. position, will be '179. 

If the needle were one of Kohlrausch's magnets, the force 

would be 

•179 X 786 = 90-4 dynes. 

The force of gravity on a gramme mass at Greenwich is about 

981, and therefore, if the needle were kept in the E.W. position 

by means of a cord passing over a pulley, then the weight at the 

90*4 
bottom of the cord would have to be qttt- gramme for each pole 

in order that the earth's force might be exactly balanced ; that 
is about -^ gramme for each pole and 1.8 gramme for the whole 
magnet. 1*8 gramme is about 27 grains. 

Magnetic Solenoids and Shells 

For the purposes of mathematical calculation, actual magnets 
are often supposed to be replaced by certain imaginary magnets 



• « 
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equal to the actual magnets with respect to the points under 
observation^ but, owing to their shape, easier to use for purposes 
of calculation. 

The imaginary magnets are supposed to be made of what is 
called ''Imaginary magnetic matter/' that is, of a substance 
which has magnetic properties and no others, such as weight, 
volume, &c. 

For instance, we can consider that any quantity of this matter 
can be collected at the same mathematical point. 

Definitions.* 

(1.) " A magnetic solenoid is an infinitely thin bar of any form 
longitudinally magnetized with an intensity varying in* 
versely as the area of the normal section [that is, the cross 
section perpendicular to the length] in different parts.'' 

[When of two quantities one varies inversely as the other, 
the product is constant.] 

" The constant product of the intensity of magnetization 
into the area of the normal section is called tlie ma^^netic 
strength, or sometimes simply the strength of the solenoid. 
Hence the magnetic moment of any straight portion or of 
an infinitely small portion of a curved solenoid is equal to 
the product of the magnetic strength into the length of the 
portion." 
(2.) " A number of magnetic solenoids of different lengths may 
be put together so as to constitute what is, so far as regards 
magnetic action, equivalent to a single infinitely thin bar 
of any form longitudinally magnetized with an intensity 
varying arbitrarily from one end of the bar to the other. 
Hence such a magnet may be called a complex magnetic 
solenoid. 

" The magnetic strength of a complex solenoid is not 
uniform, but varies from one part to another.'' 
(3.) ''An infinitely thin closed ring magnetized in the man- 
ner described in (1) is called a closed magnetic solenoid." — 
(Thomson.) 
Now it can be shown mathematically that the potential due to 

♦ See ProfeMor J. Clerk Maxwell, Electricity, vol. ii. chap, iii., and Sir 
W. Thomson, Mathematical Theory of Magnetism , Papers on Etectro- 
statics and Magnetism, chap. y. p. 378. 
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a simple solenoid, and conseqiienily all iU magnetic fiffecUy depend 
only on its strength and the positions of its ends, and not at all 
on its form, whether straight or curved, between the ends. 

That is, that a solenoid* can be considered as consisting of two 
equal portions of magnetic matter collected at the points where 
its ends are, and connected by a perfectly rigid non-magnetic bar 
without weight. 

Now if a solenoid forms a closed curve, the potential due to it 
is zero at every point, for we have shown that there is no action 
due to any part except the poles, and here the poles exactly 
neutralize each other. 

Magnetic Shells. — Definition. 

" If a thin shell of magnetic matter is magnetized in a direc- 
tion everywhere normal [perpendicular] to its surface, the 
intensity of the magnetization at any place multiplied by the 
thickness of the shell at that place is called the strength of the 
magnetic shell at that place. If the strength of the shell 
is everywhere equal, it is called a simple magnetic shell; if it 
varies from point to point, it may be considered to be made up of 
a number f of simple shells [of different areas] superposed and 
overlapping each other. It is therefore called a Complex 
magnetic shell.'' (Maxwell.) 

It can be proved matbematically that 

The potential due to a magnetic sliellat any point is tlte product of 
its strength into the solid angle subtended by its edge at the given point. 

Solid Angle. 

The plane angle subtended by a length at a point is, as wc 
know, the angle between 
two lines drawn from the 

point to the extremities of ^/ ^'^^"^-^^ Unttnrele 

the length, and this may 
be measured bv describing 
a circle of unit radius round *'^' 

the point {?\^, 53). and then the part of the circumference cut 
off between the lines is the angle required. 

* "When a " solenoid " is spoken of, a " simple solenoid " is meant, unless 
the contrary is stated. 

t When a magnetic shell is spoken of, a simple magnetic shell ii^ meant, 
unless the contrary is stated. 
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We 6ce that if either the length increases or the point ap- 
proaches nearer, the angle thus measured increases, and that it 
decreases if the length diminishes or the distance increases. 

The definition of solid angle is analogous. The solid angle 
subtended at a point by tlie area bounded by any closed curve is 
thus measured : — Draw straight lines from all parts of the boun- 
dary curve to the point. These lines will then form a cone (fig. 
54). Now, with the point for centre, de8oril)e a sphere of unit 
radius. The straight lines passing through its surface will mark 
out a curve on it more or less similar to the given boundary curve. 
The area 0/ this curve is iht solid angle sullended at the point hij 
ihe given area. 




Fig. M. 

We see, if we increase the area, the lines will widen out, and 
therefore the solid angle increases, or, if we bring the point nearer, 
the solid angle increases. 

As an illustration, let us place a candle at the point and a 
large screen at a fixed distance from it. For trying the exi>eri- 
ment accurately, the screen would have to be a hollow sphere, but 
a flat one is quite sufficient for purposes of illustration. If no- 
thing interposes, the whole of the light i'alis on the screen. If a 
piece of card is interposed, the light is divided between the card and 
the screen, and the size of the shadow of the card measures tlie 
quantity of light received by the card. The quantity of liglit re- 
ceived by the card — that is, the size of the shadow on the screen — 
is proportional to the solid angle subtended by the card at tlie 
point where the light is. It will be 6e(»n that a larger card in- 
creases the size of the sliadow, or that moving the same card 
nearer the light has the same effect. 

Again, if the card be turned more or less edgeways to the 
light, the shadow will be diminished or increased as the solid 
angle diminishes and increases. 
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Experimental Detehmination of the Lines op Maonbho 

Force. 

The directions of the forces emanating from a magnet are, like 
the electric forces, always perpendicular to the equipotential sur- 
faces. The following is a method of tracing these lines of force 
directly. 

Take a board of the same or greater thickness than the magnet^ 
and let the magnet into it so that its upper side is flush with the 
upper surface of the board. 

Lay a piece of smooth paper over all and fix it. 

Now with a sieve or " colander '' dust fine iron filings all over 
the paper. 

As each falls near the magnet, it is magnetised by indaotioii 
and turns round so as to lay its longest diameter in the line of 
force at that point. 

Each of these minute magnets attracts the next till a continnoni 
chain is formed all along each of the lines of force. The board 
must be tapped from time to time to overcome the friction of the 
filings on the paper. 

If it be desired to preserve the curves, a piece of card with its 
under side gummed may be laid upon them. When the gam is 
dry, the filings stick to the card. The magnet may be placed 
under a piece of glass instead of pa|)er if pi*eferred, in whioh ease 
it will not be necessary to let it into a board. 

A good way to prepare these curves for exhibition in a magic 
lantern is to coat a piece of glass with some transparent cement^* 
which molts on being heated. AVhen it is quite hard, a magnet 
must be placed under the ^lass, and the filings dusted on. The 
glass must then be carefully carried to an oven, warmed till the 
cement is soft, when the filings will sink in. On removing the 
glass and allowing it to get cold, the filings will be all fixed in 
position. 

Plate XI. is an engraving of the actual lines of force deters 
mined by Faraday for difierent mognets-f 

* The cement sold under the Damo of " Mend all " answers very welL It 
may be diluted with water for the purpose. 

t See Chapters XXXVII., XXXVIIL, and plates in them. 
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CHAPTER XIII. 

tkrrbstrial magnetism. — historical notes. 

Introductory. 

If a magnet be balanced on a vertical pivot so that it is free to 
move in a horizontal plane, like a compass needle^ it will take up 
a determinate position. The marked end points towards the 
north. Again, if a steel bar be exactly balanced on a horizontal 
axis and then magnetized, it will be found that it no longer 
balances in a horizontal position, but that (in the noiihern 
hemisphere) the marked end dip^, the dip being least when the 
needle is in that position which it would have taken up if free to 
move in a horizontal plane. 

The whole direction of the magnetic force may be seen at once 
by suspending a knitting needle by a fine thread attached to its 
middle, so that when unmagnetized it balances in a horizontal 
position. If now magnetized it will turn till the marked end 
points northwards and downwards (not vertically but at a certain 
angle) and there rest 

In different localities, or at different times in the same locality, 
such a needle does not always lie in the same direction. 
It does not in general point due north. 

The angle which the marked end * makes with a horizontal 
plane is called the •' Inclination " or " Dip.'^ The angle which that 
part of a vertical plane through the needle which contains the 
marked end makes with a line drawn due north from the centre 
of the needle is called the " Declination/' Nautical men also call 
this angle the "Variation.'' We shall, however, use the word De- 
clination for the above-mentioned angle, and confine the word 
Variation to changes in that angle. 

This angle is of coarse the same as that which the direction of 

* The marked end ii specified to avoid aiubi«;i]ity about -|- or — angles. 
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an ordinary horizontal compass needle makes with the direction 
of true north. 

Thus to obtain the true bearings of an object from the compass 
it is necessary to allow for the declination • of the place at the 
time of observation. This will be found by referring to the 
Nautical Almanac. The present declination at Greenwich is 
about 18° W., that is, the marked end of the needle j^oints 18° 
West of North. 

Early Observatioxs — Decunation. 

The declination is believed to have been first noticed in Europe 
by one Peter Adsiger f in 1269; he found it to be then 5° E. 
The authenticity of the letter on which his claims rest is, how- 
ever, very doubtful, and Humboldt considered that the first 
discovery of it was made by Columbus on September 13th, 1482. 

"Whether Columbus was or was not th6 first to observe the 
existence of the declination, there is no doubt that he was the first 
European who observed that the declination itself varied, and was 
d IflTerent at different times and places. It was, ho>vevor, known to 
the Chinese in the beginning of the twelfth century. 

The first known work for the use of seamen was by Boroughs, 
Comptroller of the Navy to Queen Elizabeth. It was published in 
1581 and reprinted in J 585. It is called 

" A discourse on the variation of the Cumpas or ilagneticall 
Needle, *' and is dedicated to ''the travaillers, sea-men and mariners 
of England,*' 

Boroughs found that the declination of the needle was, at 
Limehouse, on October 16th, 1580, equal to 11° 18' E. 

In the year 1622 Professors Gellibrand and Guntcr determined 
to repeat Boroughs's observations at Limehouse. They found that 
the declination wiis then only 6° 15', and Boronghs's reputation 
suftered, as he was believed to have made a mistake of nunrlv 
50 per cent. 

In 1634, the two Professors having obtained new and improved 

* 111 usin;; a pocket inarinci-'s compass, before allowing for declination, it 
is well to look at the under siJe of the card, as such instniments are often 
corrected for Greenwich by fixing tlic magnet at an angle of lb"° to the N.S. 
line on the card, i.e., N.N.W. and S.S.E. nearly. 

t Terrestrial and Cosmical Magnetism, by E. "Walker, M.A. (Adams 
Prize Essay, 18G-3). The ^vhole of the early history of the decliu&iioD in thin 
chapter is taken from this work. 
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instruments, determined to give Boroughs's reputation another 
chance, and to repeat their observations. This they did, and 
found that the declination was now onlv 4** 4' 49" E. 

Professor Gellibrand concludes his essay as follows : * — 

"Itwereneedlesse having so many sufficient testimonies to pro- 
duce any more. . . . Hence we may conclude that for the space of 54 
years (the diflference of time between Mr Boroughs's and those 
last observations of ours) there hath bcene a sensible diminution 
of r and better/' 

Mr. Walker goes on to say — 

" From this period then the fact of the secular variation of the 
declination may be considered to be completely established, and 
the determination of the extent and the law of this variation be- 
came a recognized part of all magnetic investigation. 

" From recorded observations we find that this diminution in 
the easterly declination which was called into notice by Gelli- 
brand still continued, and that in 1660 or thereabouts the 
declination in London vanished, 1. e. the magnetic needle pointed 
due N. and S. After this it [the marked end] began to deviate 
to the W., and this westerly declination went on increasing till it 
reached its maximum about the year 1818, when it attained the 
value of 24** 3(/ W. Since that time it has been decreasing, that 
is, the secular variation is now easterly.^' 

The Incunation. 

The Dip or Inclination was discovered accidentally in 1576, 
by one Norman, an instrument maker. He published an account 
of it in a work which he called " The New Attractive,^' and from 
which Mr. Walker has extracted the following paragraph rf — 

" Having made many and diverse compasses, and using alwaies 
to finish and end them before I touched the needle, I found con- 
tinuallie that, after I had touched the yrons with the stone, that 
presentlic the North point thereof would bend or decline down- 
wards under the horizon in some quantitie; insomuch that to the 
flie of the compass, which was before levell, I was still con- 
strained to put some small piece of ware on the south point and 
make it equall againe. Which effect having many times passed 
my handes without anie great regard thereunto, as ignorant of 

* Walker, Ibid., p. ]5. 
t Walker, Ibid., p. \\<iS, 

M 2 
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anie such propertie in the stone, and not before having heard or 
read of anie such matter, it chaunced at length there came to m j 
hands an instrument to be made with a needle of sixe inches long, 
which needle after I had pollished, cut of a just length and made 
it stand levell upon the pin, so that nothing rested but onlie the 
touching it with the stone, when I had touched the same, pre- 
sentlie the North part thereof declined down in such sort that 
being constrained to cut awaie some of that part to make it equall 
againe, in the end I cut it too short, and so spoiled the needle 
wherein I had taken so much pains. Hereby being stroken into 
some cholar I applied myself to seeke further into this effect, and 
making certaine learned and expert men, my friends, acquainted in 
this matter, they advised me to frame some instrument to make 
some exact triall how much the needle touched with the stone 
would decline, or what greater angle it would make with the 
plaine of the horizon. 

'• Whereupon I made diligent proofes, the manner whereof is 
showed in the chapter following : — 

'^ Take a small needle of Steele wier of five or six inches long, 
the smaller and the finer mettall the better, and in the middle 
thereof (crosse the same) by the best means you can, fixe as it were 
a small axel tree of yron or brasse of an inch long or thereabout, 
and make the ends thereof verie sharpe, whereupon the needle may 
hang levell and plaie at his pleasure. Then provide a round plaine 
instiniment like an astrolobe, to be divided exaetlie into 160 (?) 
parts whose diameter must be the length of the needle, or there- 
about, and the same instrument to bee placed uppon a foote of 
convenient height, with a plumme line to set it perpendicular. 
Then in the centre of the same instrument place a piece of glasse 
hollowed, and against the same centre uppon some plate of brasse 
that may be fixed upon the foote of the instrument, fit another 
piece of glasse in such sort that the sharpe endes of the axel tree 
being borne in these two glasses, the needle may plaie freelie 
at his pleasure according to the standing of the instrument; and 
the needle must be so perfected that it may hang upon his 
axel tree, both endes levell with the horizon, or being turned 
may stand and remaine at anie place that it shall be set; 
which being done touch the sayd needle with the magnet 
stone, and set the instrument perpendicular by the plumme 
line, and turne the edge South and North so as the needle 
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may stand duelie according to the variation of the place : 
which variation the needle of his own propertie would shewe^ 
were it not that he is constrained to the contrarie by the axel 
tree. 

*^ Then shall you see the declination of the North point of the 
touched needle^ which for this citie of London I find by exact 
observations to be 71° SO*/' 

It was soon found that the dip is not the same in all places 
or at all times ; that it is subject to variations in the same way 
as the declination is. 

Thb Magnetic Equatoe. 

Generally speaking, the needle is nearly horizontal at the 
equator. The points where it is exactly horizontal form an irre- 
gular curved line near the equator, and at the north of this line 
the marked end dips, at the south the plain end. This line is 
called the magnetic equator. As we approach cither pole the 
needle becomes more and more nearly vertical, and at certain 
points in each hemisphere it stands exactly vertical. 

TuE Intexsity. 

The intensity of the earth's magnetic force is also diiferent at 
different times and places. 

The first attempt at systematic observation of it was made by 
the French Government in 1785. The expedition they sent out 
consisted of two frigates, L^Astrolobe, Capt. De Langle, and 
La BousBole, Capt. De La Perouse, commander-in-chief of the 
exi>cdition. Letters dated Botany Bay, 1788, were received, and 
after that date nothing more was ever heard of the expedition. 
It is supposed that the ships were lost with all on board. 

M. Paul de Lamanon, who accompanied the expedition, dis- 
covered that the force was less in the tropics than towards the 
poles; but the first systematic observations were those of Hum- 
boldt, made during his travels in America between 1798 and 
1803.* 

• Walker, Ibid., p. 183. 
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CHAPTER XIV. 

TERRESTRIAL MAQXETISBI. — MODERN EXPERIMENTAL METHODS. 

We shall now describe the methods used in modern observa- 
tories for continuous observation and registration of the three 
quantities — 

Declination, 

Inclination, 

Intensity. 
There are in practice four quantities to be determined, as the 
intensity of the force is always resolved in two directions at right 
angles to each other, and observations are made on 

Horizontal Intensity, and 

Vertical Intensity. 
Of the three quantities, inclination, horizontal force, and ver- 
tical force, it is, however, only necessary to observe two, as when 
any two are known the third can be calculated. In survey work 
the inclination and the horizontal force are observed and the 
vertical force calculated. In observations where self-recoixling 
instruments are used, the vertical and horizontal force are ob- 
served and the inclination calculated. 

Instruments. 

The Unifilar Magnetometer, Kew Pattern. 

Plates XII. and XIII. 

This instrument is used 

For determining the absolute horizontal force- 
By observations of deflection. 
By observations of vibration. And 
For determining the declination, that is, the angle between 
the astronomical meridian and the direction of the earth's mag- 
netic force. 
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Determination op Horizontal Force. 

Plate XII. shows the instrument arranged for deflection ob- 
servations. 

Plate XIII. shows it arranged for observations of vibration. 

AVe will immediately describe the experimental methods of de- 
termining the time of vibration accurately, and of making 
deflection observations ; but we will first show how tlie value of 
the horizontal force can be determined by a combination of the 
observations of deflection and vibration. 

vibration ExperimenU. — It can be proved that, if a suspended 
or pivoted magnet be allowed to swing in a horizontal plane 
under the influence of the earth's force, the pro f/uH of the earth's 
horizontal force into the magnetic moment of the magnet will 
be inversely as the square of the time of a vibration. The 
magnetic moment of a magnet is, as we know, its length multi- 
plied by the strength of one of its poles. 

Defection Experiments, — If a suspended magnet be deflected 
by another magnet, the amount of deflection will depend on the 
ratio of the earth's horizontal force to the moment of the deflect- 
ing magnet. 

In the observations which we are about to describe, the same 
magnet is vibrated, and is used as a deflector. 

Let H be the horizontal force, m the magnetic moment of tlie 
deflecting and vibrating magnet K. These are unknown quan- 
tities to be determined. From the observations of deflection we 
can calculate the ratio of H to ;// ; that is, if we put 

LI = A 

m 

A is a known quantity. 

From the vibration observations we know the product of II and 
i»; that is, if we put 

11 m = B, 

B is a known quantity. 

But if A and B are both known their product A B ii« also 
known. 



Hence we have 



H w. - = AB 



nh 



a known quantity. 
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Cancelling, we have 

H« = A B. 

or 

h==vTb, 

that is, the horizontal component of the earth's magnetism 
equals the square root of the product of the two quantities deter- 
mined respectively by observations of deflection and vibration. 
Similarly, if we wish to determine m^ we have 

m 
or 

"A 

When we know m we can determine H at diflerent times and 
places by observations of deflection only ; so that it is only 
necessary to make the vibration observations at the beginning of 
a survey. It is better, however, to repeat them whenever there 
is a convenient opportunity, so as to guard against the intro- 
duction of error by accidental changes in the strength of the 
magnet. 

Observations op Deflection. 

Plate XII. shows the instrument arranged for deflection 
observations. 

The instrument, when in use, is supported on a tripod stand 
similar to that used by photographers, three radial V grooves carry- 
ing the three levelling screws which form the feet of theinstru- 
ment. The magnet G is suspended by some fibres of unspun 
silk C to a torsion head, and rack apparatus F, by which latter 
it can be raised and lowered. 

Before suspending the magnet a circular brass plummet (E^ 
Plate XIII.) of the same weight as the magnet is suspended for 
a considerable time to the thread and spins round under the influ- 
ence of the torsion till that is eliminated. The plummet is then 
removed from its socket and the magnet attached instead, the 
socket being meanwhile held so that it may not twist and intro- 
duce fresh torsion. 

A graduated brass bar, D, carries on a carriage, L, the deflect- 
ing magnet, K. Before K is put into position the azimuth of the 
suspended magnet is observed. K then causes a deflection. The 
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strengih of K is coDstant and known^ and it acts against the earth's 
horizontal force, which is variable. The amount of deflection is 
then a measure of the earth's horizontal force ; when the force 
is great the deflection is small, when it is small the deflection is 
great. 

The amount of deflection is observed by a modification of the 
mirror method already described.* 

This modification consists in substituting for the concave 
mirror a plane mirror, H, and for the lamp a telescope, A, to 
which the scale B is fixed. On looking into the telescope part 
of the scale B is seen by reflection in the mirror. If the magnet 
is deflected the mirror turns with it and a different portion of the 
scale appears in the field of view. The eye-piece of the telescope 
is Aimished with a vertical spider line, which enables the exact 
deflection to be measured ; for the difference of two readings of 
the divisions of the scale crossed by the spider line gives the 
number of scale divisions corresponding to the deflection of the 
needle which has taken place between the readings. 

BeiniU m to ike use of the Instrument. — It is first carefully 
levelled, and then, the deflecting magnet K being removed, the 
whole apparatus is turned on a vertical pivot (the end of which 
can be seen under the base) until the reflection of the centre 
of the scale B comes upon the spider lines in A. Tliis is to ensure 
that the bar D shall be at right angles to the direction of the 
magnet. The apparatus is then clamped by means of the vertical 
screw M, and, if necessary, a fine adjustment is made by the 
horizontal tangent screw below M. The magnet K is then put on 
its carriage L, and slid along the bar to a given distance from 
the suspended magnet. 

The deflection is then read. 

The magnet K is then placed at an equal distance on the other 
side of the suspended magnet, and the deflection in the opposite 
direction observed. This eliminates any inaccuracy in the first 
adjustment of the instrument, as the second observation would, 
by such inaccuracy, be made as much too small as the first is 
too great, and vice versa. When time permits, several pairs of 
observations at difierent distances are made. 

Observations are also made with the deflecting magnet K 
in the same position but with its direction reversed. 

• See Part I., p. 38. 



1 70 Magnetism. 

From these observations we get, by a mathematical process, 
the ratio of the magnetic strength of the magnet K to the hori- 
zontal force of the earth. 

In all the observations wooden shutters are inserted to protect 
the suspended magnet from currents of air. 

The strength of the deflecting magnet K decreases as the tem- 
perature rises. The temperature must therefore be observed, the 
con-ection calculated, and the results of the observations all re- 
duced to a uniform temperature. 

The strength of the suspended magnet does not enter into the 
calculation, for any alteration in it would affect equally the 
earth's attraction and that of the deflecting magnet.* 

Observations of ViBRATiON.f 

The arrangement of Plate XII. may be used, the deflecting mag- 
net being suspended in place of the former suspended magnet. A 
conspicuous point being marked at the zero of the scale, the time 
of a half- vibration is the interval between two successive passiiges 
of this point, as seen by reflection in the mirror across the spider 
line of the telescope. 

This method is often used in determining times of vibration 
with other kinds of apparatus. With the Kew magnetometer it 
is however preferred to make the vibration observations with 
the modification of the above arrangement, which is shown 
in Plate XIII. 

For this purpose the telescope and scale, deflecting bar, and 
torsion apparatus are removed, and another telescope B, torsion 
apparatus DP li, and magnet box A are substituted, as shown 
iu Plate XIII. 

The magnet which is suspended is the same magnet as is 
marked K in Plate XII., and there used as a deflector. It consists 




Fig. 55. 

of a magnetized steel tube, fig. 55, at one end of which is flat 
glass, on which a minute scale is photographed, and at the other 

• Part III., Chapter XX. 

t See Maxwells EUctricity, Art. 456, vol. ii. p. 102, and Admiralty 
Manual Instructions for Magnetic Surveys, p. 19. 
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is a ooUimating lens^ that is^ a lens such that rays diverging from 
the scale at one end of the magnet^ and falling on tlie lens at the 
other are rendered parallel. The circle is now turned till the 
vertical spider line of the telescope B cuts the middle division of 
the scale of the magnet as the telescope looks into and through 
the magnet. 

The magnet being set swinging, the approximate time of a 
half- vibration is roughly determined by simple observation. By 
the time of a whole vibration is meant the interval between two 
successive passages of the zero point in the same direction over 
the spider line. By the time of a half-vibration is meant the 
interval between two consecutive passages; the consecutive pas- 
sages being, of course, in opposite directions. In some French 
books the latter, which in England is called a half- vibration, 
is spoken of as a vibration. 

The time of a half-vibration will be, with the magnets usually 
supplied, from 2 to 4 seconds. 

A clock beating seconds being placed where it can be seen and 
where the beats can be heard, the time at which the observer 
removes his eye from the clock is called out and written down 
by an assistant; the observer goes on counting by ear from the 
time when he looks away from the clock, and looking through 
the telescope notes between which beats the centre of the scale 
crosses the spider line. The fractions of a second are determined 
by estimation and observation of the scale. If, for instance, at 
the beat before the passage the spider line was 5 divisions to 
the left of the zero, and at the beat after it, 20 to the right of 
the zero, we should know that the passage had occurred /v or ^ 
of a second after the first beat. 

The observer must choose an odd number of half- vibrations, 
such that the interval consists of from 12 to 20 seconds, giving 
time enough to look at the clock and get a i'resh start ibr 
counting by ear. The number of half-vibrations chosen must 
be odd, in order that alternate passages to right and left may be 
observed. 

Suppose, for instance^ it is decided to observe every 7th pas- 
sage. It is not necessary to count all tlie 7th passages, but the 
approximate time of vibration being known the time at which, 
say II, 7th passages may be expected, starting from an even 
minute, should be written down and placed conspicuously in front 
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of the observer. This is merely a convenient plan to ensure the 
right passage being read in each case. 

The observer then waits till a passage occurs at or near an 
even minute^ and begins to observe alternately the passages in 
the two directions^ which occur most nearly at the tipies written 
in the list before him. 

For convenience of writing down^ passages in one direction 
chosen arbitrarily are called +, and those in the other direc- 
tion — . 

They are called out and written down by an assistant in two 
columns^ the + passages on one side and the — passages on 
the other. 

For a reason which will be seen immediately the set must con- 
clude with a passage of the same sign as that with which it 
began^ so that if, for instance^ we begin with a + passage and 
take 5 — passages there will be 6 4- passages. Suppose^ now, 
there are 6 -H and 5 — readings, the mean of all the — readings 
should be obviously equal to the middle reading. The object 
of having 5 is to ensure greater accuracy. The mean of the 5 
negative readings is written down as 

' Time of mean middle negative passage from — observa- 
tions, h. m. s. 

But also the mean of the 6 -f- observations should give the 
time of middle negative passage ; for if they are divided into pairs, 
1 : 6, ii : 5, 3 : 4, the first member of each pair is as much 
before the middle — passage as the second is after it. 

Their mean is then written down, 

' Time of mean middle negative passage from + observa- 
tions, h. m. s.' 

The agreement of these two means is a test of the goodness 
of the observation. Their mean is written down, 

' True time of middle negative passage, h. m. s.' 

The magnet is now left to itself for a period of between 200 
and 300 half-vibrations, and then a second ^' true time of mean 
middle negative passage'^ is determined by 11 observations, 
6 -f and 5 — , exactly similar to the first set. The interval 
between the two middle — passages is now determined by sub- 
tracting one time from the other, and written down, 

* Interval between mean middle negative passage of set 1. 
and ditto of set II., m. s/ 



Vibration Observations. 173 

The time of a half- vibration is again determined by taking the 
means of several intervals, taken at random in either set; or better^ 
picked out from those observations in which the observer feels 
most confidence. This is written down, 

' Time of half-vibration, 2nd approximation, seconds/ 

It is obvious that there must have been an even whole numher 
of passages between the middle negative passages of sets I. and II. 

The interval between them is divided by the 2nd approxima- 
tion to the time of a half-vibration. The nearest even whole 
number to the quotient is the number of half- vibrations between 
the mean middle negative passages of sets I. and II. 

This interval being then divided by this even whole number, 
the quotient is the 8rd approximation to the time of a half-vibra- 
tion and is written down, 

'True actual time of half-vibration = seconds.'* 
This, however, is not quite what is wanted ; we do not want to 
know the actual time of a vibration, but what the time would 
have been if all disturbing causes had been removed, and the 
magnet had been at the standard temperaturc.f 

The temperature must be observed at the beginning and end 
of each set. In Plate XIII. a thermometer C is shown attached 
to the magnet box. 

Corrections. 

In the vibration observations a correction has to be applied 
for— 

Clock rale, — If the clock is gaining or losing the beats are nt)t 
exactly seconds ; the correction to be applied is, if s be the num- 
ber of seconds lost or gained in a day. 

True time = obs. time x -^,. .rj^— 

where « is 4- for gain, — for loss. 8(3,400 is the number of seconds 
in a day. 

In the deflection observations corrections have to be applied 

for— 

Expansion, and error of graduation of bar D. 

Distribution of magnetism on suspended and deflecting mag- 
nets. 

* To make this line a correct Btutement fur ** Hcconds," read *' clock beats." 
t It 18 of no importance what teinpeniture is chosen as the standard, as 
long as it is the same for the whole series of observations. 
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Alteration of the same by mutual induction of the magnets. 

Variation of distance and direction with angle of deflection. 

In both observations corrections have to be applied for — 

Temperature, — The effect of temperature on the moment of the 
magnet is determined by separate observations, and the diminu- 
tion for each degree through which the temperature increases is 
observed. The correction is not constant at all temperatures. A 
formula, which has been found by experiment to be approxi- 
mately true, is as follows : — 

If / be the observed temperature, and /, the adopted standard 
temperature, . 

Magnetic moment at /, = (mag. mom. at t) [q (t. — <) + ?' (^ — 0']» 

and q and q are numbers which are constant for the same mag- 
net, but different, for different magnets. They must both be 
determined separately for each magnet by experiment. 

Any decrease in the magnetic moment causes a corresponding 
increase in the square of the time of vibration, so the above cor- 
rection must be applied to the square of the time of vibration in 
the inverse direction. 

Torsion, — The torsional force of the suspending thread de- 
creases the time of vibration, and has to be corrected for. 

The torsion head being turned 90° alternately in the two direc- 
tions, the mean of the deflections produced is called u. 

The magnetic directive force is Hw, and if T be the force of 
torsion the ratio of the force of torsion to the magnetic force is 

T _ u 
H m 9(J°— tt 

where u equals the angle through which the magnet is deflected 
by a twist of 90° in the thread. 

Also, a correction has to be applied for the moment of in- 
ertia and arc of vibration of the magnet. 

Specimen Observations. 

As a specimen of these kinds of observations, the author hen» 
inserts some extracts from the details of a comparison of mag- 
netic force at his laboratory, and at Kew.* 

The same magnet was vibrated at Kew Observatory and at 
the author's laboratory at Pixholme, Dorking. 

From some preliminary experiments the approximate time of a 

♦ PLil. Trans., 1877, page 22. 
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lalf- vibration at Pixholme was found to be 3*693 sec. Five 
[iSercnt double sets of observations were taken. 

The following are the details of set (1), Parts I. and II. Every 
eventh passage was observed : — 

PAUT I. 
April 23, 1876, p.if,— Mean temp. 13-9° C. 
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If \ve divide this by 3*693, the approximate period of a half- 
vibration^ the nearest even whole number to the quotient will be 
the number of passages in the time. Dividing by 3*693 we 
obtain the quotient 275*99 which gives 276 half-vibrations in 
the time. 

Dividing 1019*25 sec. by 276 we obtain for the uncorrected 
time of one half- vibration 3*6929 sec. 

This and the other four sets being corrected gave the times of 
vibration at Pixholme on certain dates. The times of vibration 
at Eew were determined on certain other dates. Also the ratio 
between the magnetic force at Kew, on the dates of the Pixholme 
and on the dates of the Kew observations is known from the 
records of the bi filar.* 

We assume that the ratio of the magnetic force at Pixholme 
and Kew at the same time is constant. 

Then we have 

„ ,. , ,. - I Hor. Force at Pixholme. 

Rabo at any time of \ ff n n? 

^ (Uor. Jborce at Kew. 



Sq. of vibr. time < 
at Pixholme I 



Hor. Force at Kew at timex 
(Sq. of vibr. of Kew vibrations. r 

time at Kew) Hor. Force at Kew at time 1 

of Pixholme vibrations. ) 



_ (Vibr. time at Kew)' Hor. Force at Kew at time of Kew vibr. 



(Vibr. time at Pixholme)' Hor. Force at Kew at time of Pixholme vibr. 

We see that if the same magnet could have been vibrated at the 
same time at Kew and Pixholme^ the ratio would have been 
expressed by the first term only of this product. 

A magnet of the size usually supplied will swing for nearly an 
hour between the times when the ares of vibration are too larsre 
and too small for observation. 

Observations op Declination with the Unipilab Magneto- 
meter. 

For determining the declination^ that is, the angle between the 
astronomical and magnetic meridians of a place at any time^ the 
same arran^i^ement (Plate XIII.) of the instrument is used as for 
vibration observations. N is a little plane mirror called the transit 
mirror, by reflection in which the sun can be seen in the telescope. 
*^Theret are three adjustments required for the transit mirror. 

* Page 190. 

f Admiralty Instractions for Magnetic Surveys, p. 24. 
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'' Ist. The axle to which the mirror is attached must be liori- 
zontal. This adjostmeut is performed by means of a riding-level. 

'' 2od. The mirror mnst be parallel to the axis of the cylindrical 
axle to which it is attached. This adjustment is made by means 
of a screw at the back of the mirror^ as follows : — Turn the circle 
so that any well-defined object suflSciently elevated can be 
reflected into the telescope. Bisect the object by the wire of the 
telescope; reverse the axis^ and observe whether the object 
remains bisected by the wire; if not^ by the adjustinf^ screw alk^r 
the inclination of the mirror until it is half the distance from the 
wire. Reverse again and again^ until the object remains 
bisected before and after rcversid of the axis. 

"3rd. The line of colli mation of the telescope must be perpen- 
dicular to the axis. Having made the first two adjustmentn^ this 
adjustment may be made thus : — Suspend a plumb-line of some 
length in a sheltered position^ or, if possible, within a house (the 
weight should swing in water to prevent oscillation). Turn the 
circle until the wire bisects the plumb-line, as seen directly ; read 
the circle and turn it through exactly 180°. Observe wliether 
the upper part of the plumb-line, when reflected into the telescope, 
coincides with the wire; if not, the adjusting screws must be 
moved until it does. In this operation it will be necessary to 
remove the magnet-box and suspension-tube. When this adjust- 
ment is completed, the adjusting screws ought to be fixed as 
tightly as possible. 

'' In the instruments most recently constructed, the telescope is 
furnished with a coUimating eye-piece, by which, when the plane 
of the transit-mirror is vertical, the image of the wire of the 
telescope wiU be seen by reflection from it. By means of the pro- 
per adjusting screws, both the second and third adjustments may 
be effected by making the wire seen directly, coincide with its 
image seen by reflection before and after reversal of the transit 
axis. Both these adjustments can thus be readily verified before 
each observation.^' 

Determination ot the Astronomical Meridian. 

In using the instrumentr^ 

1st. The magnet must be raised by the rack- work, so that the 
transit mirror can be seen in the telescope through the glass 
windows in the end of the box. 

N 
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Then the whole upper part of the instrument is turned ^' in 
azimuth *' (that is^ round the vertical axis) and the transit mirror 
*' in altitude^' (that is^ round its horizontal axis) till the sun is seen 
in the telescope just to the east of the cross wires. The circle is 
nofv clamped and the times at which both limbs of the sun pass the 
cross wiixis are noted with a chronometer. The verniers are read by 
means of the microscopes. Then^ to eliminate any error in the ad- 
justment of the transit mirror, it must be reversed in its bearings 
and the observations of the sun repeated and the time again noted. 

From these observations and a knowledge of the time at the 
place^ the latitude and the approximate longitude^ the direction 




Fig. 66. 

of the astronomical meridian can be found by trigonometrical 
calculation.* 

Determination of the Magnetic Meuidian. 

The magnet is now lowered and observed by means of the 
telescope, the circle being turned till the telescope is aj)proxi- 
mately in the Hne of the magnetic meridian. The circle is then 
clamped and turned by means of the tangent screw until the 

• Formula of reduction : — 

Let a = Polar distance of Sun at the time, 

h = Co-latitude of the place of observation, 
C = Hour an>;le of Sun at the time, 
A = Azimuth of Sun from south, 
B = Any angle. 

Then tan. J (A + B) = ^-^ ^ ^^ I a! «>t. \ C. 
•* ^ ' Cos. J (a + o) 

tan. 4 (A - B) « »4^ti£^ cot. J C 

Bin. i (rt + h) 

4 (A + B) + J (A - B) = A. 
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centre division of the scale in the magnet comes upon the spider 
line. The verniers are now read. The magnet is then inverted^ 
that is^ it is turned through 180^ round the line joining its poles. 
The circle is again adjusted till the s])ider-line comes on the 
centre of the seale^ and the verniers read. The object of this 
double reading is this: — It is impossible to make sure that the 
magnetic axis of the magnet coincides with the centre division oi* 
the scale. There will usually be some small angle between 
them. The mean of "erect'''' and " inverted ^^ readings of the 
scale gives the magnetic meridian inde(>endent of the magnitude 
of this angle, lor in fig. 5G let S N be the magnetic meridian 




N 




Fig. 67. 

and L M the direction of the middle division of the scale when 
the magnet scale is erect ; then A will be the position of the 
telescope.* 

Now let the magnet be inverted. The direction S N will remain 
unaltered but the direction L M will make an angle with it in 
the opposite direction and equal in magnitude to the former angle, 
and the telescope will have to be moved to the position B, fig. 57. 
The mean between the two positions A, B, of the telescoj)e is the 
true direction S N. It can be easily seen that half the difference 
between the readings A and B is the angle between S N and L M, 
when this is known it will save inverting the magnet when 
observations have to be made quickly. 

** Thef torsion of the thread should be removed at every pos- 

* The angle between L M and S N has been much exaggerated for clearness 
iu the figures. In no actual instrument would it be more than a small fraction 
of a degree. 

t Admiralty Instrnctious for Magnetic Sarreys, p. 23. 

2(2 
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Bible opportunity. This is done by removing the magnet and 
substituting a brass bar of eqital weighty allowing the bar to hang 
until it has assumed a steady position^ and turning the top of 
the suspension-tube until the bar hangs steadily in the line of 
the telescope. The magnet may then be replaced for observa- 
tion, the scale being always made horizontal and the divisions 
erect. In replacing the magnet care should be taken that a turn 
or half-turn of torsion is not introduced into the thread. When- 
ever time allows, the torsion should always be removed.^' 

To BKiNO A Swinging Magnet to rest. 

In all macrnetic observations it is almost necessarv to be 
able to bring a swinging magnet to rest quickly. After a 
little practice this is easily done by the use of a small magnet 
held in the hand and suddenly moved to or from one end of 
the swinging magnet. 

If we hold the hand magnet so that it repels the near end of 
the swinging magnet, it should be brought suddenly up to the 
swinging magnet as the latter is moving towards the observer, 
and just before it passes the zero point. The effect will be to 
first stop the swinging magnet and then give it an impulse in 
the opposite direction to that in which it was moving; but by 
removing the hand magnet the instant that the swinging mag- 
net has stopped^ the observer will, after a little practice, be enabled 
to slop a magnet almost dead at the zero point. It is not neces- 
sary to carry a special magnet for the purpose, as the steel lever 
or screw-driver belonging to the instrument, if .magnetized, 
answers very well. 

Bakuow^s Circle — Inclination and Total Force. 
Observations op the Inclination with Barrow's Circle. 

Plate XIV. 

Barrow*9 Circle, — As arranged for determining the Inclination, 
this instrument is shown in Plate XIV. The outline of the con- 
struction is as follows : — 

The whole upper part of the instrument turns on a vertical pivot 
over the circle E. 

The needle C moves in a vertical plane on a horizontal axis. 

An inch or two behind it is a sheet of ground glass, B, and two 
or three inches in front of it is the circle 6, on which turns an 
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arm moved by a tangent screw^ P, and carrying microscopes^ DD^ 
and verniers, H H. The object of having the arm so far in front 
of the needle is to prevent the latter being affected by speiiks of 
iron which may be present as impurities in the brass. 

To observe the position of the needle the microscope arm is 
turned until the ends of the jieedle are seen in the microscopes. 
The arm being then clamped is adjusted by P, the tangent screw, 
until one end of the needle is exactly in the centre of the field 
of one of the microscopes. The verniers are then read, and a 
similar observation made of the other end. The lenses outside 
the microscopes are for reading the verniers. 

To set the plane of the circle in the magnetic n>eridiun we 
mnst remember that when this plane is at right angles to the 
magnetic meridian the whole of the horizontal component acts 
in pressing the pivots of the needle against their supports, and 
only the vertical component tends to turn it on its pivots. 

The needle will therefore stand vertical when the plane of the 
circle is at right angles to the magnetic meridian. The micro- 
scope arm being placed vertically, one of the verniers, say the 
bottom one, is adjusted to 90^, and the circle turned round on its 
vertical pivot till the end of the needle is seen in the centre of 
the field. The horizontal circle is then read. 

The top vernier of the microscope arm is now adjusted to 90^,* 
and the horizontal circle again adjusted till the top of the needle 
is seen in the microscope. The horizontal circle having been 
read, the needle is reversed in its bearings; that is, the end of 
the pivot, which formerly pointed to the front of the circle, now 
points away from it, and both observations are repeated. 

The mean of the four readings of the horizontal circle is the 
position of the vernier when the plane of the vertical circle is at 
right angles to the magnetic meridian. On the circle being 
turned round on its vertical pivot and set so that the readini^ of 
the vernier on the horizontal circle difiers by 90° from its former 
mean value, the plane of the circle comes into the magnetic 
meridian. 

The pivot of the needle, When in use, simply rolls on plates of 
agate. To ensure its being in the centre it can be lifted off the 
agate by two metal Y^ worked up and down by means of the 

* If the inBtrument were perfect, both verniers would read 90° at cnce, but 
in practice there i« alwa^'s a difference of 1' or 21, 
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side handle Q. When lifted in these the pivot falls to the centre, 
and when they are lowered it is deposited in the right position 
on the agates. If it turns it rolls out of this position; but^ after 
being raised and lowered a few times^ it falls into the right 
position while in the right direction. 

The handle Q having been sufficiently worked, the microscope 
arm is adjusted so that the two ends of the needle are respectively 
observed, and the corresponding circle readings noted by the 
verniers. 

The process is now repeated ; if the north end of the needle 
was read first in the previous observation, the south end is read 
first now, and vice versd. 

This gives us four readings. 

The vertical circle is now turned on its pivot through 180°, as 
indicated on the horizontal circle, so that if the front of the circle 
was formerly towards the east, it is now towards the west. 

Four similar readings are taken. 

The magnet is now lifted from its bearings and reversed, so 
that the end of the pivot, which formerly pointed to the front of 
the circle, points away from it. 

The whole eight readings before described are then re- 
peated. 

The magnet is then taken out and put into the wooden block 
K and secured by means of the brass catch L, and its magnetic 
polarity is reversed by drawing two bar magnets over it from 
the centre outwards.* 

The use of this process is to eliminate any inequality in the 
balance of the needle or its pivot. 

The reader should remember that the intensity of the mag- 
netization does not affect the process of determining the dip, and 
a slight difference between the direction of the magnetic axis 
and the line joining the points of the needle is eliminated by 
reversing the pivot on its bearings.f 

The whole sixteen observations are now repeated with the re- 
magnetized needle. 

The mean of the thirty-two readings is the direction of the dip. 

Before commencing to observe, the instrument must be accu- 
rately levelled by means of the spirit level B and the screw feet A, 

• See fig. 46, p. 147. 
t Compare p. 179. 
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so that when the verniers read zero, a needle seen in the micro- 
scopes would be exactly horizontal. 

It is- usual to take two such sets of 32 readings^ and take the 
mean ; but if the results of the two sets differ by more than 
3' or Af, another must be taken. 

Observations of Total Force with Barrow's Circle. 

Plate XV. 

Plate XV. shows the instrument arranged for observations 
of total force. The method used is due to Dr. Lloyd. 

*' For * this purpoRe the instrument is furnished with two addi- 
tional needles^ which may be called, for distinction, Nos. 3 and 4, 
i he poles of which are at no time h be reversed or disturbed ; Nos. 
1 and 2 being needles used for observing the inclination in 
the way just described. No. 8 is an ordinary dipping needle ; 
No. 4 is a similar needle loaded with a small fixed and constant 
weight, acting in opposition to magnetism. The frame, carrying 
the microscopes of the circle, is also fitted to receive and to 
retain No. 4 securely in a constant position, when it is used as 
a deflector of No. 3. 

'' The observations consist of two processes ; by the one process 
the "position of equilibrium " f is observed of No. 3 between the 
action of the earth's magnetism, and that of No. 4 used as a 
deflector, having its North pole directed alternately towards the 
magnetic North and South ; and by the other process the position 
of equilibrium of No. 4 is observed between the action of the 
earth's magnetism and that of the small constant weight with 
which it is loaded.'' 

The first process gives us the relation between the earth's total 
force and the magnetic moment of magnet No. 4. 

The second process gives us the relation between that magnetic 
moment and the moment of a known weight placed at a known 
distance from the axis. 

The product of these two ratios is the ratio of the earth's force 
to the known moment of the weight; that is, it gives us the 
earth's force in absolute measure. 

* Admiralty Instructions for Magnetic Surveys, p. 27. 

t The "position of equilibrium** is the position of the needle when it is 
exactly at right angles to the microscope arm D D and deflecting magnet. 
In this position the ends of the needle are seen in the microscopes. 
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Tims— 

Katio of EarUi'smag ^ ^ 
Mag. mom. of T4o. 4 
a known quantity. 

EaUoof °>«g» ">om' o^ No- 4i -- g 
moment oi* known weight 

a known quantity. 

Multiplying and cancelling^ we have 

Ratio — 5 — 8 P^^' = A B, a known qtumtitj. 
mom. of weight. ^ •' 

Obseevations at Sea. — The Fox Circle. — ^Plate XVI. 

None of the instruments hitherto described are suitable for 
use at sea. The motion of a ship would make them perfectly 
useless. As the greater part of the magnetic surveys are made 
at sea^ it is necessary to have an apparatus which can be used 
on board ship. Such an apparatus is the instrument invented 
by the late Mr. R. W. Fox, which, while sacrificing only a little 
accuracy, can be used under almost any circumstances. 

"The* instrument consists of two graduated circular rims, 
Plate XVI., whose planes are vertical and perpendicular to the 
line joining their centres. The graduations in each are to 15', the 
zero points being in the horizontal diameter.f The aperture of 
the inner rim F is less than that of the outer one E, so that the 
divisions of each can be seen simultaneously by an observer in 
front, and should exactly correspond. 

" The needle B swings between these two rims, but much nearer 
to the inner than the outer one. Its axis, which should be in 
the line joining the centres of the two graduations, is termi- 
nated by very short cylindrical pivots, which work in jewelled 
holes. This axis carries a small grooved wheel H, round which 
passes a thread of unspun silk, furnished with hooks G G, for 
hanging weights on in taking intensity observations. The whole 
is enclosed in a brass cylindrical box. This box stands on an 
azimuth base, in which turns a vernier plate, as in a common 
theodolite. 

* Walker, Terrestrial and Cosmtcal MagnetUm, p. 218. 
t By an error in Plate XVI. the zeros are shown displaced. They shoold 
he in a horizontal line, and the 90°s. in a i ertical line. 
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''The azimuth plate is fixed to another called the foundation 
plate, which stands on foot-screws. Sometimes the instrument 
is made so that it can be screwed on to a stand like that of a 
theodolite. In the box is placed a thermometer for noting the 
temperature at the time of an observation. 

'^ Method ov using this Instbument. 

" The object of having two series of coincident graduations, 
one on each side of the plane in which the needle swings is two- 
fold. In the first place they prevent any error of parallax in 
reading off, as the eye is brought into the line joining the cor- 
responding divisions ; and in the second place, the divisions of 
the outer circle serve as a vernier.* 

*' The instrument may be used for determining dip or in- 
tensity.'* 

To prevent the needle " sticking,'* the end of its bearing is 
gently rubbed by means of the rubber C (Plate XVI.), which 
consists of a flat piece of horn with a number of saw cuts 



"t to roughen the surface. 



" Dip.t 

" The plane of the magnetic meridian having been determined, 
the face of the instrument is made to coincide with it, and both 
ends of the needle read. The box is then turned through 180° 

• " For if the outer circle be « times further from the plane of the needle's 
motion than the inner one, then the line of sight which passes through the 
point of the needle most move over n divisions of the former to make the 
needle appear to move over one division of the latter. 

** Thus suppose the graduations of the two circles to be to p, then each 

division on the outer rim will correspond to I^J on the inner rim. The 

method, therefore, is to read off the nearest divinion to the end of the needle, 
«id then to carry the eye along the outer rim till this division is in the same 
straight line with the eye and the point of the needle. If m be the number 

of divisions passed over on the outer rim — ^ is the number of minutes to bo 

added to the previous reading, 
t Walker, Terrestrial and Coemical Magnetusm, p. 220. 
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in azimuth, and the observations repeated. The mean of the 
whole will indicate the dip approximately. 

" Tliis approximate value is corrected thus : — 

"There is a small magnet (called the deflector) K inclosed in 
a brass tube fitted with a screw. This tube is now screwed on to 
the back of the instrument, so as to repel the end of the needle 
nearest it, and adjusted at a given angle from the obser\'ed dip. 

'' When the needle has come to rest both ends are read. The 
deflector is then transferred to an equal distance on the other 
side of the dip, and the two ends of the needle read as before. 
This operation is repeated with the face of the instrument turned 
through 180®. The mean of the four readings is the corrected 
value of the dip. 

"Most instruments of this construction are fitted with two 
deflectors, one to repel the north and the other the south end of 
the needle. Mr. Fox, however, appears to prefer the use of only 
one deflector, as more consistent results are usually obtained with 
small than with large angles. Sometimes, as was the case with 
the instrument on board the Erebus^ in the Antarctic Expedition of 
1839-4-3, it is necessary to use both deflectors at once, in conse- 
quence of the weakness of the deflecting force when they are used 
separately. 

" Intensity. 

" The deflector or deflectors being removed, the silk thread is 
placed over the grooved wheel, and a given weight suspended 
from one of the hooks, and when the needle has come to rest 
each end is read. The weight is removed and suspended from the 
other end of the string, and both ends of the needle read as 
before. Half the ditference between the two readings will be the 
deflection/'* 

This gives us the ratio of the known moment of the weight to 
the product of the earth's force into the moment of the magnet. 

To determine the moment of the magnet it must be dismounted, 
put into the brass box K, and used as a deflector, while another 
needle without weiglits is substituted for it in the centres. 

This gives the ratio of the magnetic moment of the first magnet 
to the earth's force. 

As we now know both the ratio and product of the earth's force 

• Walker, Terrestrial and Cosmical Magnetism, p. 221. 
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and the moment of the first mag^net, the former quantity can be 
determined by a similar calculation to that given for the deflec- 
tion observations with the unifilar (p. 1G7). 

This last method of observation is an adaptation of Dr. Lloyd^s 
method (described p. 183), made by Mr. Welsh, of Kew Obser- 
vatory.* 

" Thef correction for temperature is obtained by ])lacin<^ the 
instrument under a glass receiver, and admitting heated air under 
it. The needle being deflected at a given angle from the dip by 
a given weight, the change in this angle, corresponding to an 
increase of temperature, must bo noted. The actual change will 
depend on the magnetism of the needle ; but the rallo appears 
to be very nearly uniform within the limits of the range of 
temperature in this climate.^' 

The following is the testimony of Captain Ross to the merits 
of Mr. Fox's instrument : — 

" By means of the admirable contrivance of Mr. R. W. Fox 
we are able, in tolerably moderate weather, to determine the three 
magnetic elements with even more precision on board our ships 
than they are susceptible of on shore, on account of the unknown 
and indeterminable amount of local attraction ; and even in the 
heaviest gales, after a little practice with his instrument, they 
may be observed with sufficient exactness to afford very useful 
and important information. Throughout the whole distance of 
lK?tween three and four thousand miles from Kerguelen Island to 
Van Diemen's Land, we could not have derived a single satisfac- 
tory result with the instruments in common use; and this por- 
tion of the ocean, at least, must for the present have remained a 
blank upon our charts. But with Mr. Fox's apparatus, the dip 
and intensity observations were accomplished in an almost unin- 
terrupted seriesof daily experiments.^' — Ross's Ayif arctic Voi/aijc, 
vol. i. chap. V. 

" The principal cause of this superiority of Fox's instrument 
in taking observations at sea is its stability, arising from the 
mode in which the needle is hung. As we have seen, the axis 
terminates in very short cylindrical pivots, which work in jowelled 
holes. By this construction any displacement of the needle in 
consequence of the rolling or pitching of the vessel is prevented ; 

• Instractions for Magnetic Surveys, p. 31. 
t AValker, Ibid., p. 226. 
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whilst the loss of sensibilitj, which undoubtedly results from this 
mode of suspension^ is a positive gain under such circumstances. 
Another advantage offered by the instrument is the substitution 
of the statical for the vibration method in observations on the 
intensity. With the delicate suspension required in vibration 
experiments^ such an observation, except in very rare circum- 
stances, would be hopelessly impossible/' 



189 



CHAPTER XV. 

SELF-RECORDING INSTRUMENTS. 

Plates XVII. and XVIII. 

For the study of the daily and hourly changes of the magnetic 
elementflj self-recording instruments are necessary. 

The principle of these instruments is^ generally speaking, as 
follows : — 

A mirror is attached to the moving magnet^ and a spot of light 
from a lamp thrown by it on a piece of sensitized photographic 
paper moved continuously by clock-work. 

If the magnet remains at rest^ a straight line is traced ; if it 
moves^ a zigzag line. 

Three elements are observed, viz. : — 
Declination. 
Horizontal force. 
Vertical force. 

From the ratio of the last two of these the inclination can be 
calculated^ so it is not observed separately. 

Declination. 
Plates XVII. and XVIII. (fig. 1 in eacli). 

Tlie portion of the apparatus which records the declination 
consists of a suspended magnet with a mirror attached ; the 
magnet being hung by a single fibre as in the Unifilar magneto- 
meter. It stands on a massive stone pier. Light from a gas-lamp 
passes in through a slit and collimating lens, falls upon the mirror, 
and is there reflected inside a wooden tube into the box, fig. 4, 
Plate XVII., which contains the barrels and clock-work shown in 
fig. 4, Plate XVIII. The light falls on one of the horizontal 
barrels. Bound this barrel is fastened a sheet of sensitized paper. 
If the barrel were at rest and the magnet moved, a black line 
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The measured values of the curves have to be corrected for 
temperature. Therefore the variations of temperature are con- 
tinuously recorded by fixing a thermometer in a slit in a screen, 
on one side of which is a light and on the other a drum covered 
with sensitive paper. Light passes through the upper part of 
the tube but is stopped by the mercury column. A curve show- 
ing the variations of the height of the column is thus traced, the 
whole of the paper on one side of it being white and on the other 
black.* 

For economy two days' tracings of each of the magnetic ele- 
ments are commonly taken on the same paper^ the gas-burners 
being displaced slightly to one side at the end of the first day. 

Plate XIX. shows the variations of the horizontal force on 
two consecutive days; the first day being one of ordinary 
change, the second being characterized by the occurrence of a 
violent magnetic storm. It is an exact reduced fac-simile of 
one of the photographic records. On two days of ordinary change 
the curves would not cross each other. 

The original tracing is black on a white gpround. In 1862, 
when it was taken, the arrangement for cutting off the light 
every two hours had not been introduced. 

* In meteorological observatories, a similar method is also used for regis- 
tering the vaiiations of the barometer. 
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CHAPTER XVI. 

observations on terrestrial maonetisir. 
Secular Changes. 
The Declination. 

Tub following table shows the changes which have taken place 
in the declination since the jear 15S0 : — 
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We see that the declination was easterly in London from 1580 
to 1657. In 1657 it vanished^ and the magnetic meridian coin- 
cided with the astronomical. 

The needle then began to move to the west of north, and the 
westerly declination continued to increase till about 1815. 

The needle then turned back, and has ever since been returning 
towards the astronomical meridian. 

The Inclination. 

The following table shows the changes which have been ob- 
served in the inclination since its discovery in 1576 : — 
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the time which the vibration experiments last. The motions 
are registered on the other horizontal drum in precisely the same 
manner as those of the declination magnet. 

For tmall variations of horizontal force the distances from the 
curve to the base line may be considered to be proportional to 
the force. The magnet can be raised and lowered for adjustment 
by turning the screw.* 

Vehtical Force. 
Plates XV 11. and XVIII. (fig. 3 in each). 

A steel bar is mounted on a pivot provided with agate knife 
edges, and accurately balanced on agate planes. It is then 
magnetized and the marked end dips. It is brought back 
to a nearly horizontal position by a brass weight fixed near the 
unmarked end, and so adjusted that the centre of gravity of the 
whole system is a little below the jMjint of the support. The 
effect of this is that the more the magnet is displaced from 
the horizontal position the greater is the moment of the weight 
tending to bring it back. 

Thus, if the vertical magnetic force decreases, the magnet moves 
so as to become more nearly horizontal; if it increases, the 
magnet turns in the other direction. Its position at any time 
is a measure of the intensity of the vertical force. 

Its motions are registered on a drum in the same manner 
as the declination and horizontal force, the only difference being 
that as in this case the oscillations of the spot of light arc in a 
vertical line, so the drum must turn on a vertical instead of 11 
horizontal axis. 

Details. 

To avoid disturbance by currents of air all three magnets work 
in vacuo. The brass boxes being ground flat, glass receivers with 
ground edges are placed over them, and the air is pumped out 
by an ordinary air pump. 

Each magnet is furnished with a telescope and scale, so that 
its position can be at any time observed by the eye. 

* In Home instruments, but not in those in use at Kew, it is arranf^cd tliat 
OH the screw turns it moves longitudinally througli its bearings, but the wire 
or thread, as it winds in the screw thread, moves in the opposite direction at 
the same rate, so that the magnet only moves vertically. The use of a 
screw keeps the threads always the same distance apart, and prevents the 
thread winding on itself as it would on a plain bar. 
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August^ and above it in the remaining months of the year. At 
Hobarton the south inclination is below the mean from June to 
October inclusive, and above it for the rest of the year* 

Diurnal iNEquALixr. 

Hourly observations have shown that there is another period, 
coincident with the period of rotation of the earth on her axis. 

Dr. Lloyd, speaking of the diurnal inequality in Dublin, says 
that its general features are as follows : — 

" I. The easterly force diminishes from 7 a.m. or 8 a.m., and 
the north pole of the magnet moves toeitward until about 1 p.m., 
when the easterly force is a minimum, 

" II. After 1 p.m. the easterly force increases and the north 
pole of the magnet returns eastward. This easterly movement 
continues until about 10 p.m., when the easterly force attains its 
greatest value. 

"III. There is a second but much smaller oscillation during 
the night and early morning, the easterly force diminishing and 
the north pole moving slowly westward, for a few hours before 
and after midnight; after which it returns to the east until 
7 a.m., when the easterly force is again a maximum. 

" IV. In summer the westerly movement during the night 
disappears, the afternoon easterly movement continuing through- 
out the night, but at a slower rate. In winter, on the other 
hand, the morning easterly movement vanishes, and the magnet 
is almost in state of repose from 2 a.m. to 8 a.m. 

" V. From the facts last mentioned it follows, that the greatest 
range in summer is that of the westerly movement from 7 a.m. 
to 1 p.m. ; while in winter the greatest range is that of the 
easterly movement between 1 p.m. and 10 p.m." 

LuNAB Diurnal Inequality. 

A period has also been discovered correisponding to the lunar 
day. 

Of it General Sabine says :f " The variation in each of the 
three elements constitutes a double progression in each lunar 
day ; the declination has two easterly and two westerly maxima 
in the interval between two successive passages of the moon over 

* Lloyd's Treatise on Magnetism, 

t Philosophical Transactions, 1856, p. 606. 
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the astronomical meridian ; and the inclination and the total force 
have each two maxima and two minima due to the moon's action 
iu the same interval^ the variation passing in every case four 
times through zero in the lunar day. The easterly maxima of 
the horizontal deflection of the north-pointing end of the magnet 
synchronise with the moon's superior and inferior passages of the 
meridian ; the westerly maxima with the lunar hours of 6 and 18. 
The maxima of the increased magnetic force due to the moon's 
action occur about the lunar hours of 3 and 16^ and the minima 
about 9 and 20." 

Thus we see that the changes in the magnetic elements depend 
principally on the relative positions of the sun and moon with 
respect to the earth. Whether the greater part of the effect is due 
to direct magnetic action^ or indirectly to the heating and cool- 
ing of the crust of the earth, we are not in a position to decide with 
absolute certainty. 

Effect of Sunspots. 

In 1859 a magnetic storm of unprecedented magnitude con- 
tinued from August 28th to September 7th. Professor Balfour 
Stewart* has pointed out that this was synchronous with the 
period of maximum activity of one of the largest sun-spots ever 
observed. 

The AuaoRA. 

It is found that the appearance of certain kinds of auror» 
coincides with certain periods of disturbance^ but the observa- 
tions at Point Barrow in 1852-3-4^t which are the best we yet 
have, cannot be said to have established any definite law of 
connection. 

Brouk's Observations. 

On December 15, 1875, Mr. J. A. Broun, F.R.S., communi- 
cated to the Boyal Society :( a paper '^ On the Variations of the 
Daily Mean Horizontal Force of the Earth's Magnetism pro- 
duced by the Sun's Rotation and the Moon's Synodical and 
Tropical Revolutions/' of which the following is an abstract : — 

*' The variations of daily mean horizontal force in the years 

• Fkilowpkieal Transactions, 1861, p. 423. 

t Ibid., 1857, p. 497. 

X Proc. Boy. Soc., xxi7., 1876- 76, p. 231. 
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1844- and 1845 eliowed several well-iaarked oscillations, having 
periods of from 20 to 30 days, and amplitudes, in some cases, of 
more than one thouBandth of llie whole magnetic force. Tbtse 
oscillations were first attributed to lunar action ; afterwards they 
were found more probably due to the sun's rotation on bis axis. 
The disappearance of these oscillations in the middle of well- 
marked series, their different amplitudes and periods, could not 
be explained except hy the supposition that the solar action was 
not continuous, but only hy fits periodic. 

" The author was induced to believe lately that these differences 
in the oscillations were due to conjoint aclions of the sun nnd 
moon ; he accordingly deduced the mean variations corresponding 
to three periods of 26, 29-5, and 27'3 days, the times of rotation 
of the sun derived from the noagnetic observations, and of the 
moon's synodical and tropical revolutions respectively. He finds 
that the combinations of these three scries of variations represent 
with considerable accuracy all the variations of the daily mean 
horizontal force of the earth's magnetism during each year; go 
that the sun's rotation and the different positions of the moon 
relatively to the sun and the plnne of the equator {or of the 
ecliptic) are found to produce all the diHerences in the amplitude 
and time, as well as the apparent disappearance of the oscillation. 

" Cases of considerable and sudden diminution of the earth's 
magnetic force which happened in the years lSt4 and 1S15 are 
next examined ; and it is shown tliat these changes occur at 
intervals of 26 days, or multiples of 26 days; in one instance 
there are five successive recurrences at the exact interval of 26 
days. 

" As this period is that of the sun's rotation relaVtveig to iki 
earth, it appears to follow that the earth has some action on the 
sun, or (more probably) on some ray-like emanation from the 
sun, which causes these changes in the earth's magnetism. 

" It is found also that these sudden variations occur more 
frequently when the moon is at a considerable distance from the ii 
equator and the echptic; it would thus appear that our satellite 
has also an action on the cause of the great terrestrial magnetic 
disturbances." 



A 



199 



CHAPTER XVIL 

EARTH CURRENTS, 

Magnetio observations are complicated by the existeuce of 
certain currents of electricity which move in the earth.* 

Mr. C. V. Walker, P.R.S., superintendent of the South Eastern 
Railway telegraph lines, has made a series of investigations on 
these currents, and has communicated the result to the Royal 
Society, in 1861 and 1862.t 

He thus summarizes his results : — 

''The results arrived at in these two communications may bo 
briefly summed up as follows : 

" 1st. That currents of electricity are at all times moving in 
definite directions in the earth. 

" 2nd. That their direction is not determined by local causes. 

" 8rd. That there is no apparent diflTerence, except in degree 
between the currents collected in times of great magnetic dis- 
turbance, and those collected during the ordinary calm periods. 

'* 4th. That the prevailing directions of earth currents or the 
currents of most frequent occurrence are approximately N.E. and 
S.W. respectively. { 

''6th. That there is no marked difference in frequency, duration, 
or value between the N.E. and S.W. currents. 

" 6th. That (at least during calm periods) there are definite 
currents of less frequency from some place in the S.E. and N. W. 
quadrants respectively. 

" 7th. That the direction of the current in one part of a plane 
on the earth's surface (at least as far as the S.E. district of Eng- 
land is concerned) coincides with the direction in another part of 

* See Chapter XX., ** Action of Oarrents on Magnets." 

t Proo. Koj. Soo., xi., 1860-62, p. 681. 

t ThM6 would tend to set the magnets S.E. and N.W. respeciiTelj. 
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the plane ; and if the direction changes in one part, it changes in 
all parts of the plane. 

'^ 8th. That the relation in value between currents in a given 
part of the plane and currents in another given part is not con- 
stant^ but is influenced by local meteorological conditions, and 
varies from time to time. 

" 9th. That the value of a current of a given length moving in 
a given line of directioa is not necessarily the same as that of a 
current of the same length on the same line of direction prodaced, 
and that their relative value depends on the physical character of 
the earth interposed between the respective points of observation, 
and is tolerably constant. 

*' 10th. That the currents which have formed the bases of these 
investigations are derived currents from true and proper earth 
currents and neither in whole nor in any appreciable part have 
been collected from the atmosphere, nor are due either in whole 
or in any appreciable part to polarization imparted to earth- 
plates by the previous passage of earth currents or of powerful 
telegraphic currents ; nor are they due to any electromotive force 
in the earth-plates themselves. 

'^ 11th. That the earth currents in question (at least the power- 
ful currents present at all times of great magnetic disturbance) 
exercise a direct action upon magnetometers^ just as artificial 
currents confined to a wire exercise a direct action upon a 
magnet. 

PROFEssoa Adams' Observations. 

At the meeting of the British Association in York in 1881, 
Professor W. G. Adams, P.R.S., read a paper on ''Magnetic 
Disturbances and Earth Currents.^' * 

Professor Adams shows by careful comparison of observations 
taken simultaneously in widely different localities, that they 
must be due to some cause external to the earth, and strong 
enough to affect its magnetism as a whole. He suggests that 
they may probably be due to tides caused by the sun and moon 
in the elastic solid crust of the earth and in the air. He con- 
siders that the tidal wave revolving I'ound the earth may be 
regarded as if it was a conductor revolving round a magnet. 

* Eeport, Brit. Assoc., 1881. 
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CHAPTER XVIIL 

THE VOLTAIC BATTERY. 

We have said that if an insulated conductor be charged in any 
way whatever, in a very short time all parts of it will be found 
to be at the same potential. Suppose we take two con- 
ductors and charge them so that their potentials are different. 
If we now connect them by a wire, we shall find that afler a 
very small fraction of a second the potential of the one will have 
diminished, apd that of the other increased till they are at the 
same potential. 

The one whose potential has diminished has lost a certain 
quantity of electricity, while that whose potential has increased 
has gained a certain quantity. Now, as no electricity has 
entered or left the system, the gain of electricity by the one 
most be equal to the loss by the other, and we are therefore 
justified in saying that electricity has travelled from one to the 
other along the wire. 

This flow of electricity along the wire is called an '^ electric 
current/' |ui4 takes place whenever a wire or other conductor is 
used to connect two conductors whose potentials are different. 
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When any two insulated charged bodies are connected^ the flow 
which goes on until the potentials are equals lasts but a very 
short time^ as the potentials approach equality with great rapidity. 
If, however, instead of insulating the charged bodies, we con« 
nect them with a machine whioh^ by the expenditure of work, 
will keep their potentials constantly different, the electric current 
will continue to flow along the connecting wire as long as the 
machine is in action. 

The voltaic battery is such a machine. One view of the prin- 
ciple on which it is founded is this : — 

If two metals be placed, near together but not in contact, in a 
liquid which acts chemically more upon one than upon the other, 
the metals become charged so that the one least acted on is of 
higher potential than the one most acted on. The difference of 
potential produced depends only on the nature of the metals and 
of the liquid, and not on the size or position of the plates. 

As soon as .the difference of potential has reached its constant 
value, the chemical action ceases. 

If now the metals are connected by a wire outside the liquid, 
the difference of potential begins to diminish, and an electric 
current flows through the wire. As soon as the difference of 
potential becomes less than the maximum for the metals and 
liquid, chemical action recommences and brings it up to the 
maximum and thus, if no disturbing cause interferes, the current 
will continue till the metal most acted on is entirely dissolved. 

This view of what takes place explains the action very well. 
It is not yet certain whether this is the true explanation, or 
whether we should say : On joining two metals either directly 
or by a wire, a difference of potential is observed. When the 
metals, still joined, are partly immersed in a liquid^ which acts 
more upon one than upon the other, the chemical action equalizes 
the potentials, and in doing so causes a flow of electricity along 
the connecting wire. The moment the equalization of the po- 
tentials has commenced, the difference is renewed again at the 
point or points of contact between the metals; and so* if no 
disturbing cause interferes, a continuous flow of electricity is 
kept up till the metal most acted on is entirely dissolved. 

The latter view has, in my opinion^ more evidence to support 
it than the former. It will be more fully discussed in Chapter 
XIX., Contact Electricity. 
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When two metals are arraoged aa above de8Cril>ed in a liquid, 
and are in metallio communicatioD, the ooe which, if alone 
would be moet acted on, entirely protects the other, and the 
STraQgement is called a. voKak circuit, or cell. 

In what follows we will call that part of the metal least acted 
on, which is not immersed in the liquid, the positive pole of the 
battery, and the corresponding part of the other the nej^ative 
pole. If we bring the liquid in the battery to the potential of 
the earth, the plate at the higher potential will be positively 
chai^ired, and that at the lower potential nogatively charged, and 
the above convention will agree with our definitions in Part I. 

In nearly all practical forms of the voltaic cell, the metal form- 
ing the negative pole is zinc ; that forming the positive pole varies. 

The simplest form of voltaic cell consists of a plate of copper 
and a plate of zinc (fig. 58] partially immersed in diluted* sul- 
phurio acid, which acts on the zinc, but 
not on the copper. With such an arrange- 
ment, however, the current only continues 
for a very short time, and then ceases. 
Evidently some disturbing cause is acting. 
On examining the copper, it will be seen to 
be entirely coated with minute bubbles, 
which, if collected and tested, will be found 
to consist of pnre hydrogen gas. 

If a piece of zinc alone be dissolved in 
dilute snlphurio acid, the water is decom- 
posed, and the oxygen combines with the zinc, and hydrogen 
is set free.f 

When the decomposition occurs in a voltaic cell, the hydrogen 
is liberated, not at the surface of the ziuc, but at that of the 
copper. 

* Unless ths oontrsry is stated, it ii to be nndentood that " diluted 
•nlplmria acid" mram s mixture of 7 parts (by measure) o£ water with one 
put of acid [CoidI. sp. (cr> 1'84S). In mixing, care maat be taken to meaaare 
oat tlM water fint, and then to add the acid to it It ia ver; dangeronii to 
add the water to the scid. 

t The action is eipnasad bj the following chemical equation : — 
H, SO, -h Zn = Zn 80. -(- H„ 
whieh mp rsssM that one atom of zino ohaugres placea with two atonu of 
hydrogen, aoDrntiug the lulphario acid into lulpfaste of liuc— Miller, 
" Skmmts ot Chemiatty," vol. ii. p. 60. 
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The effect of the copper being coated with hydrogen ia that i 
difference of potential is no longer produced. 

Wliy the hydrogen should appear at the copper, and why it 
ehoiild stop the current, is not well understood. 

AUALOAHATED 7i\SC. 

We have as yet assumed that all the metals used are chemically 
pure. The ordinary zinc of commerce of which battery plates 
are miide ia however not pure, but contnina many particles of 
iron und other metals. If a piece of ordinary zinc be placed in 
acid, each of theae pieceti of iron, together with the zinc near 
it, forms an independent small cell, whose circuit is always 
closed, whether the main current is cloacd or open. The currents 
produced in theae small circuits in no way help the main current, 
while they cause the zinc to be rapidly consumed. 

The cost of chemically pure zinc prohibita its use, bo a different 
plun is used, which, though probably first adopted as a make- 
shift, is found to be in every respect equally efficacious with the 
employment of pure zinc. 

It consists in contiiig the zinc with mercury. This is done by 
first immersing the zinc for a few minutes in dilute sulphuric or 
hydro-chloric acid, so as to give it a chemically cleaa surface, 
and then pouring mercury upon it. The mercury ot once com- 
bines with its Burliice, and the whole of tbe zinc appears bright 
like silver. Zinc thus " amalgamated " is not attackt'd by dilute 
Bulphurie acid, unless it forms part of a closed galvanic circuit. 
The precise action of the mercury is not Unowu. It probablf 
ucts by coating the zinc and particles of iron alike with one and 
the same metal. 

BiHDiNO Screws, 

Binding-screws are clamps for attaching connecting wires to 
any instrument. They are made in many forms, but the two 
shown in figs. 59, CU are the most general types. In fig. 59, 
tbe end of the wire is. passed through the hole, and the screw 
being turned, clamps it This form is most convenient for all 
ordinary apparatus. In the form fig. 60, the wire is bent round 
and clamped. This is used for measuring apparatus, as it gives 
rather a better contact. This form is often made with more 
than one nut, so as to allow a second wire to be attached witbout 
disturbing the first 
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COMSTAST BaITEBIES, 

To moke a constant battery or cell, it m necessarj to pro- 
▼ide some meanB of freeing the positive or copper plate from 
hydrogen. 

Smeb's Ckll. — Fig. 61. 

In Smee'e cell, which is 
fihowQ in section in fig. 61, the 
plates consist of zinc and plati- 
nized silver, i. e. silver with a 
deposit of rough platinum in 
powder on its suriiice. As thi,- 
presents a multitude of points, 
the hydrogen disengages itself 
more easily than from a smooth 
p1at«. As silver is much more 
expensive than zinc, the ailvLT 
plate is usually arranged be- 
tween two zinc ones, so as to 
use both sides of the silver, and 
so get a greater surface. Al- 
though the difference of poten- 
tial is independent of the size 
of the plates, we shall explain 
that the quantity of electricity produced is not. 

The BicHKoiuATE of Potasu Cell. — Fig. 62. 
In this cell the plates consist of carbon and zinc, and the 
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liquid IB dilute sulphuric acid Baturated* witU bichromate of 
potash. The action of the bichromuteof potash is to prevent the 
livilrog^n from reaching the carbon plates at all-f 

Owing to its not making any smell, this cell is niuch uned 
for table work, when a moderattly 
jwwerful current is required for a 
short time. It is usually made In 
what is called the bottle form, showo 
in sectiou in fig. 62. A globe-shap*d 
glass bottle with a cylindrical neck 
contains the liquid. The carbon, 
which, though not called a metal, 
is an escelleut conductor, is what ia 
deposited iu the nei'ks oi' the retorta 
during the muQuructure of coal ga& 
It is very bard, and can only be 
ground into shape, not fairly cut 
Two plates arc made of it, and 
reach from the bottom to the top of 
the boctk', where they are fixed to a 
piece of vulcanite which forms a 
stopper. 

A zinc plate onlj half the length 
of the carbon plates is fixed to u sliding rod, so that, being still 
between the carbons, it can be jilaeed either in the bulb or neck 
of the bottle. The bottle is only filled np to the bottom of the 
neck, so that when the cell is not iu use the zinc can be drawn 
completely out of the liquid. 

On the ebonite stopper are fixed two binding screws which 
are connected hy strips of metal, the one to the sliding I'od 
iittaehed to the zinc, the other to the two carbon plat«s. 

Two-PLUiD Culls, 
We have as yet deeeribed only cells with one fluid. In all 

* About 4 oz. of bichrnmat? will aaturale one pint of water. The bicbro- 
inate shonld be diuaWed in boiling iruter, and, when it is cold, the avid tboald 
be added. When tbi> solution is again cold, it will be ready for tue. 

t The chemical action ii as follows: — 

K0.2CrO +4S0. = Cr,0„860. + KO.SO, + 0, 
(A'iuiirfeO. 
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these batteries the compounds formed by the hydrogen return to 
Ihe ziuc plate and retard the action upon it. Cells with two 
fluids are made to prevent this taking place. The two principul 
typts are Grove's and Danietl's cells. The latter is used when a 
constant current or moderate strength is required for days, weeks, 
or months. The former, when u very powerful current is reqnired 
for a few hours. 

Grove's Ckll.— Fio, 63. 

In Grove'd cell, the metnls used ure ziuc and platinum ; the 

fluids, strong nitric and dilute sulphuric acids. A cell of thin 
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^^IWtim earthenware ia fdled with nitric acid, and contains the 
platinum plate. This cell is placed inside another cell, usually of 
ebonite, containing the zinc and dilute sulphuric acid. The porous 
earthenware, when wet, permits the electricity to pass freely 
through it, while it almost entirely prevents the liquids from 
mixing. In fig. 6!1, which shows the arrangement of the plates, 
Eeveral cells are represented connected together, but the reader ia 
requested for the present to cootine his attention to one only. In 
this cell, the hydrogen which, wherever it is set free, must be 
formed in the sulphuric acid, would have, in order to reach the 
platinum plate, to travel through the nitric acid ; or even if it id 
only liberated on the platinum, it is still in contact with the nitric 
acid. The hydrogen and nitric acid at once combine, and form 
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nitrous acid and TTaier^ both of which remain ifi solution in the 
free acid.* 

One of the zinc plates and one of the clamps used for holding 
the platinum against the zing (page 221) are shown at the bottom 
of fig. 63. 

Grove's battery is the only voltaic arrangement used for pro- 
ducing the electric lights and for other purposes where great power 
is required. 

Bunsen's Cell. 

Bunsen's cell is similar in construction to Grove's, with the 
exception that the plate immersed in the nitric acid is of carbon 
instead of platinum. The impossibility of cutting carbon into 
very thin slices necessitates making the cells larger. Usuallj 
they are made circular. This cell is not so powerful as Grove's, 
and, though its first cost is much less^ it is troublesome, and 
more expensive to work with.-j- 

Daniell's Cell. — Figs. 64, 65, 66, 67. 

In this cell the metals used are zinc and copper. The 
former is usually immersed in dilute sulphuric acid ; the latter 
in a saturated solution of sulphate of copper. In a very con- 
venient form of the cell shown in figs. 64, 65, the zinc in 
the form of a rod is placed inside the porous cell, and the 
containing vessel being made of copper acts as the other 
plate. 

* The chemical action may be represented by the following formula. The 
molecular arrangement before the action being repret^nted by the bi'acketis 
above the line ; after it, by those below. 

^itrlo Porous 

acid. coll. Sulphnrio acid. 

Pt HNO,0 nil H,SO« H.SO* Za 



Nitrous Water. Bulphurio Sulphate 
acid. acid. of sine. 

We see that the platinum does not join in the chemical action. — Miller, 
" Elements of Chemistry," vol. i. p. 479. 

From his having represented two atoms of sulphuric acid, it appears that 
Dr. Miller was of opinion that the action between the zinc and sulphuric acid 
was distinct from that between the sulphuric and nitric acids. 

t Both Grove's and Bunsen's cells give off fumes of nitrous acid which are 
unwholesome, and injurious to instruments, and therefore they must not 
be placed in the physical laboratory, but in a separate shed or cellar connected 
to the laboratory by insulated copper wires. 
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Ineide the copper cell and 
perforated with many holes. 
])orous cell in its place. On it a 
of eiilphate of copper. The ( 
Bolntion of the same, i.e. with water ia which is dissolved 
the maximum quaotity of sulphate of copper which it will 
coutaiD. 



This shelf serves to kci'p the 
e piled up a number of cryetals 
;11 is filled with a saturated 





the inner coll is the zinc rod, and, according to the 
purpose for which the battery is requii-ed, either dilute sulphuric 
acid, salt and water, or plain water ; the latter, while causing: 
a great diminution of power, increasing the constancy of the 
battery. 

In the cell from which fig. 65 is drawn, the copper cylinder is 
C inches deep and 3 inches in diameter. 

When the circuit is closed, the hydrogen, whether it comes 
from the zinc through the porous cell towards the copper, or is 
liberated on the copper, meets the solution of sulphate of copper, 
and, taking from it an atom of sulphur and four atoms of oxy- 
gen, forms sulphuric acid, and liberates metallic copper which is 
deposited on the copper plate. At the same time, sulphate of zinc 
is formed in the sulphuiic acid cell. 
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TLus tlic tbickneea of the zinc plate dimmishea, and that of the 
copper plate increases, while the cell is worked.* 

It will be seen, on looking at the equation in the foot-note, 
that for each molecule of copjier deposited on the.plat^, one 
mutecule of sulphate of eopper is destroyed, and the soluEiMn 
{^ets weaker. As soon as this occursj a portion of the Bulphittj 
of copper on the shelf is dissolved. The part of the liquid 
which has dissolved it becomes denser than the rest, and 
to the bottom, and a frt.'sh portion of the weakened solution < 
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in contact with the solid sulphate of copper, and so a ciiculalioD 
goes on till all the liquid is again saturated. 

• Tlie KiUowing chemioal equation represents tile c-linnj;e Oiat t 
plaoe. Thu bruckeU iibuve the litio representing tLe molecular airangeBU^ 
before tbe decom position \ tLone below, the arrangement nfternards : 




I 
s ■■ Elements of Chemistrj*," vol. i. p. 4"7. 



Thomsons Tray Cell. 
file power of this cell steadily din 



i until the di!iit« 
cid is saturated with &ulphat« of zinc, all^r which it remains 
iilmoet constant for a very long time. For this reason, when 
constancy is more important than strength, it is customary to 
satorate the solution with sulphate of zinc before beginning 
work. 

Figs. 66, 67 are drawn from two original models of Danicll's 
Ifflttery, preserved at King's College, where he was Prolcssor of 
Physics from 1831 to 1845. 

The copper cells shown in 6g. 66 are iO inches deep and SJ 
inches in diameter. 

Fig. 67 shows an arrangement which was adopted for keeping' 
the acid solution constantly 
renewed, so that its strength 
should be always constant. 
A constant supply of fresh 
acid was allowed to drip in 
at the top, while the nsed 
acid Sowed out through the 
glass tube on the left. This 
cell is 6 inches divp and 
3 inches in diameter. The 
porous cell is made of 
parchment. The zinc is 
not shown. On the right 
is a mercury cup ui^d in- 
stead of a binding screw. 

Numerous other forms 

of Danicll's cell are in use, __ 

the various modifications ' " ~ Y\aia~ 

having been introduced 

with a view of preventing the mixing which goes on through 

the walls of any porous cell, and because of the resistance which 

such a cell oScro to the electrical and chemical action. 

Ghavitt Battehies — Thomson's Tilay Celi,, Fios. 68, 69. 

They have usually taken the form of " gravity " batteries, that 
is batteries where the plates are placed horizontally, and the 
liquids kept apart, chiefly, if not entirely by their difference in 
density. The denser liquid is of course placed at the bottom. 




J 
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The btst form, and one whieli may be taken as a type of tbe rest, 
is Sir Wm. Tliomson's tray cell. 

The following description of it is taken from Frofessor Ckric 
Maxwell's "Electricity," art. 272, vol. i. p. 327 : — 




" In all forms of Daniell's cell the final result is that tbe 
Hulpliate of copper finds its way to the zinc, and spoils the battery. 
To retard this result indefinitely, Sir W. Thomson' has conetracUd 
Daniell's battery in the following form. In each cell the copper 




plate is placed horizontally at tli botttm anJ ii "ioturated solu- 
tion cf sulphate of zinc is poured over it The zinc is in tlie 
form of a grating, and is placed horizontally near the surface of 

• Proc. Koy. Soc, lii., 1870-71, page 2C3. 
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the solution. A glass tabe is placed vertically in the solution^ 
with its lower end just above the surface of the copper plate. 
Crystals of sulphate of copper are dropped down this tube^ and 
dissolving in the liquid form a solution of greater density than 
that of sulphate of zinc alone^ so that it cannot get to the zinc 
except by diffusion. To retard this process of diffusion^ a syphon, 
consisting of a glass tube stuffed with cotton wick^ is placed, 
with one extremity midway between the zino and copper, and 
the other in a vessel outside the cell, so that the liquid is very 
slowly drawn off near the middle of its depth. To supply its 
place, water, or a weak solution of sulphate of zinc is added 
above when required. In this way the greater part of the sul- 
phate of copper, rising through the liquid by diffusion, is drawn 
off by the syphon before it reaches the zinc, and the zinc is sur- 
rounded by liquid nearly free from sulphate of copper, and 
having a very slow downward motion in the cell, which still 
further retards the upward motion of the sulphate of copper. 
During the action of the battery, copper is deposited on the 
copper plate, and SO4 travels slowly through the liquid to the 
zinc with which it combines, forming sulphate of zinc. Thus 
the liquid at the bottom becomes less dense by the deposition of 
the copper, and the liquid at the top becomes more dense by the 
addition of the zinc. To prevent this action from changing the 
order of density of the strata, and so producing instability and 
visible currents in the vessel, care must be taken to keep the 
tube well supplied with crystals of sulphate of copper, and to 
feed the cell above with a solution of sulphate of zinc sufficiently 
dilute to bo lighter than any other stratum of liquid in the 
cell.'' 

Fig. 68 represents a lecture model, and fig. 69 is drawn from 
a cell of the form commonly used. The tray in fig. 69 is 22 
inches square. 

The Leclanch4 Cell. — Fig. 70. 

This is now very extensively used for telegraphic purposes. 
It consists of zinc and carbon separated by a porous cell. The 
zinc is surrounded by a solution of sal-ammoniac and the carbon 
by a mixture of black oxide of manganese and powdered carbon. 
The cell containing the powder is filled up with water. This 
cell has small power, but for discontinuous work will remain in 
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action, without more att«Dtioii than occasionally filling up tb« i 
cells with water, for some years." 




The Two-flcid BicnsoHATB Cell. 
In thia cell zinc and caibon are used as in the one-fluid fonn, 
Imt the carbon is placed in a porous cell surrounded by a satu- 
[■ated solution of bichromate of potash in water only, while the 
zinc is placed in weak sulphuric acid (iihout 20 to 1) in tbi 
outer cell. ITiia hattery is extensively used for Iclegmphie 
purposes. 

Tup. Chloride of Silteu Cell. — Figs. 71, 72. 

The following is Mr. Warren Du La Kue's description of a Inrgfl 
battery of these cells :f — 

" Tiie battery used np fill now consists of 1080 cells, each being 
formed of a glass tube T (fig. 71), 6 inches (15 23 ceiitims.) long 
and I of an inch (1'9 centim.) internal diameter; these are closed 
with a vulcanized rubber stopper (cork) e, perforated eccentrically 
to permit the insertion of a zinc rod, carefully amalgamated, -^ 
(0'4S ceutim.) of an inch in diameter, and 4'5 inches (11*43 
centims.) long. Tiie other clement consists of a flattened silver 
wire sw, pasBiDg by the side of the cork to the bottom of th« 

* Tbe chemical action is as folloirg : — 

N H, H CI + 2 Mn 0, + Zq = Zn a + N H. + H + Mn, (V 
t Proc Roj. Soc., xiiii., 1874-7S, p. 35Si >nd PhU. Tnuis.. 1877, villi 
^xa. p. lufi. 



Chloride of Silver Cell. 



217 



tube, and covered, at (be upper part above tbe chloride of eilver 
and until it passes the stopper, with tbiu eheet gutla>percha for 
inEulatioTi, and to protect it from the action of the eidphur in the 
vulcanized corks; these wires are ^ of an inch (010 ccntim.) 
broad and 8 inches (20-3i centims.) loiiff. In the bottom of the 
tube is placed 22523 grains (14-59 grms.) chloride of silver in 
powder ; this constitutes the electrolyte : above the chloride of 
silver \b poured a solution of common salt containing 25 grammes 
chloride of sodium to 1 litre (1752 grains to 1 gallon) of water, 
^^to within about 1 inch {2'54 cenlims.) of the cork. Tlie con- 




nection between adjoining cells is made by pi 
of india-rubber tube over the zinc rod nf 01 
the silver wir« of the next cell through it so 
the zinc. The silver rod in surrounded by a tube 
parchment, rp, to prevent it touching the 
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of the cells by means of a cork prevents the evaporation of water, 
and not only avoids this serious inconvenieuce, but also con- 
tributes to the effectiveness of the insulation. More water can 
be added through holes in the corka closed by plugs, pp. 
The tubes are grouped in twenties in a sort of test-tube rack, 
S S', having four short ebonite feet,//" (fig. 71), and the whole 
placed in a cabinet (fig. 72), 2 It;. 7 in. (78-74 centims.) high, 2 ft. 
7 in, wide, and 2 ft. 7 in. deep, the top being covered with ebonite 
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to facilitate working with the npparatua, which is thus placed 
on it as an insulated table, 
llie electro-motive force of the battery, as compared with a 




Daniell's {gravity) battery, was found to be as 1-03 to !,• its 
internal resistance 70 olimst per cell, nod it evolved 0214 cnb. 
centim, {0"0131 cub. inches) mixed gas per minute when pagsed 
through a mixture of 1 volume of sulpliuric acid and 8 volumes 
of water in a voltameter J having a resistance of 11 ohms. The 
Btriking-distance§ of lOSOelements between copper wire terminals, 
one turned to a point, the other to a flat snrface, in air is ji- 

• See p. 213. t See Chftpter XXVII. 

t See Chapter X.XXI. § See ChaptM XLIV. 
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inch (0"096 millim.) to yto ^°^^ (^^ millim.). The p:reatest 
distance through which the battery-current would pass con- 
tinuously in vacuo was 12 inches (30*48 centims.) between the 
terminals in a carbonic acid residual vacuum. This battery has 
been working since the early part of November 1874^ with^ 
practically^ a constant electro-motive force/^* 

Fogoendorf's Cell. 

The following description is taken from M. Niaudet's book on 
batteries.f I have no practical experience of the cell. 

The form of the cell is the same ns that of Bunsen's. A carbon 
rod is placed in the porous cell, a zinc cylinder in the outer one. 

In the zinc cell is a mixture of 12 parts by weight of sulphuric 
acid to one of water. 

In the carbon cell is a mixture (by weight) of 

100 parts of water, 
12 „ y, bichromate of potash, 
25 „ „ sulphuric acid. 

This cell is said to have a very large electro-motive force, 
greater than that of Grove, double that of Daniell.j: 

Byrxe's Cell. 

Dr. Byrne, of Brooklyn, U.S.A., has invented a cell where 
the metals are platinum and zinc, and the solution is the same 
as that in the bichromate cell, p. 207. It is connected to a blow- 
pipe bellows, and air is forced through the liquid all the time 
the battery is in operation. This removes the hydrogen. Mr. 
Ladd, who has described the battery,§ mentions that the quantity 
of electricity produced by it is very large. 

I have now, I think, described the principal types of batteries 
in common use. There are, however, an immense number of 
other cellsj differing in various details from those we have de- 
scribed — ^accounts of them all will be found in books on tele- 
graphy, and in M. Niaudet's work quoted above. 

• Written in 1877. 

t Niandet, TraiU Elemeniaire de la Pile Elcctrique, 2Dd ed., page 
201. (Baudrj, Paris, 1880.) 
X See table, page 224. 
§ Beport, Brit. Assoc., Dublin, 187S, p. 448. 
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Latimer Clark's Standard Cell. 

Oq June 19^ 1873, Mr. Latimer Clark communicated to the 
Royal Society* an account of a " Standard Cell/' that is, a cell 
whose electro-motive force is always constant. Great difficulty 
had been experienced in determining a practical unit of electro- 
motive force^ owing to the fact that not only are there differences 
in the electro-motive forces of different ordinary cells, supposed 
to be of the same construction^ but that the electro-motive force 
of the same cell varies from day to day. 

With the '' standard cell '^ it is found that as long as it is not 
used to produce a current, the difference of potential between its 
poles remains absolutely constant. The maximum difference 
observed in a series of comparisons between different models of it 
during a period of several months was not more than ^^^^ part 
of the whole electro- motive force^ and it appears that even this 
difference might be accounted for by an accidental difference 
of temperature. 

Temperature. 

The electro-motive force which the cell gives at 15°*5 C. is taken 
as the standard, t 

It is found that the force decreases with increase of tempera- 
ture, and that the rate of variation for 10^ above and below 15°"5 
is 0*6 per cent, for each degree centigrade. 

Construction. 

'' The battery is formed by employing pure mercury as the 
negative element, the mercury being covered by a paste made by 
boiling mercurous sulphate in a thoroughly saturated solution 
of zinc sulphate, the positive element consisting of pure distilled 
zinc resting on the paste. 

" The best method of forming this element is to dissolve pure 
zinc sulpliate to saturation in boiling distilled water. When 
cool, the solution is poured off from the crystals and mixed to a 
thick paste with pure mercurous sulphate, which is again boiled 
to drive off any air; this paste is then poured on to the surface 
of the mercury, previously heated in a suitable glass cell ; a piece 
of pure zinc is then suspended in the paste, and the vessel may 
be advantageously sealed up with melted paraffin wax. Contact 

* Phil. Trans., 1874, page 1. 

t It equals 1-467 Volt. See Chapter XXI. 
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with the mercury may be made by means of a platinum wire 
passing down a glass tube, cemented to the inside of the cell^ 
and dipping below the surface of the mercury^ or more con- 
veniently by a small external glass tube blown on to the cell, 
and opening into it close to the bottom. The mercurous sul- 
phate (Hg, SO4) can be obtained commercially ;* but it may be 
prepared by dissolving puro mercury in excess in hot sulphuric 
acid at a temperature below the boiling-point : the salt, which 
is a nearly insoluble white powder, should be well washed in dis- 
tilled water, and caro should be taken to obtain it free from the 
mercuric sulphate (persulphate), the presence of which may be 
known by the mixture turning yellowish on the addition of 
water. The careful washing of the salt is a matter of essential 
importance, as the presence of any free acid, or of per- 
sulphate, produces a considerable change in the electro-motive 
force of the cell.'* 

Batteries of several Cells. 

We have said that when the circuit is open (that is, when the 
poles are not connected), the potentials of the poles of any cell differ 
by a quantity which is approximately constant for each kind of cell. 
We often, however, require a difference of potential greater than 
can be given by any one cell. This is obtained by connecting a 
number of similar cells '' in series,^' that is, connecting the posi- 
tive pole of one with the negative pole of the next, and so on — 
a number of eelU so connected is called a voltaic battery. Fig. 63 
is a representation of a Grove's battery of four cells. It is seen 
that the zinc of each cell projects sideways over the next, and 
the platinum of that cell is clamped to it. The only reason 
why the zinc plates are chosen to project rather than the plati- 
num, is the far greater expense of the latter, and the fact that 
owing to their not being consumed, it is only necessary to make 
them of the thickness of writing-paper, when of course they 
have but small rigidity. 

Thus all the poles are connected two and two, except one from 
each of the end cells. These two free poles are called '^ the poles 
of the battery." 

Their difference of potential is as many times the difference of 

* Mr. Clark has obtained it from Messrs. Hopkins and AVilliams, 5, New 
CSarendish Street 
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potential between the poles of a sinj^Ie cellj as there are cells in 
the battery, i. e., in a battery of 4 cells, if we sappose the differ- 
ence of potential between two poles of the same cell to be repre- 
sented by the number 10, that between the poles of the battery 
will be represented by 40; if there are 5 cells, by 50, and 
so on. 

For let us suppose that the negative pole of the end cell (on 
the right hand in fig. 63) is connected to the earth; its 
potential is zero. The potential of the positive pole will then be 
10. But the positive pole of the first cell is in metallic com- 
munication with the negative pole of the second, &nd so their 
potentials are equal,* and therefore the potential of the negative 
{K)le of the second cell is 10. But the common difference of 
potential being 10, the positive pole of the second cell has a 
potential of 20. This is in metallic communication with the 
negative pole of the third cell, and therefore the potential of the 
positive pole of that cell is 30, and that of the positive pole of 
the fourth cell 40, or the difference between the potentials of the 
poles of the 4-cell battery is 40, or four times the difference 
between the poles of each cell.f 

* If we consider the difference of potential to take place at the contact of 
the metals, we must consider the potentials of the two metals in the same 
cell to be equal, and the above argument will still hold. 

t On the Cabe of a Gbove Battebt. 

When a Grove's battery is much nsed, it is worth while to make special 
an-angements for keeping it in good order, and to facilitate setting it up and 
taking it to pieces. The following plan has been adopted with sucoens bj the 
present wnter : — 

The zincs are kept in a large earthenware " crock" full of water, in which 
a large quantity of common soda has been dissolved. The clamps are kept in 
a jam-pot full of the same. The porous cells are kept in a large crock full of 
pure water. 

On commencing to set up the battery, as many poroas cells as are wanted 
are taken out of the water and set wrong side up to drain. The ebonite cells 
are then about half-filled with dilute sulphuric acid. The zincs are taken out 
of the soda, and the face against, which the platinum is to be pressed is dipped 
(without rinsing) for a few moments in dilute acid, and then into mercury, 
and rubbed with an old tooth-brush. 

This produces a clean metallic surface. The surfaces of the two end clamps 
are treated in the same way. The zincs are put in to the ebonite cells, and 
the porous cells filled with strong nitric acid and placed inside the zincs. The 
platinums are put in and clamped as in fig. 63, and the ebonite cells filled up 
with dilute sulphuric acid. The battery is now ready for work. It must 
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Ep/bcis of the EbEcraic Cureemt. 

Heatimo Effjcctb. 

The electric cartent heats the wires id which it passes. The 

amonnt of heating depends on the length, thickness, and nature 

of the wire, and on the strength of the current. See Chapter 

XXXIV. 

ChEXICAL EyFECTS. 

The electric enrrent, when passed through certain ralulions of 
compound chemical suhstaDces, decomposee them into their com- 
ponent elements. These actions will be treated of under the 
heading Electrolysis. See Chapter XXXI. 

Magnetic EpfEcra. 
The magnetic effects of the current will be treated of in 
Chapter XX. 

COKVENTIOSAL SlQN. 

To save repeating pictui-es of 
the hattery, the conventional sign 
{fig. 73) is used in the diagrams; "tr^l I I 
the thin and thick lines represent- -— ^ 
ing respectively the zinc and other 
plates, and the number of them the *"'•'■ "■ 

number of cells. 

not b« pUced in tbe pbjticat laboratoiy, but in a sepBrate bsttcrj-room, m 
tbe fhmcs are both poiwuioot, •nd injarious to inatrnroents. 

In taking ths battery topiecea, tbe cUmps are thrown first into their jar. 
Then the piatinnmi are linsedunder atap, and placed, iritboutiriping, in their 
box. Then tbo poroua oelli are emptied into a bottle provided with a large 
funnel and put into the water jar, and then the iiua put into the soda. Tbo 
•olpboric acid it left in the ebouite celU. 

Ai all the operatiooK uf taking down a batter}' can be done with one hand, 
moch time maj be aaved by working at two celU airoultaaeonnly with the 
two hands. A skilful operator should be Hble to set up a 10-cell Gvovv'e 
battary in ahont six minutes, and tu take it down in about a minute and 
abair. 

There ia no economy in purchuing amall cells, aa with them the acids nan 
•rldombeused mote than once, whereas, with large ones, they can be used 
Ibnr or five tiroes. " Qaart cells," with platiounii 6 inches by 3 inches, are 
the best size. 

New xincs will reqaire amalgamatinj; every day for 4 or 6 days ; after 
that about once a fortnight till they are worn ouL If possible tbo instrnnnent 
Uiaker thonld be persuaded not to pat any paint on them. 
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Electro-motivb Forces of Various Cells. 

The following table is given by M. Niaudet/ and compares 
the electro-motive forces of all the different cells described ia 
his book. The volt is the common unit of electro- motive force 
(see vol. i.^ page 260). I have reduced the measures of sulphuric 
acid from parts by weight to parts by volume. 

Electro-motive Forces. 



DanieU 


Zinoomalg. 


Salpharic acid, 1\ 
tol 


Satorated solution 
of copper sulphate 


Copjior 


Volts. 


«( 


I* 


28tol 


It 


It 


0-978 


M 


I* 


It 


Nitrate of copper 
saturated 


II 


1-000 


•f 


It 


It 


Sulphate of copper 


11 


O-ffW 


t( 


It 


Sulphate of lino 


It 


•t 


0-Mt 


»> 


•1 


1 part common 
nail, 4 parte water 


It 


II 


1-000 


Grove 


ft 


Salpharic acid, 1\ 
tol 


Nitric acid (Aiming) 

1 


Platinum 


1-OM 


ft 


II 


Saltwater 


Nitric add, sp. gr. 
I';i3 


II 


l-OOl 


•• 


It 


Salpharic acid, 22 
tol 


•1 


II 


1-810 


ft 


•t 


Salphate of lino 


M 


n 


i-en 


Bunaen 


»t 


Dilate salpharic 
add 


Nitric acid 


Carbon 


17M 


Callaa 


•1 


II 


It 

1 


Cast iron 


1-7O0 


Poggendorf 


>> 


II 


1 

Chrome mixture 

1 


Carbon 


fiToe 

12-U9H 


Mari^Davy 


ft 


Salpharic add. 22 
tol 


1 Paste of sulphate 
of mercury 


•t 


1*621 


•> 


II 


Dilate salpharic 
acid 


II 


II 


1-SS 


Lcclancb^ 


•1 


Sedation of sal 
ammoniac 


Binoxide of man- 
1 ganeee 


II 


I'tfl 


Do La Uue 


Zinc 


Chloride of silver 


Silver 


1-0S9 


Becquerel 


Zinc ama^g. 


Salphate of zinc 


Salphate of lead 


Lead 


0-U 


Niaudet 


II 


Common salt 


Chloride of lime 

1 


Carbon 


1««6 


Dncbosain 


It 


» 


1 

1 Perchloride of iron 


iHMUl 


1*641 


It 


Piatinam 


Dilnie sulphuric 
ucid 


Dilate sulphuric 
acid 


Platinum 


1-79 


Plants 


T^ratd 


II 


1 

II 


Lead 


2-6 


Latimer Clark, 
Standard ce'l 


Zinc amnlg. 


Sulphate of zinc 


Paste of sulphate 
of mercarj' 


Mercury 


1467 



Porous Cell. 
• Pi7tf Eleclrique, 2nd ed., page 2o6. 
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CHAPTER XIX. 

ELECTRICITY OF CONTACT. 

When two different metals are in contact^ there is^ in general^ 
an electro-motive force acting across the junction from the one 
to the other. 

For instance^ if a piece of copper and a piece of zinc be 
soldered together, the zinc will be found to be positive as 
compared with the copper. Volta's theory of contact electricity 
is based on this &cU 

This electro-motive force cannot in general produce a current^ 
for to form a closed circuit of the two metals^ two junctions 
are necessary, and the electro-motive forces at the two junctions 
will be equal and opposite. It is found that the insertion of 
an intermediate metal does not destroy the balance, for the 
following law holds : — 

Let A B C be any three metals* arranged in circuit 

A 

then the junctions are A B, B C^ G A, and the electro-motive 
forces at them may be written 

^AB,^BC,^CA; 
then always we shall have, if A, B^ and C are at the same tem- 
perature, 

^ab + *'bc + *'ca = 0; 

or, the electro-motive force between A and B is equal and opposite 
to the sum of the electro-motive forces between B and C and 
C and Ay and the same is true for any number of metals in 
circuit. It is obvious that if this were not so, the law of the 
conservation of energy would not hold ; for we could obtain a 
current without chemical or mechanical action. 

The neglect of this limitation led Yolta and his followers into 

* C may be the wire of a galvanometer. 
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such absurdities^ that Faraday was induced to deny the existence 
of contact electricity altogether. 

A large portion of the second volume of his '' Experimental 
Researches'' is devoted to proving that all cases of supposed 
electrification by contact can be shown to be due to either 
chemical or mechanical action, 

Faraday's mistake is easily explained. The electrometer of his 
day (1839) being a. very untrustworthy instrument^ he used a 
galvanometer, which would not show the existence of a simple 
difference of potential^ but only that constant renewing of the 
difference which we call current. In all these cases he rightly 
said that the effects observed could always be traced to some 
chemical or mechanical cause. It is now well known that> 
though contact produces a difference of potential, this difference of 
potential only produces a current when some extraneous means are 
employed to keep it constantly renewed. 

In the Voltaic battery, according to Volta's theory, the action 
of the liquid is to reduce the two metals to the same potential. 

The difference of potential being at once renewed at the 
junction, a continuous current is kept up at the expense of the 
chemical action between the liquid and one of the metals. 

Professor Maxwell quotes this theory* without expressing any 
opinion about it. Sir Wm. Thomson,t however, says, " For 
nearly two years I have felt sure that the proper explanation of 
Voltaic action in the common Voltaic arrangement is very near 
Volta's .... I now think it is quite certain that two metals, 
dipped in one electrolytic liquid, will (when polarization is done 
away with) reduce two dry pieces of the same metals, wheo 
connected each to each by metallic arcs, to the same poten- 
tial." 

Instead of equalizing the potentials chemically, we may do it 
mechanically, as has been done by Sir Wm. Thomson.]: 

A copper funnel is fixed into an insulated zinc tube, as showD 
in fig. 74. The contact between the copper and zinc produces 
a difference of potential. Copper filings placed in the funnel 

* " Electricity," 247, vol. i. p. 300. 

+ " Proceedings Lit. and Phil. Soc. of Manchester," Jan. 21, 1862, and 
" Papers on Electro-statics," p. 318. 

J Proc. Roy. Soc., 1867, vol. xvi. p. 71, and " Papers on Eleotio-stattcs," 
p. 324. 
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acquire the same potential us the funnel, and 
thcrelure tlieir potential diSers from thut of the 
zinc tube. They are allowed to stream out 
through the tube without touching it. Each 
as it falls becomes nefjatively electrified by 
induction, and they produce a rapidly increasing 
negative charge on a smull insulated can, placed 
to catch them. Now, if the can be connected 
to earth by a wire, a current will flow through 
thiit wire as long as the stream of filings 
continues. In this case the difference of 
potential is undoubtedly caused by contact, 
but the energy required to convert this difTerence 
of potential into current is supplied by the work 
done by gravity on the falling tilings. '"* "■ 

On June I6lh, 1S76, Messrs. Hugo Miiller' and Waireu De La 
Rue communicated to the Royal Society an account of an 
apparatus where the energy required to enable the electrification 
of contact to produce a current was obtained by a piece of 
mechanism which " brings together and separates two discs, one 
of copper and one of zinc, each six inches diameter, 400 times 
in a minute, and after each separation makes the zinc plate 
touch a spring attached to an insuluted conductor; and, more- 
over, by means of earns, makes earth connection with either disc, 
or with both, previous to their being brought again into contact." 

They found that when the apparatus was making 3^0 breaks 
a minute, the tension of the electricity as compared to that of a 
chloride of silver cell was as 

30-88 to I, 
that is, that when the machine was connected to the electro- 
meter, the deflection was nearly equal to that which would have 
been produced by 31 cells in scries. 

A feeble current was obtained when the electricity was led to 
earth through a reflecting galvanometer ; it gave 35 divisions of 
the scale, or about -j-^ part of that produced by J-iuch bits of 
copper and zinc wire, held one in the right hand and one in the 
left between dry fingers, 

Mr. Joseph Thomsonf states that he has found that if cakes 




Proc. Boy. Soo.. 1876, vol. i 
t Ibid., June 15. 1876. vol « 
1 2 



. p. irtB. 
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In.' made, each of two insnlatiog substaDces, and the electrified 
tieedle of an electrometer be guspended over tbem along their 
line of separation, it will be deflected, showing n difference of 
jiotential between them. 

He has found that, in the following cakes, the substance first 
mentioned heco mug ( + ), the second (— ). 

(+) (-> 

Glass and wu. 

Glass „ resin. 

Gloss „ Bulphar, 

Giant „ solid paraffin, 

Zme „ sulphur, 

Sulphot I, ebooita. 

He observes : — 

" Tlie series so far, being in the same order as the frictionsl 

series, seeniB to suggest that the electrical displacement whii;li 

takes place when two non-conductors are put in contact, acts as 

a predisposing cause, in virtue of which the work done in rubbing 

them together is converted into electrical separation." 

Numerous ot.her experiments have bueu made, but without 
decided results up to 1S76. . 

Experiments of Aykton and Perry. — Plate XX. | 

At the meeting of the British Association in 1876, Professon 
Ayrton and Perry communicated a preliminary notice of a series 
of experiments they had made to determine whether in a 
galvanic cell — for example, a Daniell's, Grove's, Sw. — the electro- 
motive force of the cell was, or was not, equal to the algebraical 
sum of all the differences of potential, each being measured 
separately, at the various contacts of dissimilar substaQces in 
the cell. A further account of the investigation appeared 
BuljBequeutly in Parts I. and 11. of the " Contact Theory of 
Voltaic Action," • and the experiments were fully described, by 
which the following law was proved : — 

"The electro-motive force of contact of two metals or two elec- 
trolytes, or of a metal and an electrolyte, is in each case a constant 
for the same temperature and in the same gas ; that is to say, if 
AB means the electro -motive force of contact of the metal or elec- 
trolyte A, and the metal or electrolyte B (measured when A and B 
are not iu contact with other conducting substances), AB being 
identical with— BA; then the total electro-motive force of any 
• Proc. Eoj. Sm., vol. iivii., 1878, p. 196. 
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closed heterogeneous eircQit composed of the substances A, B, C, N 
is: 

AB + BC + i&c. + MN + NA.» 

They g^ on to say : — " The proof of this law was very im- 
portant, as it was generally thought not to hold true/' 

'' For example. Professor F. Jenkin, in the edition of his 
'Electricity and Magnetism' of 1873, said, on page 44: — 
'The following series of phenomena occur when metals and 
an electrolyte are placed in contact: — 1. When a sin^jrlc metal 
is placed in contact with an electrolyte, a definite differenoe 
of potentials is produced between the liquid and the metal. 
If zinc be plunged in water, the zinc becomes negative, the 
water positive. Copper plunged in water also becomes negative, 
but much less so than zinc. 2. If two metals be plunged in 
water (as copper and zinc), the copper, the zinc, and the water 
forming a galvanic cell, all remain at one potential, and no charge 
of electricity is observed on any part of the system/' 

If all the substances A, B, C, &c., N are metals, then 

AB + BC-f Ac. + MN = AN; 
but if one or more of them be electrolytes, solid or liquid, then 
Prof. Ayrton and Perry's experiments show that the difference 
of potential between A and N when joined by B, C, &c., is equal to 

AB4-BC + &c. + MN; 
but we cannot from this sum predict the value of AN, the dif- 
ference of potentials between A and N when joined directly, 
since the difference of potentials depends on the path taken in 
going from one body to another when electrolytes are in question. 

In Messrs. Ayrton and Perry's experiments an Induction method 
was used which got rid of all the difficulties caused by the contact of 
the substances underexamination with the poles of the electrometer. 

The method of measurement was as follows : — Let 3 and 4 (fig. 
75) be two insulated gilt-brass plates 
connected with the electrodes of a 
delicate quadrantelectrometer. Let 1 
under ^ and 2 under 4 be the surfaces 
whose contact difference oi potential 
is to be measured. 3 and 4 are first 
connected together and then insu- 
lated, but remain connected with ' v> * 
their respective electrometer quad- fir. 75. 
rants. Now, 1 and 2 are made to change places with one another. 
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1 being now under 4 and 2 under 3, then the deflection of 'Cbe ■ 
electrometer needle will give a meaEnre of the difference of poten- 
tialg betnreen 1 and 2. And it is shown theoretically that " the 
difference of potentials d observed with the electrometer will he 
proportional to the difference of potentials a that we desire to 
measure.provided the induction arrangetnentiseymoietrical in botk 
positions, or providi-d that A, B, and D be eueU nought, where 
A and A + a are the differences of potential of 1 and i, B tbe 
common potential of 3 and 4 before reversal, and D and D + ^ 
their respective potentials after reversal. Perfect symmelrj' in 
the ai>panitus being impossible, the latter condition was alwiye 
experimentally fulfilled." 

The actual apparatus used in 1876 somewhat improved for 
the subsequent investigation, and described by the authors in 
their paper No. III. of 1879,* is shown in Plate XX. 

The substances of which the contact difference of potential tn 
to be measured are carried on a table, AB. 

In Plate XX. a liquid, L, and a solid plate, P, of about 580 
sq. ccotims. area are shown in position. The table AB is levelled 
by three acrewB, //, and carried on three brass wheels, W, ivhich 
rnn on a circular very rigid metallic railway, R. To avoid 
lateral motion the table is kept centred by a stout iron pin M, 
turning in a braes socket S. 

In order to rotate the lower substances, 1 and 2, it is necessai^, 
if one or both of them be a liquid, first to increase the distADce 
between 1,S and 3, 4 in order that 3 and 4 may not strike aguiul 
the sides of the vessel carrying the liquid. 

This was done by raising and lowering the upper plates, 3, 4, by 
means of the "parallel ruler motion" shown in Plate XX. 

The upper framework is lifted by the rod rr, which has a cross- 
piece pp, which can either be lowered through the slot tt, or by 
turning the rod rr caused to rest across it. 

The upper plates ore supported by clean glass rods G, which 
are kept dry by sulphuric acid in the lead cups U. 

The whole apparatus, including the short circuit key and elec* 
trometer, was, to avoid induction from outside, enclosed in a large 
zinc case connected with the earth, and was not opened at all 
during one complete eiperiment, consisting of some ten short 
circuitings of the upper plates, reversals of the table A B, and cor- 
responding readings to the right and left of the electrometer needle, 
• PhU. Trani., 1880, p. 15, 
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The following is a complete operation to obtain the contact 
difference of potentials^ between a metal and liquid^ for example. 
Suppose the permanent adjustments to have been made^ and the 
gilt plates 3 and 4 are quite bright. The plate P is cleaned with 
emery paper that has touched no other metal ^ and all traces of the 
emery removed by means of a clean dry cloth ; it is then placed on 
the three levelling screws /, and fixed in position by hole^ slot, and 
plane.* The porcelain dish containing the liquid is laid in a 
metal one just fitting it, and on the base of which is a hole, slot, 
and plane ; this is now laid on the other levelling screws /. 

The rod rr is then lowered until the disk d d rests on a brass 
plate let into the top of the wooden framework at the top of the 
instrument — that is, until the induction plates 3 and 4 are in 
their lowest position. The levelling screws / / are now raised 
until a small metal ball, of a diameter of eight millims., is in 
contact at three fixed points with the plate 4 and the plate P, or 
until, when in contact with the plate 3, it and its reflection in the 
liquid L appear to meet. To avoid any harm arising from 
possible contact of the liquid with this gauge ball, it was made of a 
material not acted on by the particular liquid under experiment. 
Before proceeding further, each pair of quadrants is in succes- 
sion put to earth, the other pair remaining insulated in order to 
test for any possible leakage from the needles to the quadrants. 
Each pair of quadrants is now charged with a battery, the other 
pair being connected with the earth, in order to test for any 
leakage along the glass rods G, the small glass rods supporting 
the quadrants in the electrometer, or along the paraffined ebonite 
pillars of the short circuiting key. It having thus been ascer- 
tained that there is no leakage, the strip of metal which has been 
cut from the same sheet of metal as P itself, and temporarily 
attached to it by a binding screw soldered to P, is made quite 
bright with emery paper and a cloth, and its end is dipped into 
the liquid L, as shown in Plate XX., fig. 4. The zinc case 
is then closed up, plates 3 and 4 connected together, and with 
the earth, by means of a key (the handle of which was a long 

* "Hole, slot, and plane." This is an aiTangement inyented by Sir 
Wm. Thomson to allow any apparatus supported on three feet to be removed 
from a table and replaced exactly in the same position. Let 1, 2, 3 be the 
feet ; 1 is placed in a small hole made in the table ; 2 in a short slot whose 
direction if produced would pass through the hole ; 3 rests on the plane 
•nrface of the table. 
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thin ebonite rod projecting through the zinc case)^ and the 
electrometer reading taken. S and 4 are then insulated from 
one another, and from the earth, and raised by means of the rod rr 
projecting above through the zinc case ; the table A B is turned 
from below by means of a handle passing through the base of the 
instrument ; 3 and 4> are then lowered into exactly their former 
position, this being ensured by the parallel motion of the sup- 
porting beam and by the limiting stop, d d. The reading of the 
electrometer is now taken. Then the processes of *' short circuit, 
insulate, raise, reverse, and lower, and take a new electrometer 
reading, &c.,'' are repeated. 

Some ten readings having thus been obtained, a fresh set of 
experiments is always made with the same two substances in the 
following way in order to compensate for the error introduced by 
defects in parallelism of the apparatus affecting the result obtained 
from two rigid surfaces (as those of copper and zinc), differeutly 
from the result found with one or with two liquid surfaces under 
examination. Instead of commencing, as before, with the liquid 
L under 3 and the plate P under 4, the experimenters start with 
the plate under 3 and the liquid under 4, and readjust, by means 
of the levelling screws /, the heights of the surfaces, until their 
distance from the plates 3 and 4 is, as before, 8 millims. They 
then short circuit, insulate, raise, reverse, and lower, and take 
exactly as many readings as before ; and the mean of the two 
sets of readings, obtained with the two modes of levelling, is 
regarded as the result of the particular experiment. 

*' To test the accuracy of the statement, quoted on page 229 
from Professor Jenkin's 'Electricity,' that when copper and 
zinc are both plunged into water they are all at the same 
potential, the following sets of experiments were made. The 
plates 1 and 2 (fig. 75) were respectively zinc and copper, and 
they were connected together by means of a liquid in a small 
beaker having no direct inductive action on the plates 3 and 4. 
First, however, the apparatus was calibrated thus: — 

'• Table VIII.— 13th April, 1876. Plates 10 mm. apart. 

Latimer Clark's Standard Cell. 



Zero. 


Readinf^. 


Deflection. 


9550 


892-0 


630 


954-5 


1018-5 


64-0 


954*5 


891-8 


62-7 


9531 


1017-1 


640 
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Mean • . . 63*4 
AMomed to be 1*457 yolts. 
Direct reading ii 355 

Therefore ratio if ^^ -j- or 5*6. 

63-4 

Experiments : — 

Zinc and copper connected by distilled water at ] 7^ C. Zinc is 

negative to copper. 



Zero. BMiding. 


Deflection 


953 960-2 


7-2 


952 9470 


60 


952 9600 


8-0 


952 946-5 


65 


951-9 961-0 


9-1 


952 945-0 


7-0 


952 961-0 


9-0 


9529 946-2 


6-7 


An interval of 15 minutes. 


963 9610 


8-0 


952-8 9451 


7.7 


Mean . . 732 or 0*168 volts. 


)pper metallically connected. 


Zinc positii 


Zero. Beadinfr* 


Deflection. 


953-0 926.0 


27-0 


952-7 990-0 


37-3 


951-0 920-3 


30-7 


9501 985-1 


35-0 


950-0 919-5 


30*5 


950-2 984-6 


34-4 


9510 9180 


33-0 


951-1 985-2 


34-1 


Mean . . 327 or 0*751 volts. 



Zinc and copper connected by saturated pure zinc sulphate at 

I?*' C. Zinc negative to copper. 



Zero. 


Beadinff. 


Deflection. 


952-0 


961-5 


9-5 


951-9 


944-2 


77 


951*8 


960-0 


8-2 


951-9 


9431 


8-8 


9520 


960-0 


8-0 


9521 


944-6 


7-6 



234 Electro- Kinetics. 

Interval of 10 Aiinutes. 

9531 96(M) 6-9 

953-2 945-0 8*2 



9531 




961-2 


81 


953-3 




945-2 


8-1 


953-7 




961-0 


7-3 


953*9 




9452 


8-7 


Mean of first 


six 


• • 


8-3 or 0-191 volts. 


Mean of last 


six 


• • 


7-9 or 0-182 volts. 



'^ From these experiments it followed that the above statement 
made in text-books, and which was based on certain experiments 
of Sir William Thomson^ is only approximately correct/' 

From Professor Ayrton and Perry's experiments, and from those 
previously made by Sir William Thomson, they were led to con- 
clude ^^ that, when zinc and copper are immersed in water, there 
are three successive states to be noticed. At the instant of 
immersion the zinc and copper may possibly be reduced to the 
same potential, so that the electro-motive force of the voltaic 
cell E is equal to the difference of potential ZC between zinc and 
copper in contact ; the zinc now becomes negative to the copper, 
60 that £ reaches a limit which is greater than ZC ; lastly, if a 
current be allowed to pass by metallically connecting the zinc 
and copper, polarization occurs and the zinc becomes gradu- 
ally less negative to the copper, E diminishing, therefore, from 
its maximum value. But when a saturated solution of zinc 
suli)hate is employed instead of water, the first state, if it exists 
at all, exists for so short a time that practically zinc and copper 
in zinc sulphate are never at the same potential. Thus when 
care is taken to keep the zinc and copper in a water cell well 
insulated from one another, E is found to increase from a value 
very little greater than ZC, the electro-motive force of contact of 
zinc and copper, to a limit, but in a zinc sulphate cell no such 
great increase is observed.^' 

Subsequently the difference of potentials of a number of single 
contacts of dissimilar substances were measured, as well as the 
electro-motive forces of complete and incomplete cells built up 
with the 'dery satite specimens of the materials immediately after 
the previous tests were made. The following are some of the 
results obtained : — Let C, Z, and L represent the copper, zinc, 
and liquid respectively of a simple cell let L, and Lj be the 
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liquid in contact with the copper, and the liquid in contact with 
the zinc of a Daniell's cell ; let CL be the electro-motive force of 
contact of C and L, and let CL be identical with— LC. Then : — 
I. Daniell with pure saturated copper sulphate and nearly pure 
saturated zinc suphate. 



CLi + LiL, + L.Z + ZC 
= (H)28 — 0-033 + 0-368 + 0-760 = 1103 

II. Daniell with distilled water and pure satu- 

rated copper sulphate. 

CL, + L'L, + l;b + ZC 

= 0028 + 0-071 + 0126 f 0-760 = 0-975 

III. Daniell with very dilute zinc sulphate and 
slightly impure saturated copper sulphate. 

CL, + L,L, + US + ZC 
= + 0063 + 0-177 + 760 = 0.990 

IV. Simple cell, nearly pure saturated zinc 
sulphate. 

CL + LZ + ZC 
= — 0*113 -h 0-368 + 760 = 996 

y. Simple cell, distilled water. 

CL + LZ + ZC 
= 0074 + 0-126 + 0-760 = 0^60 



ObwnredKMFofoeU 
measured directly. 



1-068 to 1081, 
increasing slowly. 



0-996. 



1-010. 



1-000. 



0-832 to 0-942 
increasing slowly. 



'^ In every case the sum of the separate contact electro-motive 
forces is so nearly equal to the observed maximum electro- 
motive force of the cell, that we have good reason for con- 
cluding that the electro-motive force of contact of any two 
substances measured inductively is constant for exactly the same 
specimens of the materials under exactly the same condition as re- 
gards temperature, the gaseous medium surrounding them, &c.^and 
is quite independent of any other substances that may be in the 
circuit.'' 

In the investigation made during 1877-78, and described in 
their third paper,* the authors have obtained the following 
results : — 

• Phil. Trans. Roy. See., 1880, p. 16. 
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The authors point out that In all these experiments two air- 
contacts enter^ and that up to the present time no direct experi- 
ment has enabled the difference of potential at each of these to 
be measured. They therefore show the importance of repeating 
their quantitative experiments on the electro-motive force of 
contact in other gases besides air^ and especially in a very 
perfect vacuum ; and they mention that^ although they made the 
working drawings of the apparatus necessary for this extended 
investigation at the beginning of 1877, it was not until now that 
they have been enabled to commence it. 

They further add : — '^ If the gas measurements such as wo 
have indicated be extended to a good Crookes' vacuum, we may 
then possibly approximate to the real value of A B, the contact 
difference of potentials of A with B, the value in fact that we 
should obtain by a measurement of the Peltier effect. 

Results. 

'' The results which have been already obtained in this present 
investigation group themselves under three heads : — 

'' 1st. The contact difference of potentials of metals and liquids 
at the same temperature. 

'' 2nd. The contact difference of potentials of metals and liquids 
when one of the substances is at a different temperature from the 
other in contact with it ; for example, mercury at 20° C. in 
contact with mercury at 40° C. 

''Srd. The contact difference of potentials of carbon and of 
platinum with water, and with weak and strong sulphuric acid. 

''But those contained under head No. 1. are alone contained in 
the present paper.'' • 

^ The aathors hope to have the honour of BQhmitting the remainder of 
their completed experiments on a aubDequent occasion to the Royal Society. 
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CHAPTER XX. 

ACTIONS OF (JDBAENTS ON MAQNETS — COHHUTATOBS— 

OALVAKOlfETllRS. 

Action on Magnbts. 

Let a compass needle be suspended either on a pointy or by a 
thready and let a straight wire be brought near it^ parallel 
to it, and above it (fig. 76). Let now a current be sent through 





+ 



Vig,79, Fig. 77. 

this wire. TAe needle will be deflected, i, e. it will take up a 
position making a certain angle with the wire, tohich angle will 
increase as the strength of the current increases. If the direction of 
the current be reversed — i. e. if the battery be turned round so 
as to bring the opposite poles to the ends of the wire — the direc* 
tion of the deflection will be reversed. If the direction of the 
current be kept the same, and the wire placed below (fig. 77) 
instead of above the needle, the deflection will be reversed. If 
the direction of the current be reversed, and the wire placed 
below the needle, the deflection will be twice reversed, i. e. it 
will remain the same. 

If now the wire be bent round the needle (fig.'78), the action 
of the bottom piece will cause the same deflection as that of 
the top one, for it is below the needle, and the current is in the 






+ 




Fig. 78. Fig. 78. 

opposite direction, and so the action on the needle is greater 
than that of either portion singly. It may be bent again and 
again (fig. 79), and the effect is always to increase the deflection. 
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A current in a certain direction always deflects the marked 
end of the needle in the same direction. We will see which 
direction this is. 

We suppose the current to flow from the positive to the 
negative pole of the battery. 

Experiment will show us that if we imagine a little man 
swimming in the current with his face always turned to the 
needle, the north-pointing end of needle will always be deflected 
to his left hand. 

An examination of the diagrams (Plate XXL) will make this 
clearer than any explanation. 

Commutators. 

We have hitherto supposed that, when we change the dii'cction 
of the current, we unscrew the wires and turn the battery round. 
In practice an instrument called a commutator is used to save 
doing this. It is made in many forms. We will only now 
describe some of the simplest, and allude to others when we 
come to experiments requiring them. 

The simplest form (figs. 80, 81) consists of four thick quadrants 

of brass, screwed upon an ebonite base, so as 
just not to touch each other. Four holes are 
drilled at the division lines, each of which 
makes two nearly semicircular holes opposite 
each other. Into these, brass plugs can be 
put. When a plug is put in between any two 
Fig. 80. Eieratiun. quadrants, an electric current can pass from 

one to the other through the plug. Two plugs are used, 
and are both placed in one or the other diameter of the 
circle of quadrants. The two battery wires are attached to two 
diagonally opposite quadrants. The two ends of the wire through 
which we wish to send our current arc attached to the two other 
quadrants. 

If now the plugs are placed as shown in fig. 81, the 
reader, if he will trace the course of the current, will see that it 
flows in the direction of the arrow, while, if the plugs are put in 
the other holes, it will flow in the opposite direction. If either 
plug is taken out, the current will cease altogether. 

The next form (figs. 82, 83), though more complicated, is less 

R 
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troable to ueCj and, in using it, it is easier to remember in 
which direction tJie current is gtiin^. 

Oq a. mahogany base is an ivory roller supported ou two Ijrosa 
Ptmi 




uprights. The axis of the roller is of brass, but is made in two 
pieces which do not meet in the middle. At opposite ends of a I 
diameter of the roller, and on its circumference, are fixed pieces of ] 




brass connected respectively to the two ends of the axis by bra! 
pins inside the roller. Wires from the uprights pass under 
base to two binding screws at one end of it. If now batteirj 
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wires are fixed to these binding screws, then the bmsg plates 
fixed on the roller are in metallic communication with the poles 
of the battery respectively. An ivory handle, by which the 
roller can be turned half roand, is attached to one end of the 
axis, pamllel to the line joining the plates, so tliat when the 
handle is vertical, one plate is directly over the other. Fixed on 
the base, and coming up on each side of the roltcr, are two brass 
springe, which, by wires under the base, are attached to two 
other binding screws at the other end of it. To these latter are 
attached the ends of the wire through which the current is to be 
sent. We now see that when the handle is vertical, or nearly 
vertical, as in the elevation, no current can pass ; but when it is 
horizontal, as in the plan, the metal plates on the roller press 
upon the springs, and a current passes in the direciion of the 
arrow. If now the handle be turned so that it lies horizontally 
in the opposite direction, each plate will press on the spring 
opposite to that which it touched before, and the current will flow 
in the opposite direction. If the reader will trace the course of the 
current for himself on the plan, he will get a clearer notion of the 
working of the instrument than can be given by any explanation . 

This commutator is a particularly convenient one for those 
branches of experimental work where alternate deflections have 
to be observed, for the battery wire;) can be so adjusted that the 
spot of light,* or the marked end of the needle, always travels in the 
direction in which the handle points. It is not, however, suitable 
for experiments where a sudden breaking of contact is required. 
Speino Keys.— Fioa. 84, 85. 

When a sudden make or break is required, " spring keys " .ire 




used. They may he either simple contact leys, as fij;. 84, or 

reversing keys with double springs, as tig. 85. In the latter, Iho 

• See vol. i. page 253. 

a 2 
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contacts are so arranged tliat, if one spring is pressed down, the 
current goes in one direction^ wbile^ if the other is pressed down, 
it goes in the other direction. Both keys are provided with a 
means of holding the springs in contact when required. 

Rapid Commutatoe. — Plate XXII. 

In certain experiments it is required to reverse currents very 
rapidly. For this purpose the arrangement of Plate XXIT. has 
been used. An ebonite frame carrying two wires of the shape 

1"^^"""" oscillates above an ebonite plate, near the comers of 
h which are four holes containing mercury. The bat- 
tery wires are connected to the two oscillating wires respectively. 
The holes are joined diagonally, and each pair is connected to one 
end of the wire through which the current is to be sent. An 
examination of the plate will show that, when the ends b dip into 
the cups, the current will flow in one direction ; and when the 
ends a dip, it will flow in the other direction. The oscillations 
arc produced by a rod attached to a crank in the axis of a little 
electro-magnelic engine.* The speed is regulated by a friction 
brake, consisting of a loop of silk passed round a pulley on 
the axis, and attached to an india-rubber band, which can be 
tightened by turning a handle. This apparatus is useful for 
currents of high potential, and will easily give thirty reversals 
per second. It is the '^ secondary reversing engine '' used by the 
present writer in his experiments in specific inductive capacity 
(vol. i. page 113). Numerous other forms of rapid commutators 
are used for different purposes. 

Galvanometers. 

We have spoken of the different strengths of the currents 
produced by various batteries ; we will now g^ve an account of 
some of the methods used to measure them. 

The instrument most commonly used to measure currents is 
called a *^ galvanometer.'^ 

Galvanometers may be roughly divided into two classes— 

(1.) Those used to measure strong currents. 

(2.) Those used to detect feeble currents. 

The latter class are of great importance, for we shall see that 
most measurements of resistance are determined by a balancing 
of currents, such that, when the equilibrium is complete^ no 

• See Chapter XXVII. 
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current sliall pass ; and^ therefore^ it is important to detect even 
the feeblest current. 

The Tangent Galvanometes. 

Among the first class the Tangent Galvanometer stands 
pre-eminent. 

In its simplest form it consists of a large vertical ring of 
copper wire^ in the centre of which is a small compass needle. 
When the instrument is used^ it is turned so that the ring lies 
in the magnetic meridian^ and therefore the needle lies in the 
plane of the ring. When an electric current is sent round the 
ring^ it deflects the needle (page 240). Now^ when the ring is 
large and the needle small^ we can^ in our calculations^ neglect 
the difierence of the distances of the various parts of it from the 
ring^ i. e.^ we can consider the force acting on each part of it as 
equal to that acting at the centre of the ring. 

The force f which a given current flowing in a circular arc 
exercises on a magnetic pole of strength m at its centre is equal 
to the strength of the pole multiplied by the strength of the 
current^ multiplied by the length of the arc and divided by the 
square of the radius or distance of the wire from the magnet — 

where I is the length of the arc and a the radius. 
When the arc forms a complete ring the force is 

2fraC» _2irQ 
a' a 

As soon as the current passes, a couple^f whose arm is the 

length of the compass needle^ and whose forces are proportional 

to the strength of the current^ begins to act on the needle. 

a 



s-^ 




-^ 



s 



Flflr.86. 

Let BOA (fig. 86] be the needle^ and let its length be 2 /, and 

* For the oircamference of a circle is 2 ir times the radios. 
t 8m vol L p. 149. 
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let its pole be of strength m, so that the force exert<Kl by 
any magnetic force on it is equal to m times that force ; then^ 
when first the current begins to act^ we have a couple whose 

moment is 2 /m C t. e,y it is proportional to the length of 

a 

the needle multiplied by the strength of the current. In these 

calculations it is^ however, usual to consider only one half of the 

needle ; then the moment of the couple acting on each half of 

the needle is Im C or half the whole couple. 

a 

Now the needle begins to move and is deflected through a 
certain angle, it may be 5°, 10°, or 60*^ — let us call it 8°, and 
then the same calculation will do for all experiments, and we 
can substitute the number of degrees observed in each experiment 
for S in the final result. 

Then the moment of the couple which the current exercises is 
less than before, for the direction of its force, which is perpen- 
dicular to the meridian, meets the meridian say at h (fig. 87). 



PiR. 87. 

The arm of the couple is then no longer equal to O A, but only 

. 2 TT 

to O^, and the moment of the couple is — m C, Oi, or is pro- 

a 

portional to the strength of the current multiplied by the 

length Oh. 

But, now that the needle is deflected, the earth's horizontal 
force, which we will call H^ is acting in a direction parallel to 
the meridian, tending to pull it back into the meridian. This 
also forms a couple tending to turn the needle in the opposite 
way to the current. Its force is Hwi, and its arm is evidently 
equal to the length Oc, that is to Afi; its moment is then 
Hwi. Afi, or is proportional to the earth's horizontal force multi- 
plied by the length A^. 

Now when the moments in opposite directions are equal, the 
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needle will come to rest^ that is^ when the needle is at rest the 
two couples are equal, i.e. 

^Om06sHmAZp^ 
a 

which gives us — 

«• e. the strength of the current is proportional to the earth's 
horizontal force multiplied hy the ratio of Ad to Oh. 

We see that the length and strength of the needle makes 
no difference^ for it cancels out. And it is known hy trigo- 
nometry that the ratio of kb to Oh depends only on the angle 
5 which the needle makes with the meridian^ and not on the 
length of the needle or anything else. 

This ratio is called the tangent of %, and is always written tan S. 

We see that the ratio increases when £ increases. In books of 
mathematical tables the values of tan S will be founds calculated 
for every value of S, from 0*^ to 90°. 

We have now finally for the strength of the current — 

CssHtand^ 

— ^that is^ the current equals the horizontal component of the 
earth's magnetism, multiplied by the tangent of the angle of 
deflection, multiplied by a constant which is determined by 
measuring the galvanometer ring. 

Thus to find the strength of a current, we look in a magnetic 
chart for the strength of the earth^s magnetism at the place. 
We then send the current through the galvanometer, and 
observe the angle of deflection, look for the number corresponding 
to that angle in a table of tangents, and, multiplying the two 

together (H tan *), and by the constant -^ , we have the strength 
of the cun^ent.* 

* AcnOV OF ▲ ClBCULAS CVBBBNT OV ▲ CoMFASS NeBDLB AT ITS 

Cbntbb. — Fio. 88. 
Oeneral Case: — 

Let the oompttM needle be free to moTe only in a horizontal plane. 

Let the plane of the ring make an angle $ with the Tertical, and let a he the 
horizontal angle throngh which the needle would have to be turned to bring 
it from the magnetic meridian into the plane of the ring. 

Let C be the current, H the horizontal component of the earth^s force, a the 
radius of the ring, d the angle which the needle make's with the meridian 
when at rest under the joint actions of the earth and current. 
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The single ring is the simplest form of the g^vanometer, bat 
it is not suited to accurate work^ owing partly to the want of 
security as to the ring remaining perfectly plane and rigid^ and 
partly to the comparatively high ratio which the irregular action 
of the connecting wires bears to the regular action of the ring. 

Then the couple tendmg to bring the needle to zero is 

H sin d Im. 

The couple tending to deflect it is 
2 jf 
— C COB ^ coe (angle between ring and needle) Im, 

= — C COS ^ cos (d + a) /fit 

(the sign of a depending on the direction of the current) 

^ _!: C cos ^ {cos d cos a 4- sin d sin a\ Im 

a . 

.•.C = H "^°* 



cos 6 ^cos d cos a 4- sin d sin a 



a 

2sr 




Particular Cases r^^ 
(1) Bing liorizontal — 



Fig. 88. 



^-2 



oos^sO 



makes C = 00 except when d =: 

or» it would require an infinitely strong current to produce any d e flectio iu 
(2) Bing vertical — 

B^O cos^ = l 

cos cos a + sin o sm a 2 ir 
(8) Bing vertical, and in the magnetic meridian (tangent galvanometer) — 

^ = a = 

OOS^ssl C08a=l sinassO 



makes 



makes 



C = H"i!L|-fL = Htand ^ 
cos o2n 
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The following is a better form of tlie instrument (fig^. 89) : — 

Two rings are ueed, one on each side of the needle, so placed 

that the centre of the needle is nt the centre of their comman 




axis (or line joining their centres), and that this line, when the 
instrument is adjusted, is at right angles to the magnetic 
meridian, i.e., lies magnetic E, and W. The rings are made 
of wood, and the wires are wound on them. The section of a 
ring is as in fig. 90. In a groove at the outside is a massive 
copper nog, which is used onl^ for rough experiments with very 
powerful currents. The rings on each side are connected so 

(1) Ring in the magiieUo meridian but not vertical — 
a = coHa = l .m<< = 



C=H - 



= H'^ 



A golranometer, of wbicli the ring can be tamed round a horizontal axisao 
■B to make ftmeainred angle 6 with the Tertical, haa been construcUd for the 
meunrenieDt of very powerful currents, and in called the cosine galvanometer. 
The above formula ia used with it. With a ^iven current the deflection can 
be made aa imall as we please hy increasing @. 

(5) Biog vertical, and east and weat — 




d 
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that the current goes in the same direction through each. The 
inside of each ring is turned so as to make part of a cone, such 
that^ if it were continued, its apex would be at the centre of the 
needle. On this three coils of wire, of respectively 3, 9, and 27 
windings, are laid ; they are, of coarse, covered with silk or cotton 
to make the current go round and round, instead of merely across 
from one wire to another. Each winding produces its own effect 
on the magnet, and thus with a current, such that its effect when 






Fig. 90. 



Fig. 61. 



in the single ring is unity, we can produce an effect on the needle 
equal to 3^ 9, or 27, or any combination of the sums or differences 
of those numbers. 

When there are n windings, the equation for the tangent 
galvanometer becomes 



C = Htan 



2n 



The reason for winding on the cone is that the solid angle 
subtended at the needle by each winding is the same, which elimi- 
nates the error caused by the needle not being indefinitely short 

The needle is a short pointed one with a piece of agate let in 
to the top of the cap where it rests on the pin, while to allow a 
larger divided circle to be used, a light aluminium needle is 
attached to it (fig. 91). 

The needle is arranged so that the points of the aluminium 
needle are as nearly as possible in the line of magnetization. 



makes 



C = H 



sin d a 



sin d 2 IT 

But in this case there can be no deflection, as C acta in the same direc- 
tion as U ; and, therefore, 

d ^ and sin d = ; 



and 



C = H„» 



which is indeterminate ; or, with the ring in this position, the needle girea 
no information about the strength of the current 
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Any error in this adjustment is, however, corrected by taking 
alternate readings with the current iu opposite directions ; the 
one reading will then be as much too great as the other is too 
small, and the mean will be the true reading. 

Let us take an extreme case as an illustration, and suppose 

that the angle between the magnetic axis of the needle and the 

line joining the points is 1^, and let us suppose that the current 

causes a deflection of 80*^ of the magnetic axis (fig. 92). Then 

the reading in one direction will be 29°, 

and in the other 81°. The mean is 30°, 
the^true deflection; and we see that to 
determine this does not require a know- 
ledge of the angle between the direction 
of the pointer and the magnetic axis of 
the needle. This can, however, be easily 
obtained if wanted, for it is evidently 
half the difference between the two 
'**•'*• readings. (Compare vol. i. page 179.) 

The instrument is supported on three levelling screws, and the 
base and supporting pillar are connected by a pivot, which enables 
the latter to be turned round so as to adjust the circles in the 
meridian. 

Sknsitivi Galvanometers. — Astatic Needles. 
Under the head of iemitive galvanometers come all those used 
for detecting or measuring feeble currents. The astatic needle is an 
arrangement used in most galvanometers of this sort to diminish 
the earth's couple, while at the same time it slightly increases the 
couple of the current. The needle consists of two magnets, 
almost, but not exactly, of the same strength, connected together 
by a rigid bar, with their similar poles in opposite directions. 
They are not pivoted, but are hung by a silk thread. The 
marked end of the stronger magnet will point to the north, but 
if the combination be deflected by any means, the couple tending 
to bring it back to the meridian will only be the difference of 
the couples exerted by the earth on the two magnets res])ectively. 
The coil of wire through which the current passes has an opening 
left near the centre of the top side, and the connecting bar of the 
magnets passes through it. One magnet thus hangs inside the 
coil, and the other just above it (fig. 98). A reference to 
Plate XXL will show that the actions of the top and bottom of 
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the coil on the lower needle are in the eame direction, while, though 
the acHoiu on the upper needle are in opposite direotions. that of 




B(C.«. 

the top of the coil which is nearest, and therefore most powerfol, 
is in the same direction as those on the lower one. 

In sensitive galvanometers the current goes many, often 
several thousand, times round the needle. The wire is wound on 
a flat reel of the form shown in fig. 94. A little tube a is fixed 
to itj so as to leave an opening for the axis of the needles. 



H^ 




The indicator, which moves over a divided circle, is of cootse 
attached to the top needle, which can be seen. The ordinary form 
of the astatic galvanometer is shown in fig. 95. 

We SG^ it consists of an astatic needle suspended in a coil of 
wire, which, according to the purpose for which the galvanometer 
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is required^ consists either of a few turns of thiek^ or of many 
turns of tbin^ wire. The needle is susi>ended by a fibre of unspun 
silk attached to a brass support. A glass shade protects it from 
currents of air. Through a hole in the top of the glass shade 
projects the top of a sliding piece^ to which^ and not directly to 
the fixed support^ the upper end of the fibre is attached. This 
enables the needles to be lowered upon the coils^ so as to take the 
strain off the silk fibre when moving the instrument. A divided 
circle on a card is fixed to the coil, and circle and coil can be 
turned through 30^ or 40^ on a pivot^ so as to adjust them to the 
meridian of the needle. Sometimes a mirror like that described 
for the reflecting electrometer is fixed to the needle^ and allows 
the galvanometer to be used with a lamp and scale. This is 
particularly useful for lecture purposes. 

With the aid of a lime lights the author has made the move- 
ments of a very small needle visible to 500 people at once. A 
disc of light six inches in diameter was thrown on a screen^ and 
a deflection of 1® or 2° moved it several feet. The needle was 
about two inches long^ and the mirror ^ in. in diameter. But 
when a mirror galvanometer is required for accurate work, one 
of Sir Wm. Thomson's forms is always used. 

Sir Wm. Thomson's Reflecting Galvanometers. 

Plate XXIII. 

The optical principle of these galvanometers is precisely the 
same as that of the reflecting electrometer (vol. i. page 38) • These 

galvanometers are sometimes made astatic^ 
sometimes not. The mirror is usually less than 
\ in. in diameter, and is very thin. In the 
nonastatic form (fig. 96) the magnet, or rather 
magnets, for several are generally used, are 
cemented to the back of the mirror, and are 
usually about \ in. in length. The whole 
system of magnets and mirror weighs less than 
a grain. The object of having several magnets 
is to get the maximum of magnetization* with 
the minimum of weight. The mirror and 
magnets are hung by a single fibre of unspun 

* This is required because the more highly the needle is magnetized the 
more rapidlj will it come to rest after being set swinging. 
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eilfc in the centre of a circiilar coil of wire, whicli ie enclosod in a 
brass cylinder. The front end of tlie cylinder Js closed by a 
^laes plate, the back by a brass one, in the centre of which ia a 
small disc of plate glass, through which the mirror can be seen. 
The cylinder is supported horizontally on a tripod stand, each 
leg of which is furnished with a levelling screw, by whicb 
the apparatus is adjusted until the mirror is seen to swing 
clear. 

To avoid the inconvenience of having to place the apparatus 
always in the magnetic meridian, a large curved magnet feebly 
magnetized is supported horizontally on a vertical stem, fixed to 
the top of the case. 

The magnet can be turned by hand on the bar on which it 
slides somewhat stiffly; and by its directive force makes au 
artificial magnetic meridian in any desired direction. A finfl 
adjustment is obtained by moving the 
stem iteetf by means of a tangent screw. 
The magnet can also be slid up or down 
the stem so as to act more or less power- 
fully on the suspended magnet. 

The scale and lamp arrangement (fig. 
1 3, vol. i, page 38) is precisely the same 
as that used with the electrometer already 
described, except that instead of a wide 
opening with a line across it, a narrow 
slit making a bright vertical line of 
light is generally used. This gal- 
vanometer is m.'Lde sometimes with a 
short thick wire, sometimes with a long 
thin one. 

In the astatic form (fig. 07 and Plate 
XXIII.), which is used only with long 
wire galvanometers, each needle ia sur- 
rounded by its own coil of win-. The 
current of course goes opposite ways in 
these two coils. The coils are sometimes 
enclosed in a vertical cylinder of glass, 
as in fig. 07, and sometimes in a square 

glass case, as in Plate XXIII. As the magnet and mirror system 
is necessarily somewhat heavier in this construction, an aluminium] 
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fan is sometimes nttached to it to check its vibrations. Tlic 
other details are similar to those of the tripod form. 
The Mabinb Galvawouetkr.— Fio. 88. 
This instrumeDt is used on hoard ship in Inying telegraph 
cables. Its needle, instead of being suspended, is strung on a 
fibre secured at top and bottom. A large permanent magnet is 
fixed near it in the cose, so that the meridian bas a nensibly con- 
stant direction with regard to tbe case. For a fine adjustment 
two sliding magnets with their opposite polos turned towards 




rig. §9. 
the needle, are connected by a cog-wheel (fig. 91)). When tbe 
poles are equidistant from the needle, they produce no effect, but, 
by taming the wheel to the right or lett, one or the other can 
l>e made to preponderate. They are contained in tbe horizontal 
tube seen on the left of fig. 9S. Eieept the small window through 
which the mirror is observed, the whole of the case of tbe in- 
strument is of iron, which almost entirely destroys the effects 
of external magnetic forces. 

Bamstic Galvanoheteb. 

When a quantity of electricity is instantaneously discharged 
through a galvanometer, tbe quantity can be cali^ulated from the 
limits of the first swing of the needle. 

It can be shown mathematically that the quantity of electri- 
city which passes is, if tbe air offers no resistance to tbe motion 
of the needle, proportional to the sine of half the angle of 
swing.* 

In Older to diminish the resistance of the air as much as pos- 
sible, a " balutic ffiileanomelifr " has been used. 

• HuweU, " ElMtrieitj," 748, vol u. p. 346. 
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The difference between a balistic and an ordinary ^Ivanometer 
is this : — In the former, it is desired to bring the needle to rest 
as soon as possible ; in the latter, where the limit of swing is the 
quantity to be observed, it is desired to cheek or " damp '' the 
swing as little as possible. 

The following form of the instrument has been contrived by 
Professors Ayrton and Perry.* 

One of Elliott's high-resistance reflecting galvanometers (Plate 
XXIIL) was used, but the needles were removed and replaced 
by the following arrangement : — 

Forty small magnets of varying lengths were prepared, and, 
having been magnetized to saturation, were built up into two 
little spheres, in each of which all the magnets pointed in the 
same direction. The spheres were completed by segments cut 
from a small hollow leaden ball. The two spheres were rigidly 
connected so as to form an astatic combination, which was 
suspended in the ordinary manner. 

With this arrangement great sensibility was obtained, and the 
air offered very little resistance to the motion of the needles. It 
was found that the ratio of the first swing to the second was 
only 1*1695, a number which is sufficiently near to unity to allow 
a simple correction to be applied for the damping effect of the 
air. 

DiPFBRENTIAL GALVANOMETER. 

For comparing the strength of two currents galvanometers are 
sometimes made with two exactly equal coils of wire, round which 
the currents can be sent in opposite directions. When the cur- 
rents are equal there is no deflection of the needle. 

Such an 'instrument is called a " Differential Galvanometer.'^ 

* Beport of the British Association, Dublin, 1878, page 487, and Phil 
Mag., 1879, i. p. 277. 
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CHAPTER XXI. 

ELKCTKIC BESISTAKCE AND ELECTBO-MAQNKTIO UNITS. 

No bodies are perfect condactors of electrici^ ; all offer rosis- 
tance to its passage. 

Ohm's Law. 

Ohm's Law^ which is the foundation of modern electrical 
measurement^ is this- — 

TAe strength of the current in a wire or other conductor w directly 
proportional to the difference of potential between its ends, and 
inversely proportional to its resistance. 

The difference of potential at the ends is usually called '^ the 
electro-motive force/' The identity of the two expressions is 
obvious from our definitions on page 26 of this volume. We 
may thus say that the strength of the current equals the electro- 
motive force divided by the resistance. 

Briefly, if C be the strength of a current, E the electro-motive 
force, and r the resistance of the circuit, we have 

C=^ W 

r 

or 

E = Cr (2) 

i. e., electro-motive force equals current multiplied by resistance — 
or 

r^^ • • • . . (3) 

i. e., resistance equals electro-motive force divided by current. 

Electro-Statio Measuke op Cubbent and Resistance. 

If we have two conductors at different potentials, and connect 

them by a wire, there will be a flow of electricity or a current 

s 
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along the wire; and if the eleetro-static unit of qtuuitity, as de- 
fined on page 53 of this volume, passes in each second, the 
strength of the current (in electro-static measure) is said to be 
equal to unity. 

Now let us call Q the quantity of electricity, as defined on 
page 53, conveyed by a current C in a time U Then Q equals the 
strength of the current, multiplied by the time for which it lasts, 
i.e., Q = a (4). 

In the same way the quantity of water which flows through a 
tap equals the strength of the stream multiplied by the time for 
which the tap is left open. 

By Ohm's law the unit of electric resistance is in electro-static 
measure such that, with any number of electro-static units of 
diflerence of potential, the same number of electro-static units 
of electricity will pass through the resistance in one second ; for 
we see by equation (3) that r is unity when E =s C. 

Also from (1) and (4) we have 

Q = ^ (5) 

or 

^-^ <«) 

Hence, the resistance of a conductor,* measured in electro-static 
measure, is equal to the time required for the passage of a unit of 
electricity through it when unit difference of potential is main- 
tained between its ends : and — 

T. .. Time X Electro-motive force X 

Kesistance = tv rrr .j 

Qaantity 

Electro-Magnetic Measures. 

Before studying the electro-magnetic measure of resistance it 
is necessary to consider the electro-magnetic measures of quantity 
and potential. 

Electro-Magnetic Measure op Current. 

In the da^cription of the tangent galvanometer, we found that 
the strength of the current, as measured by the tangent galva- 
nometer, is given by the following equation : — 

C = Htaodaii-. 

* For B. A. unit of resistance, see Chap. XXVII. 
t Eyorett, ** Units and Physical Constants," p. 180. 
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The unit of current strength is g^t hy putting C =s 1 in the 
equation, 

C = Htan« *' 



— ^tbat is, it is the current which will give a deflection B when 

tan d = 



2nir 



Problem, — Assuming the earth's horizontal force to have its 
present average value at Greenwich of '1794, what deflection 
would a unit current^produce in a single ring tangent galvano- 
meter with a ring \ a metre diameter f 

We have n « 1, tt = 3] 416, H = -1794, a = 25 centims. 

Hence, 

^°^- 25x1794 
which corresponds to an angle of deflection of 

« = 64° 6'. 

Electro-Maonetic Measure of Quantitt. 

The quantity Q conveyed by a current in a given time is the 
product of the current by the time which it lasts. 

The electro-magnetic unit of quantity is the quantity of 
electricity that a unit of current conveys in a unit of time — that 
is, in a second. 

Electbo-Magnetio Measure of Potentul, or Eleotbo- 

. MOTIVE Force. 

The work done by an electro-motive force E, in urging a quantity 
of electricity Qthrough aoonductor, isE Q — that is, the work equals 
the quantity of electricity multiplied by the electro- motive force. 

The unit electro-motive force is that which must be maintained 
at the ends of a circuit, that unit quantity of electricity may do 
a unit of work in flowing through it. 

Electro-Maonetio Measure of Resistance. 

With the help of Ohm^s law we can now define the electro- 
magnetic unit of resistance. 

The unit of resistance is an electro-motive force divided by a 

E 
cunent numerically equal to it ; for we have r = -, and r = 1 

* A " unit carrent " eqaals 10 amperes. 

s 2 
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when £ =s C ; so that a wire is said to have unit resistance when 
any electro-motive force acting along it produces a current 
numerically equal to itself. 

When we come to the theory of dimensions we shall be able 
to show that this resistance is a velocity — that is, that the ratio 
of electro- motive force to current is the ratio of a length to a 
time. 

Electro-Magnetic Measure op Capacity. 

The condenser whose capacity is unity is that which will be 
at unit potential when charged with unit quantity^ or^ in other 
words^ it is the condenser whose potential will be always equal 
to its charge^ both being expressed in electro-magnetic measure. 

Practical Units — ^Volt, Ohm, AhpIire, Coulomb, Fajlad. 

As some of these units are of inconvenient magnitudes. pertain 
decimal multiples and sub-multiples of them are used in practical 
work. 
v^^ Electro-motive Force — Volt. 

*'^^e practical unit of electro-motive force is called the Voltf 
and is equal to one hundred million absolute units of potential. 

1 Yolt = 108 c.G.S. units. 

A Latimer Clark's * standard cell has an electro-motive force 
at 15^-5 C. of 1-457 Volt. 

Resistance — Ohm. 

The practical unit of Resistance is called the Ohm^ and is equal 
to one thousand million absolute electro-magnetic units« 

1 Ohm = 10» C.G.S. uniU. 

The standard Ohm is the resistance of a column of mercury at 
a temperature 0° C. of one square millimetre section, and whose 
length is immediately to be accurately determined by an inter- 
national commission appointed at the Congress of Electricians 
which met in Paris on Sept. 15, 1881. The length is known 
to lie between 104J and 105| centims. See page 823. 

Cu rrent — Ampere. 

The practical unit of current is called the Ampere^ and equals 
-j^ the C.G.S. unit. 

* Vol. i. page 220. 
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QrAHTrrr — Codloub. 
The practical anit of qusatity is called the Coulomb. It is 
equal to -^ tbe absolute electro-magnetic onit of qoantitj. 
1 Cootomb ^^ C.G.S. unit of qn&ntttj. 

Capacity — Fabad. 
Tbe practical unit of capacity is called tbe Farad. It is equal 
to the one-thousand-milliontb part of 
the absolute elect ro-magoetic unit. 
1 Ptrad = 10-« C.G.S. unit*. 
As the Farad is too large for practical 
use, coudenserB are coustructed, eacli 
having a capacity of one-mil I iontb of a 
Farad. This capacity is called a Micro- 
tis, loa Arad. 

A condenser of one Microfarad ca- 
pacity would contain about 300 circular sheets of tinfoil separated 
by mica plates, and would be contained in a box (fig. 100) 3^ 
inches deep, and 6^ inches diameter.* 

Relations between the Pjiactical Units. 

The Ampere, or practical unit of current, is the current 
produced by au electro-motive force of one Volt working through 
a resistance of one Ohm. 

The Coulomb, or practical nait of quantity, is the quantity of 
electricity conveyed in one second by a current of one Ampdre. 

The Farad is the capacity of a condenser which holds one 
Coulomb at a potential of one Volt. 
' lie Microfarad is the millionth part of a Farad. 

These practical units, the relations between them, and the 
names to be given to them, were defined and settled at the 
International Congress of Electricians mentioned above. 

of the ping oonnecti the two ooatiogi knd diBciiargCE the 
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CHAPTER XXII. 

SXPERIMENTAL MlfiASUKEMENT OP E£8ISTAXC£S. 

• 

It is found hy experiment that, with anjr given material in a 
homogeneous state^ the resistance of a wire of uniform section 
varies directly as its length. 

The resistance of a wire of given length varies inversely as its 
cross section — that is, inversely as its weight. 

Therefore, the resistance of a uniform wire of given material 
is proportional to its length, divided by its weight. 

The resistance of different materials varies. For instance, if 
that of copper be represented by 1615, that of iron would be 9827. 

It is obvious that if any arbitrary wire be taken as a standard, 
and the resistances of other wires compared with it, the numbers 
thus obtained will be proportional, but not in general equal, to 
their resistances expressed in absolute measure. 

Certain wires, called resistance coils, are prepared by a method 
which will be described later, so that their resistances may be 
known in absolute measure, and then all other wires are com- 
pared with them. 

Wheatstone's Bejdob. 

We will suppose that we are furnished with a set of resistance 
coils, and that a wire is given to us of which we are to determine 
the resistance. We use an arrangement invented by Mr. 
Christie, and called " Wheatstone's Bridge. '' 

We will first describe what may be called the "lecture 
model'' of the apparatus, as it is a machine easy to understand, 
but inconvenient to work with, and then go on to describe the 
forms in practical use. 

The lecture model (fig. 101) consists of a board on which is 
fixed a " diamond " of metal strips. At the four corners, A B C D, 
are binding screws, while in each side is a break with binding 
screws at each end of it. To two corners opposite to each other 
are connected the battery wires; to the two other corners, those 
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of the galvanometer. In the four breaks are pnt three 

known resistances, which we 
call S^ 9f and B^ and the un- 
known one which we call x. 
We then vary the resistance , 
B, and we shall find that 
at one particular value^ the 
current of the battery pro- 
duces no deflection of the 
galvanometer. When this is 
the case^ we have^ as we will 
Fiff. 101. prove immediately, 

Ratio of or to R equals ratio of « to S ; 
from which x can be found by simple proportion. 

Theory op Wheatstonk's Bridge. 
To understand this^ we must note the following direct 
deduction from Ohm's law : — 

If a wire of uniform resistance be connected to a battery, the 
potential varies regularly from one end to the other of the length — 
that is, at the middle point the difference of the potential from 
that at either end is half that of the ends. At ^ from one end 
the potential differs from the potential at that end by \ of the 
whole difference ; and so on. 

More generally in any wire, the potential varies regularly 

along the resistance — that is, if there be a wire of 10 units 

resistance, and the potential at one end is zero, and at the 

. other is 100, the potential at one unit from the first end will be 

10, at two will be 20, at three 30; and so on. 

When the battery is in action, the current, on arriving at A 
(fig. 99), divides, as a stream might divide into two channels 
round an island, and part goes by the road ADC; part by ABC. 

Let us now draw straight lines, ADC, ABC (figs. 102, 103), 
representing the resistances in the two courses, and let us draw 
vertical lines AL at the ends A, representing the difference of 
potential between A and C. 

Let AD represent the resistance ^, DC the resistance x^ then 
the total resistance of the branch of the circuit, containing 
9 and a?, is represented by the line ADC. Similarly the resistance 
of the branch containing S and B is represented by ABC. 

The length of the line AL, which repi^esents the excess of 
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the potential at A over that at C, is of course the same in 
both diagrams. Draw lines LC in each. Now, bjr what we 
have just stated — viz., that the potential diminishes regularly — 
the potential* at any other point in the circuit can be represented 
by the length of a vertical line drawn from the horizontal lino 
at that point to the sloping line. The potential at D, where one 
of the galvanometer wires is attached, is represented by the 
length DM (fig. 10^). f In a similar way that at B, where the 
other wire is attached, is represented by BN (fig. 103). 

Now, the efiect of altering the resistance B will be to alter 




i/...:: 




the potential at B ; for, suppose R increased so as to bring C to 
the position C, then the fall of the potential would be represented 
by the dotted line LC, and the potential at B would be repre- 
sented by the length BN'. Let us then vary R until BN 
equals DM, theny the ends of the galvanometer wire are at the 
same potential^ and there is no current through it. 

But as the height AL is the same in both triangles, the heights 
at any other points D and B in the bases respectively can only be 
equal when the ratio of AD to DC — that is, of s to'ar, ig equal 
to the ratio of AB to BC — that is, of S to R J— or, the galvano- 
meter is at zero when 

Ratio of « to 0* equals ratio of S to K. 

But when two ratios are equal, the ratio of the first term of 

* By " potential " we mean " excess of potential over that at C.** 

t The galvanometer circait being broken. 

X The student is advised to test this with a scale drawing. 
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one to the first term of the other is equal to the ratio of the 
second term of the one to the second term of the other ; there- 
fore^ when the galvanometer is at zero^ we have 

Ratio of or to H equals ratio of « to S ; 
or^ X equals B^ multiplied by the 

Batio of « to S, 
which is written — 

Thus, when the galvanometer is at zero^ x is known if the other 
three quantities are knpwn. 

The student will find it a useful exercise to prove for himself 
that it is unimportant at which pair of corners the battery wires 
are attached— ^that is^ that interchanging the battery and galva- 
nometer makes no difierence. 

In practice the galvanometer and battery should be so arranged 





a 

Fig. 104. Fig. lOff. 

that the two branches of the battery current encounter as nearly 
as possible the same resistance. 
. For instance^ let us suppose S and 9 each equal 100^ and B 

equal 750. Then — = 1 ; and, therefore, ar = B, and our four 

branches will be as in fig. 104. The battery wires should now be 

attached to AC, and the resistance in each branch will equal 850. 

If they are attached to BD, the resistance in the one branch is 

1500, and that in the other only 200. Now, however, suppose 

we have 

S = 1000, « Bs 10, and H = 2800. 

We have, to find ^r, 
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We must now attach the battery wires to BD, as in this 
the resistances of the two branches will be, as in fig. 10>>, 1010 1 
and 2S28 ; whereas, if we attach them to AC, the circuits wilt | 
be 38 and 3S00. 

The objection to having a large difference in the branches is 
that nearly the wholG current then passes through the circuit of 
least resistance, and heats it, thereby increasing the resistance 
OQ that side {for the resistance of a wire increases when it is 
heated), while, when the current is about equally divided, the 
increase of resistance due to the heating is about the same on 
Loth sides. 

For convenience of calculation it ia usual to make S a decimal 
multiple, or submultiple of «; then, when the balanra is esta- 
blished by varying B, it is only necessary to multiply R by some 
power of 10, to find x. 

pEAcrriciL Fouus of Wheatstose's IIutnaB. 

The form of bridge above described is never used except for 
lecture purposes. Two principal forms are used in practice, Tb« 
one which is most used is called a " resistance bos," and the other 
18 called the " sliding bridge." 

Slidiko Bridge. 

This latter (figs. 106, 107) consists of a horizontal board, with a 
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chosen arbitrarily. A^ one of the batteiy wires, is attached to a 
slider which slides along tlie resistance wire. Now the wire at 
one side of A is S, that at the other 9. It is obvious that, if ilie 

resistance of tie wire is uniform^ the ratio ^ will be equal to the 

ratio of the lengths of the wires on each side of the slider. A 
scale is fixed on the base, and if we suppose the equilibrium to be 
established with the slider at, say, 35, as in fig. (107), and suppose . 
that B =5 100, we shall have 

,=B| = 100g = ?«? = 77.4c. 

We see in this apparatus that it is not necessary to know 
the values of S and s, but only their ratio. 

The apparatus is useful for some purposes, but it is not suscep- 
tible of any great accuracy, as its working depends on the as- 
sumption that a wire exposed to the air has a uniform resistance. 
As every particle of rust or scale, formed or rubbed ofl*, and every 
scratch made by the slider affects the resistance, we see that the 
assumption cannot be held to be strictly true. 

The slider usually carries a spring and vertical sliding rod, to 
which latter the battery wire is attached, so that contact is only 
made when wanted, by pressing down the spring. 

Resistance Coils. — Plate XXIV. 

A coil of wire of a known resistance is called a Resistance Coil. 
Besistance coils are usually made either of German silver wire, or 
of an alloy of silver with 83*4 per cent of platinum, as the resistance 
of those materials varies very slightly with changes of temperature. 

The two ends being fixed to massive copper rods, the wire, pre- 
viously carefully insulated with two or more layers of silk, is 
wound double upon a reel, as shown in Plate XXIV . It is usual 
to enclose the reel in a thin brass case, and imbed the wire in 
parafiSn. By immersing the case in water, the wire can be brought 
to any desired temperature. The effect of the double winding 
is that there are always two equal currents in opposite directions 
close together. This entirely prevents any inductive effect on 
neighbouring magnets or wires. 

Bridge Resistance Box. 

A resistance box consists of a number of coils of different 
resistances arranged in the following manner. The coils are all 
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fixed to the under eide of a slab of ebonite, which forms the liJ 
of a mahogany box {fig. lOS), On the top nf the lid are a number 




of brass blockB, to each of which one end of each of two coils is 
connected, as shown in section in fig. 109. Thtis, if a current is 



-fe 



^^ 



sent from A to B, it lias to pass through all the coils. The ends 
of the brass blocks ore, however, shaped as shown in the plan 
(fig. 108), and brass pbigs " fit in between them. When a plug is 
put in at any opening (a, fig. 110), the current only passes through 



ooaoQ 



the plug, and not by the coil; so that when a plug is put in, say at 
a, the total i-esistance is less by the resistance of the coil at a, 
or, generally, the resistance from A to B is equal to the resistance 
unplugged. The resistance of each coil is engraved on the lid 
near the plug-hole. Here, then, we have a means of varying the 
resistances without interfering with the connections. 

The coils in the bridge resistance box are arranged as in fig. 
Ill, the numbers representing the number of units of resistance 
in each coil. 

The reader is again requested to compare this figure with 
the picture of the lecture model, fig. 101, p. 263. The same 
letters are used for the same points. 

We see that the coils are arranged in a continuous line, and 
binding screws inserted at certain intervals. 

* Similar tc tbe plug shown in fig. 81, vol. i. p. 212, 
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The first Hdc contains two sets each of 10^ 100^ and 1000. 

1. 




Fig. ]11. 

These fonn the branches S and 9. 



We see that they give the 



following values of ^ :— 


- 




10 


1 


also 


1000 


"100 




10 >! 




1010 


100 


1 


100 


100 ( 


"•10 




1000 J 






10 \ 




1100 


10 j 




10 


100 f 
100 ( 


= 1 




1000 1 






1000/ 
100 >| 




10 


10 
1000 


= 10 


1100 
100 


100 J 




1010 


1000 

4 r> 


= 100 





10 



Different forms of the same fraction are used for diOerent 
resistances. 



Thus, if we desired to have -^ 



1 we should make it f^^ 



if X were large, ^ if it were small. 

The arrangement of the bridge has been drawn in the way 
most convenient for calculation ; but if the resistance were such 
that there was equilibrium with the present resistance unplugged, 
it would be better to interchange battery and galvanometer, as 
at present the two currents are inversely, as 
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10 + '-andlOOO + 21S3. 



ind therefore we liuve 



31-63 aod 3163; 



whereas, after interchanging, we have 

1100 and 3181-63. 

Tlie longer part of the line of coils represents R on the brid^, 
and the arrangement of it is worth notice. There are only sii- 
teen coils, and yet, hy combining them, any number from 1 to 
10,000 can be obtained. This is best seen by taking any num- 
ber at random and trying to make it up. Generally speaking, 
we must use the large nambcrs first — that is, we must first unplug 
the largest number below the number we want. 

tr, the wire whose resistance is to be found, is attached to the 
binding screws C and D. If it should hot be long enough to 
reach from one to the other, the length niust be made up either 
by a wire of known resistance, or better by a copper rod so 
thick that its resistance may be neglected. 

Attachwent op thin Wule. 

Where J- is a thin wire, it should not be attached direetly to the 
binding screws, as there would be an uncertainty as to the exact 
point of it in contact, and therefore as to the length between the 
screws. It should instead be soldered to a piece of thick copper 
wire beaten into the shape shown in tig. 113. 




The binding bc-ivws ..il" C and D are each made with double 
nuts, so that dilierent wires can bo tested without disturbing 
the galvanometer connections. 

Contact Keys. 

Contact keys are placed in both the galvanometer and the bat 
tery circuits; that in the battery circuit may be of any form so 
long as it enables us to tell by a glance at it whether the car- 
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rent is or is not flowing in tlie $ame direction in two conHecntive 
experiment 8. The galvanometer key should be a single spring 
key (fig. 84, page 2-13), not a reversing key, as that only intro- 
ducee error; it ebould have a catch for holding the contact when 
required. 

Fbactioks oy a Unit. 

We have stated that the ordiiiury resistance boxes give Ra 
maximum value of ltl,OOU units. 

When fractions of a unit are required, we get one or two places 

of decimals by making 5, ji^-, or -j^ respectively ; but thiscan 

only be done when the resistances to be measured are not more 
than lOOU units for one place, or 100 for two places. A further 
approximation can be mude by observing the deflections of the 
galvanometer. If it is a delicate one, it uill seldom be found to 
go truly to the zero. 

Suppose that the resistance is between 1221 and VXit, then 



will move slightly in one direction, say 5 divisions to the left; 
and when R it 1223, it will move in the other direction, say 10 
divisions to the right. 

Tlien we shall approximate very closely to the truth if we say 

that the excess of the true resistance over 1231 bears the same ratio 

to its defect from 1222 aa the deflection to the left bears to the 

deflection to the right ; that is, that the true resistance is 1321'^. 

Dial-Pattehn Resistance Box, 

Resistance coils are sometimes ori-anged as in fi^. 1 IS. 
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Pig. 114 shows the connettions. 




Fi« 114. 

Tlie branches S, » are arranged in a precisely similar way to 
those in the ordinary boxes. The large resistance R is, however, 
arranged differently. Each dial consists of a brass disc snr- 
roiinded by a ring cut into segmcntti. 

Kach segment is connected to the next by a resistance coil, a8 
shown in the 100 dial, fig. 114. All the: coils in one dial have 
the same value. 

The current has to pass from the segment marked to the 
centre disc. 

A plug can be placed between the centre disc and any one of 
the segments. If it is at the 0, there is no resistance ; but if it 

be placed at the 1, 2, 3 the current has to pass througll 

1 , 2, 3 - - - coils on its way from the to the centre. 

The resistance in circuit is then the snm of the resistances 
plugged, and Is vtry easily read. 

Silt Wm. Thomson amd Me. Vakley's Sliding Coils. 

'■ SirWm. Thomson and Mr. Varley have arranged a resistance b« 
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(fii?. 115) wbcro the reeiatancea are varied, not by inserting 

and taking oat plugs, but by turning a handle. 

The coils are nsed us the brancbeB S and » of 

a Whcatstone bridge. Any constaot known re- 

o 1 ^_^_ sistance can be used for R, 

> R;y'^ "^ T^Tie principle of the arrangement can be seen 

Jj, byBg.llB. 

Fig. 117 shows the actual connections. 

LetuscoDsiderfig. lie. The current from the 

batteryis brought to a slider embracing two coils 

of lOUO Ohms each, and divides along the two 

branches, S and * of L. When M is moved along 

one division up the picture, S is increased by 

n& lie- 1000, and t diminished by lUOU. 

To give a 6ner adjustment, B itself is made to consist of 100 

coils of 2U Ohms each, and the battery wire can be moved along it. 




In fig. 117 we see the way in which this arrangement is practi- 
cally carried out. L has two revolving arms fixed parallel to 
each other, and embracing two coib. The current from one pole 
of the battery enters this double arm at A', passes along it, and 
is divided in the two branches, S and «. If the arm Is moved one 
division to the rights S increases 1000 and » decreases 1000. 

For final adjustment the current is divided in the coils M, just 
in the same manner as shown in fig, 116. 

The resistances in the two branches, as fig. 117 is now arranged, 
at« respectively — S = 96680. 

<= 4320. 



274 



ElectrO'Kinetics. 



Resibtances of Different Substances. 

Specific BesUtance. — The specific resistance^ B^ of any sub- 
stance is^ in the C.O.S. system, the resistance between two 
opposite faces of a cube of the substance when the edge of the 
cube is one centimetre. 

When we know B for each substance^ we can calculate the 
resistance of any wire by the formula — 

BesiBtanoe = R ^''°g^^ . 

cross section 

The following tables of specific resistances of conductors and 
insulators are given in Professor Everett's " Units and Physical 
Constants/' pp. 143 — 145 : — 

As the resistances of all metals increase when they are hcatod^ 
the " temperature correction " is given in each case. 

Table of Specific Resistances, in Electro^magnetic Measure ♦ 
(at O^C, unless otherwise stated). 



If 



»> 



Silver, hard-drawn 

Copper, 

Gold, . 

Lead, pressed .... 

Mercury, liquid . . . 

Gold 2, silver 1, hard or an- *) 

nealed ) 

Selenium at 100^ C, crys- 1 

talline ) 

Water at 22° C 

with '2 per cent. H^SO* 
,, 8-3 
„ 20 
» 36 



»» 



ft 

»» 



41 



»» 
»♦ 
»» 
>» 






Sulphate of zinc and water ) 
ZnS04+23H,0 at 23° C. f 
Sulph. of copper and water \ 
CuS04+46H,0 at 22° C. ) 

Glass at 200° C 

250° 

300° 

4(X)o 

Gutta-percha at 24° C. . . 

0°C. . . 



f> 



*> 



»» 



t> 



Speciflo reswt- 

anoe in absolute 

units. 



1609 

1642 

2154 

19847 

96146 

10988 
6 X 10" 



7-18 X 10^** 
4-47 ,. 
3-32 X 10» 
1-44 
1-26 
1-37 



ff 
>» 
ff 



1-87 X lO'** 



1-95 



If 



2-27 X 10^* 
1-39x10" 
1-48 X 10" 
7-36 X 10»» 
3-53 X \^ 
7 XlO»* 



Percentage 

variation per 

degree at 

20° 0. 



Speciflo 
gravity. 



•377 
•388 
•365 
•387 
•072 

•065 
1-00 

•47 
•47 
•653 
•799 
1-259 
1-410 



10-50 
8-95 

19-27 
11-391 
13-595 

15-218 



* We remember that the Ohm (or B.A. unit) = 10* absolute units. 
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PBrosnttge 


• 


Bpeoillo 
reustanoe. 


ofTariatloQ 

foradegrse 

at20»a 


Silver, annealed 


1521 


•377 


99 hard-drawn • • • 


1662 




Copper, annealed • 


1616 


•388 


„ hard-drawn • 


1662 




Gold, annealed 


2081 


-366 


„ hard-drawn # • • 


2118 




Alaminiom, anneAled . 


2946 




Zinc, pressed .... 


6690 


•365 


Platinum, annealed 


9168 




Iron, annealed 


9827 




Nickel, annealed 


12600 




Tin, pressed .... 


13360 


•366 


Lead, pressed .... 


19850 


•387 


Antimony, pressed . 


35900 


•389 


Bismuth, pressed . 
Mercury, liquid . , 
Alloy, i parts platinum, 1 part "j 
sifyer, hy weight, hard or > 


132650 


•354 


96190 


•072 






2466 


•031 


annealed . . .J 






German silyer, hard or annealed 


21170 


•044 


Alloy, 2 parts gold, 1 silver, 1 
hy weight, hard or annealed J 


10990 


•066 



Aftarmany minutes 
cdectxiflcatioxL 



Mica . 

Gutta-percha 

Shellac 

Hooper's material 
Ebonite 
Paraffin 
Glasa . 

Ail • • • 



Specific 
reuetanoe. 



Temperature, 
Centigrade. 



Authority. 



"1 



8-4 X 10" 20 Ayrton and Perry. 

4 5x10" 24 {^'^WCW^^ 

9-0 X 10»* 28 Ayrton and Perry. 

1-5 X 10" 24 Recent cable tests. 

2 8 X 10* 46 Ayrton and Perry. 

3-4x10* 46 Do. 

Not yet measured with accuracy, but greater 

than any of the above. 
Practically infinite when cold. 



The following table is dae to Dr. Matthiessen :* — 

xiakaL Peroentoffe decrease of condoctlsg 

'^^^ power between 0° and 100» 0. 

Silver 28*44 

Copper 29-69 

Gold 21-30 

Tin 28.89 

Lead 29*61 

• Phil. Trans. lS6i, 
T 2 
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Galvanohbtkr SHumrs. 

lor accarate determinations of resistances we must use the 
most delicate form of reflecting galvanometer. In cases where 
we do not approximately know the resistance there will^ in 
the first few trials^ be a considerable difierence of potential at 
the ends of the galvanometer wire ; and^ if the corresponding 
current were allowed to pass^ the galvanometer would be damaged. 
To obviate this inconvenience, " shunts *' are provided. 

They are also useful for measuring, by the deflection of a gal- 
vanometer, currents so strong that, if sent directly through it, 
they would send the spot of light off the scale. 

Theoey op Shunts: 

The theory of shunts depends on the following deductions from 
Ohm^s law : — 

Let there be a wire a (fig. 118), and let it divide at A into two 
(or more) branches b and Cy 
and let them join again at B 
and continue ind ; then the 
current in d is the same as '**• ^^*^- 

the current in a. In the parts b and c it is divided. 

Let E be the difference of potential at A and B ; let C» C, r^ r, 
be the currents and resistances in b and c respectively; then by 
Ohm's law we have in the two branches respectively, 

but E has the same value for both circuits and so we have 

Ck r» ^ 0, r^ 

Whence we have 2* — !!! . 

0."r/ 

or, the currents in the branches are in the inverse ratio of the re- 
sistances. Thus, to construct a shunt such that the currents in 
the two branches shall have any given ratio, it is only necessary 
to make the resistances of the branches in that ratio reversed. 
By connecting the poles of a galvanometer by a wire, the 
ratio of whose resistance to that of the galvanometer coil is 
known, we can send 

' a. A. ^ 

only part of the current 
through the galvano- 
meter and the rest 
through the cross wire. 
In fig. 119, the same letters are used for the same parts as in 



-^ 


^{ 


^ 

k 


d 


Fig. 119. 


C 
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the preceding diagram^ fig. 118. The reader should compare the 
two. 

If we know the resistance of the shunt b and of the galvanometer 
ooil e, we know from the preceding calculation the ratio of the 
current in the galvanometer to that in the shunt b. This^ how- 
ever^ is not quite what we want for practical work. What we 
require is the ratio of the current in the galvanometer^ not to that 
in the shunt, but to the total current of the battery — that is^ to 
the current in a or d. 

Now the whole current gets from A to B^ and the only paths by 
which it can travel are b and c ; therefore^ current in b added to 
current in c equals whole current; or^ if we callC the whole current^ 

C = C, + C^ 

Let r be the total resistance of the divided circuit. 
To find r, we have, 

current in 6 =1 C» ^ — 
„ e — v^«— -" 



Total current^ 






reducing to a common denominator and adding, we have 

or, what is the same thing, 

E 



C = 



ur. 



whence 



y «» ^* f? 



The current C« in the galvanometer is 

a = ?. 

The ratio of the latter current to the former is 

E 
0._ r. 
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and we have from this, 

G r. 1 ri_ 



r» + r. r» + r. 

—that is^ the ratio of the cnrrent in the galvanometer to the 
whole current is the same as the ratio of the resistance of 
the shnnt to the sum of the resistances of shant and galvano- 
meter. 

Ck>NSTRUcnoH OF Shunts. 

In practice^ shunts are nsualljr made in sets of three^ havings 
respectively^ resistances such that -^^ y^^ or y^^ of the whole 
current passes through the galvanometer^ according as one or 
the other coil is connected to it. Of course, each galvano- 
meter must have its own set of shunts. 

Problem, — It is required to construct a set of shunts for a given 
galvanometer^ whose resistance is known. What must be the re- 
sistance of each coil in order that -^y y^^ or -^^ of the whole 
current may pass through the galvanometer P 

Ca9e 1. Required ratio of currents 1 to 10 we have 

^' = A that 18 



* = 



r^-^-r. 



or. 



10 = ^L+J!' = !:* 4. ^ = 1 + !>. 

Subtracting 1 from each side, we have 9 = -^, or resistanoe of 

sbunt must equal \ resistance of galvanometer. 
Caie 2. Required ratio of currents 1 to 100. 



therefore, 



or 



-^that is, the resistance of the shunt must be -^ the resistance 
of the galvanometer. 





c 


1 

100 


• 




100 = 


90 = 




1+ 


r. 

n' 



Galvanometer Shunts. 
In Ca9e S we have required ratio 1 to 1000. 
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therefore^ 



or. 



C lUOO' 

1000 = !i-±i>— 1 + ?>, 

n r 



— that is^ the resistance of the shunt must equal -g^ the resistance 
of the galvanometer. 

Gkdvanometer shunts are usually arranged as in iig. 120. 

Three coils^ having respectively \y -^y -g^ of the resistance of 
the galvanometer^ are arranged in an oblong box^ from which 
broad strips of copper lead to the galvanometer. 




Pii?. 110. 

On the lid of the box AB are two blocks of brass, a and d. One 
end of each of the three coils is attached to d. The other ends 
are attached respectively to three insulated blocks^ h^ h^ d,. By 
means of a plug h^ h^^ or 6, can be put into connection with a. 

When no plug is inserted^ the whole current from the battery 
goes through the galvanometer. When a plug is put in at b^y -f^ of 
the current flows through the first coil and only -^ through the 
galvanometer. If the plug be now transferred to d* or b^, rf^ or 
•ff^ flow through those coils respectively, leaving -j^ or y^ 
to flow through the galvanometer. 

A plug placed at 64 puts a and d into direct communication^ 
and prevents any current passing through the galvanometer. 

The same letters denote the same parts in fig. 120 as in 
figs. 118 and 119. 

If it is necessary to leave a train of apparatus in an unlocked 
room, with the battery connected, the plug should always be 
placed at b^, so that, in case of any one meddling with the contact 
keys^ the galvanometer may not be injured. 
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iQcommenuing to work, it is usual to put tlie plug at i)-, 
adjust the resistnnce till no deflection is visible. The plug is I 
then moved to b-, and probably a email 
motion will be observed. The resistauces 
being readjusted, the plug should be moved 
to i, and then taken out altogether, so 
that the resistance raay be determined with 
all the accuracy of which the instrument 
is capable. 

Fig. 121 shows a set of shunts ar- 
ranged in a circular box. The copper strips 
are removed. The plugs are seen in J, 
and bf, 

CoilPENSATIHG RESISTANCE. 

The elTect of inserting the shunt is to diminish the total 
resistance of the circuit, and therefore, possibly, to so incrciise 
the XoisA current that the deflection ia not reduced. 

In order to keep the total current constant, a " compensating 
resistance " is introduced which is equal to the diminution pw^ 
duced by the shunt. 

The introduction of the shunt reduces the resistance from 

r. to '''^' . 
n + r. 

The compensating resistance (p) must be equal to the dimi- 
Dution, i.e., 




But r» = T 



j- ■where n b the fraction of the current which 



passes through the galvanometer, hence 



Thus, for instance, with the -^ shunt, the compensating resis- 
tance would have to be -j^ the resistance of the galvanometer. 

Sir W. TaoMsoN'a Mkthod op Deteeminimo the Resittascb 
OF A Galvanometer. 
The obvious way to delermine the resistance of a galvanometer 
is to remove, or 6z, its needle and treat it like an ordinary ctnl 
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of wirOj using another galvanometer in the bridge. It^ however, 
sometimes happens that there is only one very sensitive galvano- 
meter in a laboratory, and that it is required to know its resis- 
tance. To determine this without the necessity of procuring 
another instrument, the galvanometer is arranged with its 
needle and scale in position, in the usual position of the wire a*, 
whose resistance is to be taken. A simple wire, whose continuity 
is broken by a contact key, is put where the galvanometer is 
nsoally put. In the lecture model the arrangement would be as 

in fig. 122, Let O be the wire 
and key substituted for the usual 
galvanometer, and let x be the 
galvanometer whose resistance is 
to be measured. Let us break con- 
tact at O, and allow the current 
to flow in the bridge. The needle 
of galvanometer x will be de- 
Xv,,^ ilJ_N>-^ fleeted. Let us first suppose 

^*'^'^"'""^^'''*^ that the current in the branch 

Fig. 122. A D C is 80 small that the de- 

flection is within the range of the instrument \ that is, that the 
spot of light does not go off the scale. Let us now observe the 
deflection and make contact at O. If the equilibrium is correct, 
no current will flow through O ; if R is too great or too small, a 
current will flow in one or the other direction. There is no 
galvanometer at O, but we can tell whether or not a current 
is flowing in it in the following manner : — 

Suppose the main current to be flowing from A to C, then, as 
long as contact is not made at O, the strength of the current in 
D 0, that is in Xy is equal to its strength in A D ; but, if part of 
the current flows from D to B, the current in x will be diminished, 
and the defiection will decrease when contact is made at O. 

Similarly, if a current flows from B to D, it will increase the 
current from D to C, and increase the deflection. 

Hence the bridge equilibrium is established, that is R has its 
correct value, when making contact at O, neither increases nor 
diminishes the deflection of the needle of the galvanometer at x. 
If, however, as probably will be the case, the galvanometer is 
80 delicate that its share of the current of a single cell would send 
the light spot off the scale, a shunt must be applied to it. If the 
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galvanometer has no shunts^ a resistance coil^ if one is at hand, 
or if not, a piece of wire whose resistance can be determined, 
may be used as a shunt. 

If the resistance of the shnnt wire be r^, and that of the gal- 
vanometer r^y we have r» known, r, unknown. 

The result of our bridge experiment is to give us the value of 
the resistance of the divided circuit D to C ; that is, after the 

experiment we know the value of — 3-^ . By substituting the 

value of r» we can easily calculate r,. 

Example — 

Suppose the total resistance of the divided current were 9*5^ 
and that of the shunt wire 10. 

We have 

r» = 10, J^Llk- = 9-6 

n + r. 

Substituting the value of r* we obtain 



whence 



and r, = 190. 



10 + r. 10 r. 9-6 



r, ^ 10 9-5 

r. 96 10 95 



Resistance of Batteries. 



The fluid of the battery itself is interposed in all battery 
circuits, and as it offers very considerable resistance to the 
current, this must be taken into account in calculating the total 
resistance of the circuit. 

The simplest way to measure the resistance of a battery is to 
send its current through a tangent galvanometer with two 
different resistances in circuit, the resistances being chosen so 
as to give convenient deflections, for instance, to give say 20® 
in one case and 40^ in the other. The ratio of the currents will 
then be that of the tangents of the angles of deflection. But 
the currents are also inversely proportional to the total resist- 
ances in circuit. From these two relations the resistance of the 
battery can be calculated. 
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For let 

X be the resistance of the battery, 

G ,, „ galvaDometer. 

a the deflection when a resistance r« is introdnced. 

We have 

tan S r. + G + a? 

Let ns write n for the ratio 7 — v and we shall have 

tan 

fir. + jiG + nj' = r» + G + af 
or 

(» — 1 ) a? = r» — » r. — (n — 1 ) G 
r» — n r. — (n — 1) G 
n — 1 

This method^ however convenient, is not very accurate, as the 
resistance of the battery changes with the change of current. 
In the method of ^r. Mance this source of error is avoided. 

Mange's Method of Deterhining the Resistance of a 

Battery. 

In the arrangement described on page 280 for determining the 
resistance of a galvanometer, let ns interchange the battery and 
galvanometer. It can be proved mathematically * that this will 
make no difference in the balancing ratios. 

The same calculation as in the former case will apply, only 
the result gives the resistance, not of the galvanometer, but of 
the battery. 

Manoe's method was invented before Sir W. Thomson's, and 
the latter was derived from it. 

IVUhfreville's Improvehents in Mange's METHOD.f 

The chief practical inconvenience of Mance's method is that 
there is always a current passing through the galvanometer, 
which, if the galvanometer is a sensitive one, will send the index 
off the scale. Although it is possible to reduce the deflection 
by means of magnets, the following method appears to be more 
convenient. 

The current which in Mance's arrangement goes through the 
galvanometer, now goes through the wire of a coil (fig. 123) 

• Maxwell, " Electricitj," 367, vol. i. p. 413. 
t " La Lumifere filectriqae," 1881, No. 4, p. 70. 
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Fig. 123. 



placed inside a larger one^ as ex- 
plained at p. 294. The wire of 
the outer coil is connected to 
the galvanometer. Then however 
strong a current passes through 
the inner coil, no effect is pro- 
duced on the galvanometer as long 
as the current is constant, but at 
the least variation of the current, 
a current is induced in the outer 
coil which deflects the needle. 

The best result is obtained 
when the resistance of the outer coil equals the resistance of the 
galvanometer. 

Best Way to abrange Cells for any Purpose. 
The fact that batteries offer resistance is the reason that large 
plates are used when a strong current is required. Small plates 
give as great an electro-motive force as large ones, and therefore, 
by combining a sufficient number of the smallest possible cells 
"in series" (fig. 124), we can get as great an electro- motive 
force as we please. If, however, the cells are small, we introduce 
at the same time so great a resistance, that possibly we do not 
increase our current at all. In discussing the best size of cell 
for any purpose, we must take into account the resistance of the 
external circuit. If, as is usually the case, we have only one size 
of cell, we must remember that by combining 2, 3, - - -, cells 
with their like terminals connected, we produce a compound cell 

equivalent to one with its plates of 2", 3 times -, the area 

of those of one cell. This method is called " connection side by 
side" (fig. 125). 
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Fig. 124. 
Three cells connected in series. 




FifT. 1S5. 
Three cells connected side by side. 



If the resistance of one cell be taken as unity, the resistance of 
2 cells will be ... 2 
3 
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Sappose now that we have a number of cells of a particular 
size^ and that we wish to get the greatest possible current in a 
wire of given resistance. 

Let E be the electro-motive force of one cell^ let R be the 
resistance of one cell^ let r be the total external resistance^ and 
let Ql be the number of cells. If the cells are arranged in series 
we shall have 



C = 



- QE 



QR + r 

If they are arranged side by side we shall have 

E 



C = 



1r + r 
Q 



If they are arranged in any intermediate way^ that isj in a series, 
each member of which consists of two or more cells arranged side 
by side^ and we call the number of members of the series N and 
the number of cells in each member n^ we shall have 



C= NE 



— K + r 
n 



This is the general term^ the two first expressions arc par- 
ticular cases of it. 

It is obvious that N» is the total number of cells and 
equals Q. 

Let us now take some cases to illustrate the rule. 

Let us suppose that we have 20 cells^ each of 2 units resis- 
tance^ and that we wish to send as great a current as possible 
through each of three wires separately^ whose resistances are 
respectively 1000, J, and 10 units — 

£ depends on the nature of the cells, and is the same in all 
arrangements. 
R = 2 
r =» 1000, i, 10 in the three cases respectively. 

Ca9e 1. r = 1000. 

First arrange the whole of the 20 cells in series (fig. 126) ; 
this gives N s= 20 and m s 1 ; we have 

C= 20E _ _») 
2? 2 + 1000 1040 



{ 
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Tiff. 126. 

Now arrange them all side by side (fig. 127). We have 
and therefore 



A + 1000 1000-1 
or only just over -^ of what we obtained before. 



C<Hiif44-f;4^fffT^^^^- 
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Fig. 127. 



Let us now arrange the cells in 4 groups side by side^ each 
consisting of 5 cells arranged in series (fig. 128j. 

This gives N = 5^ » s= 4, and therefore the current is 

6E 6E 



C = 



5.2 + 1000 ^^* 
This is better than the last arrangement^ but not so good 




HHh 



HI 



H^ 

yt^ 




Fig. 1X8. 

as the first ; so we see that when the resistance outside is large 
we should arrange all our cells in series. 

Ca%e 2. Let us now try what is the best arrangement when 
the external resistance is small^ that is when^ say r =: ^. 

First arrange in series^ 
We have 

N=:20 «i=:l B=:2; 

then 
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^=?^i=S^=*-"'^- 



[We see with this arraDgement 3 cells give nearly as great a 
carrcnt as 20^ for we should have 

Let us now arrange all the cells side by side. 

We have 

N = 1 » = 20, 
and 

C = 5 = ^ , E 



IE 



= f? E = 3 E nearly. 



4-HO 14 
40 

or six times as much current as we got with the series arrange- 
ment. Therefore, when the external resistance is very small^ it 
is best to arrange all the cells side by side. 

Case 3. When the resistance is neither very small nor very 
great^ we must use one of the intermediate arrangements. 

Suppose r = 10. 

First let us try series. 

N = 20 n = l 



C = 



20E 



60 



= S^E=AE. 



^ • 2 -t- 10 

Now let us try '' side by side.^' 

N = 1 w = 20 



C = 



-i — ^ — r-^ = ,>v .- E = Vb E nearly. 
i-2 + 10 10 A 



Now let us try 4 sets of series with 5 cells to a series. 

N=5 n=4 

Now let us represent the number of cells in series by the liori- 
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Fig. 129. 

zontal distances in fig. 129 and the strength of the current by 
vertical distances. 
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We see the strength of the current was increasing from 1 to 5, 
and at 20 it had the same value as at 5. It is then but reason- 
able to suppose that it went on increasing for a while after o, 
and then began to decrease to the value it had at 20. 

The point where it turned from increasing to decreasing was 
its maximum value. 

Let us look for this intermediate pointy and try an arrange- 
ment of 2 sets of 10. 

We have 

N = 10 « = 2 

This then is the best practical* arrangement of cells with the 
given resistances. 

We do not, however, in practice wish to have to do all these 
sums before arranging our battery ; we want a rule by which we 
can at once see the best arrangement. 

The problem thus before us is this — 

" Given R, r, and (N x n) [the number of cells] to find the 

N . . 
ratio of — which will make C a maximum.'' This problem 

requires the use of the differential calculus for its solution, and 
I have therefore worked it out in a footnote f, and can only here 
give the answer, which is — 



* This is not necessarily the maximum valae of the function, but it is the 

N 
maximum value consistent with the experimental limitation that - is a whole 

number. 

t We have 

N 
(N n)^ R, r, E, all constant to find the value of — , which makes 

^ "" -w ^ maximum. 

^ R + r 
n 

This is the same as making -^ a minimum — 

1 — ^ m 

^ M . T 



c""N¥"*'iri • • • (^) 



NE 

IE . 1 r 
iE^ilB* 
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C 18 a maximum when 

n 
that is when 

N_ r 

That isy to obtain a maximum current^ the ratio of the number of 
cells in each series to the number of sets in series connected side 
by side, should equal the ratio of the external resistance to the 
resistance of each cell. 

but N M = constant, /.X =i( -.constants and this constant's namber of ceila 

= 0. 

. 1 N B . 1 r ,„v 

••C~q' B'^K' E- • • ^^^ 

Differentiating (2) with respect to V we have 



equating to zero. 



R E_ J^ 



or 



C4) 



or 



But 



or 



or 



Q = Ni., 

n ■" Jf • ' • • (^) 

Thus the arrangement given in the text mokes -x either a maximum or a 

minimum. 
Differentiating (3) again, 

jjji- IP E • • • • (6) 
which is positive, after substituting for N its value obtained fi-om (5), and 
remembering that N is necessarily positive ; and therefore ;^ is a minimum, 
or the arrangement given in the teit makes C a maximum. 
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.This arrangement also makes ike total internal resiHance equal 

N N 

the external, for the equation gives r = _ K^ and — R is, as 

n n 

we have seen^ the total resistance of the battery. 

Units of Rbsistancb. 

In experimenting on electric resistance, it is very important 
to have some unit of resistance to which other resistances can 
be referred. The first and obvious form of unit is a wire of 
some fixed lengthy section^ density, and substance at a given 
temperature. 

The Siemens unit consists of mercury at a temperature of 
0^ C. enclosed in a glass tube 1 metre long and 1 square milli- 
metre in section. 

This is a purely arbitrary standard, and cannot be connected 
with any absolute system of measurement. A system of measure- 
ment based on the C.G.S. system has been introduced by the 
British Association, and the unit derived from it is called the 
B.A. unit or Ohm. 

We must defer the consideration of this to a later portion of 
the book, as to understand it we require a knowledge of some 
portions of electrical science which we have not yet treated of. 
(See Chapter XXVIT., vol. i. p. 308.) 
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CHAPTER XXIir. 

SLICIBO-MAONSnSH. — ^PBELIHINABT NOTES. 

EquiVALENT Magnet. 

If a current of electricity be sent round a very small ring of wire, 
the latter acts in all respects as a short magnet would do if it 
had been suspended at the centre of the coil, and had taken up its 
natural position when acted on only by the current. That posi- 
tion we remember is perpendicular to the plane of the ring, and 
with its marked end to the left of a man supposed to be swim- 
ming round the ring, down stream looking towards the centre.^ 
If, keeping the strength of the current constant, we make it 
circulate round two or more concentric rings, we increase the 
magnetic moment of the equivalent magnet by increasing its 
strength. If the rings are arranged in a helix, we increase the 
arm of the couple and so increase the moment. 

ELECTRO-lfAGNKT.t 

If a bar of soft iron be placed in the axis of a coil of wire, and 
a current sent round the coil, the bar becomes a magnet with its 
marked end to the left of a man swimming down the current 
looking towards the axis of the coil. 

When the current ceases, the bar loses its magnetic properties ; 
when it is reversed, the magnetism of the bar is reversed. The 
magnetism of the bar increases when the strength of the current 
is increased. At first, when the current is feeble, it increases 
approximately at the same rate. As the strength of the current 
increases, the strength of the magnet increases in a ratio, smaller 
and rapidly diminishing, until at length a point is reached where 
increasing the current produces no further increase of magnetism 

• See p. 241. 
t See Chapter XXXYI. 
U2 
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in the bar. When tliis occurs, the bar is said to be '' saturated 
with magnetism/' 

Mutual Action of Two Cuebents. 

Two currents in the same direction attract each other. 

Two currents in opposite direction? repel each other. 

The force between two parallel straight current u numericalfy 
equal to the product of the strength of the currents multiplied hi/ 
their lengf-h, divided by the square of the distance between them. 

This fact was discovered by Ampdre. 

Electro-magnetic Induction. 
The following discovery is due to Faraday : — 

Motion of Wire. 

If a wire be moved in the neighbourhood of a magnet in any direc- 
tion ^ except along a line of force ^ a difference of potential will he 
produced at the ends, which, if the ends be connected by a wire noi 
acted on by the inducing magnet,* will cause a current. 

The direction in which the current will flow may be remem- 
bered as follows : — 

If in the northern hemisphere a person with arms extended 
moves forward^ then the current which would tend to be pro- 
duced, in a wire represented by his arms, by the action of the 
earth's magnetism would flow from his right hand to his left.f 

Motion of Magnet. 

If a magnetic pole be moved in the neighbourhood of a wire 
in any direction except parallel to it, a current will be induced 

* Thera are several ways in which this can be managed. The most obvions 
is to let the ends of the moving wire slide on two fixed rails (fig. 130) con- 
nected by a fixed cross wire — 




Wost i ! < ^ t EaftL 



Fig. ISO. 

S8^ > Motion of wire. 

^^^--•»»- Current due to a marked magnetic pole in front, or under the 

influence of terrestrial magnetism. 

t Faraday, Exp. Bes. 3079, vol. iu. p. 332. 
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in the wire. If, for iostaace, a magnet SN, fi^. 131, be lifled 
suddenly in and oat of a coil of wire, a current will be induced 




wbich will be in one direction on inserting the pole, and in 
the other on drawing it oat. If the magnet be reversed so 
as to Qse the other pole, the cnrrenb will be reversed. 

MonOW OP CUBRENT. 

If, instead of a steel magnet, a coil of wire carrying a 
current, as in (ig. 132, be lilted in or out of the outer coil. 




currents will be induced whose directions depend on the directions 
of motion of the inner coil and on the direction of current in 
it. The inner coil acts in all respects as its equivalent magnet 
would do. 

lu both oases the current is stronger the more saddenly the 
magnet or coil Is lifted in and out, and in the case of the 
moving wire (p. 292) it is stronger as the wire moves faster. 
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Variation op Current. 

If, in fig. 182, the smaller coil is lefb inside the larger, and the 
cnrrent in it made to vary, then at every increase a current will 
be induced in one direction in the outer coil, and at every de- 
crease an equal current will be induced in the other direction, for 
varying a stationary current produces the same magnetic effect 
as moving a steady current* 

If a core of metal be placed inside the inner coil, the effect on 
the outer one will be increased.f If the core is of iron, the effect 
will bo very much increased. 

* No effect whatever will be produced in the larger coil, however strong 
the current in the smaller is, as long as it remains constant, 
t See p. 298. 



CHAPTER XXIV. 

the tilbpronb akd uicbofqoke. 

Bell's Tklefhonb. 

TsB now well-knowD Bell Telephone is a beautiful application 
of the theory of electro-magnetic induction. Fi^. 133 shows it in 
Boction, fig. 134 in perspodive. It consiats of a st^el magnet S N, 
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roand one end of which is wound a coil of fine wire B. The 
magnet and coil are enclosed in a wooden tube M, one end of 
which, R V R, is of considerably greater diameter than the magnet. 

Across the wide end of the tube a diaphragm of thin sheet 
iron LL is fixed, which just does not touch the pole of the 
magnet. 

When the instrument is spoken to, the iron plate vibrates in 
time with the sound vibrations. 

As it moves it causes temporary alterations in the magnetism 
of tlie steel magnet, and these in turn induce periodic currents 
in the coil of wire. 

The induced currents are conveyed along the tel^rapb line 
C Cf and received in a similar telephone at its other end. 
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They travel round the coil of wire in it, aud cause temporary 
olutngcs in the magnetism of the steel magnet. 

Owing to these changes, 
the foree with which the 
:e is attractedvarief, 
and the latter is caused to 
vihrate in time with the 
vibrations of the plat« of 
the sending instrument. 

The plate, as it vibrates, 
sets the air in motion and 
reproduces exactly not only 
the not« but the words 
ppoken into the sending 
instrument. The voices of 
difTei-ent speakers can be 
recognized even at a dis- 
tance of many miles. De- 
scriptions of various modi- 

lations of the instrument 
be found in works on 
telegraphy.* 

When a steady battery 
current is sent through a 
telephone, no sound is pro- 
duced, but every variation 
of the current causes a loud 
noise. The instrument is 
a given current is constant 



Bomeiimes used to determine w 
or intermittent. 



Tub Hughes Microphone. 

When at any point in a circuitcarrying a hatt«ry current there 
is an imperfect contact, any change in the goodness of the eon- 
tact will produce a change in the current and cause a sound ia 
a telephone included in the circuit. 

Professor Hughes has discovered that, when the imperfect 
contact consists of two pieces of carbon lightly pressed together. 



• See Da Moncel, Le TiUpkon 
(Hubette, Vans, 1S7S). 
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TsrifttioDs in the carrent are cansed by the very Btnallest sound 
occurring near the carbon. 

The mcrophone (fig. 135) consists of two or more pieces of car- 




bon A C B lightly pressed together. A telephone T and a 
battery P are included in circuit with it. 

The lowest whisper spoken near the microphone is loudly re- 
produced in the telephone. 

To intensify the effects, the microphone is usnally placed on a 
Bonnding-board. The sound caused by a fly walking on the 
BOanding* board is distinctly audible at the telephone. 

The ticking of a watch sounds like blows of a hammer. 
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CHAPTER XXV. 

hughes' YOLTAIO INDUOnON BALANCE. — PLATE XXV. 

In the spring of 1879 Professor Hughes communicated to the 
Physical Society* an account of a Folimc Induction Balance^ in- 
vented by him for the purpose of measuring the conductivity for 
instantaneous induced currents possessed by various substances, 
and " for the investigation of the molecular construction of metals 
and alloys/' 

When two coils of wire are placed near together, and a pulsating 
current is sent through the one, a certain current will be induced 
in the other every time that the current in the first coil alters. 

If a metal core be placed inside the coils, the induced current 
will produce an increased sound in a telephone in circuit, and, in 
general, the amount of increase will be greater as the quantity of 
metal and its conductivity increases. 

In the induction balance, Plate XXV., there are two primary 
oils, a a\ and two secondary, h V . 

The same pulsating current is sent through the two coils, a a', 
and the secondary coils are so connected to each other, that the 
induced currents in them are in opposite directions, and, when 
equal, exactly neutralize each other. 

The primary current in a a is produced by three Daniell cells, 
and its pulsations are caused by a microphone inserted in the 
circuit. The sounds which excite the microphone are produced 
by the ticking of a clock. 

The equality of the induced currents is tested by means of a 
telephone inserted in the joint circuit of b and b\ 

When the induced currents are equal, the telephone is silent, 
but the least inequality in them causes it to sound. 

If two exactly equal pieces of the same metal, such as two 
new shillings, are placed inside the coils a i, a b' respectively, no 
effect will be produced ; but if there is the least difference be- 

• Phil Mag,, July, 1879, ii. page 60. 
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tween them — ^if^ for instancej one of the shillings is a little worn 
^^e telephone will sonnd loudly. 

In order to measure the differences of induction produced by 
different pieces of metalj the ** sliding coil''* shown at the top of 
Plate XXV. is used 

At each end of a divided bar^) coils e and e are fixed, round 
which the primary current travels in opposite directions. A 
third coil^ d, can be slid along the bar, and is in circuit with b, 
one of the secondary coils. 

When d is exactly midway between c and e, no effect is pro- 
duced on it, as their actions on it balance ; but when it is slid 
nearer to one or the other, a current is induced in it which either 
increases or diminishes the current in b according to the direction 
in which d has been moved. 

The distance which d has to be moved from the centre to 
establish the balance, when equal and similar pieces of different 
metals are placed in ab and a V respectively, gives in arbitrary 
units of the instrument the difference between the instantaneous 
conductivities of those metals. 

The instrument is so sensitive that the insertion of ^' a milli- 
g^mme of copper or a fine iron wire, finer than a human hair,*' 
on one of the coils causes the telephone to sound loudly. 

The inventor states that he has already, by the aid of the in- 
strument, studied ''the effects on metals, of heat, magnetism, 
electricity, &c., and of mechanical changes such as strain, torsion, 
and pressure,'' and he proposes '' in some future paper to describe 
the remarkable results already obtained.^' 

Mr. Chandler Roberts has shownf that by means of this instru- 
ment it is possible to test the fineness of alloys. 

A silvei^gold alloy, containing only two grains of gold to the 
potmd Troy of silver, can be clearly distinguished from pure 
silver by means of the balance. 

The instrument can be used to detect bad coins, as, if a good 
sovereign be placed in one coil and a bad one in the other, the 
telephone instantly sounds. 

The tones produced in the telephone are found to be different 
when different metals are used to disturb the equilibrium; thus iron 
gives ''a dull smothered tone,hard steel an exceedingly sharp one. 

• Called by Prof. HugLes a " Sonometer." 
t PAt7. Mag., Julj, 1879, iL page 67. 
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PftOFBSsoR Hughes' Researches on Molecular Magnetisu. 

APPARATUS. 

On continuing researches with the induction balance, Professor 
Hughes found that though it was always easy to obtain a 
balance when two similar pieces of non-magnetic metal were 
placed in the two coils respectively, yet that when two pieces of 
iron or steel were used, it was almost impossible to obtain the 
balance. This led him early in 1881 * to examine whether there 
was any special peculiarity in these metals which would account 
for the diflPerence observed. 

For this new investigation it was found necessary to modify 
the balance as follows : — 

A single coil of wire is used, and the straight wire under 
examination is stretched so as to pass through its centre. The 
coil is movable on a pivot, so that the wire can either lie exactly 
on its axis or be inclined at a considerable angle to it. The 
intermittent current can I>e sent through the wire and a 
telephone connected to the coil, or the current can be sent 
through the coil and the telephone connected to the wire. This 
last was the arrangement generally used. 

The exterior diameter of the coil is 5^ centimetres, and its 
width 2 centimetres. The opening in the centre of the coil is 
Z\ centimetres in diameter. The coil is wound with 200 metres 
of No. 32 wire. 

One end of the straight wire is fixed, and the other is attached 
to a torsion head, so that the wire can be twisted as desired. 
We see that if the straight wire is of copper or any non- 
magnetic metal, the current in the coil would have no effect on 
it if it lay exactly in the axis of the coil, for then the straight 
wire and the wires of the coil would be exactly at right angles 
to each other. If the coil were inclined so that its axis no 
longer coincided with the straight wire, then the intermittent 
current in the coil would induce currents in the wire which 
would get stronger as the inclination increased, i. e. as the wire 
and the wires of the coil became more nearly parallel. If, how- 
ever, the straight wire were wound into a spiral, and placed with 
its axis parallel to the axis of the coil, currents would be induced 
in it by the intermittent current in the coil; and further, if 

* Proc. Roy. Soc., vol. xxxi., 1880-81, p. 626. 
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without the whole wire being twisted into a spiral, its molecules 
were so re-arranged that a current passing from end to end 
would have to travel spirally round it instead of in a straight 
line along it, we should have induced currents. 

If^ then^ we wish to determine whether a straight wire has 
such a spiral structure or not, we can do so by placing it in the 
axis of the coil and seeing if currents are induced. 

£fv£ct of Elastic Twist. 

When an iron wire was used, it was found that any elastic 
twist produced sounds in the telephone, i. e. showed either that 
currents were travelling spirally round the wire, or that its 
molecules were so arranged as to be the ''equivalent magnets'' * 
of such currents. This effect was only produced by the elastic 
twisty for when a permanent twist was given to the wire, the 
effect produced was extremely small ; in fact, the effect was in 
general proportional, not to the twist, but to the amount of 
untwisting which took place under the influence of elasticity 
when the wire was released. No such effect was produced by 
copper or any other non-magnetic wire. Thus we see that in 
the iron or steel wire an elastic twist produces a spiral structure 
in the wire which causes a current to pass from end to end of it, 
to circulate round it, and magnetize it. 

Spiral Stbuctuuk produced by a Current. 

Professor Hughes found that if a current was passed through 
an iron wire, it produced a spiral structure causing currents to 
be induced in the coil, and that this structure was permanent. 
It was exactly similar in its effects to that previously produced 
by an elastic twist, and, indeed, could be removed by mechanically 
untwisting the wire i the current, however, did not produce any 
visible mechanical torsion, i.e. on one end of the wire being 
released from its clamp after the passage of the current, it did 
not show any tendency to rotate. 

• Vol. i. p. 291 
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CHAPTER XXVI. 

MEASUREMENT OF ELECTRQ-MAQNETIO INDUCTION. 

We stated in Chapter XXIII. that^ '^ if a wire be moved in the 
neighbourhood of a magnetic pole, in any direction except along a 
line of force, a di£ference of potential will be produced at its ends ; 
which difference of potential can^ under certain circumstances, 
produce a current.*' 

We know that the electro-motive force will be increased if we 
move the wire more rapidly or increase the intensity of mag- 
netization. 

Let us suppose that the lines of magnetic force, in the r^ion 
through which the wire is to move, have been drawn, and let 
us express the intensity of the magnetization, at any surface per- 
pendicular to the lines of force, by the number of them, which 
pass through a square centimetre of the surface. 

The fact that the intensity of magnetization of any surface 
was equal to unity would thus be expressed by drawing one line 
of force through each square centimetre of it. 

We now see that if a straight wire be moved, without revolu- 
tion, uniformly through the field, the difference of potential pro- 
duced at its ends will bear a constant ratio to the number of lines 
of force cut in a second. 

For the number of lines in each square centimeti*e will be 
increased if we increase the magnetic force ; and if we increase 
the velocity of the wire, the number of centimetres passed over 
in a second will be increased. By suitably choosing our units 
(as has been done in the C.G.S. system), we can make this con- 
stant ratio one of equality; and we may state the following 
proposition : — 

If a straight wire he moved uniformly in a magnetic fields 
a difference of poUsntial will he proauced at its ends, which will 
be numerically and al-gebraically equal to the number of lines 
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qf force cut in a seeond, it being remembered thai lines offeree 
cut in one direction are counted { + ), and the same lineSfifcut 
bjf a motion in the opposite direction, are counted (•^-). 

If the wire be not straight^ the difference of potential at its 
ends will be the same as that at the ends of a straight wire whose 
ends coincide with the ends of the bent wire. 

Corollary. — No current will be produced in a wire forming a 
closed circuit which moves parallel to itself, if the field is uniform 
over the whole extent of the circuit. 

If the wire be not moving uniformly, but with variable velocity, 
the difference of potential at its ends at any instant will be equal 
to the number of lines which it would have cut if it had gone on 
moving uniformly for one second with the velocity that it had at 
that instant in a field whose intensity continued equal to that of 
the actual field at the instant under consideration. 

Certain cases of rotatory motion will be considered later on. 

If the wire be moving in a direction perpendicular to the lines 
of force, it will cut more of them in moving a given distance, 
than if it moved in any direction more nearly parallel to them ; 
and if it is moving along them, it will cut none of them, and no 
difference of potential will be produced.* 

If the ends of the wire be connected by another wire, which is 
not in motion, as, for instance, if the wire slides on two fixed 
rails connected at one end, a current will flow through the 
system. 

* The ratio of the differences of potential prodoced when the wire is moyiof^ 
in any plane, to that produced when it is moving in a plane perpendicular to 
the lines of force, is expressed bj the cosine of the angle between the planes. 



CHAPTER XXVII. 

BRITISH ASSOCIATION UNIT OF BESISTANCE CALLED THE '^OUM.'^ 

In experimenting on electric resistance, it is very important to 
have some unit of resistance to which other resistances can be 
referred. The first and obvious form of unit is a wire of some 
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fixed lengthj section^ density^ and sabstance at a given tem- 
perature. 

The Siemens unit consists of mercury at a temperature of 
0^ C. enclosed in a glass tube 1 metre long and 1 square milli- 
metre in section. 

This is a purely arbitrary standard^ and cannot be connected 
with any absolute system of measurement. In order to obtain 
a material standard whose value is known to be a convenient 
decimal multiple of the absolute electro-magnetic unit of resist- 
ance, the system of measurement which we are about to explain 
has been introduced by the British Association. 

We have stated a relation between the motion of a wire in the 
electro-magnetic field, and the electro-motive force between its 
ends. 

The current in the wire is, as we know, the electro-motive 
force divided by the resistance. 

The absolute electro-magnetic unit of resistance is the resist- 
ance which satisfies Ohm's law when the electro-motive force is 
equal to the current, both being expressed in electro-magnetic 
measure ; for we see that in the equation 

E = Cr, 
making C = E involves the condition r = 1. 

If a wire whose ends are connected by a wire at rest and with- 
out resistance be moving in a magnetic field, so that the n umber 
of lines of force cut by it in a second is equal to the current pro- 
duced in it, the resistance of that wire must be unity. If the 
current be measured by the deflection of a needle in the same 
magnetic field, it becomes unnecessary to know the intensity of 
magnetization in the determination of the equality of the po- 
tential and the current, as we shall show that this, being a 
fuctor on both sides of the equation, is cancelled out. In actual 
determinations, the earth's magnetism supplies a field whose 
intensity is uniform over a sufiieiently large region. 

Rails and Slider. 

Let us now return to our system of rails (page 29^). The 
method we are about to describe cannot be carried out, but it is 
introduced for illustration, and a modification of it is used 
experimentally. 

Let us consider the fixed connecting bar to be curved into an 
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arc of a circle (fig. 136), and let the rails be one centim. apart, and 
be in the same vertical plane. 



d 
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To simplify calculation, let this plane bo magnetic E. and W. 

Let now a straight vertical wire, whose resistance can be varied, 
move along the rails at the rate of one centim. per second, viz. 
with unit velocity. 

Let the arc and the rails be supposed to have no resistance. 

At the centre of the arc, which, for simplicity, we will suppose 
to be a half circle, whose plane is at right angles to the plane of 
the rails — that is, vertical and magnetic N. and S. — let a small 
needle be suspended. The arc and needle will then form a tangent 
galvanometer, only, as it has only half a ring, its equation will be 

C = Htand~ (1) 

IT 

or as 2 a = 1 centim. 

C = Htandi (2) 

As the length of the slider is unity, the number of lines it cuts 
per second will be equal to its velocity multiplied by the earth's 
horizontal magnetic force. 

When the slider moves, a difference of potential is then pro- 
duced at its ends which is equal to 

Earth's Horizontal force X velocity of slider. 

The only resistance in circuit is the resistance of the slider. 
The strength of the current produced is then, by Ohm's law, 

equal 10 EIarth*s Horizontal force y velocity of slider 

lle»istance of slider 

This tends to deflect the needle with a certain force. The 
earth's magnetic force pulls it back, and the moments of 
these two opposing couples vary with the angle of deflection. 
When the needle is at rest, the couples are equal. 

When the needle is at rest at 45®, tan S = 1, and the equation 
(2) becomes 

Hence we have, — 
When the needle is at 45®, — 

Earth's Horizontal force =: 2 fr curreat. 

That 18 

X 
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Earth's Horizontall _ « Earth's Horizontal force x ▼elocity of Blidcr. 
force J ^ Resistance of slider 

Divide both sides of this equation by earth's horizontal force and 

we have 

, __, o velocity of slider 
Resistance of slider* 

Multiply both sides by resistance of slider and we have 

Resistance of slider = 2 ir velocity of slider. 

We see that this result is independent of the intensity of the 
earth's force. 

The unit of resistance is then the resistance of that wire which, 
if used as a slider to connect the two rails above mentioned , would 

allow a velocity of the slider of- — centims, per second to deflect a 

needle at the centre of the half ring 45''. 

This is the absolute electro-magnetic unit. It Is, however, of 
inconveniently small dimensions; and therefore the B.A. unit 
or " Ohm" is defined as being equal to 10* (a thousand million) 
absolute electro-magnetic units. 

A mile of pure copper wire No. 16 gauge has a resistance of 
about 13.7 B.A.U. 

Practical Methods. 

We will now examine the methods by which the unit is prac- 
tically determined. 

It is obvious that the arrangement with the rails and slider 
cannot be carried out. We must examine in what way we can 
modify it, so as to make it experimentally possible. 

The first necessity is to substitute circular for rectilinear mo- 
tion, so as to keep the apparatus in one place during the operation. 
The next is to dispense with the rails and connecting bar. We 
must remember that if our slider had a resistance of only one 
B.A. unit, we should, to get a deflection of 45**, require a velo- 
city of - — thousand million centims., or nearly 1000 miles 

per second. 

Revolving Semicircle. 

If we place a semicircular wire, pivoted at A and B (fig. 137), 
with its diameter vertical and its plane coinciding with an equi- 
potential surface of horizontal magnetic force, i. e. magnetic east 
and west, and cause it to turn half round on its diameter in one 
second, so that at the end of the second it is in the position 
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shown by the dotted lines^ it will have described a hemisphere, 
and the projection of this hemi- 
sphere on a pkne perpendicukr 
to the lines of force (the plane 
of the paper) will be the circle 
ACBC 

The number of lines of force 
cut during the first second is 
then the number which pass 
through this circle. 

If now the motion is con- 
tinued in the same direction of 
revolution, the other hemisphere 
will be described in the second 
second, llie number of lines of 
force cut will be the same as before ; but as, during the first 
second, the wire was moving from E. to W., and during the 
second from W. to R (fig. 138), the electro-motive force will, 




Fig. 137. Elerafeion. 
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though numerically the same, be algebraically opposite ; and if 
the first velocity be called + , the second will be — . 

Thus, in the first half of the 
revolution, a current is induced 
downwards* in the wire, while, in 
the second half, an equal current is 
induced in the opposite direction — 
that is, upwards. By suspending A| 
a small needle at its centre, we 
cause this revolving ring to be- 
come its own galvanometer. At 
the same time, as the current re- 
verses, the position of the wire 
with regard to a magnet sus- 

• See vol. I p. 292. 
X 2 
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pended at its centre reverses also, so the current will always 
tend to deflect the magnet in the same direction. 

For, let A B [^^. 139) be a vertical section of an ordinary 
tangent galvanometer, and let ns consider separately two semi- 
circles separated by a vertical diameter. The current at A is then 
upwards, that at B downwards ; and they both tend to deflect the 
needle in the same direction, and the two halves of the fixed ring 
arc in precisely the same state as the revolving semicircle in its 
two positions. 

BSVOLVING BiNO. 

We have hitherto supposed the curient of the semicircle to 
complete its circuit by way of the supports. This, however, is 
not necessary ; for if we make the revolving wire a complete 
circle, each half completes the circuit for the other, and we get 
double the effect on the needle. In order to still further increase 
the effect on the needle, the simple ring is, in actual measure- 
ments, replaced by a coil of a large and known number of turns. 
Such was the apparatus used in the determination of the abso- 
lute unit of resistance by the Committee of the British Asso- 
ciation appointed to report on Electrical Standards in 1861. 

Beport of the Committee. 

The following members of the Committee, appointed by the 
British Association, presented, in 1863, a description of an 
" Experimental Measurement of Electrical Besistance made at 
King's College, London,'^* from which the following, pages are 
extracted : — 

Members of the Committee: — Professor J. Clerk Maxwell, 
Messrs. Balfour Stuart and Fleming Jenkin. 

The description of the apparatus which is quoted is by Mr. 
Fleming Jenkin. 

The experiments were made in June, 1863. We must pre- 
mise that when the ring revolves with uniform velocity, the de- 
flection is perfectly steady; for though the force exercised on the 
needle is different at different points of revolution, yet, the varia- 
tions being periodic, and having a very small period (for the 
velocity of revolution is great), the force on the needle is always 
sensibly equal to the mean force. 

• ReporU on JEUctrical Standards, p. 97. Edited by Prof. Fleemiog 
Jenkin, F.R.S. (Spon, 1873). 
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The second portion of the Report describes the methods of 
constructing resistance coils equal to the revolving coil. The 
following is the 

"DBSCEirnoN of the Apparatus:*' — 

Plate XXVT. 

'^ For convenience of description^ the apparatus with which the 
experiments were made may bo divided into five parts : — (1)^ the 
driving gear ; (2)^ the revolving coil; (3), the governor; (4), the 
scale^ with its telescope^ by which the deflections of the magnet 
were observed ; (5)^ the electric balance by which the resistance 
of the copper coil was compared with a German-silver arbitrary 
standard. 

*^ The general arrangement of the first four parts is shown in 
Plate XXVI. 

The Driving Gear. 

'' The driving gear (fig. 4) consisted of a leaden fly-wheel X, on a 
shaft A turned by hand^ and communicating its motion by a band^ 
bb^bf. . . .^ arranged in a way equivalent to Huyghens' gear- 
ings to a shaft 6^ a pnlley on which drove the revolving coil by 
a simple band a aj a^. The arrangement of the band bb^b^... com- 
municating the motion of the shaft A to the shaft 6 may be easily 
understood from the diagram. C C are two guide pulleys running 
loose on pins attached to the main framing. D D are two loose 
pulleys maintained at a constant distance by the strut E^ to which 
the weight W is hung. 

'' When the rotation of the shaft B is opposed by a sufficient re- 
Bistance^ the effect of turning the fly-wheel in the direction shown 
by the arrow is to lift the weight W from the g^und^ tending 
to turn the shaft B with a definite force^ which will be sensibly 
constant so long as the weight is kept off the ground^ and the 
band i 3| 3, . . . is kept unaltered in length. Wherever^ as in the 
present experiments^ the resistance increases with the speed of 
rotation^ the speed of the driving-wheel can easily be regulated 
by hands so as to keep the weight from falling so low as to touch 
the grounds or rising so high as to fotd the gear ; and thus^ with 
a little cares a constant driving force can be applied to the 
shaft Bj and to the machinery connected with it.'' 
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The Revolving Coil, 

" The revolving coil* formed the most important part of the 
apparatus. It is shown one-fifth full size in figs. 1 and 2, 
Plate XXVI. 

''A strong brass frame HH was bolted down by three brass 
bolts, P P P, dowelled into a heavy stone. It could be accurately 
levelled by three stout screws, G G G. 

" The brass rings, 1 1, on which the insulated copper wire was 
coiled, were supported on the frame by a pivot, J, working in 
lignum vitse, and by a hollow bearing, K (fig. 1), working in brass : 
this bearing worked in a kind of stuffing-box, k (figs. 2, 3), which, 
by three screws and a flat spring washer between it and the frame 
at J, could be adjusted to fit the collar e with great nicety^ pre- 
venting all tendency to bind or shake. Supported in this way, 
the coil revolved with the utmost freedom and steadiness. 

'* The coil of copper wire was necessarily divided into two parts 
on the two rings, 1 1, to permit the suspension of the magnet S. 

" The two brass rings were each formed of two distinct halves, 
insulated from one another by vulcanite at the flanges ff. This 
insulation was necessary to prevent the induction of currents in 
the brass rings. 

" These rings, after being bolted together, were turned with 
great accuracy by Messrs. Elliott Brothers. The insulated 
copper wire was wound in one direction on both rings ; the inner 
end of the second was soldered to the outer end of the first ; the 
two extreme ends of the conductor thus formed were soldered to 
two copper terminals, hh\ insulated by a vulcanite piece, d?, bolted 
to the brass rings. Each terminal was provided with a strong 
copper-binding screw, and had a mercury-cup drilled into its 
upper surface. The two coils could be joined so as to form a 
closed circuit, by a short copper bar between the binding screws. 
The bars, binding screws, and nuts were amalgamated to ensure 
perfect contact. When the copper coils were to be connected 
with the electric balance, the short copper bar was removed, and 
the required connections were made by short copper rods \ inch 
in diameter, dipping at one end into the mercury-cup on the ter- 
minals, hh\ and at the other end into the mercury-cups of the 
electric balance. 

* Now deposited in the Cavendish Laboratory, Cambridge. 
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** The absence of all induced currents influencing the suspended 
magnet^ when the circuit was broken at hh\ was repeatedly proved 
by experiment. 

'^ Rotation was communicated to the coils by a catgut band^ 
simply making half a turn round the small V-pulley /. The 
band could be tightened as required by the jockey pulley z and 
weight v> (fig. 4) . 

'^ A second V-pulley, r, served for the band cc^ communicating 
motion to the governor by which the speed was controlled/' 



The Counter. 

" A short screw «, of large diameter, gearing into a spur-wheel 
of 100 teeth, 0^ formed the counter from which the speed of rota- 
tion was obtained, as follows : — A pin, /?, on the wheel, 0, lifted 
the spring, y, as it passed ; this spring, in its rebound, struck the 
gong, M. The blow was of course repeated at every 100 revolu- 
tions, and the time T of each blow was observed on a chronometer. 
The arrangement was equally adapted for rotation in either 
direction. 

The Suspended Magneit. 

" The manner in which the suspended magnet was introduced to 
the centre of the coil is best seen in fig. 3. A brass tripod N, 
bolted to the main frame, supported the long brass tube O, which 
passed freely through the hollow bearing at h. A cylindrical 
wooden box, P, slipped on to the lower end of the tube O. 

'' The magnet hung inside this box^ the lower part of which 
could be removed, to allow the exact position of the magnet to be 
verified. The support N also carried a short brass tube R, on 
which the glass case T could be secured by a little sliding tube. 
The mirror ^, attached to the magnet S by a rigid brass wire, 
hung inside this glass case by a single cocoon fibre about seven 
feet long. This fibre was protected against currents of air by a 
wooden case (not shown in the plate), extending from the point 
of support down to the glass case. A little sliding paper prolon- 
gation of the wooden case made it nearly wind-proof, by fitting 
at the bottom against the main brass frame. An opening in the 
case allowed the mirror to be seen. The fibre at the top was 
suspended from a torsion-head, by which it could be turned ; it 
could also be raised and lowered by a small barrel, and was adjust- 
able in a horizontal plane by three set screws. The care taken 



312 



Electro-Kindus. 



in BUBpending the ma^et, and in protecting it both against <!nr> 
renta of air and vibration, was repaid b; success, for the image of 
the scale reflected in the magnet was as clear and steady when 
the coil was making 400 revolutions per minnte as when it was 
at rest. The governor used was lent by one of the committee, and 
generally controlled the speed to such nniformity as allowed the 
deflections to be observed with as much accuracy as the zero 
point." 

Thk Scalb and Telescope. 
"The scale* and telescope hardly require special description — 
they were arranged in the nsual manner for this kind of experi- 
ment at about 3 metres from the mirror. The scale was an 
engine- divided paper scale nailed to a wooden bar. This plan 
will in fnture experiments be abandoned, as variations in the 
weather had a very perceptible influence on the scale." 

The Electric Balance. 

"The annexed diagram (fig. 110] shows the electric balance^ 

by which the resistance of the revolving coil II, Plate XXVI., 

B, fig. 1 40, was compared with that of an arbitrary Get-man silver 




standard S, before and after each rotation experiment. The 
arrangement is a modification of the ordinaiy Whcatstone's 

* SmvoI. i. p. 169. 
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balance.* A and C represent the branches of the balance^ S the 
German silver standard, and R the copper coil to be measured .f 
JJi, HH|, MM,, and LL,, are four stout copper bars with mercury 
cups a a^ a, — b b^ 4, — e ef and d df. Two short copper rods, 
F and F,, can be used to connect a with b^ and c with d. When 
this is done, the arran^ment is exactly that of the Wheatstone 
balance, p. 248, with keys at K and K^ A and C were coils 
formed of about 800 inches of No. 31 1 German silver wire, and 
were adjusted to equality with extreme nicety, and each assumed 
equal to 100 arbitrary units. 

^' If R on any occasion had been exactly equal to S, the galva- 
nomer G' would have been unaffected on depressing the keys 
K K^ when a was joined to b and (? to ^ by F and F', rods of no 
sensible resistance. 

" This exact equality between Rand S could never be obtained, 
owing to slight changes in temperature which affected the two 
coils very differently. The object of the modifications introduced 
was to allow the ratio between S and R differing by a small 
amount only, to be measured with great accuracy. 

" For this purpose a number of German silver coils were ad- 
justed representing 1 . 2 . 4 . 8 ... 512 in the arbitrary units equal 
to the hundredth part of A or C. These coils were so arranged 
that any one of them could be introduced between the bars 
HH| and JJ,. 

" A single coil, equal to 1 in the same arbitrary unit, could be 
introduced between the bars LL^ and MM,. In this diagram 
this coil is shown in its position, and the rod F' withdrawn. 
Similarly F is withdrawn from between H and J', and the coil 
1 joins a and b in the bars HHi and JJ,. If no other coils were 
placed between HH| and J J, the arms of the balance would now 
be 101 and 101 respectively instead of 100 and 100; but the 
ratio would still be that of equality. Let us now suppose that, 
when the circuit with the battery is completed, the galvanometer 

♦ Vol. i. p. 262. 

t To compare with fig. 101 we have 

In fig. 140. In fig. 101. 

A corresponds to 8 
C „ # 

-B .. -B 

8 „ 9 

X Diameter = 0*01 inch. 
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by its deflection shows that R is bigg;er than S, we can reduce 
the resistance of the arm between D and Y by varioas small 
gradaated and definite amounts^ by introducing the coils 2^ 4, 8, 
&c.^ between HHi and JJi. Let us first suppose the coil 2 in- 
troduced. The resistance between H and J will be the reciprocal 
of 1.5, or 0.6667 ; for where various resistances are added in 
multiple arc, the resistance * of the compound arc is the reci- 
procal of the sum of their conducting powers^ and the conducting 
power of a wire is the reciprocal of its resistance. The ratio 
between the two arms will now be 101 : 100.6667. Let us sup- 
pose that on completing the circuit the galvanometer still deflects 
in the same direction as before, the arm between D and Y must 
be still further reduced by including fresh coils between HHi 
and J J|. It is very easy by trial to find the combination which 
maintains the galvanometer at zero when the circuit is completed. 
Let us suppose that, as in the diagram, the coils included 
were 1, 2, 4, 8, and 64. The reciprocals of these numbers are 
1, 0.5, 0.25, 0.125, and 0.015625. The conducting power between 
H and J is therefore 1.890625, the sum of these numbers. The 
resistance between H and J is 0.52893, the reciprocal of the last 
number, and the ratio between the arms will be 101 : 100.52893. 
A little consideration will show that with the coils named any 
ratio between 101 to 100.5 and 101 to 101 can be obtained by 
st«ps not exceeding 0.00195, the reciprocal of 512, the largest 
coil or smallest conducting power which can be included between 
the copper bars HH, and J J,. By substituting the rod Fj for the 
coil 1 between LL, and MMj, the observer can obtain a fresh 
series of ratios with the same steps between 101 to 100 and 100.5 
to 100. In this way it will be seen that unless the coils R and 
S differ by more than one per cent., their ratio can be measured 
in the manner described within 0.002 per cent. 

'^ It should further be observed that extreme accuracy in the 
coils 1, 2, 4, &c., is not necessary, since an error of one per cent, 
in the sum of these, as compared with their true relative value to 
the coil C, would only affect the final result 0.01 per cent. 

" The position of R and S in the balance relatively to A and 
C, &c., is, of course, interchangeable. 

'^ The diagram is not intended at all to represent the practical 
arrangement^ but simply to show the connections. The coils 

• Vol. i. p. 276. 
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1^ 2^ 4^ &c.^ bad amalgamated copper terminals^ which simply 
dropped into mercury cups on the copper bars ; the observations 
could be made very rapidly and accurately^ as the galvanometer 
was sensitive^enough with four Daniell's cells to indicate the addi- 
tion or subtraction of the 512 coil with perfect distinctness. 

** The reduction of the observations to find the ratio seems 
somewhat complicated at firsts but with the aid of a table of 
reciprocals it takes but little time. No improvement seems 
necessary in this part of the apparatus. The idea of using largo 
coils combined with small ones in multiple arc^ to obtain ex- 
tremely minute diflerences of resistance, was suggested by 
Professor [now Sir] W. Thomson, and will be found useful in 
very many ways." 

The Contact Key. 

'' In all bridge experiments it is necessary to make contact 
in the battery circuity before making it in the galvanometer 
circuity and thus to avoid the extra current * produced imme- 
diately on making contact. It is also important that the battery 
current should not flow longer than necessary, as by heatin<^ 
the coils it alters their resistance. The key here shown (fig. 141) 




is contrived to make the battery contact just before the galva- 
nometer contact, and to break it just after. The upper springs, 
1, 2, give the battery contact, the lower, 3, 4, that of the gal- 
vanometer. The drawing now explains itself f 

Details. 

** The following are some of the details of the experiments 
made at Eling's College, June, 1868 \X — 
II, the number of windings was 307 ; 
/, the effective length of wire 302*063 metres; 
D, the distance from the mirror to the scale 2*9853 metres. 

• See vol. L p. 329. 

t For the mathematical theory of the experiments, see ReporU on Electrical 
Standards, p. 101. 
X BeporU on Electrical Standards, p, 104. 
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''Determination op Deviation. 

^^ 8 is the difference between the reading of the scale when 
the magnet is acted on by the earth only, and when it is acted on 
also by the induced currents in the coil. To determine 5 the reading 
of the scale is made when the coil is at rest, or when the circuit is 
broken. Another reading is taken with the connection complete 
and the coil in motion. If the direction of the earth's magnetism 
remains the same, the difference of these readings is the true 
value of S; but since the direction of the earth's magnetic 
action is continually varying, we must find the difference of 
declination between the times of the true readings, and calculate 
what would have been the undisturbed reading of the scale at the 
time when the deviation was observed. In these experiments this 
correction was made by comparison with the photographic 
registers of magnetic declination made at Kew, at the same time 
that the coil experiments were going on/^* 

Corrections. 

Corrections were made for — A, the dimensions of the sections 
of the coil ; B, for level. 

In the actual experiments the level was taken with a spirit- 
level, reading to 12*', and found correct to at least that degree of 
accuracy. 

C. Correction f(»r the induction of the suspended magnet 
on the coil. The strength of the magnet, as compared with 
that of the magnetic field, was measured by means of a 
magnetometer from Kew by the ordinary method.f 

D. Correction for torsion of fibre. J " This correction depends on 
the relation between the stiffness of the fibre and the directive force 
of the suspended magnet. The fibre was a single fibre of silk, 7 
feet long; the magnet was a steel sphere -^ inch diameter, and not 
magnetized to saturation. The correction for torsion was there- 
fore much larger than if a stronger magnet had been used.*' § 

" E. Correction for position of suspended magnet." 
F. Correction for irregularity in the magnetic field due to 
iron or magnets near the instrument. 

• See vol. i. p. 189. 

t Ibid., p. 168. 

X Ibid., p. 174. 

§ Beporta on Electrical Standards, p. 105. 
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It was found that this correction was so small that it could be 
neglected. 

G. Correction. for scale readiog. 

The scale is supposed to be divided into millims ; if^ however^ 
it stretched or shrank^ it would no longer be accurate. The error 
being measured^ correction G is applied. 

H. Correction for electro-magnetic capacity of coil. 

FuRTHEU Details. 

The account of experiments continues :* — 

" The nature of the electrical action in the experiment may 
be stated as follows : — 

** Suppose the plane of the coil to coincide with the magnetic 
north and south, and that the coil is revolving in the direction 
of the hands of a watch. Then the north side of the coil is 
moving from west to east^ and therefore experiences an electro- 
motive force tending to produce an upward current.f The south 
side of the coil is moving from east to west, and therefore there 
is a tendency to produce a downward current in it. If the 
circuit is closed, there will be a current upwards on the north 
side and downwards on the south side round the coil. 

" Now, this current will tend to turn the north end of tho 
suspended magnet towards the east ; but the earth's magnetic 
force tends to turn it towards the north; so that the actual 
position assumed by the magnet must depend on the relation 
between the strength of the current and the strength of tho 
earth's magnetism. But the strength of the current depends 
only on the velocity of rotation, the resistance of the coil, and 
the strength of the earth's magnetism. Hence the position of 
the magnet will not depend on the strength of the earth's 
magnetism, but only on the velocity and the resistance of the 
coil. 

"We must remember that the coil in its revolution comes into 
other positions than that which we have mentioned. As the 
north side moves towards the east, the current continually 
diminishes till it ceases when it is due east. The current then 
commences in the opposite direction with respect to the coil ; 
but since the coil itself is now in a reversed position, the effect 
of the current on the suspended magnet is still to turn the north 

* BeporU on Electrical Standards, p. 106. 

t Compare voL L p. 306, " BevolviDg semi-circle." 
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end to the east The action of the current on the magnet is^ 
therefore^ of an intermittent nature^ and the position of the 
magnet is not fixed^ but continually oscillating. The extent of 
these oscillations^ however^ is exceedingly smalL 

^* The whole extent of the vibration would be less than y^ o£ 
a millim. on the scale. 

•' This vibration was never observed^ and did not interfere with 
the distinctness of vision. 

'' The only oscillations observed were the free oscillations of 
the magnet. They arose from accidental causes at the beginning 
of the experiment^ and were subject to slight alterations in 
magnitude due to speed of rotation^ the passage of iron steamers 
in the Thames^ &c.* 

'' The time of one vibration was about 9.6 seconds, and by 
reading the scale at the extremities of every vibration a series of 
readings was obtained. The intervals between each were approxi- 
mately equal. All we have to do is to observe the deviation at 
every oscillation, and to ascertain the whole number of revolu- 
tions during the time of observation, and the exact beginning 
and ending of that time. This was done in the following way : — 

Method of Working. 

''The coil was made to revolve by means of the driving 
machine, and its velocity was regulated by the governor. While 
the required velocity was being attained, the oscillations of the 
magnet were reduced within convenient limits by means of a 
quieting bar at a distance. The quieting bar was then put in 
its proper place, and the observation commenced. f 

"One observer. A, took the readings of the scale as seen in the 
telescope, writing down the deviation at the extremity of every 
cscillation, and thus obtaining a reading every 9.6 seconds. 

" Another observer, B, with a chronometer, wrote down the 
times of every third stroke of the bell. The times thus found 
were at intervals of 800 revolutions. When the observer B 
noted the time, the observer A made a mark on his paper, so 
that after the experiment the readings of deviation could be 
compared with the readings of the chronometer taken at the 
same time. 

* These experiments were made before the constractioD of the Embankment^ 
when King's College was close to the water. 
+ Vol. i. p. 180. 
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** The mean time of revolution between any two times of 
observation could thus be found and compared with the mean 
deviation between the same limits of time, and any portion of 
an experiment accidentally vitiated could be rejected by itself. 

^' The experiments of each day commenced with a comparison^ 
by means of an electric balance^ between the resistance of the 
experimental (revolving) coil and that of a German silver coil 
(called Time 4). Then a series of readings of the scale was 
taken^ to determine the undisturbed position of the magnet. 
The times of beginning and ending this series were noted, and 
called times of 1st Zero. 

'' Then the coil was made to revolve, and readings of deviation 
and of time were taken, as already described, and called Ist Spin i- . 

^' Then the direction of rotation was reversed, and a second set 
of readings obtained, and called 2nd Spin — . 

'^ Then the undisturbed position was again observed, with a 
note of the time. This last was called 2nd Zero. 

'^ Lastly, the resistance was compared again with the standard 
coil. This series of experiments was then repeated, if there was 
time. 

" From the values of 1st and 2nd Zero, together with the 
information obtained from the photographic resisters at Kew, 
the true value of the undisturbed reading during the 1st and 
2nd spin was obtained. The difference between this and the 
actual reading is the deviation 8, due to the electric currents. 

Result. 

From these experiments, by a mathematical calculation, the 
resistances of the arbitrary German silver coils were determined 
in absolute measure. The absolute resistance of any one of them 
being known, coils of given resistances can be constructed by the 
ordinary methods. The absolute resistance of the German silver 
coil marked "June 4, 101'' [arbitrary units] was found to be 
107620116 metres per second. 

Issue op B.A. Units. 

This determination being completed, the Committee proceeded 
to construct material copies, each having a resistance equal to 
one thousand million centimetres per second, that is — 

10* C.G.S. units. 
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This larger unit is called sometimes the '' British Association 
unit/' written "B.A.U.;*' sometimes the ''Ohm/' after the 
discoverer of the law of electrical resistance. 

Metals and Allots Selected. 

An important question arose as to what was the best material 
of which to manufacture the coils. 

The following is the answer to it by the Committee,* taken 
from Appendix A^ by Dr. A. Matthiessen^ F.R.S., and Mr. Ch. 
Hockin^ to the report of 1865 : — 

'^ Several unit-coils have been made and issued. 

" We propose to state the method by which these coils were 
made^ and the reasons for choosing the particular alloy which has 
been adopted for the conductor. 

" The alloy referred to is composed of ^^ per cenL of silver 
and 33 of platinum. 

'' This alloy possesses many properties which fit it for the use 
to which it has been put. 

" As to its electrical properties : — 

'^ I. It alters less in electrical resistance with changes of tem- 
perature than any other known alloy. 

" The importance of this point needs hardly to be enforced 
on any one who has used resistance coils. 

" The increment in the resistance of the alloy, due to a change 
of temperature from 0° to 100° C, is only 3.2 per cent. 

" II. The conducting power of the alloy is very low, and is 
about one-halt* that of German silver. 

*' lit. The conducting power of the alloy is not altered by 
baking, i. e. by exposing it to a temperature of about 100^ C. for 
several days. 

" This is a property of great importance^ for it has been ob- 
served that those conductors which do not alter bv baking do not 
by age either. The experiments by which this has been established 
have been published in former reports. 

''IV. The conducting power of a wire of the alloy is little 
altered by annealing. Further, the alloy does not oxidize by 
exposure to the air ; it does not readily alloy with mercury ; it 
makes a sufficiently pliable wire, and can be drawn to a very great 
degree of fineness. Of this alloy twenty unit-coils have been 

* Beports on Electrical Standards, p. 135. 



B.A. Unit of Resistance, 321 

made and ■ent to several leading electricians at home and abroad. 
The form of bobbin adopted for putting up the wire (shown 
in Plate XXIV.) has been found very convenient^ as it can 
be immersed in water during an observation. The wire is twice 
coated with silk^ and protected by being imbedded in solid 
paraffin. 

** Besides the coils already mentioned, ten unit-coils have been 
made^ which will be deposited at the Kew Observatory. 

*' Axij one possessing a copy of the B.A.U. may have it com- 
pared at any future time against one of these coils for a small 
payment. 

" Of the coils to be sent to Kew two are of the platinum-silver 
alloy, two of a platinum-iridium alloy, and two of commercially 
pure platinum. 

" Two mercury units have also been prepared. 

"With so many coils for reference, made of such different 
metals, it appears quite improbable that the unit now proposed 
should be lost. 

" Along with the above-mentioned coils will be preserved the 
standard coil used in the experiments first referred to, the coil 
used in the similar experiments made by the Committee in 1863, 
and several copies of these coils. 

" Of the coil called ' June 4,' in the Repgrt for 1863, two 
German-silver copies have been made. Of the other coil used in 
1864 two German silver, two gold-silver, and one platinum-silver 
copy have been made.*' 

Standard Completed and Deposited at Kew. 

*' These coils have twice been re-compared together at intervals 
of three months, and will be again compared ; and if they are still 
found not to have altered they will be deposited at the Kew 
Observatory for reference, their values being engraved on them. 

All the coils to be issued are re-compared some weeks after they 
are made, and rejected if they are found to have altered in resis- 
tance 0*01 per cent. 

" All the coils sent out are correct at the temperature written 
on them to within 0*01 per cent., and this temperature lies between 
14-6^ and 165^ C. in all cases.'' 

For ordinarv work the units are made of German silver* as it 
is nearly equal to the platinum alloy and very much cheaper. 
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Redetermination bt Lobd Ratleigh and Dr. A. Schuster* 

On April 12^ 1881^ Ijord Rayleigh and Dr. A. Schuster 
communicated to the Royal Society* an account of a re- 
determination of the value of the Ohm made by them in the 
Cavendish laboratory. They used the same apparatus as that 
used by the British Association Committee^ but it was re- 
adjusted and improved. They also carefully examined the 
various formula of correction used in the first determination^ 
and in particular the correction H. (p. 817} for the electro- 
magnetic capacity of the coil ; that is^ for what is called the 
** Self-induction.^' f They found that in the first experiments 
this correction had been made too small. The effect of this 
would be to give a value of the Ohm less than its true value. 

The authors give as the final result of their experiments that 
the British Association Ohm is more than 1 per cent, too small, 
and that its value is 

B. A. Ohm = '9893 True Ohm, 

or that 

True Ohm = 1-0108 B.A. Ohm. 

On February 15, 1882, Lord Rayleigh communicated his 

final results to the Royal Society.]: The apparatus used was of 

the same kind as that used by the British Association Committee, 

but larger and more accurately made. The value obtained is 

1 B.A. Ohm = '98651 Trae Ohm. 
or 

True Ohm = 1*01367 B.A. Ohm. 

Rowland's Redetermination. 

Professor Rowland has also redetermined the Ohm. His 

result is 

B.A. Ohm = -9926 True Ohm, 
or 

True Ohm = 10074 B.A. Ohm. 

Mercury Standards. 

The following are the lengths of a column of mercury at 0*^ C 
and of one square millim section which represent the different 

• Proc. Roy. Soc., vol. xxxii., 1880-81, p. 104. 

t See page 317. 

X Phil. Trans. 1882, p. 661. 
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detenninations of the Ohm. Tho specific resistance of mercury 
is given at 06,1 00 by Everett,* and at 06,146 by Maxwell.f 
We have then — 





Length in oentimetrM. 








HazwelL 


Everett. 


B.A.Ohm 


10408 


103-96 


Lord Bayleigh's C DeterminatioD of April 12, 1881 
Ohm. 1 Determination of Feb. 15, 1882 


106-20 


10608 


106-61 


105-37 


Rowland's Ohm 


104*86 


104-73 


Paris Congress Ohm 







The last line of this table cannot be filled in until the report 
of the International Commission is published. Whatever length 
they give to the standard mercury column is to be definitely 
adopted for all practical work, and is not again to be re- 
corrected, but is to be the legal and commercial standard in 
future. Similarly, as we have already explained, if new de- 
terminations of the earth's quadrant show that the metre is not 
exactly its ten-millionth part, the metre will not be altered, but 
the earth's quadrant will be said to consist of more or less than 
ten million metres. 

• «* Units and Phynical Constants/' p. 144 
t " Electricity," § 362, vol. ii. p. 418, 
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CHAPTER XXVIII. 

MUTUAL ACTION OF CURRENTS ON EACH OTHER AND BETWEEN 

CURRENTS AND MAGNETS. 

We have stated that if two wires carrying currents be freely 
suspended^ a force will be observed between them which will be 
attractive if the currents are in the same direction — repulsive 
if they are in opposite directions. 

Wires being suspended so that they can turn and move with- 
out much friction, and without stopping the battery currents^ the 
actions are observed. 

Experiment has shown that the action of a small plane circuit 
is the same^ at distances which are great, in comparison with the 
diameter of the circuit, as that of a small magnet inside it having 
its pole in the position that, if previously magnetized, it would 
take up under the influence of the current, and having a magnetic 
moment equal to the product of the strength of the current into 
its small area. 

Thus, any very small plane circuit may be considered as equi- 
valent to a magnetic shell bounded by the wire, and whose mag- 
netic intensity is equal to the strength of the current. The 
marked side of the shell is on the side to which the marked end 
of a magnet placed inside would turn. 

The following demonstration is due to Professor Max- 
well :* — 

The magnetic action of any closed circuit whatever is the same 
as that of a magnetic shell bounded by the wire, and of a strength 
equal to the strength of the current. 

First, suppose the area bounded by the wire to be entirely filled 
up with very small circular currents (fig. 142) — that is, small rings 
put as close together as possible, then smaller ones in the spaces 

• Electricity, 483, vol. ii. p. 131. 
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Tefl between them, iheu smaller ones in the reflidua] gaps, and bo 
on till the whole surface is covered ; and let a 
carrent of the same intensity, and in the same 
direction aa the miiin current run round each; 
then each is equivalent to a magnetic shell of 
its own area and uf tbe same strength as the cur- 
rent; and all these shells added together make one 
shell of the same strength as the current, and 
whose area is equal to that of the original circuit. 

Bat the magnetic effect of this system of cir- 
cnits is equal to that of the original circuit, for 
" the magnetic effect of two equal and opposite 
currents flowing close together is absolutely «b-i«. 

zero." Now every current in these rings, except those in the 
ontside portion of the outside rings, has another equal and 
opposite current flowing close to it, and therefore the magnetic 
effect of tbe whole system becomes that of a current of the same 
strength as the original ourrent, and whose shape can, by in- 
creasing the number and diminishing the size of the imaginary 
rings, be made to differ from that of the original current by as 
small a quantity as we please. 

And, as things which are equal to the same thing are equal to 
one another, we have shown that any current forming a closed 
circuit is equivalent to a magnetic shell of the same strength, and 
whose edges coincide with the wire. 

We stated in Part II.' that the magnetic action of a magnetic 
shell on any point outside it depends only on its strength and the 
solid angle subtended by its bounding edge, and therefore not on 
the shape of the shell; and we now see that this is the case 
if we consider the equivalent current; for the small circuits 
which are equal to the shell, and also to the original cur- 
rent, will continue to be equal to the latter in whatever way they 
are drawn, whether on a plane surface or one curved in any way. 
The only rdiuiremeut is that each is close to the one next to it — a 
condition which can be fulfilled equally well by a surface of any form. 

To calculate the magnetic potential at any point due to a 
current forming a closed circuit — 

Substitute for the circuit its equivalent magnetic shell. We 
then calcuUte as for a magnetic shell. 
• Vol L p. 168. 
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CHAPTER XXIX. 

BKLATION BETWEEN VARIATION Oif POTENTIAL AND STRENGTH 

OF CURRENT. 

Ohm's law tells us tbat^ when the resistance is constani, the 
current in any wire varies directly as the difference of potential 
at its ends. 

Let us draw a horizontal line AB, figs. 143, 144^ 145^ whose 




A MA B 

Fig. 143. Fiff.Ui. 

length represents the resistance of a wire carrying a current ; 
and let us draw vertical lines at various points whose lengths 




FiR. 146. 



represent the potentials at those points — positive potentials being 
drawn upward, negative ones downward. 

By Ohm's law the extremities of these ordinates will all lie in 
the same straight line CD. If the difference of the potentials at 
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the ends is great, the slope of the line CD will be steep; if it is 
small, the line will be more nearly horizontal. That is to say, 
the slope of the line CD represents the rate of variation ofjpoteutial 
as we travel along the wire from A to fi. 

But as the line CD is straight, its slope depends directly on 
the difference of height of its ends, and inversely on the length 
of the line AB. 

By Ohm's law the strength of the current varies directly with 
the difference of potential at the ends of the wire, and inversely 
with its resistance. Therefore the slope of the line CD represents 
the strength of the current in the wire. 

But as we have just shown, this slope also represents the rate 
of variation of the potential. * Therefore, the strength of the 
current in AB is proportional to the rate of variation of the po- 
tential in it ; and as AB may be made as small as we please, we 
may say that the current at any point in a wire is proportional 
to the rate of change of the potential as we begin to leave that 
point. 

Finally, by so choosing our units, as we have done on the 
C.G.S. sj'stem, we may make the ratio one of equality, and say — 

The current at any point in a conductor is equal to the rate at 
%uhich the potential varies as toe begin to leave that point* 

Of course the direction of the current is given by the direction 
of the slope of the line CD. 

* That 18 — If Y be the potential at the point, the current ii Xl where » \m 
a length measured alpng the wire. 
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CHAPTER XXX. 

CUEUENTS PKODUCED BY INDUCTION ON CLOSING AND BRSAKINQ 

THE CmCCIT. 

Relative Motion. 

The experiments described on pages £92 and 203 have shown us 
that if we move a wire in the neighbourhood of a magnet, a 
certain difference of potential is produced at the ends of the wire. 

We also saw that the same effect will be produced if we leave 
the wire stationary and move the magnet^ as there is the same 
relative motion in each case. 

Instead of a magnet of ordinary form^ we may use a magnetic 
shell ; and^ finally, we may replace the magnetic shell by its 
equivalent current, as in fig. 142, p. 325, and in fig. 132, p. 293. 

Now we have shown that the potential at any point due to a 
circuit is equal to the solid angle subtended at that point multi- 
plied by the strength of the current ; so that, if we vary either 
the solid angle or the strength of the current, we vary the 
potential. 

When we move the wire, we have shown that we cause an 
electro-motive force in a wire in its neighbourhood as long as 
the motion continues ; and similarly, if we vary the current, we 
cause a similar electro-motive force as long as the variation 
continues. 

Variation op Current. 

Increasing the current has the same effect as approaching the 
wire ,* diminishing the current has the same effect as moving the 
wire away. 

Gradual Increase. 

When the ends of a wire are connected to a battery, the cur- 
rent which flows through the wire does not at once attain its 
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maximum value^ but gnuluallj increases for a short time (a small 
fraction of a second) . Similarly^ when the current is interrupted, 
the diminution is somewhat gradual. 

In each of these cases a current will be induced in any neigh- 
bouring wire, which current will be in opposite directions on 
making and breaking contact, and will be nearly instantaneous 
in duration. The direction of the induced current, on making 
contact, is the same as that which it would have if the inducing 
current, flowing constantly in the same direction, were brought 
nearer to the inducing wire ; that is, it is in the opposite direc- 
tion to the primary current. 

We see that the strength of the induced current will be influ- 
enced by the rate at which the potential of the secondary wire is 
made to vary, because that is proportional to either the rate of 
variation of the solid angle, or the strength of the inducing 

current. 

Extra Current. 

If a current be sent through a coil of wire, it is observed that, 
on closing the circuit, the current does not Instantly reach its 
maximum value, and that, on breaking the circuit, it does not 
instantly fall to zero. This effect is the same as would be pro- 
duced if, at the moment of closing, a transient current were 
produced in the wire in the opposite direction to the primary, 
and, at the moment of opening, another in the same direction as 
the primary. 

The same efiect would also be produced if the phenomena 
of the electric current were due to the motions of a fluid having 
inertia, and therefore momentum when in motion. If this 
were the case, the fluid would, when the electro-motive force 
was applied, begin to move slowly by virtue of its inertia, and, 
when the electro-motive force ceased, its momentum would pre- 
vent the resistance from at once stopping its motion. 

Many experiments have shown that the first of these h3rpo- 
theses is the correct one ; or, at least, that the first hypothesis is 
the true explanation of by far the greater portion of the effect. 
There is still, however, a minute residual effect about which 
experiment has not yet given a decided answer. 

The transient currents in a coil are produced hy the induction of 
each portion of the current on the neighbouring wires ^ on which 
it acts as if they were portions of another circuit. 
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These transient currents are called the '' Extra CurrenU** of 

closing and opening respectively. 

If the coil be unwound and stretched out (fig. 146), so that 

no part is near any other part, except at 
right angles to it, the extra currents 
almost entirely disappear. This is because, 
for two wires to act inductively on each 
other, it is necessary that they should be 
near together, and not at right angles. 
I say almost the whole extra current dis- 
appears (that is, the main current attains 
its maximum or its zero almost imme- 
diately after closing or opening), because 
there is a slight residual effect while the 
y. j^g wire is in what was called by Faraday the 

electrO'tofiie state — that is, the changing 

state while the current is forming or ceasing. 

Measurement op Currents produced on Closing and 

Opening the Circuit. 

Except in certain special cases, the strength of the induced 
current at any instant is not measured, owing to its short 
duration, and, seemingly, almost arbitrary variations, even during 
the short time it lasts. 

In measuring the induced current, both these difficulties are 
avoided, by measuring, instead of its value at one instant, the 
sum of all the values it has during the short time it lasts. 

This is managed by using a galvanometer with a somewhat 
heavy needle, which, on receiving a sudden impulse, begins to 
move very slowly. When the induced current passes each value, 
it gives a proportional impulse to the galvanometer needle, and 
the last impulse has been received by it before the first has sen- 
sibly displaced it from its position of rest.* 

The impulses, being all added together, cause the needle to 
swing from its position of rest. The extreme limit of the swing 
is a measure of the sum of the impulses — that is, of the total 
current produced by closing or opening a neighbouring circuit.f 

* The balifltio galvanometer (vol i. p. 266) is used for ezperimentB of this 
nature. 

t If * be the strength of the induced current at any instant, the total 
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BlASEKXa's ExPEKIIIKNTa. 

Professor Bl&eerna • has investigated the laws of currents of 
I opening and closing, and the duration of the currents producetl, 
\ both on opening ond closing, both in the wire ilself, and in 
other wires in the neighbourhood. 

His method of proceeding was as follows : — 
To measure the duration of a current in the secondary wire, 
it is necessary to disconnect the secondary wire from the galva- 
L nometer at a small known interval of time after the closing or 




opening of the primary circuit. The shortest value of this 
interval which is found not to affect the strength of the secon- 
dary current is the duration of that secondary current. 
The Differential Intebruptou. 
Professor Blaserna makes this measurement by means of two 
cylinders, C C fig. 147, clamped on a common axis, the surface of 



/' 



dt 



vhere t'laa time not less than that which the primary current takes to fxy 
fi'om zero to iU nuimum value on closing, or I'rom its msiimnm valae to 
zero on opening the circuit. 

* Sutlo srilappo e la duraU delle correnti d'tnduiione, e drlU L'stracorrenti 
Professor Pietro BJaseniB. QiomaU di Sfienze Natv-rali ed Economieht, 
Vol. vi., 1870, Palanao. 
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part of each being wood, port metal. Two melal springs press on 
the two cylindere, one on each, and respectively close or open the 
primary and secondary circuits, according to whether they press 
on wood or metal in each case. By causing the cylinders to 
revolve rapidly, and with known velocity, any duration of contact, 
however short, can be obtained at will. 

Fig. 147 gives the details of the apparatus, which the inventor 
calls the " Differential Interruptor." 

Fig. 14S is a digram of the same apparatus, 
c A j' c' 




Fig. Its. 

Round the pulley-wheel A passes a band from a heavy fly- 
wheel, which is turned by hand by an assistant. By means of 
B train of cog-wheels, Rr R'r', a very rapid motion is communi- 
cated to the cylinder. M M' are the contact springs, which can 
be moved longitudinully, and clamped in any position. The 
cylinders can be placed in any position with regard to each other, 
the position being known by the divided circles dd'. 

Tbe springs m w' which press on the rollers cc* complete the 
circuits. 

The metal portion of the surface of the cylinder is, on the 
primary cylinder, cut into steps ; on the secondary, partly into 
steps and partly on a slope. 

By suitably placing the springs MM', we can cause the 
secondary circuit to be closed or opened when the cylinder has 
turned through any desired angle, after either the closing or the 
opening of the primary circuit. 

Measukbhent op the Velocity op Revolution. 

A wheel B is fixed to the axis of the cylinder, and turns with 
it. In its circumference are several rings of holes, tbe holes in 
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each ring being equidistant from each other. The rings contain 
06^ 48^ and 24 holes respectively. 

A jet of air from an india-rubber tube plays upon the wheel, 
and is alternately checked or allowed to pass freely, according as 
a hole, or solid metal, comes opposite to the mouth of the jet. 
When these openings and closings succeed each other rapidly, a 
musical note is produced. 

Now the number of vibrations per second of a tuning-fork or 
other instrument producing a note is known. When, therefore, 
the note produced by the air- jet is the same as that of a tuning- 
fork which gives n vibrations per second, we know that n holes 
pass the aperture in a second, and therefore that the number of 
turns per second is 

n n n 

W 48' '''' 24' 

according to which row of holes we are using. 

An observer, with a sufficiently good musical ear, can deter- 
mine the velocity more accurately by this than by any other 
method. 

Now suppose the cylinder turning with a velocity of N turns 
per second ; and that between, say— closing the primary current 
and opening the secondary, we have to turn the cylinder degrees, 
then the time which elapses between closing the primary and 
opening the secondary will be 

360 N 
which, if we are using, say the outside row of holes, will be 

— , __ ea — . - of a second. 
360 » 16 n ^ 

where n is the number of vibrations per second of the note 
given by the perforated wheel. 

Pbeliminahy Expeuiments. 

Professor Blaserna first describes a number of preliminary 
experiments to show that the instrument may be trusted to 
make contact exactly at the times when the edges of the brass 
come under the springs, and not a fraction of a second later. This 
point being satisfactorily established, he goes on to the experi- 
ments which form the real object of his research. 

The room in which the experiments were made was about 18 
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We have 

for Air ^ 270 metres 

GlaM . 61 „ 

Shellac 67 

(Large disc) 44 

Solphur. . . ..... 52 

Resinous pitch* dO(?)„ 

These distances he calls the '' retardation'' produced by the diOe» 

rent substances. 

End op the Induced Cukeent. 

For this portion of the investigation the method adopted was, 
to so arrange the cylinders that the secondary current was closed 
about 3° after the primary; so if the phenomena were not com- 
plicated by any disturbing cause, the duration of the induced 
current, or rather the interval between the closing of the primary 
and the end of the induced current, would be the time taken by 
the cylinder to turn 3^ when the speed was the least that gave 
no deflection of the galvanometer. 

The phenomenon is, however, complicated by two things. 

The reaction of the secondary current on the primary circuit, 
and the doubt which exists as to whether or jnot the induced 
cuiTent ceases at the moment of breaking the circuit or whether 
it remains for a short time in the wire. 

Blaserna was not able fully to correct for these errors, but he 

gives as an approximation, that the duration of the current of 

closing varies from 0'U01624j second to 0*001960 second. He 

says, however, that he attaches but little value to these results. 

He considers it possible that there may be several maxima and 

minima. 

The Induced Current op Opening. 

For experiments on this the cylinders were arranged so that the 
secondary current was closed at the moment when, or for greater 
precaution a moment before, the primary was opened. 

It was then found that — 

Tlie current of opening is bat A formed and completed in a time 
shorter than that of the current of cloning. 

The following comparative results are given : — 

Time required to attain maximum under the same conditions. 

Current of closing .... 0000485 seconds. 
Current of opening . . . 0000275 „ 

• Pece greca. 
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Maximum intensity. 

Current of closing . . . 28770 arbitrary units. 
Carrent of opening . . . 86000 „ „ 

It must be remembered, however, that the '^ area '' of the two 
currents is identical ; that is, that the time integral* has the same 
value for each. 

This means that the total quantity of electricity carried across 
the wire is the same in each direction. 

Then, if the current of opening is more intense, and less in 
duration than that of closing, the difference of potential along 
the secondary must be greater in the former case than in the 
latter. 

Professor Blasema finds that the ratio of the potentials in the 
two cases is about 13 to 6. 

Now, Messrs. De La Ruef and Miiller have found that the 
length of the spark obtained in air from batteries of 600 to 5640 
cells varies as the square of the number of cells ; that is, as the 
square of the difference of potential. 

Now, suppose the induced current to be strong enough to give 
sparks, we should by Blaserna's results have- 
Ratio of length of spark due to current of opening to that due 

to current of closing, 

=s 13« : 6« = 4-69. 

But in addition to having greater intensity, the current of 

opening is formed much mora quickly than that of closing. 

Now, the effect of the correction which has been applied to the 

numbers 

860,237 

to obtain the ratio 13 : 6 appears to me, as far as I understand 
Professor Blaserna's reasoning, to be to almost eliminate this 
fact, which is known to be very important to the length of 
spark. 

Taking the uncorrected numbers, we have the 

Ratio mfi : 237' = 13 aboat 

In an induction coil % the spark produced on opening is very 

much greater than that produced on closing; much more than 

thirteen times greater. 

• See note t to page 330. 

t Proc, Roy, Soc,, 1876, vol. «iv. p. 167. 

X See vol. ii. ch. zxxix. 

z 
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The cases are, however, hardly comparable, as in the induc-tioQ 

uud demagnetize the iron core. 

The uncorrected value of the ratio, which is simply taken from 
the swing, is to a certain extent analogous to the spark length, 
OS the swing depends not only on the strength of the impulse but 
on its BuiidenncBs, 

The ExTRi Cuerbnt of Cu)8ino. 
For the investigation of the extra current one coil S was used, 
and it was connected as shown in fig. 150. 

A short band being used and the wheel not being turned too 

fiist, oscillations were observed in the current which showed that 

fig. 160. 

the extra current acted against the primary. The first result 
obtained was that — 

" The induced current form* ittelf together with the prindfiol 
current, and commences to circulate [however feeblj/) luddenl}/ at 
the moment of closing" 

Further observation shows that there are several oscillations, 
that is, that instead of the extra current attaining a maximum 

minima. 

In Plate XXVll., curves v. and vi. represent the valnes of the 
primary current, minus the extra current; and, therefore, mea- 
suring the ordiuates downward from the top gives the values of 
the extra current. 

The variable state of the extra current may last as much as 
fl^ of a second. 

A study of the curves shows that — 





Extra Currents — Blasema — Lenzs Law. 339 



'^ The first osciUatum of ike current iaa a great amplitude and 
a small duration ; the second, less amplitude and more duration ; 
that the amplitude goes on regularly diminishing and the dura- 
tion increasing, till at last all the oscillation vanishes and is 
con/bunded with the horizontal straight line, which represents the 
normal state of the currents* 

W^c may account for the oscillations in this way :*— The extra 
current always tends to alter the direction in which the current 
is varying. Thus, while the current is increasing, the extra cur- 
rent tends to make it decrease ; as ^pon as it begins to decrease, 
the extra current tends to make it increase^ and so on* 

The Extra Current of Opening. 

This is much more diflScult to study than the current of closing, 
as an arrangement of the interruptor has to be made, such that 
at the moment of opening the battery-circuit, the coil shall be 
connected with the galvanometer. 

Having made this arrangement Blasema found, first, that — 

"The extra current of opening consists 0/ alternating currents 
which succeed each other at short intervals of time/* 

This was the result of some preliminary experiments ; further 
observations showed that — 

" The extra current of opening consists of oscillations, more or 
less energetic, which are much more rapid than those of closing, 
and of which the duration is much shorter J' 

Law of Linz. 

In 1834 Lenz enunciated this law — 

" If a constant current flows in the prisary circuit A, and if by 
the motion of A, or of the secondary circuit B, a current is induced 
in B, the direction of the induced current will be such that, by its 
electro-magnetic action on A, it tends to oppose the motion of 
the circuits.'' f 

If, for a current moving away from, or towards another, we 
substitute a current whose strength is diminishing or increasing, 
we shall see that Blasema's results, particularly as to the oscilla- 
tion of the extra current, can be explained as deductions from 
Lenz's law. 

* Thitf explanation is a mere deduction from Lens's law. 
t MaxwelVs Electricity, 542, vol. iL p. 176. 

Z 2 
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Schiller's Expbeiments on Electric Oscillations.* 

In 1874^ Schiller published an account of some experiments 
on '^ Electric Oscillations/' He found that if an electric current 
be suddenly interrupted in a primary coil Rj, which acts by 
induction on a secondary coil B,^ the ends of R^ being insulated 
from each other ^ that there will be a great number of extremely 
rapid '^ oscillations '' in the secondary ; that is, that if one end of 
the secondary be connected to the earth, the other will have 
rapidly alternating (+) and (~) potentials. 

The duration of ea:ch oscillation varied in different experiments, 
but generally it was from 6 to 12 hundred-thousandths of a 
second. 

When the ends of the secondary were connected to a condenser 
the length of each oscillation was increased. 

The oscillations were measured by the following method : — 
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Yi«, 151. 

A primary coil Rj was connected to one Daniell cell B, and 
to a contact key P'. 

Ri was placed inside a secondary coil Rj, one end of which was 
connected to earth, and the other through a key P to a condenser 
C, and to one pair of quadrants of an electrometer. The other 

• Einige experimentelle Untersuchungen iiber electrische Schwingun^n 
von N. Schiller, Fogg. Ann. 1874, p. 635. 
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quadrants and the other plate of the electrometer were connected 
to earth. 

The keys P and P' were ordinarily kept closed by springs, but 
were bo arranged that when opened they would remain open. 

The keys were opened by means of a heavy pendulum^ which 
was kept in a horizontal position by means of an electro-magnet, 
and, on being released, fell in the direction of the arrow, and struck 
the levers h h'. , 

IVhen h and K were in the same straight line, the contacts 
were broken simultaneously. 

The key P could, however, be moved by means of the micro- 
meter screw M, so that the lever h was not struck till a certain 
time after the lever h'. The scale S showed the number of turns of 
the screw, and fractions of a turn were read on the divided head M. 

When the velocity of motion of the pendulum was known, the 
time interval corresponding to one division of the scale S could 
l>e determined.* 

Thus it was possible to break the contact in the secondary coil, 
at a small known interval of time after that of the primary. 

When the electric oscillations take place, the potential becomes 
alternately ( + ) and (— ). 

The curve of oscillation is of the same general kind as the 
curve represented by that part of curve V., Plate XXVIL, which 
lies between the verticals 2 and 11, if the horizontal line 13 be 
taken as the line of zero potential. 

Now, as the potential is changing from (+) to (— ) or from 
(— )to(+)^ it passes through the zero line, and thus, at the 
l)eginning and end of each oscillation, the potential in the 
secondary wire of the electrometer will be zero. 

If the secondary circuit is broken at the commencement of an 
oscillation, there will be no deflection of the electi*ometer, for, at 
the moment of breaking, the potential is zero, and the sums of 
the preceding positive and negative charges are equal. 

1 D the experiments the primary was first broken, and then, 

* The time value of one scale division was determined by connecting the 
two keys to the coils of a delicate differential galvanometer. When the 
contacts were broken simultaneously, there was no deflection. When P was 
moved one scale division, there was a swing of the needle depending on 
the time during which the current in P had acted alone. The time was cal- 
culated from the swing. 
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after a convenient interval^ the secondary was broken. The 
interval was chosen so that the results should not be confused by 
the spark, bat yet that tiie oscillations should not be too small. 

The micrometer screw was then adjosted till there was no 
deflection of the electrometer. 

The reading having been taken, the key P was screwed on to 
the next position, in which there was no deflection. The difference 
between the first and second readings gave the duration of an 
oscillation in scale divisions. The time corresponding to one scale 
division was determined by separate experiments. 

For the particular instrument used, it was found to be 

•0000012536 sec. 

Without any condenser, the duration of an oscillation was 
found to be 33 scale divisions, or 

•000041369 sec 

(four one hundred thousandths of a second). 

The author shows how to allow for the '' damping effect'' 
caused by the induction of the wires on each other, &c. 

Application to Specific Inductive Capacity. 

It can be shown mathematically that the capacity of a coil is 
proportional to the square of the time of oscillation when the 
coil only is used^ and that of a coil and condenser together to 
the same quantity when the coil and condenser are used. 

From this fact the ratio of the capacities of two condensers 
can be calculated. 

Now, if we have two exactly similar condensers — one containing 
air, and the other some dielectric —then the ratio of the capacity 
of the second to that of the first is the specific inductive capacity 
of the dielectric. 

Let Tq be the oscillation time with coil only, 

T „ M ., ,, with coil and dielectric condenser. 

T' „ „ ,» „ with coil and same condenser, with dielectrio 

removed, and only air in it ; 

then we shall have for the specific inductive capacity 

A series of determinations of specific inductive capacity were 
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made by this method with the results given on page 103. They 
are of particular importance, as, owing to the rapidity of the 
reversals, there could have been no permanent charging, and the 
number obtained must represent what Wiillner* calls the '' In- 
stantaneous capacities of the dielectrics/' 

• Vol. i. page 106. 
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